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Product Notes 


Warranty Information 


The emulator board, trace board, pod board, and emulator cable are sold with a one-year warranty start- 
ing from the date of purchase. Components found to be defective under warranty will either be repaired 
or replaced at Nohau’s discretion. 


Pod boards that use a bondout processor are also warranted for one year from the date of purchase ex- 
cept for the processor. The bondout processor will be replaced once if Nohau determines that the fai- 
ure in the bondout processor was not due to the user’s actions. This replacement limit does not apply to 
the rest of the pod board. 


Each optional adapter, cable, and extender is sold with a 90-day warranty, except that it may be subject 
to repair charges if damage was caused by the user’s actions. 


Nohau’s Seehau software is sold with no warranty, but upgrades can be obtained to all customers at the 


Nohua Web site: http:/Avww.nohau.com. 


Nohau makes no other warranties, express or implied, including, but not limited to the implied warranties 
of merchantability and fitness for a particular purpose. In no event will Nohau be 

liable for consequential damages. Third-party software sold by Nohau carries the manufacturer’s war- 
ranty. 


European CE Requirements 
Nohau has included the following information in order to comply with European CE requirements. 


User Responsibility 


The in-circuit debugger application, as well as all other unprotected circuits need special mitigation to 
ensure Electromagnetic Compatibility (EMC). 


The user has the responsibility to take required measures in the environment to prevent other 
activities from disturbances from the debugger application according to the user and installation manual. 


If the debugger is used in an environment other than the intended (for example, field service 
applications), it is the user’s responsibility to control that other activities cannot be disturbed 
in such a way that there may be risk for personal hazard/injuries. 


Special Measures for Electromagnetic Emission 
Requirements 


To reduce the disturbances to meet conducted emission requirements it is necessary to place a ground 
plane on the table under the pod cable and the connected processor board. The ground plane shall have 
a low impedance ground connection to the host computer frame. The insulation sheet between the 
ground plane and circuit boards shall not exceed 1mm of thickness. 
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System Requirements 


CAUTION 


Like all Windows applications, the Seehau software requires a minimum amount of free operating 
system resources. The recommended amount is at least 40%. (This is only a guideline. This per- 
centage might vary depending on your PC.) If your resources are dangerously low, Seehau might 
become slow, unresponsive or even unstable. !f you encounter any of these conditions, check your 
free resources. If they are below 40%, reboot and limit the number of concurrently running applica- 
tions. If you are unable to free more than 40% operating system resources, contact your system 
administrator or Nohau Technical Support. 


The following are minimum system requirements: 

@ Pentium 200 (Pentium II or faster is recommended) 
e@  Single-Processor System 

@ Windows 95, 98, NT, 2000, or 2000 ME 


@ Random Access Memory (RAM) 
— For Windows 95/98: 64 MB 
— For Windows NT/2000/2000 ME: 128 MB 


Warnings 


q To avoid damage to the pod or to your target, do not connect the pod to your target when the 
pod or target power is on 


¢ When powering up, always power up the emulator first followed by the target system. When 
powering down, power down the target system first followed by the emulator. 
Failing to do so can cause damage to your target and/or emulator. 


q Do not apply power to your system unless you are absolutely sure the target adapter is 
correctly oriented. Failing to do so can cause damage to your target and/or emulator. 
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About This Guide 


The EMULSI-PC User Guide describes how to use the EMULS1—PC emulation system with 
the Seehau graphical user interface. 


This EMULS51I-—PC User Guide is intended for both novice and advanced users. 


Downloading EMUL51-PC Product Documentation 


To download an electronic version of this guide, do the following: 


1. Open Nohau’s home page at www-.nohau.com. 
2. Click Publications/Documents. 
3. Click Nohau Manuals. 


4. Scroll down to EMULS51-—PC. Then select EMUL51—PC User Guide to download a PDF 
version of the guide. 


Ar- OOS FA1- PX 
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[1] Overview of the EMUL51-PC 
Emulator System 


The basic hardware for the EMUL5I-—PC emulator system includes the following: 


® Emulator board—plugs into a an ISA slot inside the PC, the High Speed Parallel (HSP) box, or the 
Universal Serial Bus (USB) box. 


® Pod board—device-dependent board that replaces the MCU chip on the target system. 


@ Trace board (optional)—plugs into an ISA slot inside the PC, HSP, or USB and connects to the 
emulator board through a short ribbon cable. 


@ Five foot ribbon cable—connects the emulator and pod (see Figure 1). 


@ Target adapter—allows you to connect the pod board to your target system. 


Three system configurations are available: 


@ High-Speed Parallel (HSP) box connects to the parallel printer port. See the following “High-Speed 
Parallel (HSP) Box” section. 


@ Universal Serial Bus (USB) box connects to the computer’s USB port. See the following “Univer- 
sal Serial Bus (USB) Box” section. 


@ PC Plug-In. See the following “PC Plug-In” section. 


For information about configuring and installing your hardware, refer to Chapter 2, “Installing the 
Hardware” in this guide. 


High-Speed Parallel (HSP) Box 


In the HSP chassis, the emulator board and optional trace board are installed in an external box that 
connects to the PC’s parallel printer port. The HSP option makes the emulator system portable, allowing 
you to move the system from one PC to another. You can also use this option with 

a portable laptop computer. The HSP eliminates the need for the two ISA bus slots. 
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Figure 1. HSP Box Connected to the Emulator, Trace, and Pod Board 


Universal Serial Bus (USB) Box 


When using a laptop computer, the USB box provides one of the most portable methods of connection 
and allows for full trace capability. A USB port is an external peripheral interface standard for commu- 
nication between a computer and external peripheral over a cable that uses bi-serial transmission. 


You can use the USB box to mun the in-circuit emulator and optional trace board when ISA slots are 
unavailable in your computer. 


Nohau Corporation personnel mount the emulator board, USB card, and optional trace board in the USB 
box chassis. The trace board connects to the emulator board through two ribbon cables. The pod board 
connects to the emulator board in the USB box with a five-foot ribbon cable. The USB card connects to 
the PC’s USB port. 


| Note 


When using the USB option, you must install the Seehau software first before 
connecting the Nohau hardware. This allows the computer to recognize the proper 
driver for the hardware. 


The USB option is not supported by Windows NT. 


It is anticipated that the USB option will eventually replace the parallel port interface. 
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@ PC Plug-In 


The emulator ISA board is plugged into an ISA slot in your PC and is connected with a five-foot cable 
to a device-dependent pod board. The optional ISA trace board is plugged into the PC and connects to 


the emulator board through a ribbon cable. 


You can custom configure the emulator hardware to your requirements with various jumpers. See 
Chapter 2, “Installing the Hardware,” for details about jumper configuration. 


User Interface 


The emulator is configured and operated by the Seehau user interface. 


Seehau is a high-level language user interface that allows you to perform many useful tasks, 
for example: 


© Load, run, single-step and stop programs based on C or Assembly code. 

@ Set triggers and view trace (with optional trace board). 

@ Modify and view memory contents including Special Function Registers (SFRs). 
@ Set hardware breakpoints. 


¢ e@ Analyze code with Program Performance Analysis (PPA) 
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Quick Start for Installing Your Emulator System @ 


The following illustration shows the major steps for installing and configuring the EMULS1-PC. 
For details, refer to the chapter referenced in each step. 
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Figure 2. Steps for Installing and Configuring the EMUL51—PC and Seehau Software 
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Installing the Hardware 


Quick Start for Installing the Hardware 


Figure 3 shows the major steps for installing the EMUL51—PC hardware. 
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Figure 3. Steps for Installing the EMUL51—PC Hardware 
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Figure 4. HSP Box Connected to the Emulator, Trace, and Pod Boards 


Configuring Address Settings With Windows 
Operating Systems 


The following applies to all Windows operating systems: 


@ Default Address Ranges: r 
— Emulator Board: 110H to 11FH 
— Standard Trace Board: 100H to 10FH 
— Enhanced Trace Board: 120H to 13FH 


e Default Address Settings for the HSP Box: 
— No address conflict is possible when installing the HSP box with any Windows operating 
system. Use the default address ranges (previously listed). 


— Skip to the “Installing Emulator Boards” section later in this chapter. 


Configuring Address Settings for the Emulator and Optional 
Trace Board 


The following sections provide details about configuring address settings for the emulator and 
optional trace board for each Windows operating system. Refer to the section that covers your 
specific operating system. 


Known Device Driver Conflicts 


Nohau is aware of potential device driver conflicts with certain network cards running on Novell/ 
Netware networks. Most of these problems have been experienced when running Windows NT or 
Windows 2000 operating systems. Nohau Technical Support has also received some reports of 
hardware conflicts with both 3COM ISA network cards and some Novell network cards. 
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Possible Symptoms 


@ When starting Seehau, communication with the network stops. (You will be unable to access 
resources on the network.) 


@ Seehau will not start. 
A possible solution might be to change your network card. Nohau Technical! Support has not 


tested all network cards, although some customers have reported that the following network cards 
have resolved this conflict: 


e@ Intel Ether Express Pro 10/100 ISA 

@ 3COM Etherlink III (905B or later) 10/100 PCI 

@ Bay Networks NetGear FA310TX 10/100 PCI 

If you think the problem is caused by a software conflict, change the address of the emulator and 


trace boards (for example, use 310H and 300H respectively). Refer to the “Installing Emulator 
Boards” section in this chapter. 
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Configuring Address Settings With Windows 95/98/ME @ 
Checking Your PC for Default Address Conflicts 


Click the Start menu, and select Settings. 
Click Control Panel. 
Double-click System. The Systems Properties dialog box opens. 


1 
2 
3 
4. Click the Device Manager tab. 
5. Click Properties. 

6. 


Click Input/Output. Scroll the contents of the window to verify that no device is listed within 
that range. 


Alternative Addressing 
If you see a device present in the default address range for your emulator or trace board, do the fol- 
lowing: 
1. Beginning at the address 100H, scroll down to look for an unused address range: 
— 10H for any emulator board 
— 10H for the Standard Trace Board 
— 20H for the Enhanced Trace Board. 


2. When you locate an unused address range, make a note of the base address of the range for use 
when configuring Seehau. 


3. Refer to Appendix A, “Address Examples” to re-configure the base address of your board. 


The base address must be an even multiple of 10 (such as 200 or 210). If you have to change 
the address of the emulator or trace board, be sure to change both the board jumpers and the 
jumper settings in the software. 


Computer Properties 
“View Resources | ReseiveResouces| 


teat Interrupt request (IRQ) C Ditect memoty access DMA} 
| © linputdguipul {1/0} Memory 


A Hardware using 
mal -OOFF Numeric data processor 
30170-0177 ‘Inte! 82371AB/EB PCI Bus Master IDE Controller 
20170-0177. Secondary IDE controller (dual fifo) 

| }%201FO-O1F7 Intel 82371AB/EB PCI Bus Master IDE Controller 
O1FO-O1F7 Primary IDE controller (dual fifo) 

0201 -0201 YAMAHA DS-XG GamePort 

0220 -022F YAMAHA DS-XG Legacy Sound System 


nonn mans NPALAATIA NEIL 


Figure 5. System I/O Resources 
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Configuring Address Settings With Windows NT 

e First check your administrative privileges. This is required when installing the software. 
@ Then check your PC for default address conflicts. 

Checking Administrative Privileges 


1. Click the Start menu, and select Programs. 


2. Select Administrative Tools, and click User Manager. The User Manager dialog box opens 
(Figure 6). 


3. In the bottom half of the dialog box, double-click Administrators. The Local Group Properties 
dialog box opens displaying a list of login names (Figure 7). 


3 User Manager BBE 
| User Rolicies | Options Help : 3 
Username |Full Name Description 


{& Administrator Built-in account for administering the computer/domain 
& Guest Built-in account for quest access to the computer/domain 


‘Description : 


Gi Admunistrators ~ Members can tully administer the compuler/dornsin. 
2 Backup Operators Members cen bypass file security to back up files 
2 Guests Users granted quest access to the computer/domain 


Power Users Members can shere directories and printers 
Replicator Supports file replication in a domain 
Users Ordinary users 


Figure 6. User Manager Dialog Box for Windows NT 


Local Group Properties Ea 


| Group Name: Administrators OK | 
| Description: " [Members can fully administer the computer/domain Cancel | 


ree i ‘Show Full Names : er 


G Administrator 
& NohauUser 


Figure 7. Local Group Properties Dialog Box for Windows NT 
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4. Look for your login name in the list of names. If your login name is not present, you are not set & 
up with administrative privileges. Contact your System Administrator to update your privi- 
leges or give you the administrator’s password. 


Checking Your PC for Default Address Conflicts 
J. Click the Start menu, and select Programs. 


2. Select Administrative Tools, and click Windows NT Diagnostics. The Windows NT Diagnos- 
tics window opens (Figure 8). 


3. Click the Resources tab. 

4. Click VO Port. 

5. Check the I/O resources listed to verify that no device appears in a default address range. 
Alternative Addressing 

If you see a device present in the default range for your emulator or trace board, do the following: 


1. Beginning at the address 100H, scroll down to look for an unused address range: 
— 10H for any emulator board 
— 10H for the Standard Trace Board 
— 20H for the Enhanced Trace Board. 


| ©. Windows NT Diagnostics - \\NTTEST 
File Help 


. Nersion | System | Display | Drives ‘| Memory | Senices | 
Resources | Environment | Network | 


Include HAL resources I~’ 


0060-0060 18042prt 
0064-0064 18042prt 
0170-0177 atapi 
01CE-01CF VgaSave 
“| 01F0-01F7  atapi 

! 10201-0201 ydsxg 
0330-0331 ydsxg 
0376-0376 atapi 
0378-037A_ Perpor 
03B0-03BB ati 
03B0-03BB VgaSave 
03C0-03DF ati 
03C0-03DF VgaSave 
03C4-03C5 ati 
03C5-03C5 ati 


—--"o-oOo-Bjoooocoeo°co°e 


Pci 


Pte IRQ [| ern { DMA |. Memory | Devices | 


Properties | ! "Refresh | Print (feeopK eal 


Figure 8. NT Diagnostics Window 
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@ 2. When you locate an unused address range, make a note of the base address of the range for use 
, when configuring Seehau. 


3. Refer to Appendix A, “Address Examples” to re-configure the base address of your board. 


Driver Troubleshooting 


For details, see Chapter 8, “Seehau Startup Troubleshooting.” 


e Ifyou get a Service or driver failed error message when rebooting, you probably have a 
resource conflict. 


e If you get a create file failed error message upon execution, the device driver did not 
properly start. 
Nohau51 Device Driver With Windows NT 


After installation, Windows NT Diagnostics will show the NohauS1 device driver present in the 
upper I/O range (FFxx). After launching Seehau, the driver is reassigned to the actual address 
ranges. In the Control Panel Devices window (Figure 9), you will see three columns: Device, 
Status, and Startup. 


® Device: lists the Nohau device driver 


© Status: displays Started 
@ ® Startup: displays Automatic 


i Devices’): ASPEN ee ACARI. cy ema aie BY 
' Device Status Startup 


Automatic 


j Started Automatic aaa Laat 
NohauM16 Started Automatic; i Star | ; 
NohauSx Started Automatic Fi 3 


Npfs Started System : es SHR ESS 
Ntfs Started Disabled (= ; : 
Null Started System = Lt. Setup. _| 
Oliscsi Disabled , HW Profiles... | 
Parallel Started Automatic =" 
Perport re ‘Started Automatic | Help | 


Figure 9. Control Pane! Devices Window 
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Configuring Address Settings With Windows 2000 @ 


e First check your administrative privileges. 
e@ Then check your PC for default address conflicts. 


Checking Administrative Privileges 


1. Click the Start menu, and select Settings. Click Control Panel. 


2. From the Control Panel, double-click Users and Passwords. The Users and Passwords 
window opens (Figure 10). 


3. Click the Advanced tab. Now click the Advanced button. The Local Users and Groups 
window opens (Figure 11). 


Uscrs and Passwords) /iannnn SS Sie 2x} 


Users. | advanced | 


Use the list below to grant or deny users access to your 
computer, and to change passwords and other settings. 


T [Isers must enter a user name and password to use this computer. 


Users for this computer; 
S Administrator Administrators 
Pouest Guests 


Add... | Remuye | Pagpusties. | 


Password for Administrator - 
ies To change the password For Administrator, chick Set 


Password, ; | 


Set Pessuiord... 


Figure 11. Local Users and Groups Window 
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Administrators have complete and u... 
Backup Operators can override secu... 
Guests have the same access as me... 
Power Users possess most administr... 
Supports file replication in a domain 

Users are prevented from making ac... 


Figure 12. Local Users and Groups Window with Groups Folder 


4, Click the Groups folder located in the left region of the window beneath Local Users 
and Groups. 


5. Double-click the Groups folder. A list of groups appears in the right region of the window 
(Figure 12). 


6. Double-click Administrators. Your user name should be listed. 


Note 


If you are not an administrator, ask your System Administrator to add you to 
this list. 


Administrators Properties sn 


Figure 13. Administrator Dialog Box 


Edition 2, April 19, 2002 © Nohau Corporation 13 


Chapter 2. Installing the Hardware 


Checking Your PC for Default Address Conflicts 


1. Right-click the My Computer icon on your desktop, and select Properties. The System 
Properties window opens (Figure 14). 


~ Hardware Wizard —- ] 


a The Hardware wizard helps you stall, uninstall, repair, 
SS unplug, eject, and configure your hardware. 


Hardware Ward... | 


Oa Meee a 


| The Device Manager lists all the hardware devices installed 
kazrs on your computer. Use the Device Manager to change the 
properties of any device. 


Driver Signing... | Device Manager... | 


Hardwate Profles--——_-——_--—-— 
es Hardware profiles provide a way for you to set up and store | 
<< different hatdware configurations. 


Hardware Profiles... | 


Figure 14, System Properties Window 


£& device Manager 


| action view || = = | &3 fo | @ 
BS Fi 
2] Computer 
3 Disk drives 
of Display adapters 


Bi-g8 DVD/CD-ROM drives 

Bey Floppy disk controllers 

4-3 Floppy disk drives 

-& IDE ATASATAPI controllers 
[2-23 Keyboards 

GSS Mice and other pointing devices 
(2-4) Modems 

ey Monitors 

#8) Network adapters 

t~Y Ports (COM & LPT) 

pct Sound, video and game controllers 


- System devices 


Universal Serla! Bus controllers 


fa 


Figure 15, Device Manager Window 
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@ 2. Click the Hardware tab. Then click Device Manager. The Device Manager window opens 
(Figure 15). 


3. In the Device Manager window, select the View menu. Then click Resources by Type. 
A window opens that shows the system resources (Figure 16). 


4. Double-click Input/Output (I/O). 


5. Check the I/O resources listed to verify that no device appears in the default address ranges. 


| Note 


PCI bus items normally do not cause a conflict in that specific address range. 


2-448 Direct memory access (DMA) 
5- 
{ m= 700000000 - O0000G0F) Direct memory access controller 
' ~ a [00000020 - 00000021) Programmable interrupt controller 
as [00000022 - 0000003F) PCI bus 

day [00000040 - 00000043} System timer 
i |--f@i) [00000044 - 00000047] PCI bus 
; lil} [o000004c - ooD0006F] PCI bus 
: j -B [00000060 - 00000060) PCJAT Enhanced P5/2 Keyboard (101/192-Key) 
i ;~(@] [00000061 - co000061) System speaker 
| }-@B [00000064 - 00000064) PC/AT Enhanced PS/2 Keyboard (101/102-Key) 


ie = (00000070 - 00000071) System CMOS/real time clock 
} 7 3} [00000072 - 0000007F) PCI bus 
i a {00000081 - 0000008F) Direct memory access controller 
» J) [oo000090 - 00000091) PCI bus 
|; ~[&] [00000093 - c000009F) PCI bus 
¢ cl [08000040 - CO0000A1) Programmable interrupt controller 
‘zB fl (00000082 - 0000008F) PCI bus 
t | [0G0000CO - OO0O0NDDF] Direct memory access controller 
‘fa [000000E0 - CODDDDEF] PCI bus 
re [OOO000EA - 000000EB) Motherboard resources 
a [OOODO0FO - CODODDFF] Numeric data processor 
| [00000100 - COODDCF7) PCI bus 
= [00000120 - 00000127] Crystal WDM Audio Control Registers 
rs {00000170 - 00000177) Secondary IDE Channe! 
- &y [000001F0 - 000001F7) Primary IDE Channel 
e [00000200 - 00000207) Crystal WOM Game Port 
+ [00000220 - 00000233) Crystal WDM Audio Codec 
re [00080274 - 00000277) ISAPNP Read Data Port 
[00000279 - 00000279) ISAPNP Read Data Port 
<4) [000002F8 - OOD002FF) U.S. Robotics 33.6K FAX INT PnP 
+ [00000330 - 00000331) Crystal WOM MPU-401 Compatible 
“| [00000370 - 00000371) Motherboard resources 
(00000376 - 00000376) Secondary IDE Channe! 
[00000376 - 0000037F) ECP Printer Port (LPT1) 
> [00000388 - 00000388) Crystal WOM Audio Codec 
a) [00000380 - 00000388} Diamond Multimedia Fire GL1000 Pro 


r 


I 


myer Te 


© Figure 16. System Resources 
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Alternative Addressing 


If you see a device present in the default address range for your emulator or trace board, do the 
following: 
1. Beginning at the address 100H, scroll down to look for an unused address range: 

— 10H for any emulator board. 

— 10H for the Standard Trace Board. 

— 20H for the Enhanced Trace Board. 


2. When you locate an unused address range, make a note of the base address of the range for use 
when configuring Seehau. 


3. Refer to Appendix A, ‘“‘Address Examples” to re-configure the base address of your board. 


Driver Troubleshooting 


For details, see Chapter 8, “Seehau Startup Troubleshooting.” 


@ If you get a Service or driver failed error message when rebooting, you probably have a 
resource conflict. 


© If you get a create file failed error message upon execution, the device driver did not properly 
start. Review the steps in this section again. You can use Windows 2000 System Properties to 
re-check that your port address has no conflicts. ® 


Nohau51 Device Driver With Windows 2000 
To verify that the Nohau51 device driver is properly installed, do the following: 


1. From the Start menu, select Programs. Select Accessories, then System Tools. 
2. Click System Information. The System Information window opens. 
3. Double-click the Software Environment folder. 


4. Double-click the Drivers folder. A list of active drivers appears (Figure 17). Refer to the Name 
column and scroll down to nohau51. 


5. Verify the driver is running. In the State column, you should see the word Running. In the 
Status column, you should see OK. 
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3, 2, System | Information _ 


ipereni 

System Information mspqm Microsoft Streaming Qualit... Kernel Driver Stopped 
‘--(C] System Summary mup Mup File System Driver Running 
& 2) Hardware Resources naifiltr NaiFiltr File System Driver Running 
(C2) Components naifsrec NaiFsRec File System Driver Running 
E)-CQ Software Environment nbf NetBEUI Protocol Kernel Driver Running 
; + -€Q Drivers nerc710 Nerc710 Kernel Driver Stopped 
-(3} Environment Variables ndis NDIS System Driver Kernel Driver Running 
8 Jobs ndistapi Remote Access NDIS TAPI... Kernel Driver Running 
[2] Network Connections ndiswan Remote Access NDIS WA... _ Kernel Driver Running 
[> (9 Running Tasks ndproxy NDIS Proxy Kernel Driver Running 
i oO Loaded Modules netbios NetBIOS Interface File System Driver Running 
~ (1 Services netbt NetBios over Tcpip Kernel Driver Running 
i erat aa netdetect NetDetect Kernel Driver Stopped 
|..7 OLE Registration Imohaul 1 Nohaui 1 Kernel Driver Running 

gis , p 
&)-(27 Internet Explorer 5 nohaui2 = Nohaul2 Kernel Driver Running 
nohaul6 Nohaui6 Kernel Driver Running 
nohaui6x Nohaut6x Kernel Driver Running 
nohaul96 Nohaul96 Kernel Driver Running 
nohau262 Nohau2z62 Kernel Driver Running 
nohau51 Nohau5i Kernel Driver Running 


Figure 17. List of Active Drivers 


Inspection of Jumpers 


| Note 


Jumpers have been preset at the factory prior to shipment. On the boards you re- 
ceive it is important to compare the jumper configurations against the configurations 
described in this guide. If a jumper is installed other than shown, refer to the jumper 
description information in Chapter 2, “Installing the Hardware,” or in Chapter 3, 
“Installing the Pod Board” before changing its position. 


Jumpers for the emulator and trace boards are described in this section of the guide. For informa- 
tion on pod boards, refer to Chapter 3, “Installing the Pod Board.” 


Edition 2, April 19, 2002 © Nohau Corporation 17 


Chapter 2. Installing the Hardware 


Pins Not Connected Block Connecting Pins 


Figure 18. Typical Set of Jumper Pins 


No pins connected Two pins connected (A4 pair) 


Figure 19. Typical Set of Paired Jumper Pins 


Several sets of jumper pins are provided on the boards for configuring on-board functions. To 
install a jumper, slide a jumper block over two adjacent pins. (See Figures 18 and 19 for details.) 


Installing Emulator Boards 


This section provides installation details for the following emulator boards: Standard, E32/E128, 
and the Advanced Emulator Board. 


After you have inspected the boards for any damage, you can install the emulator board in your 
PC, HSP or USB box by doing the following: 


1. Configure your emulator board jumpers. In this chapter, refer to the appropriate jumper 
description for your board. 


2. Turn the power off. (Power must always be off when you plug in any PC board.) 
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© 3. Plug the emulator board into the ISA slot in your PC, HSP or USB box (if not already 
installed). 


4. Screw the bracket down to the PC chassis. 


5. Connect either end of the long ribbon cable to the connector on the emulator board located at 
the back of the PC, HSP or USB box. The connector has a notch on it, so you cannot insert it 


the wrong way. 


6. Connect the other end of the ribbon cable from the emulator board to the pod. Close the locks 
on the connector over the cable. 


Note 


Although the cable and the connector are keyed, it is possible to plug them in back- 
wards. Note the following illustration for proper connection. 


Key Slot 


Figure 20. Connecting the Emulator to Your Pod Board 


} 
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Site zoeS E5 


Figure 21. Locations of Jumpers on the Standard Emulator Board 


Standard Emulator Board Description 


On the emulator board the locations of jumper pins are designated on the board artwork as E], E2, 
E3, E4 and ES (pairs A3—-A9). (See specified rectangles in Figure 21.) The Standard Emulator 
Board is available in two memory sizes, 32K (E32) or 128K (E128). 


32K Emulator 


When shipped from the factory, the E32 emulator board is normally configured for 32K RAM and 
with the I/O port address set for 110H. Figures 22 and 23 show details of the jumper connections 
for this configuration. 


The 32K emulator board is manufactured in either of two ways, depending on memory availability 
at the time of manufacture, as follows: one large memory installed in the bottom socket; or, four 
small memories installed in the four sockets. 
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One-Memory E32 Board 


Figure 22 shows the jumper configuration if there is a single memory in the bottom socket. Note 
the wire wrap connection between E2 and E3. The memory is a 32K by 8 static RAM, of the type 
62256, 43256, 55256, or similar number. 


Four-Memory E32 Board 


Figure 23 shows the jumper configuration if there are four small memories in the sockets. The 
memories are 8K by 8 of the type 6264 or similar. (If there are four large memories in the sockets, 
the board is not a 32K emulator board.) 


2 s A 
Be es EMCEE 


Figure 22. Emulator Board with ONE CHIP 32K Installed 
(Address 110H. If mapped to the emulator, Code and Xdata are always overlaid.) 


Fs 


ab 


Fimo Bs ERE 


Figure 23. Emulator Board with FOUR CHIP 32K RAM. 
(Address 110H. If mapped to the emulator, Code and Xdata are always overlaid.) 
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128K Emulator 


If four 32K by 8 RAM chips are inserted in sockets U25, U26, U27 and U28, then the emulator 
board is configured as shown in Figure 24 or Figure 25. The differences between these configura- 
tions are based on whether the 64K code and 64K XDATA are in separate areas or are overlaid. 


FS ogg Seeeeeeey® 


Figure 24, Emulator Board with 128K Installed 
(64K Code and 64K XDATA in Separate Areas, Address 110H.) 


AQ 
wes es EEE 


Figure 25. Emulator Board with 128K Installed 
(64K Code and 64K XDATA in Overlaid Areas.) 
Address 110H, must be invoked as a 32K emulator. 
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© Setting Up Bank Switch Connections 


/e 


loXelovojoyeleojejeyeyeyeye) 


wo 
co 


Green Wire 


loxeye) 


teas Red Wire 


‘White Wire 


n 
=, 
nN 
nN 


3 
fe) 
[ 


OOOC0C00000 
OOCCO00000 


Note: On some PODs, 
Pin 2 pad is square. 


~ 


Target chip select Connections for trace inputs used 
Bank switch | Bank switch | or extended for breakpoints and triggering on 
wire color input bit address bit bank specific locations 


CS0/A16 


CS2/A18 
CS3/A19 


Figure 27. Control! Lines 


EMUL51-PC / EA256 - 256K Bank Switch 
Emulator Configuration 


The EA256 — 256K board comes with bank switch support for up to 256K memory and also sup- 
ports the Dallas processors with speeded-up cycle times (DS80C320, DS87C520, andDS87C530) 
and other pods with non-standard bus timing requirements. 


This board can be configured for various modes of operation. The following is a partial list of the 
standard EPROMs that are used. The EPROM labeled COM1.4 is used for most pod boards with 
Intel MCS51 architecture; COM1.46 is used specifically for the POD-—C320; and COM1.47 is used 
for the POD-C520 and POD-—C530. For a complete list of COM Proms and what they are used for, 
see Appendix I, “Emulator Board Communication EPROMs.” 


@ To reconfigure for each of the different modes, refer to the following jumpers (Figure 28). 
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NOHAU CORP. 
eeceoevooveveeeeeeoee0 @@ 8 @ EMULS51-PC/AE 
JP1 PaRRGRE eoee eeesoveed e eoece eee REV.A 
Nw O WwW 
seeeh204 
ona OOo fw 
(i) =e 
m 
BSO 
9876543 <<a 


Figure 28. EMUL51—PC/EA256 Header Positions 


Description of Jumpers 


ADR Used for board addressing and function the same as the standard emulator 


board. 
These jumpers should not be installed when using bank switching. 


BM0-BM3 Used to set the memory mode for the emulator. See the following “(BM 
Jumpers” section). 


Selects the special mode for the Dallas MCUs: 320, 323, 520, and 530 only. 
Installed = Dallas, Removed = Normal 

Remember to change the EPROM to match the type of pod being used. 
Note: Currently the I/O feature is not supported for the Dallas 80C320. 


SCNT Install this jumper if you are using a pod board that supports DMA (800152 
and 80C452). 


When removed, allows you to use the R/W lines on the micro as general I/O. 
This mode will work with the POD—31A. This mode is not supported for the 
Dallas 80C320 (POD—C320). If you use this mode, remove the RE and WE 
jumpers on the pod board. Start the emulator, selecting one of the following 
pods: POD-C52, POD-C51FC, POD-C528. Select a pod based on the MCU 
installed in the pod. This allows the operation of R/W lines as I/O. If you are 
using the POD-C520, you must remove this jumper. 


Refer to Chapter 3, “Installing the Pod Board," for specific pod information. 


Untested feature; leave jumper out. 


Bank Switch / Memory Modes 


X = Don't care OUT =Jumperout IN =Jumperin 
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(BM) Jumpers 


Set Emulator 
3 2 1 0 Description Type As 


IN IN IN IN No bank switching; 64K CODE + 64K XDATA in separate EA256 
memory areas. 


IN IN X OUT No bank switching; 64K CODE with 64K XDATA overlaid on EA256 overlay 
code memory. 


Bank Size = 32K 


Set Emulator 
3 2 1 0 Description Type As 


OUT IN IN IN 32K in root page (0000 — 7FFF) + three pages in upper EA256 
memory (8000 — FFFF) + 64K of XDATA memory. First upper 
32K page is the same as root page (Figure 29). 


OUT IN IN QUT 32K in root page (0000 — 7FFF) + three pages in upper EA256 
memory (8000 — FFFF) + 64K of XDATA memory. Last upper 
32K page is the same as root page (Figure 30). 


OUT IN OUT IN -— 32K inroot page (0000 ~7FFF) + seven pages in upper EA256 
memory (8000 — FFFF). First upper 32K page is the same as 
root page. Also, XDATA is mapped to the emulator. The last 
two upper pages contain the XDATA memory (Figure 31). 


OUT IN OUT OUT 32K in root page (0000 —7FFF) + seven pages in upper EA256 
memory (8000 — FFFF). Last upper 32K page is the same as 
root page. Also, XDATA is mapped to the emulator. The first 
two upper pages contain the XDATA memory (Figure 32). 


Bank Size = 64K 


Set Emulator 
3 2 1 0 Description Type As 


IN OUT IN X Two banks of 64K for code + 64K for XDATA memory; EA256 
separate memory areas (Figure 33). 


IN. OUT OUT IN _ Four banks of 64K for code memory. If XDATA is mapped to EA256 
emulator, XDATA memory appears in the first 64K bank of 
memory (Figure 34). 


IN OUT OUT OUT Four banks of 64K for code memory. If XDATA is mapped to EA256 
emulator, XDATA memory appears in the last 64K bank of 
memory (Figure 35). 


Bank Size = 48K 


Set Emulator 
3 2 1 0 Description Type As 


OUT OUT xX X 16K in root page (0000 — 3FFF) + three pages of 48K in EA256 
upper memory (4000 ~ FFFF), + lower 48K (0000 — BFFF) of 
XDATA available in separate memory area, and the upper 
16K of XDATA memory is the same as the root 16K of code 
memory (Figure 36). 
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Operation of the Bank Switch Pages 


Refer to the following figures for information about bank switching memory for both types 
of pods, POD-31A, or other pod types. Modified bank switch pods use a different logic than 
POD-31A. Refer to the memory map information for each mode and pod type. (Figure 29 
through Figure 36 for POD-31A; Figure 37 through Figure 44 for all other pods.) 


| Note 


POD-31A refers to POD-C32HF-42, POD-C154HF-42, POD-C320-25, and any 
similar pod built with the POD-—31A fabrication. 


Bank size = 32k ROOT Bank 14 
0 0000 - 7FFF 8000 - FFFF 


(BM) 3 2 1 
XDATA 


ut In in In Bank 2 
Rees 8000 - FFFF 0000 - FFFF 

8000 - 7FFF 

Bank 3 


same as 8000 - FFFF 


Root Bank 


Figure 29. Bank Size 32K (1000b) for POD-31A-Type Pods 


Bank size = 32k ROOT Bank 0 
(BM) 3 2 1 0 0000 -7FFF | | 8000 - FFFF 


“— Out In In Out noare 
ut in’ In Out Bank 1 0000 - FEFF 


Bank 3 8000 - FFFF 


8000 - 7FFF 
Bank 2 


8000 - FFFF 


same as 
Root Bank 


Figure 30. Bank Size 32K (1001b) for POD-31A-Type Pods 
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Bank size = 32k 
(BM)3 2 1 0 
ut In Out In 


ROOT Bank 1 
0000 - 7FFF 8000 - FFFF 
Bank 2 


Bank 0 8000 - FFFF 
8000 - 7FFF 


Bank 3 
same as 8000 - FFFF 


Root Bank 
Bank 4 


8000 - FFFF 


Bank 5 


8000 - FFFF 
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8000 - FFFF 
is also 
XDATA 

8000 - FFFF 


IN 


Figure 31. Bank Size 32K (1010b) for POD-31A-Type Pods 


Bank size = 32k ROOT Bank 2 
(BM) 2 ee tea) 0000 - 7FFF 8000 - FFFF 
ut in Out Out Bank 3 


Bank 7 8000 - FFFF 
8000 - 7FFF 
Bank 4 
same as 8000 - FFFF 
Root Bank 
Bank 5 
8000 - FFFF 


Bank 6 


8000 - FFFF 


Bank 0 
8000 - FFFF 
is also 
XDATA 
0000 - 7FFF 


Bank 1 
8000 - FFFF 
is also 
XDATA 
8000 - FFFF 


| 


Figure 32. Bank Size 32K (1011b) for POD-31A-Type Pods 


Bank size = 64k Bank 0 Bank 4 
(BM) 3 2 1 0 0000 - FFFF 0000 - FFFF 


In Out In X 


Figure 33. Bank Size 64K (010Xb) for POD-31A-Type Pods 
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Bank size = 64k an Bank 1 Bank 2 Bank 3 
(BM) 3 2 1 0000 - FFFF | | 0000 - FFFF | | 0000 - FFFF 


n Out 


Bank size = 64k 
(BM) 3 2 1 0 
n Out Out Ou 


Figure 35. Bank Size 64K (0111b) for POD-31A-Type Pods 


Bank size = 48k ROOT Bank 0 
(BM)3 2 1 0 0000-3FFF | | 4000-FFFF 
same as 


Out Out X x XDATA 


C000 - FFFF 


4000 - FFFF 


Figure 36. Bank Size 48K (11XXb) for POD-31A-Type Pods 


Bank size = 32k ROOT Bank 0 
(BM) 3 2 1 0 0000 - 7FFF 8000 - FFFF 
Out In Bank 1 os 


In In 
Bank 3 8000 - FFFF 0000 - FFFF 


8000 - 7FFF 
Bank 2 


8000 - FFFF 


same as 
Root Bank 


Figure 37. Bank Size 32K (1000b) for All Other Pod Types 
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Bank size = 32k ROOT 
0 0000 - 7FFF 


(BM) 3 2 1 


Out In In Out 
Bank 0 
8000 - 7FFF 


same as 
Root Bank 
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Bank 1 
8000 - FFFF 
XDATA 


Bae 0000 - FFFF 


8000 - FFFF 


Bank 3 
8000 - FFFF 


Figure 38. Bank Size 32K (1001b) for All Other Pod Types 


Bank 2 Bank 0 


Bank size = 32k ROOT 
(BM) 3 2 1 0 0000-7FFF | |6000-/FFRF 8000 - FFFF 
Out In Out In is also 


Bank 7 
8000 - 7FFF 


same as 
Root Bank 


Eas XDATA 
ta 0000 - 7FFF 


Bank 4 


8000 - FFFF Bank 4 


8000 - FFFF 


Bank § is also 


8000 - FFFF 


Bank 6 
8000 - FFFF 


Figure 39. Bank Size 32K (1010b) for All Other Pod Types 


Bank size = 32k ROOT 


Bank 1 


(BM) 3 2 1 0 0000 - 7FFF | | 8000 - FFFF 


ut In Out Out 
Bank 0 
8000 - 7FFF 


same as 
Root Bank 


Bank 2 
8000 - FFFF 


Bank 3 
8000 - FFFF 


Bank 4 8000 - FFFF 
8000 - FFFF is also 


XDATA 
Bank 5 0000 - FFFF 


8000 - FFFF 


Figure 40. Bank Size 32K (1011b) for All Other Pod Types 
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Bank size = 64k Bank 0 Bank 1 
(BM) 3 2 1 0 0000 - FFFF 0000 - FFFF 


In Out In X 


Figure 41. Bank Size 64K (010Xb) for All Other Pod Types 


Bank size = 64k Bank 0 Bank 1 Bank 2 
(BM) 3 2 1 0 0000-FFFF | |0000-FFFF] | 0000-FFFF 
In Out Out In same as 
XDATA 
0000 - FFFF 


Figure 42. Bank Size 64K (0110b) for All Other Pod Types 


Bank size = 64k Bank 0 Bank 1 Bank 2 Bank 3 
(BM) -3) 2 1630 0000 - FEFF | | 0000 - FFFF | |0000-FFFF | |0000- FFFF 
same as 
In Out Out Out en 
0000 - FFFF 


Figure 43. Bank Size 64K (0111b) for All Other Pod Types 


Bank size = 48k ROOT an 
(BM) 3 2 1 0 0000 - 3FFF | | 4000 - FFFF 


————————— eS same as XDATA 
Out Out x xX XDATA Bank 1 0000 - BFFF 


C000 - FFFF 4000 - FFFF 
Bank 2 


4000 - FFFF 


Figure 44. Bank Size 48K (11XXb) for All Other Pod Types 
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Reprogramming an EPROM for Another Pod Type 


e@ The part required for this board is a Cypress part CY7C266-20WG. You must use this exact 
part due to the timing required by this board. 


@ The EPROM hex files are available in the EPROMS.zip file installed in the Seehau51 direc- 
tory on your hard disk during the installation process. 


@ You can erase and re-program the EPROM that came in the board or program another part so 
the part supports both types. Refer to the readme. ist file regarding EPROMs for selecting the 
proper hex file for your pod type. Go to the following location to find this file: 
\Nohau\SeehauS51\Logic. Open the file called 51eproms.zip. 


© If you do not have a way to program an EPROM, contact Nohau Customer Support to 
purchase a programmed part. 


EMUL51-PC / EA768 - 768K Bank Switch Emulator 
Configuration 


This board comes with bank switch support for up to 768K memory and also supports the Dallas 
processors with speeded-up cycle times (DS80C320, DS87C520, andDS87C530) and other pods 
with special requirements. 


This board can be configured for particular modes of operation. The following is a partial list of 
the standard EPROMs that will be used. The EPROM labeled COM1.4 is used for all pod boards 
with Intel MC551 architecture; COM1.46 is used specifically for the POD—C320; and COM1.47 
is used for the POD-C520 and POD-C530. 


To reconfigure for each of the different modes, refer to the following jumpers (Figure 45). 
NOHAU CORP, 


EMUL51-PC/AE 
REV. A 


9876543 


“palelelels]s [3 
JP3 


Figure 45. EMUL51—PC/EA768 Header Positions 
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Description of Jumpers 


JP3 ADR Used for addressing jumpers and functions the same as the Standard 
Emulator Board. 


BSO-BS1 These jumpers should not be installed when using bank switching. 
JP1 


BM0-BM3 Used to set the memory mode for the emulator. (See the “(BM) Jumpers” 
section). 


JP1 DAL Selects the special mode for the Dallas MCUs: 320, 520, and 530 only. 
Installed = Dallas, Removed = Normal 
Also remember to change the EPROM to match the type of pod being used. 
Note: Currently the I/O feature is not supported for the Dallas 80C320. 


JP1 SCNT Install this jumper if you are using a pod board that supports DMA (800152 
and 80C452). 


JP1 RWEN When removed, allows you to use the R/W lines on the MCU as general I/O. 
This mode will work with the POD-31A only. This mode is not supported for 
the Dallas 80C320 (POD-C320). If you use this mode, remove the RE and 
WE jumpers on the pod board and start the emulator, selecting one of the 
following pods: POD-C52, POD-C51FC, or POD-—C528. Select a pod based 
on the MCU that you have installed in the pod. This allows the operation of 
R/W lines as I/O. If you are using the POD-C520, you must remove this 
jumper. 

Refer to Chapter 3, “Installing the Pod Board” for specific information. 


For factory use only. Leave jumper out. 


Bank Switch / Memory Modes 


X = Don’t care OUT = Jumper out {N= Jumper in 


(BM) Jumpers 


Set Emulator 
3 2 1 0 Description Type To 


IN IN IN IN __No bank switching; 64K CODE + 64K XDATA in separate EA768 
memory areas. 


IN IN x OUT No bank switching; 64K CODE with 64K XDATA overlaid on EA768 overlay 
code memory. 
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Bank Size = 32K 


Set Emulator 
3 2 1 0 Description Type To 


OUT IN IN IN 32K in root page (0000 — 7FFF) + three pages in upper EA768 
memory (8000 — FFFF) + 64K of XDATA memory. First upper 
32K page is the same as root page (Figure 46). 


OUT IN IN OUT 32K in root page (0000 — 7FFF) + three pages in upper EA768 
memory (8000 — FFFF) + 64K of XDATA memory. Last upper 
32K page is the same as root page (Figure 47). 


OUT IN OUT IN 32K inroot page (0000 —7FFF) + seven pages in upper EA768 
memory (8000 — FFFF). First upper 32K page is the same as 
root page. Also, 64K of XDATA memory (Figure 48). 


OUT IN OUT OUT 32K in root page (0000 — 7FFF) + seven pages in upper EA768 
memory (8000 — FFFF). Last upper 32K page is the same as 
root page. Also, 64K of XDATA memory (Figure 49). 


OUT OUT X IN 32K in root page (0000 — 7FFF) + 15 pages inupper memory A768 
(8000 — FFFF). First upper 32K page is the same as root 
page. Also, 64K of XDATA memory (Figure 50). 


OUT OUT x OUT 32K in root page (0000 — 7FFF) + 15 pages in upper memory EA768 
(8000 — FFFF). Last upper 32K page is the same as root 
page. Also, 64K of XDATA memory (Figure 51). 


Bank Size = 64K 
Set Emulator 
3 2 1 0 Description Type To 


IN. OUT IN X Two banks of 64K for code + 64K for XDATA memon; EA768 
separate memory areas (Figure 52). 


IN OUT OUT IN _ Four banks of 64K for code memory + 64K for XDATA EA768 
memory (Figure 53). 

IN| OUT OUT OUT Eight banks of 64K for code memory + 64K for XDATA EA768 
memory (Figure 54). 


Reprogramming an EPROM for Another Pod Type 


e The part required for this board is a Cypress part CY7C266-20WG. You must use this exact 
part due to the timing required by this board. 


e The EPROM hex files are available in the EPROMS.zip file installed in the Seehau51 direc- 
tory on your hard disk during the installation process. 


@ You can erase and re-program the EPROM that came in the board or program a new Cypress 
part so that both pod types are supported. Refer to the readme. 1st file regarding EPROMs for 
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selecting the proper hex file for your pod type. Go to the following location to find this file: 
\Nohau\SeehauS 1\Logic. Open the file called 51eproms.zip. 


e Jf you do not have a way to program an EPROM, contact Nohau Customer Support to 


purchase a programmed part. 


Refer to the following figures and comments about bank switching memory for both types of pods, 
POD-31A, or other types. Modified bank switch pods use a different logic than the POD-31A 
type of pod. Refer to the memory map information for each mode and pod type. 


Operation of the Bank Switch Pages 


Figure 46 through Figure 54 reflect the logic based on the POD-31A board and Figure 55 through 
Figure 63 refer to other pods. As you can see, the logic is reversed between the two different types. 


Note 


POD-31A type refers to POD-C32HF—42, POD-C320-33, and any similar pod built 


with the POD-31A fabrication. 


Bank size = 32k ROOT 
0 0000 - 7FFF 


(BM)SS« i254 

Out In In In = 
Bank 0 
8000 - 7FFF 


same as 
Root Bank 


Bank 1 
8000 - FFFF 
XDATA 


Bau 0000 - FFFF 


8000 - FFFF 


Bank 3 
8000 - FFFF 


Figure 46. Bank Size 32K (1000b) for POD-31A-Type Pods 
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Bank size = 32k ROOT Bank 0 
(BM\eo 22 21-° 0 0000 - 7FFF 8000 - FFFF 


XDATA 


Out In In Out ERAT. ts GSS Bank 1 0000 - FFFF 


Bank 3 8000 - FFFF 


8000 - 7FFF 
Bank 2 


same as 8000 - FFFF 
Root Bank 


Figure 47. Bank Size 32K (1001b) for POD-31A-Type Pods 


Bank size = 32k ROOT Bank 1 Bank 6 
(BM) ge2 4) 0 0000 - 7FFF 8000 - FFFF 8000 - FFFF 


Out In Out In Sn Bank 2 Bank 7 
Bank 0 8000 - FFFF 8000 - FFFF 


8000 - 7FFF 
Bank 3 


8000 - FFFF 


same as 


Root Bank Bank 4 


8000 - FFFF 


Bank 5 XDATA 
8000 - FFFF 0000 - FFFF 


Figure 48. Bank Size 32K (1010b) for POD-31A-Type Pods 
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Bank size = 32k 
(BM)e3° 2.710 
Out In Out Out 


Figure 49. Bank Size 32K (1011b) for POD-31A-Type Pods 


Bank size = 32k 
(BM) 3 2 1 0 
Out Out X In 


ROOT 
0000 - 7FFF 


Bank 0 
8000 - 7FFF 


XDATA 
0000 - FFFF 
same as 
Root Bank 


Figure 50. Bank Size 32K (11X0b) for POD-31A-Type Pods 
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ROOT 
0000 - 7FFF 


Bank 7 
8000 - 7FFF 


same as 
Root Bank 


Bank 1 
8000 - FFFF 


Bank 2 
8000 - FFFF 


Bank 3 
8000 - FFFF 


Bank 4 
8000 - FFFF 


Bank 5 
8000 - FFFF 


Bank 0 
8000 - FFFF 


Bank 1 
8000 - FFFF 


Bank 2 
8000 - FFFF 


Bank 3 
8000 - FFFF 


Bank 4 
8000 - FFFF 


Bank 6 
8000 - FFFF 


Bank 7 
8000 - FFFF 


Bank 8 
8000 - FFFF 


Bank 9 
8000 - FFFF 


Bank 10 
8000 - FFFF 


Bank 5 
8000 - FFFF 


Bank 6 
8000 - FFFF 


XDATA 
0000 - FFFF 


Bank 11 


8000 - FFFF 


Bank 12 
8000 - FFFF 


Bank 13 
8000 - FFFF 


Bank 14 
8000 - FFFF 
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Bank 0 


Bank size = 32k 
8000 - FFFF 


(BM) 3 2 1 0 
Bank 1 
8000 - FFFF 


Out Out Xx Out 


ROOT 
0000 - 7FFF 


Bank 3 
Bank 14 8000 - FFFF 
8000 - 7FFF XDATA 


0000 - FFFF 


Bank 4 
8000 - FFFF 
same as 
Root Bank 
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Bank 10 
8000 - FFFF 


Bank 5 
8000 - FFFF 


Bank 11 
8000 - FFFF 


Bank 6 
8000 - FFFF 


Bank 12 
8000 - FFFF 


Bank 13 
8000 - FFFF 


Bank 8 
8000 - FFFF 


Bank 9 
8000 - FFFF 


Figure 51. Bank Size 32K (11X1b) for POD~31A-Type Pods 


Bank size = 64k Bank 0 
(BM) 3 2 1 0 0000 - FFFF 
In Out In X 


XDATA 


Bank 1 
0000 - FFFF 


0000 - FFFF 


Figure 52. Bank Size 64K (010Xb) for POD-31A-Type Pods 


Bank 0 


Bank size = 64k 
0000 - FFFF 


(BM) 3 2 1 0O 
In Out Out In 


Bank 1 
0000 - FFFF 


XDATA 
0000 - FFFF 


Bank 3 
0000 - FFFF 


Figure 53. Bank Size 64K (0110b) for POD~31A-Type Pods 
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Bank size = 64k 
(BM) 3 2 1 0 


Tn Out Out Out 


XDATA 
0000 - FFFF 


Bank 5 


0000 - FFFF 


Bank 3 
0000 - FFFF 


Bank 7 
0000 - FFFF 


Bank 6 
0000 - FFFF 


Figure 54. Bank Size 64K (0111b) for POD-31A-Type Pods 


Bank size = 32k ROOT 

(BM) 3 2 1 0 0000 - 7FFF 
Out In In In 

Bank 3 


8000 - 7FFF 


same as 
Root Bank 


Bank 0 
8000 - FFFF 
XDATA 


Bak 0000 - FFFF 


8000 - FFFF 


Bank 2 
8000 - FFFF 


Figure 55. Bank Size 32K (1000b) for All Other Pod Types 


Bank size = 32k ROOT 
(BM) 3 2 1 0 0000 - 7FFF 


Out In In Out 
Bank 0 


8000 - 7FFF 


same as 
Root Bank 


Bank 1 
8000 - FFFF 
XDATA 


pale 0000 - FFFF 


8000 - FFFF 
Bank 3 


8000 - FFFF 


Figure 56. Bank Size 32K (1001b) for All Other Pod Types 


38 


EMUL5—PC User Guide 


EMUL51—PC User Guide 


Bank size = 32k ROOT Bank 0 Bank 5 
(BM) 3 2 1 O 0000 - 7FFF 8000 - FFFF 8000 - FFFF 


Out In Out In Bank 1 Bank 6 


Bank 7 8000 - FFFF 8000 - FFFF 


8000 - 7FFF 


Bank 2 
same as 8000 - FFFF 


Root Bank Berea 


8000 - FFFF 


Bank 4 


ATA 
8000 - FFFF a 


0000 - FFFF 


Figure 57. Bank Size 32K (1010b) for All Other Pod Types 


Bank size = 32k ROOT Bank 1 Bank 6 
(BM) cole "ay 1 0 0000 - 7FFF 8000 - FFFF 8000 - FFFF 


Out In Out Out Bank 2 Bank 7 


Bank 0 8000 - FFFF 8000 - FFFF 


8000 - 7FFF 
Bank 3 


8000 - FFFF 


Same as 


Root Bank Bank 4 


8000 - FFFF 


Bebe XDATA 
8000 - FFFF 0000 - FFFF 


Figure 58. Bank Size 32K (1011b) for All Other Pod Types 
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(BM) 3 2 1 0 
Out Out X In 


ROOT 
0000 - 7FFF 


Bank 14 
8000 - 7FFF XDATA 
0000 - FFFF 
same as 


Root Bank 
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Bank 0 
8000 - FFFF 


Bank 1 
8000 - FFFF 


Bank 2 
8000 - FFFF 


Bank 3 
8000 - FFFF 


Bank 4 
8000 - FFFF 


Bank 5 
8000 - FFFF 


Bank 6 
8000 - FFFF 


Bank 7 
8000 - FFFF 


Bank 8 
8000 - FFFF 


Bank 9 
8000 - FFFF 


Bank 10 
8000 - FFFF 


Bank 11 
8000 - FFFF 


Bank 12 
8000 - FFFF 


Bank 13 
8000 - FFFF 


Figure 59, Bank Size 32K (11X0b) for All Other Pod Types 


Bank size = 32k 
(BM) 3 2 1 0 
Out Out X Out 


ROOT 
0000 - 7FFF 


Bank 0 
8000 - 7FFF XDATA 
0000 - FFFF 
same as 


Root Bank 


Bank 1 
8000 - FFFF 


Bank 2 
8000 - FFFF 


Bank 3 
8000 - FFFF 


Bank 4 
8000 - FFFF 


Bank 5 
8000 - FFFF 


Bank 6 
8000 - FFFF 


Bank 7 
8000 - FFFF 


Bank 8 
8000 - FFFF 


Bank 9 
8000 - FFFF 


Bank 10 
8000 - FFFF 


Bank 11 
8000 - FFFF 


Bank 12 
8000 - FFFF 


Bank 13 
8000 - FFFF 


Bank 14 
8000 - FFFF 


Figure 60. Bank Size 32K (11X1b) for All Other Pod Types 


Bank size = 64k 
(BM) 3 2 1 0 
In Out In X 


Bank 0 
0000 - FFFF 


Bank 1 


0000 - FFFF 


Figure 61. Bank Size 64K (010Xb) for All Other Pod Types 
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Bank size = 64k Bank 0 Bank 1 Bank 2 Bank 3 XDATA 
(BM)3 2 1 0 0000-FFFF | |0000-FFFF | |0000-FFFF | |o000-FFFF | | 0000-FFFF 


n Out Out In 


Figure 62. Bank Size 64K (0110b) for All Other Pod Types 


Bank size = 64k Bank 0 Bank 1 Bank 2 
(BM) 3 2 1 0 0000 - FFFF 0000 - FFFF 0000 - FFFF 
n Out Out Out 
Bank 4 
0000 - FFFF - 0000 - FFFF 
XDATA 
0000 - FFFF 


Figure 63. Bank Size 64K (0111b) for Ali Other Pod Types 


Installing and Configuring Standard Trace Boards 


Trace is an optional part of an emulator system that allows you to perform more advanced debug- 
ging. The standard trace board is a full-length card that can occupy any ISA slot as long as the 
ribbon cable can reach from the emulator card to the trace card. 


The standard trace board includes 48 bits of RAM for each trace record and can hold either 4096 
or 16384 records. 


1/O Address 


Installing the Standard Trace Board in an HSP or USB Box 


If you purchased the HSP or USB box, you can use the default address (100H) regardless of the 
V/O addresses used by the computer. Skip to the “Steps for Installing the Standard Trace Board” 
section. 


Installing fhe Standard Trace Board with a PC 


The trace board address jumpers have been factory preset to 100H. If your system currently uses 
location 100H, you must find an alternate address location and make appropriate changes to the 
jumpers and software. 
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110 - 11F 


120 - 12F 


140 - 14F 


180-18F 


200-20F 


300-30F 


Figure 64. Alternate Standard Trace Addressing Examples 


Alternate Addressing Examples 


Figure 64 shows several examples of how to set the jumpers on header J2. The jumper columns 
are arranged the same as board jumpers. For a complete list of addressing examples, refer to 
Appendix A, “Address Examples.” 


Steps for Installing the Standard Trace Board 


Be sure to inspect the boards for any damage. Then with the address jumpers in place, you can 
install the trace board in your PC, HSP, or USB by doing the following: 


1. Turn the power off. Power must always be off when you plug in any PC board. 
2. Insert the trace board with the short ribbon cable connected to it. 
3. Screw the bracket down to the PC chassis. 


4. Connect the ribbon cable to the emulator board. Make sure that both rows of the trace cable 
are connected to and properly aligned with the trace header on the emulator board. 


5. Check to ensure the connector fingers of the board(s) are secured into the female connector of 
the PC’s motherboard. 
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Figure 65. Locations of Jumpers on the Trace Board 


Standard Trace Board Description 


On the trace board the locations of jumper pins are designated on the board artwork as W1, W2, 
W3, W4 and WS. (See specified rectangles in Figure 65.) 


Standard Trace Board Memory Configuration 


Both the TR4 and TR16 trace boards are shipped in one of two memory configurations. There is 
either one large memory soldered into the bottom row at position U42, or there are four small 
memories soldered into the bottom row. 


The one-memory version has the lower jumper, W2, connected. The four-memory version has the 
upper jumper, W1, connected. Both variations are functionally the same. Since the W1/W2 jumper 
depends on the memories soldered at the time of manufacture, the jumper does not get changed 
even if the trace frame size is changed. 


WiIW2 Seting a ee oe ee 
Wi 8K x 8 8K x 8 
W2 Empty 32K x 8 


These two factory built configurations both have the same function and size. 
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4K Trace 
For a 4K trace board, 8K by 8 RAM chips are inserted in sockets U3, U4, and US. The I/O port 
address is set for 100H (Figure 66). 


16K Trace 
For a 16K trace board, 32K by 8 RAM chips are inserted in sockets U3, U4 and US. The I/O port 
address is set for 100H. (See Figure 67.) 


Figure 66. Trace Board with 4K Installed, Address 100H 


Figure 67. Trace Board with 16K Installed, Address 100H 


60u0c_6_u0uccxwk—e—eoee————————————s———————SS—————————— SSS ———— 
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Advanced Trace Board 


® The ATR64 trace board has a memory configuration with the jumper top on the right 
(Figure 68). 


@ The ATR256 trace board has a memory configuration with the jumper top on the left 
(Figure 69). 


A987654 


Figure 68. 64K Advanced Trace Board Jumpers and Headers 


256K 64K 


Board Addr : 


A987654 


Figure 69. 256K Advanced Trace Board Jumpers and Headers 
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Installing and Configuring Enhanced Trace Boards 


The enhanced trace board includes 64 bits of RAM for each trace record and can hold either 64K 
or 256K records. 


Addressing Examples 


Refer to Figure 70 for examples of how to set the jumpers on header JP1. For a complete list of 
addressing examples, refer to Appendix A, “Address Examples.” 


Factory Settings 


Board jumpers have been preset at the factory to 120H prior to shipment. Compare the jumper 
configurations on the boards you receive against the configurations described in Figure 71. If 
a jumper is installed other than as shown, refer to these figures before changing the jumper’s 


position. 


98765 _ Hex Addr. 


ARBRE 100 -11F 
HEE 120 - 13F 
ARBRE 140 - 15F 


BE nleial 180-19F 
zlelelela 200-21F 
falelala 300-31F 


Figure 70. Enhanced Trace Addressing Example 


NOHAU CORP. REV, A 
EMULS1-PCETR 


pueog aces) 
peosueyu3 


Figure 71. Enhanced Trace Board Jumpers and Headers 
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& Steps for Installing the Enhanced Trace Board 


Be sure to inspect the boards for any damage. Then with the address jumpers in place, you can 
install the trace board in your PC, HSP, or USB by doing the following: 


1. Turn the power off. Power must always be off when you plug in any PC board. 
1. Insert the trace board with the short ribbon cable connected to it. 
2. Screw the bracket down to the PC chassis. 


3. Connect the ribbon cable to the emulator board. Make sure that both rows of the trace cable 
are connected to and properly aligned with the trace header on the emulator board. 


4. Check to ensure the connector fingers of the board(s) are secured into the female connector of 
the PC’s motherboard. 
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3 Installing the Pod Board 


Pod Boards 


Generic Pod Boards: External Mode 52 
POD-31S and Variations: External Mode 
POD-51EH-C504-40 59 
POD-51EH-C505C-20 65 
POD-51EH-C505CA-20 74 
POD-51EH-C5051-20 83 
POD-51EH-C508-10 91 
POD-51EH-C513AO- —- 98 
POD~51EH-C515C-10 104 
POD-51EH-C517A-24 111 
POD-51EH-SAB-C515 = 118 
POD-51EH-TSC-51RX2-16 124 
POD-51EH-TSC-51U2-16 129 
POD-51EH-TSC-52 /54/58X2-16 134 
POD-51HB-C51FX 139 
POD-51HB-C51RX2 144 
POD-51HB-C51RX 149 
POD-51HB-C52 154 
POD-51HB-C591 159 
POD-51HB-C66X 164 
POD-51HB-L51FX 169 
POD-51HB-L51RX 174 
POD-C320-33 / 323-33: External Mode 
POD-C32HF—42: External Mode 184 
POD-C51FX: Hooks Mode 189 
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179 


POD-C51MX 194 

POD-C52: Hooks Mode 202 
POD-C520-PGA-33: External Mode 207 
POD-C528: Hooks Mode 211 
POD-C550-PGA: Hooks Mode 216 
POD-C554 = 221 

POD-C558-16: Hooks Mode 224 
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How this Chapter is Organized 


Pod types are listed in alphabetical order. Each pod section presents information in the following 
format: 


© Configuration Options: Describes configuration options. 
e Illustrations: Shows various configurations for switches and jumpers, target power and 
internal crystal. The illustrations throughout this chapter are representative of the pod board 


layout. The notations used in the illustrations might not match the silk screens on the boards. 


e Special Considerations: Provides specifics about the pod’s features and functions. 


Important Notes About Pod Boards 


Read the following notes first before installing your pod board. 


Remove Black Conducting Foam Before Using Your Pod 


When using your pod in stand-alone mode, be sure to remove any black conducting foam. This 
foam is usually inserted at the factory to protect pins that mate with a target adapter or a socket 
on your target board. The foam covers pins which protrude from the bottom of the pod or from an 
adapter attached to the pod. The pod will not work with the conducting foam attached and might 
cause damage. 


If you remove the pod from your target socket or target adapter and plan to store it, you should 
re-install the conducting foam to protect the exposed pins. 


Limited Warranty on Bondout Chips 


The bondout chip is used to emulate the MCU. Damage to expensive bondout chips is not covered 
under warranty if the proper power-up and power-down sequences are not followed. (Refer to the 
“Power-up / Power-down Sequences for External Mode Pods” section in Chapter 5, “Connecting 
the Emulator to Your Target Board.”) 


Memory Mapping Requirements for On-Chip XData 


For those chips that have on-chip XDATA, you need to map that region of memory to the target. 
An exception to this is with the POD-C520. On this pod, the on-chip XDATA is disabled on the 
emulation chip which requires that you map that range to the emulator’s memory. 


Selecting Jumpers for On-Chip XData 


When using a standard POD~31 or POD-31A, some users have reported that if they place a 
Philips RA/B/C/D+ MCU on the pod, the system does not operate. 
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e Due to the nature of this MCU with the on-chip XDATA memory, use the following solution to 
make this configuration work. 


Requirements 
@® Emulator Board: EA256/768 emulator board 
@ Pod:3lor31A 


@ Installed micro: Philips Rx+ 
Do the following steps: 
1. Remove the RWEN jumper on the emulator board. 


2. Start the emulator. Select one of the following, if available, in the current version of software 
you are using: 


— For POD type selections: in EMUL51-DOS or Windows software, select processor type. 
— For Seehau51: POD-C5S1IRX 


Note 


On the POD-31A PCB, refer to the pod doumentation and adjust the jumpers to 
ry make P3.6/7 work as I/O. On the generic POD-31, P3.6 and P3.7 will not operate 
as I/O. 
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Generic Pod Boards: External Mode 


This section covers the following pods: 


POD-31 POD-C32 
POD-C31 POD-C252/C51FA 
POD-32 


Pod Identification 

The pod has a 40-pin DIP socket (Figure 72). The silk-screen is labeled ‘Pod Board.” 
Plug any of the following MCUs into a 40-pin socket on the generic board: 

® POD-31 for 8031 

© POD-C31 for 80C31 

@ POD-32 for 8032 

© POD-C32 for 80C32 


POD-C252/CS51FA for 80C51FA 


These pods will all run up to 12 MHz. In addition, the higher frequency pods are guaranteed to run 
up to their rated frequencies. 


Two jumpers make it possible to use an external crystal or clock. Power to the MCU chip can be 
taken either from the target system or from the pod. (The pod logic receives its power from the 
PC). 


Since you can exchange MCUs on the generic pod board, you can use the same board to emulate 
any of these MCUs. 


These pods emulate the MCUs only in their external mode: PO is used as an address/data port, P2 
is used as an address port, P3.6 is used as WR, and P3.7 is used as RD. 
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| Generic Pods | 


Jumper Identification and Description 


JB1 RST With JB1 installed, pin 9 on the pod board MCU (RST) is connected to 
Selection the target system. Pin 9 allows reset to be performed by S1 or the target 
system. 
With JB1 removed, RST is connected only to the S1 switch and the PC 
controlled reset line. This is useful if you have a software-controlled 
watchdog that continues to reset the MCU. 
JB2 


Pod Board This jumper determines the pod board's source of power. 
Power 


@ = If the jumper is set toward the 8031, power is received from the target. 


@ = If the jumper is set in the opposite position, power is taken from the PC 
(refer to Figure 73). 


Port Ports P1-0 through P1-7 and P3-0 through P3-5 are connected to the trace 

Connections | board with the jumpers in their preset positions. If the jumpers are removed, 
the upper pins closest to the edge of the board can be connected to external 
signals with the optional EZ-hooks. 


These signals are then traced instead of the ports. 


Standby These four pins can also be connected to external signals with the optional 
External EZ-hooks. All four signals are traced. Additionally, SYO is used in breakpoint 
Signal logic. No jumpers are used. 


JB5, JB6 Crystal With JB6 jumpers installed, the crystal on the pod board is connected to the 
Selection MCU. When the two jumpers are installled in JB5, the crystal of the target 
system is connected to the MCU. 


In the factory-instailed position, the PSEN signal only goes out on the target 
system in emulation mode. !n the alternate position, PSEN will always go out 
to the target system. In that case, be sure that PSEN is not used to enable 
any device that drives the databus. (Remove the PROMs.) 


the pod is plugged into the target. When you connect this ground wire, you 
reduce the chance of electrostatic discharge. 
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Figure 72 shows locations of jumpers and Figure 73 shows a diagram of the jumper pins. 


Board Layout 
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Figure 72, Locations of Jumpers on the POD-31 Board 
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Figure 73. POD-31 Board Configured for Internal Power and Internal Crystal 
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POD-31S and Variations: External Mode ® 


This pod is a superset of the non-S 40-pin external mode pod. One mode lets P3.6 and P3.7 each 
be used as either unidirectional input or output. Another mode makes P3.6 the WRITE strobe and 
P3.7 the READ strobe. 


To work with this pod, you need to select POD-C31 from the Select Processor drop-down list box 
(Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


Jumper / Switch Identification and Description 


JB1 or J1 Crystal 
Selection 
Power 
Selection 


JB3, JB4 Port 
Selection 

JB5 PORT 3 I/O 
Control 


JB6, JB7 PORT 3 I/O 
Contro! 
JB8 


PSEN Signal 


JB9 RST 
Selection 


If the two switches are in position INT, the crystal on the pod is 
connected to the MCU. 


In position EXT, the crystal on the target system is used. 


When this switch is in position INT, the power to the MCU comes from 
the PC. 


In position EXT, power comes from the target system. 


Ports P1.0 through P1.7 and P3.0 through P3.5 are connected to the trace 
board when these jumpers are installed. If the jumpers are removed, externa! 
signals can be connected to the pins closest to edge of the board with the 
optional EZ-hooks. 


Move this switch to position 3 when P3.6 and P3.7 are used as WR/ and 
RD/. When P3.6 and P3.7 are used as I/O, JB5 needs to be in position 1. 
(See the “Setups” section.) 


These switches should be in position 1 when P3.7 is used as WR/ 
and RD/. 


In position 3, P3.6 and P3.7 are used as I/O. (See the “Setups” section.) 


If this switch is in position 1, the PSEN/ signal only goes out to the 
system in emulation mode, and the PC is accessing an address mapped 
to target. 


If the switch is in position 3, the PSEN signal always goes out to the 
target system. In that case, be sure that PSEN/ does not enable any 
device (such as a PROM) that drives Port 0, the data bus. 


With this jumper installed, pin 9 on the pod board MCU (RST) is 
connected to the target system, which allows reset to reach the MCU 
from your target system. 


With JB9 removed, RST is connected only to the S1 switch and the 
emulator-controlled reset line. 


This is useful if you have a software controlled watchdog that keeps re- 
setting the MCU. 


EMUL51-PC User Guide 


EMUL51—PC User Guide 


POD-31S 


Jumper / Switch Identification and Description (continued) 


JB10 PORT3/O | @ ifthe jumper is in the position nearest the edge of the PCB, then P3.6 
Control is WRI. 


If the jumper is in the opposite position, then P3.6 is an OUTPUT. 
If no jumper is installed, P3.6 is an INPUT. (See the “Setups” section.) 


PORT 3 I/O 
Control 


If the jumper is in the position nearest the edge of the PCB, then P3.7 is 
RD/. 


If the jumper is in the opposite position, then P3.7 is an OUTPUT. 
If no jumper is installed P3.7 is an INPUT. (See the “Setups” section.) 


eee RESET This switch only resets the pod's MCU, not the target system. 


Emulator This pin is at a low state during emulation, which is also indicated by 
Status the LED. 
J4 GND This ground wire is to connect the pod ground to the target ground before the 
pod is plugged into the target. Connecting this ground reduces the chance of 
electrostatic discharge. 


SYO, SY1, These pins can be used to trace external signals. 

E0, £1 

Emulator The DS1 LED lights when emulation is running. It is driven by the EM/ signal 
Status LED on TP. 


Setups 

Possible Setups 

P3.7 P3.6 JB5 JB6 JB7 JB10 JB11 
RD/ WRI/ Pos 3 Pos 1 Pos 1 Edge Edge 
Output Output Pos 1 Pos 3 Pos 3 Middle Middle 
Input Input Pos 1 Pos 3 Pos 3 Remove Remove 


Output Input Pos 1 Pos 3 Pos 3 Remove Middle 


Input Output Pos 1 Pos 3 Pos 3 Middle Remove 
Setups Not Possible 

P3.7 P3.6 

RD/ vO 

0 WR/ 

Bi-directional 
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Board Layout 


Figure 74 shows locations of jumpers and Figure75 shows a diagram of the jumper pins. 
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Figure 75. POD-31S Board Configured for Internal Power and Internal Crystal 
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Figure 76. POD-51EH—C504—40 


Operating Instructions 
The POD-51EH-—C504—40 supports the Siemens C504 MCU which is based on the C500 core. 


To work with this pod, you need to select POD-EH-C504 from the Select Processor drop-down 
list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit 
(PRU) and the smaller processor module daughterboard. 


The PRU provides a 44-pin PGA socket on the bottom that you can connect to the target using 


an adapter. The PRU also has a 50-pin header J] that connects through the ribbon cable to the 
emulator board. 
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The adapters plug into the target system, replacing the C504 MCU IC. The target adapter part 
number is EDI/44PG/QFS31-SD. 


The POD-51EH—C504—40 runs up to a maximum frequency of 40 MHz. 


The C504 MCU has on-chip XRAM memory located at addresses FFOOH — FFFFH in the data 
(XRAM) space. If your application uses the on-chip XRAM, you must map the last memory range 
of the data memory (addresses FOOOH — FFFFH) to the target. 


POD-S5S1EH-—C504—40 has two operating modes. 
e@ Single-chip 
@ External 


The active mode is selected by the EA pin (pin 29 of the target adapter) during reset signal rise 
(also sampled on internal watchdog timer reset). It is recommended that you connect this pin to ei- 
ther constant low or constant high. This pin defaults to high (selecting single-chip mode), which is 
implemented by a 22K pull-up resistor on the pin. 


When using external mode, the code memory can be mapped either to the target or the emulator 

(with boundaries of 4K). In external mode, addresses are seen on the Port2 and PortO adapter pins 

for every bus cycle regardless of where it is mapped. The data, however, is read or written to the & 
PortO pins only for addresses that are mapped to the target. 


When using single-chip mode, you need to map all code memory to the emulator board. In this 
mode, Port2 and PortO can be used as I/O ports. 


POD~S1EH-—C504—40 also supports tracing of internal XRAM, both RD and WR cycles, using 
MOVxX< instructions. This is supported in both single-chip or external modes. 
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POD-51EH-C504-40 
LED Indicators 


RESET A red LED that indicates the MCU is receiving a reset signal. There are five possible sources 
of the MCU reset. 
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@ Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 


@ Reset from the $1 button starts by pressing the S1 button on the pod. 


® Click the Reset button in the Seehau menu to reset the emulator. 


@ Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 
watchdog periodically, otherwise, problems during the debug process might occur.) 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or long period 
depending on the sequence). 


A red LED that indicates mapping is occurring in one of the following situations: 


@ The internal C504 XRAM is enabled by bit XMAP in the SYSCON register. 


@ The data memory address range FOOOH — FFFFH is mapped to the emulator. 


@ There is a memory access (MOVX) to the internal XRAM. This state is illegal. When the 
C504 internal XRAM is enabled and accesses are made to it, the data memory address 
range FOOOH — FFFFH needs to be mapped to the target. 


If one of these illegal states occurs, the Map Error LED turns on simultaneously with the 
C504 MCU entering the reset state, signaling the illegal state. This state is maintained until 
you push the reset button. Leaving the map error state is done only by pressing the reset 
button $1 on the pod. This prevents repetitive occurrences of the illegal state until you fix the 
problem. 


A green LED that indicates when the user program is running, and turns off whenever the 
user program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 
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Jumper Identification and Description 


Jumper 
Designation Description 


Ground SeLect | VAGND This jumper selects how to ground the VAGND pin of the MCU. 


(GSL) Grounding 
Select @ When the jumper top is across pins 1 and 2, VAGND is connected to 


emulator ground. 


When the jumper top is across pins 2 and 3, VAGND is grounded through pin 
4 of the target adapter. 


® Pin 3 of the jumper is marked by the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator ground 
selected). 


Reference VAREF This jumper selects how to power the VAREF pin of the MCU. 


SeLect (RSL) Source ; ; : 
Select ® When the jumper top is across pins 1 and 2, VAREF is connected to 


emulator. 


When the jumper top is across pins 2 and 3, VAREF is connected to the 
target through pin 3 of the target adapter. 


® Pin 3 of the jumper is marked by the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator selected as 
the voltage source). 


Vcc SeLect MCU Vcc This jumper selects how to power the Vcc pin of the MCU. 


(VSL) Source 
Select @ When the jumper top is on pins 1 and 2, the MCU Vcc pin is connected to the 


Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pin is connected to the 
Vcc pin of the adapter. This allows the MCU Vcc pin to be powered by the 
target. 


The default position of the jumper top is across pins 1 and 2 (emulator selected as 
Vcc source). 


Note: Taking power from the target system is not recommended, 
XTAL1 and These two jumpers select the clock source for the MCU. 


MEN ® With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins are 


Source 
Sees connected to a 24-MHz crystal on the pod. 


When these two jumpers have jumper tops on pins 2 and 3, the MCU XTAL1 
and XTALZ pins are connected to pins 15 and 14 of the adapter. This allows 
the target to supply the clock to the MCU XTAL1 and XTAL2 pins. 


The default position of the jumper top is across pins 1 and 2 (the pod crystal). 


Note: Both of the jumper tops need to be placed in the same position with either 
both selecting the pod crystal source, or both selecting the target clock source. 
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Jumper Identification and Description (continued) 


Jumper 
—_ Function | Description 


Monitor This jumper determines whether all or only part of the internal MCU 
Stop/Break peripherals stop in monitor mode after an emulation break occurs. 
Select 


@ When the jumper top is out, the stop mode is selected. In this case, all 
of the internal MCU peripherals are stopped in monitor mode. 


When the jumper top is in, the break mode is selected. In this case, only 
some of the internal peripherals are stopped. This includes the following 
MCU peripherals: interrupts, watchdog timer, and oscillator watchdog. 


TimerO, Timer1, and Timer2 Capture are not stopped in this mode. 


In stop and break mode, all of the internal peripherals start working from the 
same point they stopped before the break as soon as the user program 
starts running again when you press the Go or Step buttons. When changing 
this jumper, the new stop/break mode takes effect after the next reset 
sequence. The default setup of the jumper is stop mode selection (jumper 
top out). 


Note: It is recommended to work in stop mode only. The break mode needs 
to be selected only if your application has limitations that do not allow the 
timers to be stopped in monitor mode. 


Trace Port 
Select 
Jumpers 


XLO..XL7 


These eight 3-pin jumpers select the signals that are routed to the trace 
board and are shown in the Trace window under the header P1. For any 
jumper in this group the jumper top position pin 2-3 means that the 
corresponding pin of the recreated PortO is traced. Pin 1 of each jumper is 
left free and can be connected to any signal on the target or port headers on 
the pod. For example setting XL4 in position 2-3 means that pin P0.4 is 
traced. If pin XL4.1, for example, is connected to a signal P4.3 on the target, 
you can choose between tracing signal P0.4 or P4.3 by moving the jumper 
between positions 2-3 and 1-2. 


XHO0..XH7 Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Port2 and pin 1 is left free. 
Jumpers 


External 
Code 
Enable 


This jumper enables access to the external code if the single-chip mode is 
emulated and part of the code is mapped into the target code memory. The 
external code is enabled if the jumper top is out (default jumper 
configuration). 


Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 
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Jumper Identification and Description (continued) 


Jumper 

Designation | Function ; Description 

JP10 SY0, SY1 This header contains two pins: pin 1 (SYO), and pin 2 (SY1). These two 
signals are carried to the emulator and trace boards, and can be used in the 
trace and breakpoint logic. 

JP9 


EMUL, FLF, | This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 

ANB Pin 1 signals emulation or monitor mode. St is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, but 
can be used in the future. 


P3.6, P3.7 This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 
through the headers XLO..XL7, XHO..XH/7. 


P1, P3, P4 Port These headers carry signals for the corresponding ports. The port pin 
Headers numbers are marked on the silkscreen. For example, pin 5 of header P3 
connects to pin P3.5 of the MCU. 


Note: Earlier revisions of the pod might have header JP15 installed on the 
board. This header is for factory testing only and is not for any user 
functions. 


Differences Between the Emulator and the C504 MCU 


EA Pin 

The EA pin in the C504 MCU is an input, floating pin used to select between single-chip mode @ 
(the program in internal OTP—ROM) and expanded mode (the program in external memory). This 

pin does not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip 
mode when this pin is not forced by the target. 


This difference of the existence of the pull-up resistor must be considered: if the target pin is tied 
to a pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to over- 
come the 47K pull-up resistor on the pod. 


In the C504 MCU during level 0 protection, the EA pin is not sampled during Reset and can be 
switched dynamically during run-time without going through Reset. This mode is not supported by 
the pod. The EA pin from the target is always sampled during exit from Reset (Reset Signal Fall 
time), and the mode of operation is then set to either single-chip or expanded mode until the next 
Reset. 


Port0 and Port2 Pins 

These 16 port pins are emulated by the pod and are used both as the address/data bus and as port 
pins, These pins have slightly different AC and DC characteristics from the Port0 and Port2 pins of 
the C504 MCU. They sink up to 12mA and source up to 4mA, while maintaining valid TTL output 
logic levels. Port2 pins also have pull-up resistors of 22K, which might be different from the C504 
MCU’s internal pull-ups. 
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Figure 77. POD-51EH-C505C-20 


Operating Instructions 


The POD-51EH-—C505C-20 supports the Siemens C505C and C505 MCUs. 


To work with this pod, you need to select POD-EH-C505C from the Select Processor drop-down 
list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The CS05C MCU is a superset of the C505. The only difference between the two is the C505C has 
an on-chip CAN MCU which the C505 does not. 


The pod uses a CSOSC MCU and thus the operation of the C505 is emulated by not using the on- 
chip CAN MCU of the C505C. 
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POD-51EH-C505C-20 


MCU Footprint 
on the Target 


POD-51EH-C505C-20 (new) POD-C505C (discontinued) 


Figure 78. Pod Orientation Relative to the MCU Footprint on the Target 


Note 


POD-51EH—C505C—20 replaces POD-C505C-20, an older version of the pod for 
the Siemens SAB—C505C MCU. If you have the older version of the pod, you need 
to pay attention to the position of the pod relative to your target. Compared to the old 
pod, the new one needs to turn 180 degrees when you install it on the same 

target. (See Figure 78.) 


The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit 
(PRU) and the smaller processor module daughterboard. 


The PRU provides a 44-pin PGA socket on the bottom that you can connect to the target using 
an adapter. The PRU also has a 50-pin header J] that connects through the ribbon cable to the 
emulator board. 


The PGA socket is designed to connect to the following PGA to QFP adapter: 
Nohau P/N: EDI/44PG/QFS31-SD 


This is a solder-down adapter that is soldered to the target system, replacing the CS05C or C505 
MCUIC. This adapter can be ordered from Nohau or directly from EDI. 


Both sockets on the pod and the target have female contacts. To connect them to each other, you 
need to use a PGA-44 pin-to-pin plug supplied with the pod. 


The POD-51EH-—C505C-20 mins up to a maximum frequency of 20 MHz. It has an internal 
16-MHz crystal on the board. In order to work at a frequency higher than 16 MHz, for example, 
20 MHz, an external 50% duty cycle clock signal should be supplied from the target board and 
the jumpers should be configured accordingly. See the “Jumper Identification and Description” 
section. 
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As an example, in order to generate a 20-MHz, 50 percent duty-cycle, the CMOS compatible 
clock signal (as required by the CSO5C and C505 User’s Manual), uses a 40-MHz clock oscillator 
and a CMOS compatible TFF such as 74AC112. 


Every operating frequency of the CS05C and C505 is equivalent to twice the operating frequency 
of an original 8051 MCU with the same clock frequency. For example, when using a 16-MHz 
crystal the operating frequency is equivalent to an 8051 with a 32-MHz crystal. This is because the 
CS05C and C505 don’t divide the clock source by two as does the original 8051. 


For this reason, the POD-51EH—C505C—20 might only function correctly with twice the higher 
frequency of the emulator and trace boards. For example, for 16-MHz operation, use an emulator 
and trace boards with 32-MHz frequency or higher. For 20-MHz operation, use an emulator and 
trace boards with a 40-MHz frequency or higher. 


In addition, you need to input twice the MCU frequency in the CLK field in the Hardware Con- 
figuration window. For example, for a 20-MHz clock, input 40 MHz in the CLK field. 


For details on how to configure the advanced emulator boards for high frequency operation with 
the pod, refer to the “Advanced Emulator Configuration for the POD-C505C” section. 


The CS505C and the C505 MCUs have 256 bytes of on-chip memory located at the XDATA 
addresses FFOOH — FFFFH. The C505C also has the CAN MCU registers mapped to XDATA 
space at addresses F700H — F7FFH. If your application is using the on-chip XRAM or the CAN 
registers, you must map the last memory range of the XDATA memory (addresses FOOOH — 
FFFFH) to the target. This memory mapping is done in the EMUL51—PC Windows software under 
the Config - Memory map menu. Therefore, after the internal XRAM and CAN registers are en- 
abled in the SYSCON register, accesses to address range F700H — FFFH will be used to access in- 
ternal MCU memory, and accesses to address range FOOOH — F6FFH will be used to access target 
XDATA memory. 


If your application 1s not using the on-chip XRAM, you can map this memory range (FOO0H — 
FFFFH) to either the emulator or to the target. 


The POD-51EH-—C505C-20 also supports tracing of the intemal XRAM and CAN registers read 
and write cycles using the MOVX instructions. This is supported in both single-chip or external 
modes. 
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POD-51EH-C505C-20 has two operating modes. 


e Single-chip 
e Extemal 


The active mode is selected by the EA pin (pin 29 of the POD-51EH-—C505C-—20 adapter) during 
the Reset signal rise (also sampled on internal watchdog timer Reset). 


This pin is sampled by the emulator only during Exit from Reset, and therefore, it is recommended 
that you connect it to either Constant Low or Constant High. This pin defaults to High (selecting 
single-chip mode), which is implemented by a 47K pull-up resistor on the pin. 


When using external mode, the code memory can be mapped either to the target or the emulator 
(with boundaries of 4K). In external mode, addresses are switched to Port2 and Port0 pins for 
every bus cycle regardless of where it is mapped. The data, however, is read or written to the Port0 
pins only for addresses that are mapped to the target. 


When using single-chip mode, you need to map the first 16K of the code memory (address range 
0 -3FFFH) to the emulator board. In this mode, Port2 and PortO can be used as I/O ports. These 
pins carry the address and data information only in the following cases. 


e XDATA accesses, using MOVX instructions, to an address that is mapped to the target. ® 
e XDATA accesses to the internal XRAM when the XMAP!1 bit in the SYSCON register is set. 
e Depending on JP7, for code accesses—see details in the “JP7: External Code Enable” section 


in the “LED Indicators” table. 


In all other cases, depending on JP7, these pins carry I/O values of Port0 and Port2 either output- 
ted from the MCU according to the PortO and Port2 SFR registers value, or inputted from the tar- 
get to the MCU. 
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LED Indicators 


A red LED that indicates when the MCU reset is active. There are five possible sources of 
the MCU reset. 
Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 
Reset from the S1 button starts by pressing S1 on the pod. 
Click the Reset button in the Seehau menu to reset the emulator. 
Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 
watchdog periodically, otherwise, problems during the debug process might occur.) 
@ When a map error occurs. 
During all of these reset sequences, the reset LED is turned on for a short or a long period of 
time depending on the sequence. 


the C505C MCU on the pod entering the reset state, signaling the illegal state. This state is 
maintained until you push the reset button. Leaving the map error state is done only by 
pressing the reset button S1 on the pod. This prevents repetitive occurrences of the illegal 


Map Error This red LED signals a mapping error occurring in one of the following situations. 
@ When the internal C505C XRAM is enabled by bit XMAPO in the SYSCON register. 
@ The data memory address range FFOOH ~ FFFFH is mapped to the emulator. 
There is a memory access (MOVX) to the internal XRAM. This state is illegal. When the 
C505C internal XRAM is enabled and accesses are made to it, the data memory 
address range FFOOH — FFFFH needs to be mapped to the target. 
When single-chip mode is selected by the EA pin from the target during the last Reset, 
a code memory address range in the first 16K (address 0 — 3FFFH) is mapped to the 
target and there is code access to one of the addresses in this range. This state is 
illegal. In single-chip mode, when JP7 is set to disable code accesses to the target, all 
code memory needs to be mapped to the emulator. 
If one of these illegal states occurs, the Map Error (ERR) LED turns on simultaneously with 
state until you fix the problem. 


A green LED that indicates when the user program is running, and turns off whenever the 
user program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 
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Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Ground SeLect | VAGND This jumper selects how to ground the VAGND pin of the MCU. 


(GSL) Grounding ; 
Select @ When the jumper top is across pins 1 and 2, VAGND is connected to 


emulator ground. 


When the jumper top is across pins 2 and 3, VAGND is grounded through pin 
4 of the target adapter. Pin 3 of the jumper is marked by the letter T to show 
connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator ground 
selected). 


Reference This jumper selects how to power the VAREF pin of the MCU. 
SeLect (RSL) , y . ; 
® When the jumper top is across pins 1 and 2, VAREF is connected to 
emulator. 


When the jumper top is across pins 2 and 3, VAREF is connected to the 
target through pin 3 of the target adapter. Pin 3 of the jumper is marked by 
the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator selected as 
the voltage source), 


Vcc SeLect MCU Vcc This jumper selects how to power the Vcc pin of the MCU. 
(VSL) Source 


Select @ When the jumper top is on pins 1 and 2, the MCU Vcc pin is connected to the 
Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pin is connected to the 
Vcc pin of the adapter. This allows the MCU Vcc pin to be powered by the 
target. 


The default position of the jumper top is across pins 1 and 2 (emulator selected as 
Vcc source). 


Note: Taking power from the target system is not recommended. 


XTAL1 and These two jumpers select the clock source for the MCU. 

XTAL2 

Source ® With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins are 
Select connected to a 16-MHz crystal on the pod. 


When these two Jumpers have jumper tops on pins 2 and 3, the MCU XTAL1 
and XTALZ2 pins are connected to pins 15 and 14 of the adapter. This allows 
the target to supply the clock to the MCU XTAL1 and XTAL2 pins. 


The default position of the jumper top is across pins 1 and 2 (the pod crystal). 


Note: Both of the jumper tops need to be placed in the same position with either 
both selecting the pod crystal source, or both selecting the target clock source. 
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Jumper Identification and Description (continued) 


Jumper 
ne Function | Description 


Monitor This j jumper determines whether all or only part of the internal MCU peripherals 
Stop/Break stop in monitor mode after an emulation break occurs. 
Select 


@ When the jumper top is out, the stop mode is selected. In this case, all of 
the internal MCU peripherals are stopped in monitor mode. This includes 
the following MCU peripherals: interrupts, watchdog timer, timer0, timer1, 
timer2, and timer2 capture. 


When the jumper top is on, the break mode is selected. In this case, only 
some of the internal peripherals are stopped. This includes the following 
MCU peripherals: interrupts, watchdog timer, and timer2. TimerO, timer, 
and timer2 capture are not stopped in this mode. 


In stop and break mode, all of the internal peripherals start working from the 
same point they stopped before the break as soon as the user program starts 
running again when you press Go or Step. 


When changing this jumper, the new stop/break mode takes effect after the 
next reset sequence. The default setup of the jumper is stop mode selection 
(jumper top out). 


Note: It is recommended to work in stop mode only. The break mode needs to 
be selected only if your application has limitations that do not allow the timers 
to be stopped in monitor mode. 


Trace Port 
Select 
Jumpers 


These eight 3-pin jumpers select the signals that are routed to the trace board 
and are shown in the Trace window under the header P1. For any jumper in 
this group the jumper top position pin 2—-pin 3 means that the corresponding 
pin of the recreated PortO is traced. Pin 1 of each jumper is left free and can be 
connected to any signal on the target or port headers on the pod. For example 
setting XL4 in position 2-3 means that pin P0.4 is traced. If pin XL4.1, for 
example, is connected to a signal P4.3 on the target, you can choose between 
tracing signal P0.4 or P4.3 by moving the jumper between positions 2-3 and 
1-2. 


XLO..XL7 


XHO..XH7 
JP7 External This jumper enables access to the external code if the single-chip mode is 
Code emulated and part of the code is mapped into the target code memory. The 
Enable external code Is enabled if the jumper top is out (default jumper configuration). 
Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 
JP10 SY0, SY1 This header contains two pins; pin 1 (SYO), and pin 2 (SY1). These two signals 
are carried to the emulator and trace boards, and can be used in the trace and 
breakpoint logic. 


Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Port2 and pin 1 is left free. 
Jumpers 
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Jumper Identification and Description (continued) 


Jumper 
Designation 
JP9 


EMUL, FLF, 
ANB 


P3.6, P3.7 


Port 
Headers 


Description 


This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 
Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, but 
can be used in the future. 


This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 
through the headers XLO..XL7, XHO..XH7. 


These headers carry signals for the corresponding ports. The port pin 
numbers are marked on the silk-screen. For example, pin 5 of header P3 
connects to pin P3.5 of the MCU. 


Note: Earlier revisions of the pod might have header JP15 installed on the 
board. This header is for factory testing only and is not for any user 
functions. 


Advanced Emulator Configuration for the POD-C505C 


When using an advanced emulator board (part numbers EMUL51—PC/EA256—BSW-50 or the 
EMULS1—PC/EA768-BSW-50), it is important to configure the advanced emulator board for 
the POD-CSO0SC, especially when applying a high frequency clock signal above 12 MHz to the 


CS505C MCU. 


Make sure that the two following jumpers in the advanced emulator board are removed. 


e The DAL jumper on JP1 


e The RWEN jumper on JP1 


These two jumpers affect the operation mode and maximum operating frequency of the advanced 


emulator board. 


For details on how to configure the other jumpers on the advanced emulator board, refer to Chap- 
ter 2, “Installing the Hardware” (section “EMUL51—PC/EA256 — 256K Bank Switch Emulator 
Configuration,” or section “EMUL51—PC/EA768 — 768K Bank Switch Emulator Configuration”). 
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The Differences Between the Emulator and the C505C and 
C505 MCUs 


EA Pin 


The EA pin in the CS0SC and the C505 MCUs is an input, floating pin used to select between sin- 
gle-chip mode (the program in internal OTP-ROM) and expanded mode (the program in external 
memory). This pin does not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip 
mode when this pin is not forced by the target. 


This difference of the existence of the pull-up resistor must be considered: if the target pin is tied 
to a pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to over- 
come the 47K pull-up resistor on the pod. 


In the CSO05C and the C505 MCUs during level 0 protection, the EA pin is not sampled during 
Reset and can be switched dynamically during run-time without going through Reset. This mode is 
not supported by the pod. The EA pin from the target is always sampled during exit from Reset 
(Reset Signal Fall time), and the mode of operation is then set to either single-chip or expanded 


g mode until the next Reset. 


Port0 and Port2 Pins 


These 16 port pins are emulated by the pod and are used both as the address/data bus and as port 
pins. These pins have slightly different AC and DC characteristics from the Port0 and Port2 pins of 
the C505C and C505 microcontrollers. They sink up to 12mA and source up to 4mA, while main- 
taining valid TTL output logic levels. Port2 pins also have pull-up resistors of 22K, which might 
be different from the C505C and C505 MCUs’ internal pull-ups. 


Port3.6/WR and Port3.7/RD Pins 


These two port pins are emulated by the pod and are used as the read and write signals or as port 
pins. They have slightly different AC and DC characteristics from the Port3.6/WR and Port3.7/RD 
pins of the C505C and C505 MCUs. These pins sink up to 12mA and source up to 4mA, (on tran- 
sition from logic 0 to 1) while maintaining valid TTL output logic levels. They have pull-up resis- 
tors of 22K to maintain a logic 1 level and emulate the quasi-bi-directional operation. These 
features differ from the internal pull-ups of the C505C and C505 MCUs.POD-5 1EH-C505CA-20 
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Figure 79. POD-51EH-C505CA-20 


Operating Instructions 
The POD-51EH-CS505CA~20 supports the Siemens C505CA and C505A MCUs. 


To work with this pod, you need to select POD-EH-C505CA from the Select Processor drop- 
down list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The C505CA MCU 1s a superset of the CSOSA. The only difference between the two is the 
C505CA has an on-chip CAN MCU which the CS05A does not. 


The pod uses a CS0SCA MCU and thus the operation of the C505A is emulated by not using the 
on-chip CAN MCU of the C505CA 
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MCU Footprint 
on the Target 


POD-51EH-C505CA-20 (new) POD-C505CA (discontinued) 


Figure 80. Pod Orientation Relative to the MCU Footprint on the Target 


Note 


POD-51EH—-C505CA-20 replaces POD-C505CA~20, an older version of the pod 
for the Siemens SAB—C505CA MCU. If you have the older version of the pod, you 
need to pay attention to the position of the pod relative to your target. Compared to 
the old pod, the new one needs to turn 180 degrees when you install it on the same 
target. (See Figure 80.) 


The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit 
(PRU) and the smaller processor module daughterboard. 


The PRU provides a 44-pin PGA socket on the bottom that you can connect to the target using 
an adapter. The PRU also has a 50-pin header J1 that connects through the ribbon cable to the 
emulator board. 


The PGA socket is designed to connect to the following PGA to QFP adapter: 
Nohau P/N: EDI/44PG/QFS31-SD 


This is a solder-down adapter that is soldered to the target system, replacing the CSO05CA or 
CS505A MCUIC. This adapter can be ordered from Nohau or directly from EDI. 


Both sockets on the pod and the target have female contacts. To connect them to each other, you 
need to use a PGA-44 pin-to-pin plug supplied with the pod. 


The POD-51EH-C505CA-20 runs up to a maximum frequency of 20 MHz. It has an internal 
16-MHz crystal on the board. In order to work at a frequency higher than 16 MHz, for example, 
20 MHz, an external 50% duty cycle clock signal should be supplied from the target board and 
the jumpers should be configured accordingly. See the “Jumper Identification and Description” 
table. 
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As an example, in order to generate a 20-MHz, 50 percent duty-cycle, the CMOS compatible 
clock signal (as required by the CS05CA and C505A User’s Manual), uses a 40-MHz clock oscil- 
lator and a CMOS compatible TFF such as 74AC112. 


Every operating frequency of the C50S5CA and CSOSA is equivalent to twice the operating 
frequency of an original 8051 MCU with the same clock frequency. For example, when using a 
16-MHz crystal the operating frequency is equivalent to an 8051 with a 32-MHz crystal. This is 
because the C505CA and C505A don’t divide the clock source by two as does the original 8051. 


For this reason, the POD-5 1 EH—C505CA-20 might only function correctly with twice the higher 
frequency of the emulator and trace boards. For example, for 16-MHz operation, use an emulator 
and trace boards with 32 MHz frequency or higher. For 20-MHz operation, use an emulator and 
trace boards with 40 MHz frequency or higher. 


In addition, you need to input twice the MCU frequency in the CLK field in the Hardware Con- 
figuration window. For example, for a 20-MHz clock, input 40 MHz in the CLK field. 


For details on how to configure the advanced emulator boards for high frequency operation 
with the pod, refer to the “Advanced Emulator Configuration for the POD—C505CA” section. 


The C505CA and the C5054 MCUs have 1K on-chip memory located at XDATA addresses 
FCO0H — FFFFH. The CS05CA also has the CAN MCU registers mapped to XDATA space at ad- 
dresses F700H — F7FFH. If your application is using the on-chip XRAM or the CAN registers, you 
must map the last memory range of the XDATA memory (addresses FOOOH ~— FFFFH) to the tar- 
get. This memory mapping is done in the EMUL51—PC Windows software under the Config — 
Memory map menu. Therefore, after the intemal XRAM and CAN registers are enabled in the 
SYSCON register, accesses to address range F700H — FFFH will be used to access internal MCU 
memory, and accesses to address range FOOOH — F6FFH will be used to access target XDATA 
memory. 


If your application is not using the on-chip XRAM, you can map this memory range; (FOOOH — 
FFFFH) to either the emulator or to the target. 


The POD-—51EH-—C505CA—20 also supports tracing of the internal XRAM and CAN registers read 
and write cycles using the MOVX instructions. This is supported in both single-chip or external 
modes. 
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POD-51EH-C505CA~20 has two operating modes. 
@ Single-chip 
@ External 


The active mode is selected by the EA pin (pin 29 of the POD~51EH-C505CA-20 adapter) during 
the Reset signal rise (also sampled on internal watchdog timer Reset). 


This pin is sampled by the emulator only during Exit from Reset, and therefore, it is recommended 
that you connect it to either Constant Low or Constant High. This pin defaults to High (selecting 
single-chip mode), which is implemented by a 47K pull-up resistor on the pin. 


When using external mode, the code memory can be mapped either to the target or the emulator 
(with boundaries of 4K). In external mode, addresses are switched to Port2 and PortO pins for 
every bus cycle regardless of where it is mapped. The data, however, is read or written to the 
PortO pins only for addresses that are mapped to the target. 


When using single-chip mode, you need to map the first 32K of the code memory (address range 
0 —- 7FFFH) to the emulator board. In this mode, Port2 and PortO can be used as I/O ports. These 
pins carry the address and data information only in the following cases. 


@ @ XDATA accesses, using MOVX instructions, to an address that is mapped to the target. 
@ XDATA accesses to the internal XRAM when the XMAP1 bit in the SYSCON register is set. 


@ Depending on JP7, for code accesses—see details in the “JP7: External Code Enable” section 
in the “Jumper Identification and Description” table. 


In all other cases, depending on JP7, these pins carry I/O values of Port0 and Port2 either output- 
ted from the MCU according to the PortO and Port2 SFR registers value, or Inputted from the 
target to the MCU. 
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LED Indicators 


Description 


A red LED that indicates when the MCU reset is active. There are five possible sources of 
the MCU reset. 


Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 


Reset from the S1 button starts by pressing S1 on the pod. 


Click the Reset button in the Seehau menu to reset the emulator. 


Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 
watchdog periodically, otherwise, problems during the debug process might occur.) 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or a long period of 
time depending on the sequence. 


A red LED that indicates a mapping error occurring in one of the following situations. 


@ When the internal CS505C XRAM is enabled by bit XMAPO in the SYSCON register. 


@ The data memory address range FFOOH — FFFFH is mapped to the emulator. 


@ There is a memory access (MOVX) to the internal XRAM. This state is illegal. When the 
C505CA internal XRAM is enabled and accesses are made to it, the data memory 
address range FFOOH — FFFFH needs to be mapped to the target. 


@ When single-chip mode is selected by the EA pin from the target during the last Reset, 
a code memory address range in the first 32K (address 0 — 7FFFH) is mapped to the 
target and there is code access to one of the addresses in this range. This state is 
illegal. In single-chip mode, when JP7 is set to disable code accesses to the target, all 
code memory needs to be mapped to the emulator. 


If one of these illegal states occurs, the Map Error (ERR) LED turns on simultaneously with 
the CS505CA MCU on the pod entering the reset state, signaling the illegal state. This state is 
maintained until you push the reset button. Leaving the map error state is done only by 
pressing the reset button S1 on the pod. This prevents repetitive occurrences of the illegal 
state until you fix the problem. 


A green LED that indicates when the user program is running, and turns off when the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 
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Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Ground SeLect | VAGND This jumper selects how to ground the VAGND pin of the MCU. 


(GSL) Grounding 
Select 


@ When the jumper top is across pins 1 and 2, VAGND is connected to 
emulator ground. 


When the Jumper top is across pins 2 and 3, VAGND is grounded through pin 
4 of the target adapter. Pin 3 of the jumper is marked by the letter T to show 
connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator ground 
selected). 


VAREF 
Source 
Select 


Reference This jumper selects how to power the VAREF pin of the MCU. 


SeLect (RSL) 


@ When the jumper top is across pins 1 and 2, VAREF is connected to 
emulator. 


When the jumper top is across pins 2 and 3, VAREF is connected to the 
target through pin 3 of the target adapter. Pin 3 of the jumper is marked by 
the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator selected as 
the voltage source). 


Vcc SeLect MCU Vcc 
(VSL) Source 
Select 


This jumper selects how to power the Vcc pin of the MCU. 


@ When the jumper top is on pins 1 and 2, the MCU Vcc pin is connected to the 
Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pin is connected to the 
Vcc pin of the adapter. This allows the MCU Vcc pin to be powered by the 
target. 


The default position of the jumper top is across pins 1 and 2 (emulator selected as 
Vec source). 


Note: Taking power from the target system is not recommended. 


XTAL1 and 
XTAL2 
Source 
Select 


X1S, X2S These two jumpers select the clock source for the MCU. 


@ With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins are 
connected to a 16-MHz crystal on the pod. 


When these two jumpers have jumper tops on pins 2 and 3, the MCU XTAL1 
and XTAL2 pins are connected to pins 15 and 14 of the adapter. This allows 
the target to supply the clock to the MCU XTAL14 and XTAL2 pins. 


The default position of the jumper top is across pins 1 and 2 (the pod crystal). 


Note: Both of the Jumper tops need to be placed in the same position with either 
both selecting the pod crystal source, or both selecting the target clock source. 
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Jumper Identification and Description (continued) 


Jumper 
—e Function | Description 


Monitor This jumper determines whether all or only part of the interna! MCU 
Stop/Break peripherals stop in monitor mode after an emulation break occurs. 
Select 


@ When the jumper top is out, the stop mode is selected. In this case, all 
of the internal MCU peripherals are stopped in monitor mode. This 
includes the following MCU peripherals: interrupts, watchdog timer, 
timerO, timer1, timer2, and timer2 capture. 


When the jumper top is on, the break mode is selected. In this case, 
only some of the internal peripherals are stopped. This includes the 
following MCU peripherals: interrupts, watchdog timer, and timer2. 
timer0, timer1, and timer2 capture are not stopped in this mode. 


In stop and break mode, all of the internal peripherals start working from the 
same point they stopped before the break as soon as the user program 
starts running again when you press Go or Step. 


When changing this jumper, the new stop/break mode takes effect after the 
next reset sequence. The default setup of the jumper is stop mode selection 
(jumper top out). 


Note: It is recommended to work in stop mode only. The break mode needs 
to be selected only if your application has limitations that do not allow the 
timers to be stopped in monitor mode. 


Trace Port 
Select 
Jumpers 


These eight 3-pin jumpers select the signals that are routed to the trace 
board and are shown in the trace window under the header P1. 


For any jumper in this group the jumper top position pin 2-pin 3 means that 
the corresponding pin of the recreated PortO is traced. pin 1 of each jumper 
is left free and can be connected to any signal on the target or port headers 
on the pod. For example setting XL4 in position 2-3 means that pin P0.4 is 

traced. !f pin XL4.1, for example, is connected to a signal P4.3 on the target, 
you can choose between tracing signal P0.4 or P4.3 by moving the jumper 

between positions 2-3 and 1-2. 


XLO..XL7 


XHO..XH7 


JP7 External This jumper enables access to the external code if the single-chip mode is 
Code emulated and part of the code is mapped into the target code memory. The 
Enable external code is enabled if the jumper top is out (default jumper 


Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Port2 and pin 1 is left free. 
Jumpers 


configuration). 


Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 

JP10 SY0, SY1 This header contains two pins; pin 1 (SYO), and pin 2 (SY1). These two 
signals are carried to the emulator and trace boards, and can be used in the 
trace and breakpoint logic. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 
JP9 EMUL, FLF, | This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). Pin 
ANB 1 signals emulation or monitor mode. It is low when emulation is active (when the 
user program is running). Pins 2 and 3 are not used currently, but can be used in 
the future. 
P3.6,P3.7 _ | This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD (pin 


J2.2). These pins observe the signals or route them to the trace board through the 
P1, P3, P4 Port 
Headers 


headers XLO..XL7, XHO..XH7. 
Advanced Emulator Configuration for the POD-C505CA 
When using an advanced emulator board (part numbers EMUL51—PC/EA256-BSW-S0 or the 
EMULS1-PC/EA768-BSW-50), it is important to configure the advanced emulator board for the 
POD-CS05CA, especially when applying a high frequency clock signal above 12 MHz to the 
C505CA MCU. 


These headers carry signals for the corresponding ports. The port pin numbers 
are marked on the silk-screen. For example, pin 5 of header P3 connects to pin 
P3.5 of the MCU, 


Note: Earlier revisions of the pod might have header JP15 installed on the board. 
This header is for factory testing only and is not for any user functions. 


Make sure that the two following jumpers in the advanced emulator board are removed. 
e@ The DAL jumper on JP1 
e@ The RWEN jumper on JP1 


These two jumpers affect the operation mode and maximum operating frequency of the advanced 
emulator board. 


For details on how to configure the other jumpers on the advanced emulator board, refer to Chap- 
ter 2, “Installing the Hardware” (section “EMUL51—PC/EA256 — 256K Bank Switch Emulator 
Configuration,” or section “EMUL51—PC/EA768 — 768K Bank Switch Emulator Configuration”). 


Differences Between the Emulator and the C505CA and 
C505A MCUs 


EA Pin 

The EA pin in the CS05CA and the C505A MCUs is an input, floating pin used to select between 
single-chip mode (the program in internal OTP—ROM) and expanded mode (the program in exter- 
nal memory). This pin does not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip 
mode when this pin is not forced by the target. 
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This difference of the existence of the pull-up resistor must be considered: if the target pin is tied 
to a pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to over- 
come the 47K pull-up resistor on the pod. 


In the CSO5CA and the C505A MCUs during level 0 protection, the EA pin is not sampled during 
Reset and can be switched dynamically during run-time without going through Reset. This mode is 
not supported by the pod. The EA pin from the target is always sampled during exit from Reset 
(Reset Signal Fall time), and the mode of operation is then set to either single-chip or expanded 
mode until the next Reset. 


Port0 and Port2 Pins 


These 16 port pins, used as the address/data bus and as port pins, are emulated by the pod. 

These pins have slightly different AC and DC characteristics from the PortO and Port2 pins of 
the CS505CA and C505A MCUs. These pins sink up to 12mA and source up to 4mA, while main- 
taining valid TTL output logic levels. Port2 pins also have pull-up resistors of 22K, which might 
be different from the CSO05CA and C505A MCUs’ internal pull-ups. 


Port3.6/WR and Port3.7/RD Pins 


These two port pins are emulated by the pod and are used as the read and write signals or as port 
pins. They have slightly different AC and DC characteristics from the Port3.6/WR and Port3.7/RD 
pins of the CSO5CA and C505A MCUs. These pins sink up to 12mA and source up to 4mA, (on 
transition from logic 0 to 1) while maintaining valid TTL output logic levels. They have pull-up 
resistors of 22K to maintain a logic 1 level and emulate the quasi-bi-directional operation. These 
features differ from the internal pull-ups of the CSO5CA and C505A MCUs 
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Figure 81. POD-51EH-C505L—20 


Operating Instructions 
The POD-51EH~C505L—20 supports the Siemens CS505L MCU. 


To work with this pod, you need to select POD-EH-C505L from the Select Processor drop-down 
list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit 
(PRU) and the smaller processor module daughterboard. 


The target headers plug into an adapter that you select depending on the type of MCU. The C505L 
MCU uses the Emulation Solutions ES/180-5550-65 adapter. 
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This is a QFP-80 solder-down adapter that is soldered to the target system, replacing the 
C505L MCU IC. This adapter can be ordered from Nohau Corporation or directly from 
Emulation Solutions. 


The POD-51EH-—CS05L~-20 runs up to a maximum frequency of 20 MHz. It has an internal 
16-MHz crysta! on the board. In order to work at a frequency higher than 16 MHz, for example, 
20 MHz, an external 50% duty cycle clock signal should be supplied from the target board and 
the jumpers should be configured accordingly. See the “Jumper Identification and Description” 
section. 


Every operating frequency of the C505L is equivalent to twice the operating frequency of an origi- 
nal 8051 MCU with the same clock frequency. For example, when using a 16-MHz crystal the op- 
erating frequency is equivalent to an 8051 with a 32-MHz crystal. This is because the CS05L 
doesn’t divide the clock source by two as does the original 8051. 


For this reason, the POD~5 1 EH—C505L-20 might only function correctly with twice the higher 
frequency of the emulator and trace boards. For example, for a 16-MHz operation, use an emulator 
and trace boards with 32 MHz frequency or higher. For a 20-MHz operation, use an emulator and 
trace boards with 40 MHz frequency or higher. 


In addition, you need to input twice the MCU frequency in the CLK field in the Hardware Con- 
figuration window. For example, for a 20-MHz clock, input 40 MHz in the CLK field. 


For details on how to configure the advanced emulator boards for high frequency operation with 
the pod, refer to the “Advanced Emulator Configuration for the Pod” section. 


The C505L MCUs have 256 bytes of on-chip memory located at XDATA addresses FFOOH — 
FFFFH. The C505L also has the LCD controller registers and real-time clock (RTC) registers 
mapped to XDATA space at addresses F3DCH — F3FFH. If your application is using the on-chip 
XRAM or the LCD/RTC registers, you must map the last memory range of the XDATA memory 
(addresses FOOOH — FFFFH) to the target. To map the memory, do the following: 


1. From the Config menu in Seehau, select Emulator. This opens the Emulator Configuration 
dialog box. 


2. Select the Mem Map Config tab. 


POD-51EH-C505L—20 has two operating modes. 
© Single-chip 


@ External 


The active mode is selected by the EA pin (pin 29 of the POD—51EH—CS05L-20 adapter) during 
the Reset signal rise (also sampled on internal watchdog timer Reset). 
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@ POD-51EH-C505L-20 


This pin is sampled by the emulator only during Exit from Reset, and therefore, it is recommended 
that you connect it to either Constant Low or Constant High. This pin defaults to High (selecting 
single-chip mode), which is implemented by a 47K pull-up resistor on the pin. 


When using external mode, the code memory can be mapped either to the target or to the emulator 
(with boundaries of 4K). In external mode, addresses are switched to Port2 and Port0 pins for 
every bus cycle regardless of where it is mapped. The data, however, is read or written to the 
PortO pins only for addresses that are mapped to the target. 


When using single-chip mode, you need to map the first 32K of the code memory (address range 
0 —7FFFH) to the emulator board. In this mode, Port2 and PortO can be used as I/O ports. These 
pins carry the address and data information only in the following cases. 


e XDATA accesses, using MOVX instructions, to an address that is mapped to the target. 
e XDATA accesses to the internal XRAM when the XMAP!1 bit in the SYSCON register is set. 


e Depending on JP7, for code accesses—see details in the “JP7: External Code Enable” 
section in the “Jumper Identification and Description” table. 


In all other cases, depending on JP7, these pins carry I/O values of PortO and Port2 either out- 
¢ putted from the MCU according to the Port0 and Port2 SFR registers value, or in-putted from the 
target to the MCU. 


LED Indicators 


Ared LED that indicates when the MCU reset is active. There are five possible sources of the 
MCU reset. 


Reset from the target starts whenever a low level is detected on the reset pin of the adapter. 
Reset from the Si button starts by pressing Si on the pod. 
Click the Reset button in the Seehau menu to reset the emulator. 


Reset from the internal watchdog timer starts If the internal watchdog is enabled, and it is not 
fed by the user software for a long period. (Note: It is important to feed the watchdog 
periodically, otherwise, problems during the debug process might occur.) 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or a long period of time 
depending on the sequence, 
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LED Indicators (continued) 


Map Error A red LED that indicates a mapping error occurring in one of the following situations. 


When the internal CS05L XRAM is enabled by bit XMAPO in the SYSCON register. 


The data memory address range FFOOH — FFFFH is mapped to the emulator. 


There is a memory access (MOVX) to the internal XRAM. This state is illegal. When the 
C505L internal XRAM is enabled and accesses are made to it, the data memory 
address range FFOOH — FFFFH needs to be mapped to the target. 


When single-chip mode is selected by the EA pin from the target during the last Reset, 
a code memory address range in the first 32K (address 0 —- 7FFFH) is mapped to the 
target and there is code access to one of the addresses in this range. This state is 
illegal. In single-chip mode, when JP7 is set to disable code accesses to the target, all 
code memory needs to be mapped to the emulator. 


If one of these illegal states occurs, the Map Error (ERR) LED turns on simultaneously with 
the C505L MCU on the pod entering the reset state, signaling the illegal state. This state is 
maintained until you push the reset button. Leaving the map error state is done only by 
pressing the reset button S1 on the pod. This prevents repetitive occurrences of the illegal 
state until you fix the problem. 


A green LED that indicates when the user program is running, and turns off when the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (Usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 


Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Ground SeLect | VAGND This jumper selects how to ground the VAGND pin of the MCU. 
(GSL) Grounding 
Select @ When the jumper top is across pins 1 and 2, VAGND is connected to 
emulator ground. 


When the jumper top is across pins 2 and 3, VAGND is grounded to the 
target. Pin 3 of the jumper is marked by the letter T to show connection 
to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
ground selected). 
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Jumper Identification and Description (continueq) 


Jumper 
Designation | Function | Description 


Reference VAREF This jumper selects how to power the VAREF pin of the MCU. 
SeLect (RSL) Source X 3 ; 

Select @ When the jumper top is across pins 1 and 2, VAREF is connected to 
emulator. 


When the jumper top is across pins 2 and 3, VAREF is connected to the 
target. Pin 3 of the jumper is marked by the letter T to show connection 
to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as the voltage source). 


Vcc SeLect MCU Vcc This jumper selects how to power the Vcc pin of the MCU. 
(VSL) Source 

Select @ When the jumper top is on pins 1 and 2, the MCU Vcc pin is connected 
to the Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pin is connected 
to the Vcc pin of the adapter. This allows the MCU Vcc pin to be 
powered by the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as Vcc source). 


Note: Taking power from the target system is not recommended. 


XTAL1 and 
XTAL2 
Source 
Select 


X1S, X2S These two jumpers select the clock source for the MCU. 


@ With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins 
are connected to a 16-MHz crystal on the pod. 


When these two jumpers have jumper tops on pins 2 and 3, the MCU 
XTAL1 and XTAL2 pins are connected to the target. This allows the 
target to supply the clock to the MCU XTAL1 and XTAL2 pins. 


The default position of the jumper top is across pins 1 and 2 (the pod 
crystal). 


Note: Both of the jumper tops need to be placed in the same position with 
either both selecting the pod crystal source, or both selecting the target clock 
source. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


Monitor This jumper determines whether all or only part of the internal MCU peripherals 
Stop/Break stop in monitor mode after an emulation break occurs. 
Select 
@ When the jumper top is out, the stop mode is selected. In this case, all of the 
internal MCU peripherals are stopped in monitor mode. This includes the 
following MCU peripherals: interrupts, oscillator watchdog, timer0, timer1, 
timer2, and USART. 
When the jumper top is on, the break mode is selected. In this case, only 
some of the internal peripherals are stopped. This includes the following 
MCU peripherals: interrupts, oscillator watchdog, and timer2. TimerO, timer, 
and USART are not stopped in this mode. 
In STOP and BREAK, all of the internal peripherals start working from the same 
point they stopped before the break as soon as the user program starts running 
again when you press GO or STEP. 
When changing this jumper, the new stop/break mode takes effect after the next 
reset sequence. The default setup of the jumper is stop mode selection (jumper 
top out). 
Note: It is recommended to work in stop mode only. The break mode needs to be 
selected only if your application has limitations that do not allow the timers to be 


stopped in monitor mode. 


XLO..XL7 Trace Port These eight 3-pin jumpers select the signals that are routed to the trace board 
Select and are shown in the trace window under the header P1. 
ulyyeis For any jumper in this group the jumper top position pin 2—pin 3 means that the 
corresponding pin of the recreated Port0 is traced. pin 1 of each jumper is left free 
and can be connected to any signal on the target or port headers on the pod. For 
example setting XL4 in position 2-3 means that pin P0.4 is traced. If pin XL4.1, 


for example, is connected to a signal P4.3 on the target, you can choose between 
tracing signal P0.4 or P4.3 by moving the jumper between positions 2-3 and 1—2. 


JP8 
XHO..XH7 Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Port2 and pin 1 is left free. 
Jumpers 
JP7 External This jumper enables access to the external code if the single-chip mode is 
Code emulated and part of the code is mapped into the target code memory. The 
Enable external code is enabled if the jumper top is out (default jumper configuration). 
Reset Button When pressed, this switch resets the pod (including the MCU). You can use this 
button to recover from a map error status. 
JP10 SYO0, SY1 This header contains two pins; pin 1 (SYO), and pin 2 (SY1). These two signals 
are carried to the emulator and trace boards, and can be used in the trace and 
breakpoint logic. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 
JP9 EMUL, FLF, | This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 
ANB Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, but 
can be used in the future. 
J2 P3.6, P3.7 This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 


(pin J2.2). These pins observe the signals or route them to the trace board 
Port These headers carry signals for the corresponding ports. The port pin 
Headers numbers are marked on the silk-screen. For example, pin 5 of header P3. 


P41, P3, P4, PS 


through the headers XLO..XL7, XHO..XH7. 
connects to pin P3.5 of the MCU. 


Advanced Emulator Configuration for the Pod 


When using an advanced emulator board (part numbers EMULS1—PC/EA256-BSW-5S0 or the 
EMULS51—PC/EA768—-BS W-50), it is important to configure the advanced emulator board for the 
POD-CS5O05L, especially when applying a high frequency clock signal above 12 MHz to the C505L 
MCU. 


Make sure that the two following jumpers in the advanced emulator board are removed. 
e The DAL jumper on JP1 
@ The RWEN jumper on JP1 


These two jumpers affect the operation mode and maximum operating frequency of the advanced 
emulator board. 


For details on how to configure the other jumpers on the advanced emulator board, refer to Chap- 
ter 2, “Installing the Hardware” (section “EMUL51—PC/EA256 ~ 256K Bank Switch Emulator 
Configuration,” or section “EMUL51—PC/EA768 — 768K Bank Switch Emulator Configuration”). 


Differences Between the Emulator and the C505L MCU 


EA Pin 


The EA pin in the CS05L MCU is an input, floating pin used to select between single-chip mode 
(the program in internal OTP—ROM) and expanded mode (the program in external memory). This 
pin does not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip 
mode when this pin is not forced by the target. 
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This difference of the existence of the pull-up resistor must be considered: if the target pin is tied 
to a pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to over- 
come the 47K pull-up resistor on the pod. 


In the C505L MCU during level 0 protection, the EA pin is not sampled during Reset and can be 
switched dynamically during run-time without going through Reset. This mode is not supported by 
the pod. The EA pin from the target is always sampled during exit from Reset (Reset Signal Fall 
time), and the mode of operation is then set to either single-chip or expanded mode until the next 
Reset. 


Port0O and Port2 Pins 


These 16 port pins are emulated by the pod and are used both as the address/data bus and as port 
pins. These pins have slightly different AC and DC characteristics from the Port0 and Port2 pins of 
the CS505L MCU. They sink up to 12mA and source up to 4mA, while maintaining valid TTL out- 
put logic levels. Port2 pins also have pull-up resistors of 22K, which might be different from the 
C505L MCU’s internal pull-ups. 


Port3.6/WR and Port3.7/RD Pins 


These two port pins are emulated by the pod and are used as the read and write signals or as port 
pins. They have slightly different AC and DC characteristics from the Port3.6/WR and Port3.7/RD 
pins of the C505L MCU. These pins sink up to 12mA and source up to 4mA, (on transition from 
logic 0 to 1) while maintaining valid TTL output logic levels. They have pull-up resistors of 22K 
to maintain a logic | level and emulate the quasi-bi-directional operation. These features differ 
from the internal pull-ups of the CS05L MCU. 
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Figure 82. POD-51EH-C508-10 


Operating Instructions 


The POD-—51EH-—C508—10 supports the Siemens C508 MCU, which is based on the C500 core. 


To work with this pod, you need to select POD-EH-C508 from the Select Processor drop-down list box 
(Step 3 of the Communications tab in the Emulator Configuration wmdow). 


The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit (PRU) 
and the smaller processor module daughterboard. 


The PRU has three headers on the bottom that carry the signals to the target. The PRU also has a 50- 
pin connector J] that connects through the ribbon cable to the emulator board. 
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The target headers plug into an adapter that you select depending on the type of MCU. For example, 


the C508 MCU uses the following adapter: 
Emulation Solutions ES/180-5545—00 (P-MQFP-—64) 


The adapter plugs into the target system, replacing the C508 MCU IC. This adapter can be ordered 
from Nohau Corporation or directly from Emulation Solutions. 


The POD—51EH-—C508—10 runs up to a maximum frequency of 10 MHz. 


The C508 MCU has on-chip XRAM memory located at addresses FCOOH — FFFFH in the data space. 
If your application uses the on-chip XRAM, you must map the last memory range of the data memory 
(addresses FOOOH — FFFFH) to the target. 


POD-51EH-C508-10 has two operating modes. 
@ Single-chip 
® External 


The EA pin during reset signal rise (also sampled on internal watchdog timer reset) selects the 
operating mode. It is recommended that you connect this pin to either constant low or constant high. 
This pin defaults to high (selecting single-chip mode), that is implemented by a 22K pull-up 

resistor on the pin. 


The active mode is selected by the EA pin during reset signal rise (also sampled on internal 
reset). 


When using external mode, code memory can be mapped to the target or the emulator (with boundaries 
of 4K). In external mode, addresses are seen on the Port2 and Port0 adapter pins for every bus cycle 
regardless of where it is mapped. The data, however, is read or written to the Port0 pins only for ad- 
dresses that are mapped to the target. 


When using single-chip mode, you need to map all code memory to the emulator board. In this mode, 
Port2 and PortO can be used as I/O ports. 


POD-S1EH—CS508—10 also supports tracing of internal XRAM read and write cycles using MOVX in- 
structions. This is supported in both single-chip or external modes. 
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LED Indicators 


A red LED that indicates the MCU reset is active. There are five possible sources of the 
MCU reset: 


® Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 


Reset from the S1 button starts by pressing the S1 button on the pod. 

Click the Reset button in the Seehau menu to reset the emulator. 

Reset from the internal watchdog timer starts if the internal watchdog is enabled, and 
the user software does not feed it for a long period. (Note: [t is important to feed the 


watchdog periodically, otherwise, problems during the debug process might occur.) 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or long period 
depending on the sequence 


Ared LED that indicates a mapping error has occurred in one of the following situations. 


@ = The internal C508 XRAM is enabled by bit XMAPO in the SYSCON register, the data 
memory address range FOOOH — FFFFH is mapped to the emulator, and there is a 
memory access (MOVX) to the internal XRAM. This state is illegal. When the C508 
internal XRAM is enabled and accesses are made to it, the data memory address 
range FOOOH ~ FFFFH needs to be mapped to the target. 


The EA pin from the target (during the last reset) selects single-chip mode, a code 
memory address range is mapped to the target, and there is code access to one of the 
addresses in this range. This state is illegal. In single-chip mode all of the code 
memory needs to be mapped to the emulator and not to the target, because the 64K 
code memory is internal to the C508 MCU. 


If one of these illegal states occurs, the Map Error LED turns on simultaneously with the 
C508 MCU entering the reset state, signaling the illegal state. This state is maintained until 
you push the reset button. You can only leave the map error state by pressing the reset 
button S1 on the pod. This prevents repetitive occurrences of the illegal state until you fix 
the problem. 


A green LED that Indicates the user program is running, and turns off whenever the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates the monitor mode is active. In this mode, the MCU executes 
internal emulator code that communicates with the host PC. The emulator enters this 
mode upon power-up or after emulation break. 
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Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Ground SeLect | VAGND This jumper selects how to ground the VAGND pin of the MCU. 


(GSL) Grounding : F ae 5 : 
Select @ When the jumper top is positioned across pins 1 and 2, VAGND is 


connected to emulator ground. 


When the jumper top is positioned across pins 2 and 3, VAGND is 
grounded to the target adapter. 


The default position of the jumper top is across pins 1 and 2 (emulator 
ground is selected). 


Reference VAREF This jumper selects how to power the VAREF pin of the MCU. 


SeLect (RSL) Source a : : 
Select @ When the jumper top is positioned across pins 1 and 2, VAREF is 


connected to emulator. 
When the jumper top is positioned across pins 2 and 3, VAREF is 
connected to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator is 
selected as the voltage source). 


Vcc SeLect This jumper selects how to power the Vcc pins of the MCU. 
(VSL) 


@ When the jumper top is positioned on pins 1 and 2, the MCU Vcc pins 
are connected to the Vcc of the emulator. 


When the jumper top is positioned on pins 2 and 3, the MCU Vcc pins 
are connected to the Vcc pins of the adapter. This allows the MCU Vcc 
pins to be powered by the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as Vcc source). 


Note: Taking power from the target system is not recommended. 


Analog Ground | VSSA This jumper selects how to ground the VSSA pin of the MCU. 
Select (GASL) Source 
Select @ When the jumper top is positioned across pins 1 and 2, VSSA is 


connected to the emulator ground. 


When the jumper top is positioned across pins 2 and 3, VSSAis 
grounded to the target adapter. 


The default position of the jumper top is across pins 1 and 2 (emulator 
ground is selected). 


Analog Power ; VODA This jumper selects how to power the VDDA pin of the MCU. 
Select (VASL) Source 
Select 


@ When the jumper top is positioned across pins 1 and 2, VDDA is 
connected to the emulator 5-V power supply. 


When the jumper top ts positioned across pins 2 and 3, VDDA is 
connected to the target power supply through the target adapter. 


The default position of the jumper top is across pins 1 and 2 (emulator 
power is selected as the voltage source). 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


X1S, X2S XTAL1 and These two jumpers select the clock source for the MCU. 


XLO..XL7 


XHO..XH7 
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XTAL2 
Source @ With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins 
Select are connected to a 24-MHz crystal on the pod. 


When these two jumpers have jumper tops on pins 2 and 3, the MCU 
XTAL1 and XTAL2 pins are connected to the adapter. This allows the 
target to supply the clock to the MCU XTAL1 and XTAL2 pins. 


The default position of the jumper top is across pins 1 and 2 (the pod 
crystal). 


Note: Both of the jumper tops need to be placed in the same position with 
both selecting the pod crystal source or both selecting the target clock 
source. 


Monitor This jumper determines whether all or only part of the internal MCU 
Stop/Break peripherals stop in monitor mode after an emulation break occurs. 
Select 


@ When the jumper top is out, the stop mode is selected. In this case, all 
of the internal MCU peripherals are stopped in monitor mode. This 
includes the following MCU peripherals: interrupts, watchdog timer, 
oscillator watchdog, timer0, timer1, timer2, and USART. 


When the jumper top is on, the break mode is selected. In this case, 
only some of the internal peripherals are stopped. This includes the 
following MCU peripherals: interrupts, watchdog timer, oscillator timer, 
and timer2. TimerO, timer1, and USART are not stopped in this mode. 


In stop and break mode, all of the internal peripherals start working 
from the same point they stopped before the break. This happens as 
soon as the user program starts running again when you press the Go 
or Step buttons. When changing this jumper, the new stop/break mode 
takes effect after the next reset sequence. The default setup of the 
jumper is stop mode selection (jumper top out). 


Note: It is recommended to work in stop mode only. The break mode needs 
to be selected only if your application has limitations that do not allow the 
timers to be stopped in monitor mode. 


Trace Port 
Select 
Jumpers 


These eight 3-pin jumpers select the signals that are routed to the trace 
board and are shown in the trace window under the header P1. For any 
jumper in this group, the jumper right position pin 2—-pin 3 indicates that the 
corresponding pin of the re-created PortO is traced. Pin 1 of each jumper is 
left free and can be connected to any signal on the target or port headers on 
the pod. For example, setting XL4 in position 2~3 indicates that pin P0.4 is 
traced. If pin XL4.1, for example, is connected to a signal P4.3 on the target, 
you can choose between tracing signal P0.4 or P4.3 by moving the jumper 
between positions 2—3 and 1-2. 


Trace Port 
Select 
Jumpers 


This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
connected to the recreated Port2 and pin 1 is left free. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


External This jumper enables access to the external code if the single-chip mode is 

Code emulated and part of the code is mapped into the target code memory. The 

Enable external code is enabled if the jumper top is out (default jumper 
configuration). 


Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 

JP10 Sy0, SY1 This header contains two pins: Pin 1 (SY0), and pin 2 (SY1). These two 
signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic. 


through the headers XLO..XL7, XHO..XH7. 


P41, P3, P4, PS Port These headers carry signals for the corresponding ports. The port pin 
Headers numbers are marked on the silk-screen. For example, pin 5 of header P4 
connects to pin P4.5 of the MCU. 


Differences Between the Emulator and the C508 MICU 


JP9 EMUL,FLF, | This header contains three pins: Pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 
ANB Pin1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, 
but can be used in the future. 


P3.6, P3.7 This header carries the recreated signals: P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 


EA Pin 


The EA pin in the C508 MCU is an input, floating pin used to select between single-chip mode (the pro- 
gram in intemal OTP—ROM) and external mode (the program in extemal memory). This pin does not 
have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single -chip mode 
when this pin is not forced by the target. 


This difference of the existence of the pull-up resistor must be considered: if the target pin is tied to a 
pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to overcome the 
47K pull-up resistor on the pod, 


In the C508 MCU during level 0 protection, the EA pin is not sampled during Reset and can be switched 
dynamically during run-time without going through Reset. This mode is not supported by the pod. The 
EA pin from the target is always sampled during exit from Reset (Reset Signal Fall time), and the mode 
of operation is then set to either single-chip or external mode until the next Reset. 


EMUL51-—PC User Guide 


& 


EMUL51—PC User Guide 


fj ee ence 
Ge nT a 


POD-51EH-C508-10 


These 16 port pins are emulated by the pod and are used both as the address/data bus and as port pins. 
These pins have slightly different AC and DC characteristics from the PortO and Port2 pins of the C508 
MCU. They sink up to 12mA and source up to 4mA, while maintaining valid TTL output logic levels. 
Port2 pins also have pull-up resistors of 22K, which might be different from the C508 MCU’s internal 
pull-ups. 


Porto and Port2 Pins 
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Figure 83. POD-51EH-C513A0 


Operating Instructions 
The POD-51EH-—C513A0-—16 supports the Siemens C513AO MCU which is based on the 
C500 core. =a 


To work with this pod, you need to select POD-EH-C513A0 from the Select Processor drop-down list 
box (Step 3 of the Communications tab in the Emulator Configuration wmdow). 


The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit (PRU) 
and the smaller processor module daughterboard. 


The PRU provides a 44-pin PGA socket on the bottom that you can connect to the target using 
an adapter. The PRU also has a 50-pin header J1 that connects through the ribbon cable to the emulator 
board. 
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The adapters plug into the target system, replacing the C513AO MCU IC. The target adapter part 


numbers are 
EDI/44PG/QFS31-SD 
PGA44—-PLCC44 (PLCC) 


The POD-51EH-—C513A0—16 mans up to a maximum frequency of 16 MHz. 


The C513AO0 MCU has on-chip XRAM memory located at addresses FFOOH — FFFFH in the data 
(XRAM) space. If your application uses the on-chip XRAM, you must map the last memory range of 
the data memory (addresses FOOOH — FFFFH) to the target. 


The active mode is selected by the EA pin (pin 29 of the target adapter) during reset signal rise (also 
sampled on internal watchdog timer reset). It is recommended that you connect this pin to either con- 
stant low or constant high. This pin defaults to high (selecting single-chip mode), which is implemented 
by a 22K pull-up resistor on the pin. 


POD-51EH-C513A0-16 has two operating modes. 
@  Single-chip 


@ Extermal 


@ When using external mode, the code memory can be mapped either to the target or the emulator (with 
boundaries of 4K), In external mode, addresses are seen on the Port2 and Port0 adapter pins for every 
bus cycle regardless of where it is mapped. The data, however, is read or written to the PortO pins only 
for addresses that are mapped to the target. 


When using single-chip mode, you need to map all code memory to the emulator board. In this mode, 
Port2 and PortO can be used as I/O ports. 


POD-51EH-C513A0-—16 also supports tracing of internal XRAM read and write cycles using MOVX 
instructions. This is supported in both single-chip or external modes. 
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LED Indicators 


Function Description 


Ared LED that indicates when the MCU reset is active. There are five possible sources of 
the MCU reset. 


© Reset from the target starts whenever a low level Is detected on the reset pin of the 
adapter. 


Reset from the S1 button starts by pressing S1 on the pod. 

Click the Reset button in the Seehau menu to reset the emulator. 

Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 


watchdog periodically, otherwise, problems during the debug process might occur.) 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or a long period 
of time depending on the sequence. 


Ared LED that indicates a mapping error occurring in one of the following situations. 
When the internal C513A0 XRAM is enabled by bit XMAP in the SYSCON register. 
The data memory address range FOOOH — FFFFH is mapped to the emulator. 


There is a memory access (MOVX) to the internal XRAM. This state is illegal. When the 
C513A0 internal XRAM is enabled and accesses are made to it, the data memory 
address range FOOOH — FFFFH needs to be mapped to the target. 


If one of these illegal states occurs, the Map Error (ERR) LED turns on simultaneously with 
the C513A0 MCU entering the reset state, signaling the illegal state. This state is 
maintained until you push the reset button. Leaving the map error state is done only by 
pressing the reset button S1 on the pod. This prevents repetitive occurrences of the illegal 
state until you fix the problem. 


A green LED that indicates when the user program is running, and turns off when the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. in this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 


100 EMUL51-PC User Guide 


EMUL51—PC User Guide 


POD-51EH-C513A0O 


Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Vcc SeLect MCU Vcc This jumper selects how to power the Vcc pin of the MCU. 


(VSL) Source ‘ a‘ ; 
Select @ When the jumper top is on pins 1 and 2, the MCU Vcc pin is connected 
to the Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pin is connected 
to the Vcc pin of the adapter. This allows the MCU Vcc pin to be 
powered by the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as Vcc source). 


Note: Taking power from the target system is not recommended. 


X18, X28 XTAL1 and These two jumpers select the clock source for the MCU. 


XTAL2 
Source @ With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins 
Select are connected to a 16-MHz crystal on the pod. 


When these two jumpers have jumper tops on pins 2 and 3, the MCU 
XTAL1 and XTAL2 pins are connected to pins 15 and 14 of the adapter. 
This allows the target to supply the clock to the MCU XTAL1 and XTAL2 
pins. 


The default position of the jumper top is across pins 1 and 2 (the pod 
crystal). 


Note: Both of the jumper tops need to be placed in the same position with 
either both selecting the pod crystal source, or both selecting the target 
clock source. 


Monitor This jumper determines whether all or only part of the internal MCU 
Stop/Break peripherals stop in monitor mode after an emulation break occurs. 


Select 
@ When the jumper top is out, the stop mode is selected. !n this case, all 


of the internal MCU peripherals are stopped in monitor mode. 


When the jumper top is in, the break mode is selected. In this case, 
only some of the internal peripherals are stopped. This includes the 
following MCU peripherals: interrupts, watchdog timer, and oscillator 
watchdog. TimerO, timer1, and timer2 capture are not stopped in this 
mode. 


In stop and break mode, all of the internal peripherals start working from 
the same point they stopped before the break as soon as the user program 
starts running again when you press the Go or Step buttons. When 
changing this jumper, the new stop/break mode takes effect after the next 
reset sequence. The default setup of the jumper is stop mode selection 
(jumper top out). 


Note: It is recommended to work in stop mode only. The break mode needs 
to be selected only if your application has limitations that do not allow the 
timers to be stopped in monitor mode. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


XLO..XL7 Trace Port These eight 3-pin jumpers select the signals that are routed to the trace 
Select board and are shown in the Trace window under the header P1. 
Jumpers 


For any jumper in this group the jumper top position pin 2-3 means that the 
corresponding pin of the recreated Port0 is traced. Pin 1 of each jumper is 
left free and can be connected to any signal on the target or port headers on 
the pod. For example setting XL4 in position 2-3 means that pin P0.4 is 
traced. If pin XL4.1, for example, is connected to a signal P4.3 on the target, 
you can choose between tracing signal P0.4 or P4.3 by moving the jumper 
between positions 2-3 and 1-2. 


XHO..XH7 Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Port2 and pin 1 is left free. 
Jumpers 


External This jumper enables access to the external code if the single-chip mode is 
Code emulated and part of the code is mapped into the target code memory 
Enable 


Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 


JP10 SY0, SY1 This header contains two pins: pin 1 (SY0O), and pin 2 (SY1). These two 
signals are carried to the emulator and trace boards, and can be used in 


the trace and breakpoint logic. 


EMUL, FLF, | This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 
ANB Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, 


but can be used in the future. 


P3.6, P3.7 This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 


through the headers XLO..XL7, XHO..XH7. 


P1, P3, P4 Port These headers carry signals for the corresponding ports. The port pin 
Headers numbers are marked on the silk-screen. For example, pin 5 of header P3 
connects to pin P3.5 of the MCU. 


Note: Earlier revisions of the pod might have header JP 15 installed on the 
board. This header is for factory testing only and is not for any user 
functions. 


Differences Between the Emulator and the C513A0 MCU 
EA Pin 


The EA pin in the C513AO MCU is an input, floating pin used to select between single-chip mode (the 
program in internal OTP—ROM) and expanded mode (the program in external memory). This pin does 
not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single -chip mode 
when this pin is not forced by the target. 
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This difference of the existence of the pull-up resistor must be considered: if the target pin is tied to a 
pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to overcome the 
47K pull-up resistor on the pod. 


In the C513AO MCU during level 0 protection, the EA pin is not sampled during Reset and can be 
switched dynamically during run-time without going through Reset. This mode is not supported by the 
pod. The EA pin from the target is always sampled during exit from Reset (Reset Signal Fall time), and 
the mode of operation is then set to either single-chip or expanded mode until the next Reset. 


Port0 and Port2 Pins 


These 16 port pins are emulated by the pod and are used both as the address/data bus and as port pins. 
These pins have slightly different AC and DC characteristics from the PortO and Port2 pins of the 
C513AO MCU. They sink up to 12mA and source up to 4mA, while maintaining valid TTL output logic 
levels. Port2 pins also have pull-up resistors of 22K, which might be different from the C513AO MCU’s 
internal pull-ups. 
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Figure 84. POD-51EH-C515C—10 


Operating Instructions 
The POD-5S1EH—C515C-10 supports the Siemens C515C MCU which is based on the 
C500 core. aie 


To work with this pod, you need to select POD-EH-C515C from the Select Processor drop-down list 
box (Step 3 of the Communications tab in the Emulator Configuration window). 


Note 


POD-51EH-C515C-—10 replaces POD-C515C—10, an older version of the pod 

for the Siemens SAB—C515C MCU. If you have the older version of the pod, you need 
to pay attention to the position of the pod relative to your target. Compared to the old 

pod, the new one needs to turn 90 degrees clockwise when you install it on the same 
target. (See Figure 85.) 
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POD-51EH-C515C-10 
(New) 


POD-C515C-10 
( Discontinued ) 


Figure 85, Pod Orientation Relative to the MCU Footprint on the Target 
The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit (PRU) 
and the smaller processor module daughterboard. 


The PRU has three headers on the bottom that carry the signals to the target. For the packages 

with the small pinout (44-pin), it also provides a 44-pin PGA socket on the bottom that you can connect 
to the target using an adapter. The PRU also has a 50-pin header J] that connects through the ribbon 
cable to the emulator board. 


The target headers plug into an adapter that you select depending on the type of the MCU. For exam- 
ple, the SAB—C515C MCU uses the following adapters: 


@ Emulation Solutions ES/180—5550—50 (socketable) 


@ Emulation Solutions ES/180~5550-55 (non-socketable) 


The adapters plug into the target system, replacing the C515C MCU IC. These adapters can be 
ordered from Nohau Corporation or directly from Emulation Solutions. 


The POD-51EH-—C515C-10 runs up to a maximum frequency of 10 MHz. However, the internal MCU 
circuits are clocked with the frequency of the oscillator clock, unlike most 8051 derivatives that normally 
divide the oscillator frequency signal by two. Therefore, you need to input twice 

the operating oscillator frequency in the CLK field in the Hardware Configuration window. For exam- 
ple, input 20 MHz in the CLK field for a 10- MHz extemal crystal. In addition, the pod can only function 
correctly with 20 MHz or higher frequency emulator and trace boards. 
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The C515C MCU has on-chip XRAM memory located at addresses F700H — FFFFH in the data 
(XRAM) space. If your application uses the on-chip XRAM, you must map the last memory range of 
the data memory (addresses FOOOH — FFFFH) to the target. 


The active mode is selected by the EA pin (pin 49 of the target adapter) during reset signal rise (also 
sampled on internal watchdog timer resct). It is recommended that you connect this pin to either con- 
stant low or constant high. This pin defaults to high (selecting single-chip mode), which is implemented 
by a 22K pull-up resistor on the pin. 


POD-5i1EH-CS515C-—10 has two operating modes. 
® = Single-chip 
@ External 


The active mode is selected by the EA pin (pin 49 of the pod adapter) during reset signal rise (also sam- 
pled on internal reset). 


When using external mode, the code memory can be mapped either to the target or the emulator (with 

boundaries of 4K). In external mode, addresses are seen on the Port2 and PortO adapter pins for every 
bus cycle regardless of where it is mapped. The data, however, is read or written to the PortO pins only 
for addresses that are mapped to the target. @ 


When using single-chip mode, you need to map all code memory to the emulator board. In this mode, 
Port2 and PortO can be used as I/O ports. 


POD-S1EH-C515C-10 also supports tracing of internal XRAM read and write cycles using MOVX 
instructions. This is supported in both single-chip or external modes. 
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LED Indicators 


Ared LED that indicates the when the MCU reset is active. There are five possible sources 
of the MCU reset. 


®@ Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 


® Reset from the Si button starts by pressing S1 on the pod. 
® Click the Reset button in the Seehau menu to reset the emulator. 


® Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 
watchdog periodically, otherwise, problems during the debug process might occur.) 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or a long period 
of time depending on the sequence. 


Ared LED that indicates a mapping error occurring in one of the following situations: 
@ = The internal C515C XRAM is enabled by bit XMAPO in the SYSCON register. 

@ The data memory address range FOOOH — FFFFH is mapped to the emulator. 

@ There is amemory access (MOVX) to the internal XRAM. This state is illegal. When the 


C515C internal XRAM is enabled and accesses are made to it, the data memory 
address range FOOOH — FFFFH needs to be mapped to the target. 


Single-chip mode is selected by the EA pin from the target (during the last reset), a code 
memory address range is mapped to the target, and there is code access to one of the 
addresses in this range. This state is illegal. In single-chip mode all of the code memory 
needs to be mapped to the emulator and not to the target, because the 64K code memory 
is internal to the C515C MCU. 


If one of these illegal states occurs, the Map Error LED turns on simultaneously with the 
C515C MCU entering the reset state, signaling the illegal state. This state is maintained 
until you push the reset button. Leaving the map error state is done only by pressing the 
reset button S1 on the pod. This prevents repetitive occurrences of the illegal state until you 
fix the problem. 


A green LED that indicates when the user program is running, and turns off when the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 
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Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Ground SeLect | VAGND This jumper selects how to ground the VAGND pin of the MCU. 


(GSL) Grounding ; ' fp ‘ 
Select @ When the jumper top is across pins 1 and 2, VAGND is connected to 


emulator ground. 


When the jumper top is across pins 2 and 3, VAGND is grounded 
through pin 4 of the target adapter. Pin 3 of the jumper is marked by 
the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
ground selected). 


Reference VAREF This jumper selects how to power the VAREF pin of the MCU. 


SeLect (RSL) Source . 
Select ® When the jumper top is across pins 1 and 2, VAREF is connected to 


the emulator. 


When the jumper top is across pins 2 and 3, VAREF is connected to 
the target through pin 3 of the target adapter. Pin 3 of the jumper is 
marked by the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as the voltage source). 


Vcc SeLect MCU Vcc This jumper selects how to power the Vcc pins of the MCU. 
(VSL) Source 
Select @ When the jumper top is on pins 1 and 2, the MCU Vcc pins are 
connected to the Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pins are 
connected to the Vcc pins of the adapter. This allows the MCU Vcc pins 
to be powered by the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as Vcc source). 


Note: Taking power from the target system is not recommended. Both Vcc 
pins of the MCU are shorted together. 


X18, X28 XTAL1 and These two jumpers select the clock source for the MCU. 
XTAL2 
Source @ With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins 
Select are connected to a 10-MHz crystal on the pod. 


When these two jumpers have jumper tops on pins 2 and 3, the MCU 
XTAL1 and XTAL2 pins are connected to pins 37 and 36 of the adapter. 
This allows the target to supply the clock to the MCU XTAL1 and XTAL2 
pins. 
The default position of the jumper top is across pins 1 and 2 (the pod 
crystal). 
Note: Both of the jumper tops need to be placed in the same position with 
either both selecting the pod crystal source, or both selecting the target 
clock source. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


Monitor This jumper determines whether all or only part of the internal MCU 
Stop/Break peripherals stop in monitor mode after an emulation break occurs. 


Select e 


When the jumper top is out, the stop mode is selected. In this case, all 
of the internal MCU peripherals are stopped in monitor mode. This 
includes the following MCU peripherals: interrupts, watchdog timer, 
timerO, timer1, timer2, and timer2 capture. 


When the jumper top is on, the break mode is selected. In this case, 
only some of the internal peripherals are stopped. This includes the 
following MCU peripherals: interrupts, watchdog timer, and timer2. 
TimerO, timer1, and timer2 capture are not stopped in this mode. 
In stop and break mode, all of the internal peripherals start working from 
the same point they stopped before the break as soon as the user program 
starts running again when you press the Go or Step buttons. When 
changing this jumper, the new stop/break mode takes effect after the next 
reset sequence. The default setup of the jumper is stop mode selection 
(jumper top out). 
Note: It is recommended to work in stop mode only. The break mode needs 
to be selected only if your application has limitations that do not allow the 
timers to be stopped in monitor mode. 


XLO..XL7 Trace Port These eight 3-pin jumpers select the signals that are routed to the trace 
Select board and are shown in the Trace window under the header P1. 
aged For any jumper in this group the jumper top position pins 2-3 means that 
the corresponding pin of the recreated PortO is traced. Pin 1 of each jumper 
is left free and can be connected to any signal on the target or port headers 
on the pod. For example setting XL4 in position 2-3 means that pin P0.4 is 
traced. If pin XL4.1, for example, is connected to a signal P4.3 on the target, 


you can choose between tracing signal P0.4 or P4.3 by moving the jumper 
between positions 2-3 and 1—2. 


XHO..XH7 Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Port2 and pin 1 is left free. 
Jumpers 
JP7 External This jumper enables access to the external code if the single-chip mode is 
Code emulated and part of the code is mapped into the target code memory. The 
Enable external code is enabled if the jumper top is out (default jumper 
configuration). 
Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 
JP10 SyY0, SY1 This header contains two pins: pin 1 (SYO), and pin 2 (SY1). These two 
signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic 


JP9 EMUL,FLF, | This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 
ANB Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, 
but can be used in the future. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


P3.6, P3.7 This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 
through the headers XLO..XL7, XHO..XH7. 


PE, EA, ALE, 
PSEN 


This header carries the signal listed previously and is used for testing, or 
can be connected to the trace board through the headers XLO..XL7, 
XHO..XH7. 


This header carries the signal listed previously and is used for testing, or 
can be connected to the trace board through the headers XLO..XL7, 
XHO..XH7. 


P1, P3, P4, P5, 
P6 


Port 
Headers 


These headers carry signals for the corresponding ports. The port pin 
numbers are marked on the sitk-screen. For example, pin 5 of header P4 
connects to pin P4.5 of the MCU. 


Note: Earlier revisions of the pod might have header JP15 installed on the 
board. This header is for factory testing only and is not for any user 
functions. 


Differences Between the Emulator and the C515C MCU 
EA Pin 


The EA pin in the C515C MCU is an input, floating pin used to select between single-chip mode (the 
program in intemal OTP—ROM) and expanded mode (the program in extemal memory). This pin does 
not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip mode 
when this pin is not forced by the target. 


This difference of the existence of the pull-up resistor must be considered: if the target pin is tied to a 
pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to overcome the 
47K pull-up resistor on the pod. 


In the C515C MCU during level 0 protection, the EA pin is not sampled dunng Reset and can be 
switched dynamically during run-time without going through Reset. This mode is not supported by the 
pod. The EA pin from the target is always sampled during exit from Reset (Reset Signal Fall time), and 
the mode of operation is then set to either single-chip or expanded mode until the next Reset. 


Porto and Port2 Pins 


These 16 port pins are emulated by the pod and are used both as the address/data bus and as port pins. 
These pins have slightly different AC and DC characteristics from the Port0 and Port2 pins of the 
C515C MCU. They sink up to 12mA and source up to 4mA, while maintaining valid TTL output logic 
levels. Port2 pins also have pull-up resistors of 22K, which might be different from the C515C MCU’s 
intemal pull-ups. 
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Figure 86. POD-51EH-C517A-24 


Operating Instructions 


The POD-51EH-—C517A—24 supports the Siemens C517A MCU which is based on the 
C500 core. ie 


To work with this pod, you need to select POD-EH-C517A from the Select Processor drop-down list 
box (Step 3 of the Communications tab in the Emulator Configuration window). 


Note 


POD-51EH-C517A-24 replaces POD-C517A-18, an older version of the pod 

for the Siemens SAB-C517A MCU. If you have the older version of the pod, you need 
to pay attention to the position of the pod relative to your target. Compared to the old 

pod, the new one needs to turn 90 degrees clockwise when you install it on the same 
target. (See Figure 87.) 
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a MCU Footprint on the Target 
— \ 


POD-51EH-C517A-24 
( New ) 


POD-C517A-18 


Figure 87. Pod Orientation Relative to the MCU Footprint on the Target 
The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit (PRU) 
and the smaller processor module daughterboard. 


The PRU has three headers on the bottom that carry the signals to the target. The PRU also has a 50- 
pin header J1 that connects through the ribbon cable to the emulator board. 


The target headers plug into an adapter that you select depending on the type of the MCU. For exam- 
ple, the SAB-C517A MCU uses the following adapters. 


® Emulation Solutions ES/180-5690-10 (P—-MQFP-100) 
@ Emulation Solutions ES/180—-3975-10 (PLCC-84) 


The adapters plug into the target system, replacing the C517A MCU IC. These adapters can be ordered 
from Nohau Corporation or directly from Emulation Solutions. 


The POD-51EH-—C517A—24 mins up to a maximum frequency of 24 MHz. 


The C517A MCU has on-chip XRAM memory located at addresses F800H — FFFFH in the data 
space. If your application uses the on-chip XRAM, you must map the last memory range of the data 
memory (addresses FOQOH — FFFFH) to the target. 
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| POD-51EH-C517A-24 | 


The EA pin during reset signal rise (also sampled on internal watchdog timer reset) selects the 

active mode. Jt is recommended that you connect this pin to either constant low or constant high. This 
pin defaults to high (selecting single-chip mode), that is implemented by a 22K pull-up 

resistor on the pin. 


POD-5IEH-C517A—24 has two operating modes. 
@ = Single-chip 
e External 


The active mode is selected by the EA pin during reset signal rise (also sampled on internal reset). 


When using external mode, the code memory can be mapped either to the target or the emulator (with 
boundaries of 4K). In external mode, addresses are seen on the Port2 and PortO adapter pins for every 
bus cycle regardless of where it is mapped. The data, however, is read or written to the PortO pins only 
for addresses that are mapped to the target. 


When using single-chip mode, you need to map all code memory to the emulator board. In this mode, 
Port2 and PortO can be used as J/O ports. 


POD-51EH-C517A—24 also supports tracing of internal XRAM read and wnte cycles using MOVX 
instructions. This is supported in both single-chip or external modes. 


It is important to note that: 


@ The C517A MCU has a default watchdog timer running at start-up. We recommend that you dis- 
able this watchdog timer by connecting pin PE/WDT to GND. Otherwise, an unexpected reset can 
occur while debugging is in process. 


@ The C517A MCU cannot wake up from a software power-down made by a low signal at the 
P3.2/INTO pin. 
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LED Indicators 


Description 


A red LED that indicates when the MCU reset is active. There are six possible sources of 
the MCU reset. 


@ Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 


Reset from the S1 button starts by pressing S1 on the pod. 
Click the Reset button in the Seehau menu to reset the emulator. 


Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 
watchdog periodically, otherwise, problems during the debug process might occur.) 


During hardware power-down initiated by a low level detected on pin 69 (HWPD) of the 
target adapter/ 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or a long period 
of time depending on the sequence. 


Ared LED that indicates a mapping error occurring in one of the following situations: 


The internal C517A XRAM is enabled by bit XMAPO in the SYSCON register. 
The data memory address range FOOOH — FFFFH is mapped to the emulator. 


There is a memory access (MOVX) to the internal XRAM. This state is illegal. When the 
C517A internal XRAM is enabled and accesses are made to it, the data memory 
address range FOOOH — FFFFH needs to be mapped to the target. 


Single-chip mode is selected by the EA pin from the target (during the last reset), a code 
memory address range is mapped to the target, and there is code access to one of the 
addresses in this range. This state is illegal. In single-chip mode all of the code memory 
needs to be mapped to the emulator and not to the target, because the 64K code memory 
is internal to the C517A MCU. 


If one of these illegal states occurs, the Map Error LED turns on simultaneously with the 
C517A MCU entering the reset state, signaling the illegal state. This state is maintained 
until you push the reset button. Leaving the map error state is done only by pressing the 
reset button S1 on the pod. This prevents repetitive occurrences of the illegal state until you 
fix the problem. 


A green LED that indicates when the user program is running, and turns off when the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 
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Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Ground SeLect | VAGND This jumper selects how to ground the VAGND pin of the MCU. 


(GSL) Grounding ‘ . 
Select @ When the jumper top is across pins 1 and 2, VAGND is connected to 


emulator ground. 


When the jumper top is across pins 2 and 3, VAGND is grounded 
through pin 4 of the target adapter. Pin 3 of the jumper is marked by 
the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
ground selected). 


Reference VAREF This jumper selects how to power the VAREF pin of the MCU. 


SeLect (RSL) Source ; 
Select @ When the jumper top is across pins 1 and 2, VAREF is connected to 


the emulator. 


When the jumper top is across pins 2 and 3, VAREF is connected to 
the target through pin 3 of the target adapter. Pin 3 of the jumper is 
marked by the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as the voltage source). 


Vcc SeLect MCU Vcc This jumper selects how to power the Vcc pins of the MCU. 
(VSL) Source 


Select @ When the jumper top is on pins 1 and 2, the MCU Vcc pins are 
connected to the Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pins are 
connected to the Vcc pins of the adapter. This allows the MCU Vcc pins 
to be powered by the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as Vcc source). 


Note: Taking power from the target system is not recommended. Both Vcc 
pins of the MCU are shorted together. 


X1S, X28 XTAL1 and These two jumpers select the clock source for the MCU. 


XTAL2 
Source @ With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins 


Select are connected to a 24-MHz crystal on the pod. 


When these two jumpers have jumper tops on pins 2 and 3, the MCU 
XTAL1 and XTAL2 pins are connected to pins 37 and 36 of the adapter. 
This allows the target to supply the clock to the MCU XTAL1 and XTAL2 
pins. 
The default position of the jumper top is across pins 1 and 2 (the pod 
crystal). 


Note: Both of the jumper tops need to be placed in the same position with 
either both selecting the pod crystal source, or both selecting the target 
clock source. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


Monitor This jumper determines whether all or only part of the internal MCU 
Stop/Break peripherals stop in monitor mode after an emulation break occurs. 
eee @ When the jumper top is out, the stop mode is selected. In this case, all 
of the internal MCU peripherals are stopped in monitor mode. This 
includes the following MCU peripherals: interrupts, watchdog timer, 
oscillator watchdog, timer0, timer, timer2, timer2 capture, CCU 
compare timer, USARTO, and USART1. 
When the jumper top is on, the break mode is selected. In this case, 
only some of the internal peripherals are stopped. This includes the 
following MCU peripherals: interrupts, watchdog timer, oscillator timer, 
and timer2. TimerO, timer, timer2 capture, CCU compare timer, 
USARTO, and USART1 are not stopped in this mode. 
In stop and break mode, ail of the internal peripherals start working from 
the same point they stopped before the break as soon as the user program 
starts running again when you press the Go or Step buttons. When 
changing this jumper, the new stop/break mode takes effect after the next 
reset sequence. The default setup of the jumper is stop mode selection 
(jumper top out). 
Note: It is recommended to work in stop mode only. The break mode needs 


to be selected only if your application has limitations that do not allow the 
timers to be stopped in monitor mode. 


XLO..XL7 Trace Port These eight 3-pin jumpers select the signals that are routed to the trace 
Select board and are shown in the Trace window under the header P1. 


“ara For any jumper in this group the jumper top position pins 2-3 means that 


the corresponding pin of the recreated Port0 is traced. Pin 1 of each jumper 
is left free and can be connected to any signal on the target or port headers 
on the pod. For example setting XL4 in position 2~3 means that pin P0.4 is 
traced. If pin XL4.1, for example, is connected to a signal P4.3 on the target, 
you can choose between tracing signal P0.4 or P4.3 by moving the jumper 
between positions 2~3 and 1-2. 


XHO..XH7 Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Port2 and pin 1 is left free. 
Jumpers 


JP7 External This jumper enables access to the external code if the single-chip mode is 

Code emulated and part of the code is mapped into the target code memory. The 

Enable external code is enabled if the jumper top is out (default jumper 
configuration). 


Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 

JP10 SYO, SY1 This header contains two pins: pin 1 (SY0), and pin 2 (SY1). These two 
signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


EMUL,FLF, | This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 
ANB Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, 

but can be used in the future. 


J2 P3.6, P3.7 This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 


through the headers XLO..XL7, XHO..XH7. 


This header carries the signal listed previously and is used for testing, or 
can be connected to the trace board through the headers XLO..XL7, 
XHO..XH7. 


RESET, This header carries the signal listed previously and is used for testing, or 
P7.0, CPUR, | can be connected to the trace board through the headers XLO..XL7, 
HWPD XHO..XH7. 


P1, P3, P4, P5, Port 
P6, P7, P8 Headers 


These headers carry signals for the corresponding ports. The port pin 
numbers are marked on the silk-screen. For example, pin 5 of header P4 
connects to pin P4.5 of the MCU. 


Differences Between the Emulator and the C517A MCU 


EA Pin 

The EA pin in the C517A MCU is an input, floating pin used to select between single-chip mode (the 
program in internal OTP—ROM) and expanded mode (the program in external memory). This pin does 
not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip mode 
when this pin is not forced by the target. 


This difference of the existence of the pull-up resistor must be considered: if the target pin is tied toa 
pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to overcome the 
47K pull-up resistor on the pod. 


In the C517A MCU during level 0 protection, the EA pin is not sampled during Reset and can be 
switched dynamically during nun-time without going through Reset. This mode is not supported by the 
pod. The EA pin from the target is always sampled during exit from Reset (Reset Signal Fall time), and 
the mode of operation is then set to either single-chip or expanded mode until the next Reset. 


Porto and Port2 Pins 

These 16 port pins are emulated by the pod and are used both as the address/data bus and as port pins. 
These pins have slightly different AC and DC characteristics from the PortO and Port2 pins of the 
C517A MCU. They sink up to 12mA and source up to 4mA, while maintaining valid TTL output logic 
levels. Port2 pins also have pull-up resistors of 22K, which might be different from the C517A MCU’s 
internal pull-ups. 
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Figure 88. POD-51EH-SAB-C515 


Operating Instructions 


The POD-51EH-SAB-C515 supports the Siemens C515 MCU which is based on the 
C500 core. He 


To work with this pod, you need to select POD-EH-C515 from the Select Processor drop-down list box 
(Step 3 of the Communications tab in the Emulator Configuration wndow). 


The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit (PRU) 
and the smaller processor module daughterboard. 


The PRU has three headers on the bottom that carry the signals to the target. For the packages with the 
small pinout (44-pin), it also provides a 44-pin PGA socket on the bottom that you can connect to the 
target using an adapter. The PRU also has a 50-pin header Ji that connects through the ribbon cable to 


the emulator board. @ 
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The target headers plug into an adapter that you select depending on the type of the MCU. For exam- 
ple, the SAB—C515 MCU uses the following adapters. 


@ Emulation Solutions ES/180~5550—40 (socketable) 
@ Emulation Solutions ES/180—5550-45 (non-socketable) 


The adapters plug into the target system, replacing the C515 MCU IC. These adapters can be 
ordered from Nohau Corporation or directly from Emulation Solutions. 


POD-51EH-SAB-—CS15 runs to a maximum frequency of 24 MHz, and has two operating modes. 
®@ =Single-Chip 


@ External 


The active mode is selected by the EA pin (pin 49 of the target adapter) during Reset signal rise (also 
sampled on internal watchdog timer reset). It is recommended that you connect this pin to either Con- 
stant Low or Constant High. This pin defaults to High (selecting single-chip mode), which is imple- 
mented by a 22K pull-up resistor on the pin. 


When using the external mode, the code memory can be mapped either to the target or to the emulator 
(with boundaries of 4K). In external mode, addresses are seen on the Port2 and Port0 pins for every 
bus cycle, regardless of where it is mapped to. The data, however, reads or writes to the PortO pins only 
for addresses that are mapped to the target. 


When using single-chip mode, all code memory must be mapped to the emulator board. In this mode, 
Port2 and PortO can be used as I/O ports. 
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LED Indicators 


Ared LED that indicates when the MCU reset is active. There are five possible sources of 
the MCU reset. 


@ Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 


Reset from the S1 button starts by pressing S1 on the pod. 
Click the Reset button in the Seehau menu to reset the emulator. 


Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 
watchdog periodically, otherwise, problems during the debug process might occur.) 


@® When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or a long period 
of time depending on the sequence. 


Ared LED that indicates a mapping error occurring when the following conditions occur: 


@ Single-chip mode is elected by the EA pin from the target. 
®@ Allor part of the internal MCU code (address 0 to 8K) is mapped to the target. 


@ Code is accessed to one of the addresses in this range. 


This state is illegal. In single-chip mode, the first BK of the code memory needs to be 
mapped to the emulator and not to the target. 


If this illegal state occurs, the Map Error LED turns on simultaneously. The MCU enters the 
reset state, signaling to the user that this illegal state has occurred. This state is 
maintained until you push the reset button. Leaving the map error state is done only by 
pressing the reset button S1 on the pod. This prevents repetitive occurrences of the illegal 
state until you fix the problem. 


A green LED that indicates when the user program is running, and turns off when the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the C515 MCU 
executes internal emulator code that communicates with the host PC. The 
emulator enters this mode upon power-up or after emulation break. 
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Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Ground SeLect | VAGND This jumper selects how to ground the VAGND pin of the MCU. 
(GSL) Grounding ; . 
Select @ When the jumper top is across pins 1 and 2, VAGND is connected to 
emulator ground. 


When the jumper top is across pins 2 and 3, VAGND is grounded 
through pin 4 of the target adapter. Pin 3 of the jumper is marked by 
the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
ground selected). 


Reference VAREF This jumper selects how to power the VAREF pin of the MCU. 


SeLect (RSL) Source 
Select @ When the jumper top is across pins 1 and 2, VAREF is connected to 


the emulator. 


When the jumper top is across pins 2 and 3, VAREF is connected to 
the target through pin 3 of the target adapter. Pin 3 of the jumper is 
marked by the letter T to show connection to the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as the voltage source). 


Vcc SeLect MCU Vcc This jumper selects how to power the Vcc pins of the MCU. 


(VSL) Source 
Select @ When the jumper top is on pins 1 and 2, the MCU Vcc pins are 
connected to the Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pins are 
connected to pins 33 and 69 of the adapter. This allows the MCU Vcc 
pins to be powered by the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as Vcc source). 


Note: Taking power from the target system is not recommended. Both Vcc 
pins of the MCU are shorted together. 


X1S, X2S XTAL1 and These two jumpers select the clock source for the MCU. 


XTAL2 
Source ® With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins 


Select are connected to a 24-MHz crystal on the pod. 


When these two jumpers have jumper tops on pins 2 and 3, the MCU 
XTAL1 and XTAL2 pins are connected to pins 37 and 36 of the adapter. 
This allows the target to supply the clock to the MCU XTAL1 and XTAL2 
pins. 


The default position of the jumper top is across pins 1 and 2 (the pod 
crystal). 

Note: Both of the jumper tops need to be placed in the same position with 
either both selecting the pod crystal source, or both selecting the target 
clock source. 
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Jumper Identification and Description (continued) 


Jumper 
Designation Description 


Monitor This jumper determines whether all or only part of the internal MCU 
Stop/Break peripherals stop in monitor mode after an emulation break occurs. 
| 
preg @ When the jumper top is out, the stop mode is selected. In this case, all 
of the internal MCU peripherals are stopped in monitor mode. This 
includes the following MCU peripherals: interrupts, watchdog timer, 
timerO, timer1, timer2, and timer2 capture. 
When the jumper top is on, the break mode is selected. In this case, 
only some of the internal peripherals are stopped. This includes the 
following MCU peripherals: interrupts, watchdog timer, and timer2. 
Timer0, timer1, and timer2 capture are not stopped in this mode. 
In stop and break mode, all of the internal peripherals start working from 
the same point they stopped before the break as soon as the user program 
starts running again when you press the Go or Step buttons. When 
changing this jumper, the new stop/break mode takes effect after the next 
reset sequence. The default setup of the jumper is stop mode selection 
(jumper top out). 
Note: It is recommended to work in stop mode only. The break mode needs 
to be selected only if your application has limitations that do not allow the 


timers to be stopped in monitor mode. 


XLO..XL7 Trace Port These eight 3-pin jumpers select the signals that are routed to the trace 
Select board and are shown in the Trace window under the header P1. 
dampers For any jumper in this group the jumper top position pins 2-3 means that 
the corresponding pin of the recreated Port0 is traced. Pin 1 of each jumper 
is left free and can be connected to any signal on the target or port headers 
on the pod. For example setting XL4 in position 2-3 means that pin PO.4 is 
traced. If pin XL4.1, for example, is connected to a signal P4.3 on the target, 


you can choose between tracing signal P0.4 or P4.3 by moving the jumper 
between positions 2—3 and 1-2. 


XHO..XH7 Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Port2 and pin 1 is left free. 
Jumpers 
JP7 External This jumper enables access to the external code if the single-chip mode is 
Code emulated and part of the code is mapped into the target code memory. The 
Enable external code is enabled if the jumper top is out (default jumper 
configuration). 


Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 

JP10 SY0, SY1 This header contains two pins: pin 1 (SY0), and pin 2 (SY1). These two 
signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic 
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Jumper Identification and Description (continued) 


Jumper 
—— Function | Description 


EMUL, FLF, } This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 
ANB Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, 

but can be used in the future. 


J2 P3.6, P3.7 This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 


through the headers XLO..XL7, XHO..XH7. 


PE, EA, ALE, 
PSEN 


This header carries the signal listed previously and is used for testing, or 
can be connected to the trace board through the headers XLO..XL7, 
XHO0..XH7. 


These headers carry signals for the corresponding ports. The port pin 
numbers are marked on the silk-screen. For example, pin 5 of header P4 
connects to pin P4.5 of the MCU. 


P1, P3, P4, P5, 
P6, 


Port 
Headers 


Differences Between the Emulator and the C515 MCU 


EA Pin 
The EA pin in the C515 MCU is an input, floating pin used to select between single-chip mode (the pro- 


gram in internal OTP—ROM) and expanded mode (the program in external memory). This pin does not 
have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip mode 
when this pin is not forced by the target. 


This difference of the existence of the pull-up resistor must be considered: if the target pin is tied to a 
pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to overcome the 
47K pull-up resistor on the pod. 


In the C515 MCU during level 0 protection, the EA pin is not sampled during Reset and can be switched 
dynamically during run-time without going through Reset. This mode is not supported by the pod. The 
EA pin from the target is always sampled during exit from Reset (Reset Signal Fall time), and the mode 
of operation is then set to either single-chip or expanded mode until the next Reset. 


PortO and Port2 Pins 


These 16 port pins are emulated by the pod and are used both as the address/data bus and as port pins. 
These pins have slightly different AC and DC characteristics from the Port0 and Port2 pins of the C515 
MCU. They sink up to 12mA and source up to 4mA, while maintaining valid TTL output logic levels. 
Port2 pins also have pull-up resistors of 22K, which might be different from the C515 MCU’s internal 
pull-ups. 
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Figure 89. POD-51EH-TSC—51RX2-16 


Operating Instructions 
The POD-51EH—TSC~51RB2-16 supports the following Temic MCUs: 
TS80C51RA2, TS83C51RB2, TS87C51RB2 


The POD-51EH-TSC-51RC2-16 supports the following Temic MCUs: 
TS83C51RC2, TS87C51RC2 


The POD~51EH-TSC-51RD2-16 supports the following Temic MCUs: 
TS80C51RD2, TS83C51RD2, TS87C51RD2 


| Note 


The MCU used on the pod is a special emulation version. Contact Nohau for a 
replacement MCU. 
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POD-51EH-TSC-51RX2-16 


To work with this pod, you need to select POD-EH-TSC51RD2 from the Select Processor drop-down 
list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit (PRU) 
and the smaller processor module daughterboard. 


The PRU provides a 44-pin PGA socket on the bottom that you can connect to the target using 
an adapter. The PRU also has a 50-pin header Ji that connects through the ribbon cable to the emulator 
board. 


The adapters plug into the target system, replacing the TS8XC51RX2 MCU IC. The target adapter part 
numbers are 

EDI/44PG/QFS31-SD 

PGA44—PLCC44 (PLCC) 


The POD-51EH-TSC-51RX2-16 runs up to a maximum frequency of 16 MHz with the X2 
option or 32 MHz without the X2 option. 


The TS8XC51RX2 MCU has on-chip XRAM memory located at addresses 0000H — 02FFH(RD2) or 
0000H-O0OFFH(RA2, RB2 and RC2) in the data (CRAM) space. If your applic ation uses the on-chip 
XRAM, you must map the first memory range of the data memory (addresses 0000H — OFFFH) to the 
target. 


Operating Modes 
POD-S1EH—-TSC-51RX2~—16 has two operating modes: 


@ = Single-chip 
@ External 


The operating mode is selected by the EA pin during reset signal rise (also sampled on intemal watch- 
dog timer reset). It is recommended that you connect this pin to either constant low or constant high. 
This pin defaults to high (selecting single-chip mode), which is implemented by a 22K pull-up resistor on 
the pin. 


When using external mode, the code memory can be mapped either to the target or the emulator (with 
boundaries of 4K). In external mode, addresses are seen on the Port2 and Port0 adapter pins for every 
bus cycle regardless of where it is mapped. 


When using single-chip mode, you need to map all code memory to the emulator board. In this mode, 
Port2 and Port0 can be used as I/O ports. 


POD-51EH-TSC-51RX2-16 also supports tracing of intemal XRAM read and write cycles 
using MOVX< instructions. This is supported in both single-chip and external modes. 
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LED Indicators 


Monitor 
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Description 


A red LED that indicates when the MCU reset is active. There are five possible sources of 
the MCU reset. 


@ Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 


Reset from the $1 button starts by pressing S1 on the pod. 
Click the Reset button in the Seehau menu to reset the emulator. 


Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 
watchdog periodically, otherwise, problems during the debug process might occur.) 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or a long period 
of time depending on the sequence. 


Ared LED that indicates a mapping error occurring in one of the following situations. 


@ The internal TS8XC51RX2 XRAM is enabled, the data memory address range OOOOH— 
O2FFH is mapped to the emulator, and there is a memory access (MOVX) to the 
internal XRAM. This state is illegal. When the TS8XC51RX2 internal XRAM is enabled 
and accesses are made to it, the data memory address range OO00H— 02FFH needs 
to be mapped to the target. 


Single-chip mode is selected by the EA pin from the target, a code memory address 
range is mapped to the target, and there is code access to one of the addresses in 
this range. This state is illegal. In single-chip mode all of the code memory needs to 
be mapped to the emulator and not to the target. 


If one of these illegal states occurs, the Map Error (ERR) LED turns on simultaneously with 
the TS8XC51RX2 MCU entering the reset state, signaling the illegal state. This state is 
maintained until you push the reset button. Leaving the map error state is done only by 
pressing the reset button S1 on the pod. This prevents repetitive occurrences of the illegal 
state until you fix the problem. 


A green LED that indicates when the user program is running, and turns off when the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 
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Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Vcc SeLect MCU Vcc This jumper selects how to power the Vcc pin of the MCU. 


(VSL) Source : ; 
Select @ When the jumper top is on pins 1 and 2, the MCU Vcc pin is connected 


to the Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pin is connected 
to the Vcc pin of the adapter. This allows the MCU Vcc pin to be 
powered by the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as Vcc source). 


Note: Taking power from the target system is not recommended. 


X1S, X2S XTAL1 and These two jumpers select the clock source for the MCU. 
XTAL2 
Source ®@ With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins 
Select are connected to a 16-MHz crystal on the pod. 
When these two jumpers have jumper tops on pins 2 and 3, the MCU 
XTAL1 and XTAL2 pins are connected to pins 15 and 14 of the adapter. 
This allows the target to supply the clock to the MCU XTAL1 and XTAL2 
pins. 
The default position of the jumper top is across pins 1 and 2 (the pod 
crystal). 
Note: Both of the jumper tops need to be placed in the same position with 
either both selecting the pod crystal source, or both selecting the target 
clock source. 


you can choose between tracing signal P0.4 or P4.3 by moving the jumper 
between positions 2~—3 and 1-2. 


XHO..XH7 Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Pori2 and pin 1 is left free. 
Jumpers 

JP7 External This jumper enables access to the external code if the single-chip mode is 
Code emulated and part of the code is mapped into the target code memory 
Enable 

Reset Button | When pressed, this switch resets the pod (including the MCU). You can use 

this button to recover from a map error status. 
JP10 SYO, SY1 This header contains two pins: pin 1 (SYO), and pin 2 (SY1). These two 


signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic. 


XLO..XL7 Trace Port These eight 3-pin jumpers select the signals that are routed to the trace 

Select board and are shown in the Trace window under the header P1. 

Sump TS For any jumper in this group the jumper top position pin 2-3 means that the 
corresponding pin of the recreated PortO is traced. Pin 1 of each jumper is 
left free and can be connected to any signal on the target or port headers on 
the pod. For example setting XL4 in position 2-3 means that pin P0.4 is 
traced. If pin XL4.1, for example, is connected to a signal P4.3 on the target, 
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POD-51EH-TSC-51RX2-16 


Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


EMUL,FLF, | This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 

ANB Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pin 2 carries the signal from State 
Machine bit 5 if you have the ATR or ETR series trace boards. Pin 3 carries 
the signal from State Machine bit 4 if you have the ATR or ETR series trace 
boards. 


through the headers XLO..XL7, XHO..XH7. 


Pi, P3, P4 Port These headers carry signals for the corresponding ports. The port pin 
Headers numbers are marked on the silk-screen. For example, pin 5 of header P3 
connects to pin P3.5 of the MCU. 
Note: Earlier revisions of the pod might have header JP15 installed on the 
board. This header is for factory testing only and is not for any user 
functions. 


Differences Between the Emulator and the TS8XC51RX2 
MICU 


P3.6, P3.7 This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 


EA Pin 

The EA pin in the TS8XC51RX2 MCU is an input, floating pin used to select between single-chip mode 
(the program in internal OTP—ROM) and expanded mode (the program in external memory). This pin 
does not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip mode 
when this pin is not forced by the target. 


This difference of the existence of the pull-up resistor must be considered: if the target pin is tied to a 
pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to overcome the 
47K pull-up resistor on the pod. 


In the TS8XC51RX2 MCU during level 0 protection, the EA pin is not sampled during Reset and can be 
switched dynamically dunng min-time without going through Reset. This mode is not supported by the 
pod. The EA pin from the target is always sampled during exit from Reset (Reset Signal Fall time), and 
the mode of operation is then set to either single-chip or expanded mode until the next Reset. 


PortO and Port2 Pins 

These 16 port pins are emulated by the pod and are used both as the address/data bus and as port pins. 
These pins have slightly different AC and DC characteristics from the Port and Port2 pins of the 
TS8XC51RX2 MCU. They sink up to 12mA and source up to 4mA, while maintaining valid TTL output 
logic levels. Port2 pins also have pull-up resistors of 22K, which might be different from the 
TS8XC51RX2 MCU’s intemal pull-ups. 
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Figure 90. POD-51EH-TSC—51U2-—16 


Operating Instructions 


Note 


The Temic 89 series parts are not directly supported. The 87 series is typically used 
to emulate the 89 series. This results in the following limitations: 

e An 89 series part cannot be used in the pod. 

e Flash programming cannot be tested using the emulator. 

e 2K EEPROM is not supported; however, data tables can be copied into XDATA. 
e Only 1024 bytes of internal RAM are supported. 


The POD-51EH-TSC-51U2-16 supports the following Temic MCUs: 
TS80C51U2, TS83C51U2, TS87C51U2 


To work with this pod, you need to select POD-EH-TSC51U2 from the Select Processor drop- 
@ down list box (Step 3 of the Communications tab in the Emulator Configuration window). 
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POD-51EH-TSC-51U2-16 


The EPROM on the emulator board must be version COM 1.4. 


Note 


The MCU used on the pod is a special emulation version. Contact Nohau for a 
replacement MCU. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit 
(PRU) and the smaller processor module daughterboard. 


The PRU provides a 44-pin PGA socket on the bottom that you can connect to the target using 
an adapter. The PRU also has a 50-pin header J] that connects through the ribbon cable to the 
emulator board. 


The adapters plug into the target system, replacing the TS8XC51U2 MCU IC. The target adapter 
part numbers are 

EDI/44PG/QFS31-SD 

PGA44-PLCC44 (PLCC) 


The POD-5 1EH-TSC-—51U2-16 runs up to a maximum frequency of 16 MHz with the X2 option 
or 32 MHz without the X2 option. 


The active mode is selected by the EA pin during reset signal rise (also sampled on internal 
watchdog timer reset). It is recommended that you connect this pin to either constant low or con- 
stant high. This pin defaults to high (selecting single-chip mode), which is implemented by a 22K 
pull-up resistor on the pin. 


Operating Modes 
POD-51EH-TSC51U2-16 has two operating modes: 


® Single-chip 
e@ External 


When using external mode, the code memory can be mapped either to the target or the emulator 
(with boundaries of 4K). In external mode, addresses are seen on the Port2 and Port0 adapter pins 
for every bus cycle regardless of where it is mapped. The data, however, is read or written to the 
PortO pins only for addresses that are mapped to the target. 


When using single-chip mode, you need to map all code memory to the emulator board. In this 
mode, Port2 and Port0 can be used as I/O ports. 
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LED Indicators 


, A red LED that indicates when the MCU reset is active. There are five possible sources of 


the MCU reset. 
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© Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 


@ Reset from the S1 button starts by pressing S1 on the pod. 


@ Click the Reset button in the Seehau menu to reset the emulator. 


@ Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 
watchdog periodically, otherwise, problems during the debug process might occur.) 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or a long period of 
time depending on the sequence. 


A red LED that indicates a mapping error that happens when all of the following conditions 
occur. 


@ Single-chip mode is selected by the EA pin from the target. 


© Allor part of the 16K internal MCU code is mapped to the target. 


® Code is accessed to one of the addresses in this range. 


This state is illegal. In the single-chip mode, the first 16K of the code memory needs to be 
mapped to the emulator and not to the target. 


If this illegal state occurs, the Map Error (ERR) LED turns on simultaneously with the MCU 

entering the reset state, signaling the illegal state. This state is maintained until you push the 
reset button. Leaving the map error state is done only by pressing the reset button S1 on the 
pod. This prevents repetitive occurrences of the illegal state until you fix the problem. 


A green LED that indicates when the user program is running, and turns off when the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 
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POD-51EH-TSC-51U2-16 


Jumper Identification and Description 


Jumper 
Designation | Function 


Vcc SeLect MCU Vcc 
(VSL) Source 


Select 
X1S, X2S 


XLO..XL7 


XHO..XH7 

JP7 External This jumper enables access to the external code if the single-chip mode is 
Code emulated and part of the code is mapped into the target code memory 
Enable 


Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 


Description 


This jumper selects how to power the Vcc pin of the MCU. 


@ When the jumper top is on pins 1 and 2, the MCU Vcc pin is connected 
to the Vcc of the emulator. 


@ When the jumper top is on pins 2 and 3, the MCU Vcc pin is connected 
to the Vcc pin of the adapter. This allows the MCU Vcc pin to be 
powered by the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as Vcc source). 


Note: Taking power from the target system is not recommended. 


XTAL1 and 
XTAL2 
Source 
Select 


These two jumpers select the clock source for the MCU. 


® With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins 
are connected to a 16-MHz crystal on the pod. 


When these two jumpers have jumper tops on pins 2 and 3, the MCU 
XTAL1 and XTAL2 pins are connected to pins 15 and 14 of the adapter. 
This allows the target to supply the clock to the MCU XTAL1 and XTAL2 
pins. 


The default position of the jumper top is across pins 1 and 2 (the pod 
crystal). 


Note: Both of the jumper tops need to be placed in the same position with 
either both selecting the pod crystal source, or both selecting the target clock 
source. 


Trace Port 
Select 
Jumpers 


These eight 3-pin jumpers select the signals that are routed to the trace 
board and are shown in the Trace window under the header P1. 


For any jumper in this group the jumper top position pin 2-3 means that the 
corresponding pin of the recreated Port0 is traced. Pin 1 of each jumper is 
left free and can be connected to any signal on the target or port headers on 
the pod. For example setting XL4 in position 2-3 means that pin P0.4 is 
traced. If pin XL4.1, for example, is connected to a signal P4.3 on the target, 
you can choose between tracing signal P0.4 or P4.3 by moving the jumper 
between positions 2-3 and 1-2. 


Trace Port 
Select 
Jumpers 


This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
connected to the recreated Port2 and pin 1 is left free. 


132 EMUL51 User Guide 


EMUL51—-PC User Guide 


@ POD-51EH-TSC-51U2-16 


Jumper Identification and Description (continued) 


Jumper 

Designation | Function | Description 

JP10 SY0, SY1 This header contains two pins: pin 1 (SYO), and pin 2 (SY1). These two 
signals are carried to the emulator and trace boards, and can be used in the 
trace and breakpoint logic. 

JP9 EMUL,FLF, j This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 

ANB Pin 1 signals emulation or monitor mode. It is low when emulation is active 

(when the user program is running). Pins 2 and 3 are not used currently, but 
can be used in the future. 


P3.6, P3.7 This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 
through the headers XLO..XL7, XHO..XH7. 


Pi, P3, P4 Port These headers carry signals for the corresponding ports. The port pin 
Headers numbers are marked on the silk-screen. For example, pin 5 of header P3 
connects to pin P3.5 of the MCU. 
Note: Earlier revisions of the pod might have header JP15 installed on the 
board. This header is for factory testing only and is not for any user 
functions. 


Differences Between the Emulator and the TS8XC51U2 
® MCU 
EA Pin 
The EA pin in the TS8XC51U2 MCU is an input, floating pin used to select between single-chip 


mode (the program in internal OTP-ROM) and expanded mode (the program in external memory). 
This pin does not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip 
mode when this pin is not forced by the target. 


This difference of the existence of the pull-up resistor must be considered: if the target pin is tied 
to a pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to over- 
come the 47K pull-up resistor on the pod. 


In the TS8XC51U2 MCU during level 0 protection, the EA pin is not sampled during Reset and 
can be switched dynamically during run-time without going through Reset. This mode is not sup- 
ported by the pod. The EA pin from the target is always sampled during exit from Reset (Reset 
Signal Fall time), and the mode of operation is then set to either single-chip or expanded mode un- 
til the next Reset. 


Port0 and Port2 Pins 

These 16 port pins are emulated by the pod and are used both as the address/data bus and as port 

pins. These pins have slightly different AC and DC characteristics from the Port0 and Port2 pins of 

the TS8XC51U2 MCU. They sink up to 12mA and source up to 4mA, while maintaining valid 

TTL output logic levels. Port2 pins also have pull-up resistors of 22K, which might be different 
& from the TS8XC51U2 MCU’s internal pull-ups. 
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Figure 91. POD-51EH-TSC-52/54/58X2-16 


Operating Instructions 
The POD-51EH-TSC-—52X2-16 supports the following Temic MCUs: 
TS80C31X2, TS80C32X2, TS80C52X2, TS87C52X2 


The POD-51EH-TSC—54X2-16 supports the following Temic MCUs: 
TS80C31X2, TS80C32X2, TS80C54X2, TS87C54X2 


The POD-51EH-TSC-58X2-16 supports the following Temic MCUs: 
TS80C31X2, TS80C32X2, TS80C58X2, TS87C58X2 


Note 


The MCU used on the pod is a special emulation version. Contact Nohau for a 
replacement MCU. 
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To work with this pod, you need to select POD-EH-TSC58X2 from the Select Processor drop- 
down list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The pod assembly consists of two sub-assemblies: The larger universal Port Replacement Unit 
(PRU) and the smaller processor module daughterboard. 


The PRU provides a 44-pin PGA socket on the bottom that you can connect to the target using 
an adapter. The PRU also has a 50-pin header J1 that connects through the ribbon cable to the 
emulator board. 


The adapters plug into the target system, replacing the TS8XC31/32/52/54/58XK2 MCU IC. The 
target adapter part numbers are 

EDI/44PG/QFS31-SD 

PGA44—-PLCC44 (PLCC) 


The POD~—51IEH-TSC52/54/58X2-16 runs up to a maximum frequency of 16 MHz with the X2 
option or 32 MHz without the X2 option. 


The active mode is selected by the EA pin during reset signal rise (also sampled on internal 

@ watchdog timer reset). It is recommended that you connect this pin to either constant low or con- 
stant high. This pin defaults to high (selecting single-chip mode), which is implemented by a 22K 
pull-up resistor on the pin. 
Operating Modes 
POD-51EH-TSC52/54/58X2-16 has two operating modes: 
e@ Single-chip 
e External 
When using external mode, the code memory can be mapped either to the target or the emulator 
(with boundaries of 4K). In external mode, addresses are seen on the Port2 and Port0 adapter pins 


for every bus cycle regardless of where it is mapped. The data, however, is read or written to the 
PortO pins only for addresses that are mapped to the target. 


When using single-chip mode, you need to map all code memory to the emulator board. In this 
mode, Port2 and Port0 can be used as J/O ports. 
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POD-51EH-TSC-52/54/58X2-16 


LED Indicators 


Description 


A red LED that indicates wnen the MCU reset is active. There are five possible sources of 
the MCU reset. 


Reset from the target starts whenever a low level is detected on the reset pin of the 
adapter. 


Reset from the S1 button starts by pressing S1 on the pod. 
Click the Reset button in the Seehau menu to reset the emulator. 


Reset from the internal watchdog timer starts if the internal watchdog is enabled, and it 
is not fed by the user software for a long period. (Note: It is important to feed the 
watchdog periodically, otherwise, problems during the debug process might occur.) 


@ When a map error occurs. 


During all of these reset sequences, the reset LED is turned on for a short or a long period of 
time depending on the sequence. 


This red LED signals a mapping error occurring in one of the following situations. 
Single-chip mode is selected by the EA pin from the target. 


All or part of the internal MCU code (for example, address 0 to 8K for 87C52X2) is 
mapped to the target. 


Code is accessed to one of the addresses in this range. 


This state is illegal. In the single-chip mode, the first 8K (16K for 87C54X2, 32K for 
87C58X2) of the code memory needs to be mapped to the emulator and not to the target. 


If this illegal state occurs, the Map Error LED turns on simultaneously with the MCU entering 
the reset state, signaling the illegal state. This state is maintained until you push the reset 
button. Leaving the map error state is done only by pressing the reset button S1 on the pod. 
This prevents repetitive occurrences of the illegal state until you fix the problem. 


A green LED that indicates when the user program is running, and turns off when the user 
program is stopped (emulation break). The user code can be fetched from RAM on the 
emulator board or from code memory on the target (usually PROM). 


A yellow LED that indicates when the monitor mode is active. In this mode, the MCU 
executes internal emulator code that communicates with the host PC. The emulator enters 
this mode upon power-up or after emulation break. 
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Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Vcc SeLect This jumper selects how to power the Vcc pin of the MCU. 
(VSL) 


@ When the jumper top is on pins 1 and 2, the MCU Vec pin is connected 
to the Vcc of the emulator. 


When the jumper top is on pins 2 and 3, the MCU Vcc pin is connected 
to the Vcc pin of the adapter. This allows the MCU Vcc pin to be 
powered by the target. 


The default position of the jumper top is across pins 1 and 2 (emulator 
selected as Vcc source). 


Note: Taking power from the target system is not recommended. 


X1S, X2S XTAL1 and These two jumpers select the clock source for the MCU. 
XTAL2 
Source ® With the jumper tops on pins 1 and 2, the MCU XTAL1 and XTAL2 pins 
Select are connected to a 16-MHz crystal on the pod. 
When these two jumpers have jumper tops on pins 2 and 3, the MCU 
XTAL1 and XTAL2 pins are connected to pins 15 and 14 of the adapter. 
This allows the target to supply the clock to the MCU XTAL1 and XTAL2 
pins. 
The default position of the jumper top is across pins 1 and 2 (the pod 
crystal). 
Note: Both of the jumper tops need to be placed in the same position with 
either both selecting the pod crystal source, or both selecting the target clock 
source. 


you can choose between tracing signal P0.4 or P4.3 by moving the jumper 
between positions 2-3 and 1-2. 


XHO..XH7 Trace Port This group of jumpers is similar to XLO..XL7, except pin 3 of each jumper is 
Select connected to the recreated Port2 and pin 1 is left free. 
Jumpers 

JP7 External This jumper enables access to the external code if the single-chip mode is 
Code emulated and part of the code is mapped into the target code memory 


Enable 


Reset Button When pressed, this switch resets the pod (including the MCU). You can use 
this button to recover from a map error status. 


XLO..XL7 Trace Port These eight 3-pin jumpers select the signals that are routed to the trace 
Select board and are shown in the Trace window under the header P1. 
purnpers For any jumper in this group the jumper top position pin 2-3 means that the 
corresponding pin of the recreated Port0 is traced. Pin 1 of each jumper is 
left free and can be connected to any signal on the target or port headers on 
the pod. For example setting XL4 in position 2-3 means that pin P0.4 is 
traced. If pin XL4.1, for example, is connected to a signal P4.3 on the target, 
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| POD-51EH-TSC-52/54/58X2-16 | 


Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 
JP10 SYO, SY1 This header contains two pins: pin 1 (SY0), and pin 2 (SY1). These two 
signals are carried to the emulator and trace boards, and can be used in the 
trace and breakpoint logic. 
EMUL, FLF, | This header contains three pins: pin 1 (EMUL), pin 2 (FLF), and pin 3 (ANB). 
ANB Pin 1 signals emulation or monitor mode. It is low when emulation is active 
a, ale 6, P3.7 


(when the user program is running). Pins 2 and 3 are not used currently, but 
can be used in the future. 

4 P3, P4 Port 

Headers 


This header carries the recreated signals; P3.6/WR (pin J2.1) and P3.7/RD 
(pin J2.2). These pins observe the signals or route them to the trace board 
through the headers XLO..XL7, XHO..XH7. 


These headers carry signals for the corresponding ports. The port pin 
numbers are marked on the silk-screen. For example, pin 5 of header P3 
connects to pin P3.5 of the MCU. 


Note: Earlier revisions of the pod might have header JP15 installed on the 
board. This header is for factory testing only and is not for any user 
functions. 


Differences Between the Emulator and the 
TS8XC52/54/58X2 MCU 


EA Pin 

The EA pin in the TS8%C52/54/58X2 MCU is an input, floating pin used to select between single- 
chip mode (the program in internal OTP—ROM) and expanded mode (the program in external 
memory). This pin does not have a pull-up or a pull-down resistor. 


A 47K pull-up resistor on the pod is connected to this pin to select a default state of single-chip 
mode when this pin is not forced by the target. 


This difference of the existence of the pull-up resistor must be considered: if the target pin is tied 
to a pull-down resistor, it should be a sufficiently low pull-down (3.3K or lower) in order to over- 
come the 47K pull-up resistor on the pod. 


In the TS8XC52/54/58X2 MCU during level 0 protection, the EA pin is not sampled during Reset 
and can be switched dynamically during run-time without going through Reset. This mode is not 
supported by the pod. The EA pin from the target is always sampled during exit from Reset (Reset 
Signal Fall time), and the mode of operation is then set to either single-chip or expanded mode un- 
til the next Reset. 


Port0 and Port2 Pins 

These 16 port pins are emulated by the pod and are used both as the address/data bus and as port 
pins. These pins have slightly different AC and DC characteristics from the Port0 and Port2 pins of 
the TS8XC52/54/58X2 MCU. They sink up to 12mA and source up to 4mA, while maintaining 
valid TTL output logic levels. Port2 pins also have pull-up resistors of 22K, which might be dif- 
ferent from the TS8XC52/54/58X2 MCU’s internal pull-ups. 
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Figure 92, POD-51HB-C51FX Jumpers and Headers 


Operating Instructions 


To work with this pod, you need to select POD-C51FX from the Select Processor drop-down list 
box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 44-pin PGA plug. The plug goes into the target system through a 
44-pin PGA to 44-pin PLCC or 44-pin QFP adapter. (You can order this separately.) 


The pod board can have any of the following Philips MCUs installed: 8xC51RD+, 8xC51RD2, 
8Xc51FA/B/C, 8xC52, or 8xC66x. These chips are using a special emulation mode. This emula- 
tion mode also uses a programmable gate array from XILINX (LCA). 


Edition 2, April 19, 2002 © Nohau Corporation 139 


Chapter 3. Installing the Pod Board 


POD-51HB-C51FX 


LED Indicators and Reset Switch 


Function Description 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. In monitor mode, the MCU is executing code that is internal to the 
emulator. This code is not user code and is used to communicate with the host PC, to set up 
breakpoints, and so on. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) In emulation mode, the MCU is executing the user's code from the 
emulation RAM or the targets PROM, depending on the mapping in the emulator software. 


A yellow LED that indicates when the MCU is in idle mode. If you break in idle or power- 
down mode, you must issue “reset chip” to regain communication with the MCU. 


This header contains two pins: SY1 (top pin), and SYO (bottom pin). These 
two signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic. 


These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. If 
only internal memory is to be emulated, both jumpers (M1 and M2) should be 
in. This enables PO, P2, P3.6 and P3.7 to be used as I/O ports. 


M1 Jumper Removed 


If this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 


PSEN is active. 


The emulator mapping determines whether the code is read from 
emulation memory or target memory. 
M2 Jumper Removed 


If this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 


P3.6 and P3.7 is used for the RD and WR strobes. 


The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 


If only internal RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 


Note: You can change the mode jumpers M1and M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 
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Jumper Identification and Description (continued) 


Jumper 

ee Function | Description 
This jumper should be installed. It configures the pod to operate in the 
12 clocks per cycle mode. (This pod does not support the 6 clocks per 
cycle mode.) 


Pee a This jumper is factory set and should be left installed. 


EMI, FLF/, ANB This header carries signals from the emulator. 
@ The EM is high when the emulator is in monitor mode, and low if in 
emulation mode. 
@ The ANB/FLF/ pins are used with the enhanced trace boards as a signal 
output from a state machine logic. 
AVSS/AVREF/ This header provides convenient test points for the analog reference 
PWMO0/PWM1 voltages AVREF (+) and AVSS (-), PWM1 and PWMO0 output strobes. 


MCU Power | This jumper selects the source of power for the MCU on the pod. 
Selection 


@ Ajumper installed on the 5V or 3V position (depending on the type of 
MCU) selects power from the emulator. 


© Ajumper installed in the EXT position selects power from the target 
system. 


Note: All jumpers should be in the INT position when a target is not 
connected to the pod board. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RST. 


The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


The lower pins carry Port 0: P0.0 is on the left, and P0.7 is on the right. 
Port 0 is emulated in the LCA which enables P0 to have better sink 
capability than the MCU. 


Output signals also appear three clock cycles later than the real part. 


The middle row of the jumper P1/P0 is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P1 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


The upper pins carry the MCU Port 3 pins: the P3.0 pin is on the left, 

and the P3.7 pin is on the right. Port 3 is connected directly to the MCU 
except for P3.6 and P3.7. These pins go through the high speed switch 
which adds approximately 100 Ohms to their output impedance. 


The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 


Port 2 output signals also appear three clock cycles later than the real 
part. 


The middle row of the jumper P2/P3 is normally connected to P3 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P3 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


Jumper pins for selecting the source of the crystal or clock 


Crystal 
Selection 


@ Jumpers installed in the top two positions (INT position) select the 
crystal! on the pod. 


® Jumpers installed in the lower positions (EXT position) select the crystal 
on the target. 


Notes: 


@ If you use an external clock, note that XTAL1 is an input and XTAL2 is 
left open. 


All jumpers should be in the INT position when a target is not connected 
to the pod board. 


Fats Ace eee Resets the MCU and can be used instead of the target system reset. 


Notes 


© Ports 0 and 2 are emulated, and have a slightly different AC and DC characteristics: 


— Emulated J/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
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@ The trace of accesses to the on-chip AUX-RAM contains correct addresses and data for 
writes. However, if you have XDATA mapped to the emulator, the data will be written to the 
emulator RAM. For reads, the Data Display window in Seehau might contain the emulation 
RAM data if data is mapped to the emulator. This data might not be the same as the AUX- 
RAM unless you map the XDATA to the target. It is recommended that you always map the 
AUX-RAM region to the target. 


@ When accessing target memory, PO, P2, and ALE will be delayed approximately 25 ns. 
@ The clock circuitry is emulated, but is very close to the MCU clock. 
© The timer/counters are stopped at breakpoints. This usually indicates that the serial port also 


stops at breakpoints. If a character is received or sent at that moment, the character will be 
distorted. 
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Figure 93. POD-51HB—C51RX2 Jumpers and Headers 


Operating Instructions 
To work with this pod, you need to select POD-HB-C51RX2 from the Select Processor drop- 
down list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 44-pin PGA plug. The plug goes into the target system through a 
44-pin PGA to 44-pin PLCC or 44-pin QFP adapter. (You can order this separately.) 


The pod board can have any of the following Philips MCUs installed: 8xCS51RD+, 8xC51RD2, 
8Xc51FA/B/C, 8xC52, or 8xC66x. These chips are using a special emulation mode. This emula- 
tion mode also uses a programmable gate array from XILINX (LCA). 
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LED Indicators and Reset Switch 


Function Description 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. In monitor mode, the MCU is executing code that is internal to the 
emulator. This code is not user code and is used to communicate with the host PC, to set up 
breakpoints, and so on. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) In emulation mode, the MCU is executing the user's code from the 
emulation RAM or the targets PROM, depending on the mapping in the emulator software. 


A yellow LED that indicates when the MCU is in powder-down mode. 


A yellow LED that indicates when the MCU is in idle mode. If you break in idle or power- 
down mode, you must issue “reset chip” to regain communication with the MCU. 


A red LED that indicates the MCU RESET pin is in the active state. 


Jumper Identification and Description 


Jumper 
Designation | Function 


+e 
| 
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Description 


This header contains two pins: SY1 (top pin), and SYO (bottom pin). These 
two signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic. 


These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. Sf 
only internal memory is to be emulated, both jumpers (M1 and M2) should be 
in. This enables PO, P2, P3.6 and P3.7 to be used as 1/O ports. 


M1 Jumper Removed 


@ = If this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 


@ PSEN is active. 


@ The emulator mapping determines whether the code is read from 
emulation memory or target memory. 


M2 Jumper Removed 


@ {f this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 


@ P3.6 and P3.7 is used for the RD and WR strobes. 


@ The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 


@ {if only internal RAM is used, the emulator board has 128K RAM, map 
data MAPxX to target, and the M2 jumper should be in. 


Note: You can change the mode jumpers Miand M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 


@ 
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Jumper Identification and Description (continued) 


Jumper 

Designation | Function | Description 
This jumper should be installed. It configures the pod to operate in the 
12 clocks per cycle mode. (This pod does not support the 6 clocks per 
cycle mode.) 


/Jp4 | M4 This jumper is factory set and should be left installed. 


EM/, FLF/, ANB This header carries signals from the emulator. 


@ The EM/ is high when the emulator is in monitor mode, and low if in 
emulation mode. 


@ The ANB/FLF/ pins are used with the enhanced trace boards as a signal 
output from a state machine logic. 


AVSS/AVREF/ This header provides convenient test points for the analog reference 
PWMO/PWM1 voltages AVREF (+) and AVSS (-), PWM1 and PWMO output strobes. 


MCU Power | This jumper selects the source of power for the MCU on the pod. 


Seleciien @ Ajumper installed on the 5V or 3V position (depending on the type of 


MCU) selects power from the emulator. 


@ Ajumper installed in the EXT position selects power from the target 
system. 


Note: All jumpers should be in the INT position when a target is not 
connected to the pod board. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RST. 


The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


The lower pins carry Port 0: P0.0 is on the left, and PQ.7 is on the right. 
Port 0 is emulated in the LCA which enables PO to have better sink 
capability than the MCU. 


Output signals also appear three clock cycles later than the real part. 


The middle row of the jumper P1/PO is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P1 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


The upper pins carry the MCU Port 3 pins: the P3.0 pin is on the left, 

and the P3.7 pin is on the right. Port 3 is connected directly to the MCU 
except for P3.6 and P3.7. These pins go through the high speed switch 
which adds approximately 100 Ohms to their output impedance. 


The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 


Port 2 output signals also appear three clock cycles later than the real 
part. 


The middle row of the jumper P2/P3 is normally connected to P3 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P3 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


Jumper pins for selecting the source of the crystal or clock 


Crystal 
Selection 


@ Jumpers installed in the top two positions (INT position) select the 
crystal on the pod. 


Jumpers installed in the lower positions (EXT position) select the crystal 
on the target is to be used. 


Notes: 


@ If you use an external clock, note that XTAL1 is an input and XTAL2 is 
left open. 


All jumpers should be in the INT position when a target is not connected 
to the pod board. 


ist. 28 ic otipl Reset | Resets the MCU and can be used instead of the target system reset. 


Notes 


© Ports 0 and 2 are emulated, and have a slightly different AC and DC characteristics: 


— Emulated I/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
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e@ The trace of accesses to the on-chip AUX-RAM contains correct addresses and data for 
writes. However, if you have XDATA mapped to the emulator, the data will be written to the 
emulator RAM. For reads, the Data Display window in Seehau might contain the emulation 
RAM data if data is mapped to the emulator. This data might not be the same as the AUX- 
RAM unless you map the XDATA to the target. It is recommended that you always map the 
AUX-RAM region to the target. 


@ When accessing target memory, PO, P2, and ALE will be delayed approximately 25 ns. 
@ The clock circuitry is emulated, but is very close to the MCU clock. 


@ The timer/counters are stopped at breakpoints. This usually indicates that the serial port also 
stops at breakpoints. Ifa character is received or sent at that moment, the character will be 


distorted. 
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¢ Figure 94, POD-51HB-C51RX Jumpers and Headers 


Operating Instructions 


To work with this pod, you need to select POD-C51RX from the Select Processor drop-down list 
box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 44-pin PGA plug. The plug goes into the target system through a 
44-pin PGA to 44-pin PLCC or 44-pin QFP adapter. (You can order this separately.) 


The pod board can have any of the following Philips MCUs installed: 8xC51RD+, 8xC51RD2, 
8Xc51FA/B/C, 8xC52, or 8xC66x. These chips are using a special emulation mode. This emula- 
tion mode also uses a programmable gate array from XILINX (LCA). 
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LED Indicators and Reset Switch 


Description 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. In monitor mode, the MCU is executing code that is internal to the 
emulator. This code is not user code and is used to communicate with the host PC, to set up 
breakpoints, and so on. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) In emulation mode, the MCU is executing the user's code from the 
emulation RAM or the targets PROM, depending on the mapping in the emulator software. 


A yellow LED that indicates when the MCU is in powder-down mode. 


A yellow LED that indicates when the MCU is in idle mode. If you break in idle or power- 
down mode, you must issue “reset chip” to regain communication with the MCU. 


Ared LED that indicates the MCU RESET pin is in the active state. 


Jumper Identification and Description 


Jumper 
a Function | Description 
SY0, SY1 This header contains two pins: SY1 (top pin), and SYO (bottom pin). These 
two signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic. 


| M1, M2 These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. If 


only internal memory is to be emulated, both jumpers (M1 and M2) should be 
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in. This enables PO, P2, P3.6 and P3.7 to be used as I/O ports. 
M1 Jumper Removed 


@ If this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 


@ = 6PSEN is active. 


@ The emulator mapping determines whether the code is read from 
emulation memory or target memory. 


M2 Jumper Removed 


@ If this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 


@ 3.6 and P3.7 is used for the RD and WR strobes. 


@ The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 


®@ If only internal RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 


Note: You can change the mode jumpers M1and M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 
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Jumper Identification and Description (continued) 


Jumper 

ee Description 
This jumper should be installed. it configures the pod to operate in the 
12 clocks per cycle mode. (This pod does not support the 6 clocks per 
rea mode.) 


|m4 | This jumper is factory set and should be left installed. 


EM/, FLF/, ANB This header carries signals from the emulator. 
@ The EM/ is high when the emulator is in monitor mode, and low if in 
emulation mode. 
@ The ANB/FLF/ pins are used with the enhanced trace boards as a signal 
output from a state machine logic. 
AVSS/AVREF/ This header provides convenient test points for the analog reference 
PWM0/PWM1 voltages AVREF (+) and AVSS (-), PWM1 and PWMO output strobes. 


MCU Power | This jumper selects the source of power for the MCU on the pod. 
Selection 


® Ajumper installed on the 5V or 3V position (depending on the type of 
MCU) selects power from the emulator. 


A jumper installed in the EXT position selects power from the target 
system. 


Note: All jumpers should be in the INT position when a target is not 
connected to the pod board. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RST. 


The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


The lower pins carry Port 0: P0.0 is on the left, and PO.7 is on the right. 
Port 0 is emulated in the LCA which enables PO to have better sink 
capability than the MCU. 


Output signals also appear three clock cycles later than the real part. 


The middle row of the jumper P1/P0 is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P1 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function } Description 


The upper pins carry the MCU Port 3 pins: the P3.0 pin is on the left, 
and the P3.7 pin is on the right. Port 3 is connected directly to the MCU 
except for P3.6 and P3.7. These pins go through the high speed switch 
which adds approximately 100 Ohms to their output impedance. 

@ The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 

@ Port 2 output signals also appear three clock cycles later than the real 
part. 

@ The middle row of the jumper P2/P3 is normally connected to P3 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 

@ The board is delivered with the jumpers set, so that P3 will be traced. 

@ You can connect external signals to the middle pins if the jumpers are 
removed. 

@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


XTAL Crystal Jumper pins for selecting the source of the crystal or clock 
Selection 


@ Jumpers installed in the top two positions (INT position) select the 
crystal on the pod. 


Jumpers installed in the lower positions (EXT position) select the crystal 
on the target. 


Notes: 


@ If you use an external clock, note that XTAL1 is an input and XTAL2 is 
left open. 


All jumpers should be in the INT position when a target is not connected 
to the pod board. 


ists [ Reset | Resets the MCU and can be used instead of the target system reset. 


Notes 


e Ports 0 and 2 are emulated, and have a slightly different AC and DC characteristics: 


— Emulated I/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
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@ The trace of accesses to the on-chip AUX-RAM contains correct addresses and data for 
writes. However, if you have XDATA mapped to the emulator, the data will be written to the 
emulator RAM. For reads, the Data Display window in Seehau might contain the emulation 
RAM data if data is mapped to the emulator. This data might not be the same as the AUX- 
RAM unless you map the XDATA to the target. It is recommended that you always map the 
AUX-RAM region to the target 


@ When accessing target memory, PO, P2, and ALE will be delayed approximately 25 ns. 
e@ The clock circuitry is emulated, but is very close to the MCU clock. 


@ The timer/counters are stopped at breakpoints. This usually indicates that the serial port also 
stops at breakpoints. If a character is received or sent at that moment, the character will be 


distorted. 
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Figure 95. POD-51HB—C52 Jumpers and Headers 


Operating Instructions 


To work with this pod, you need to select POD-C52 from the Select Processor drop-down list box 
(Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 44-pin PGA plug. The plug goes into the target system through a 
44-pin PGA to 44-pin PLCC or 44-pin QFP adapter. (You can order this separately.) 


The pod board can have any of the following Philips MCUs installed: 8xC51RD+, 8xC51RD2, 
8Xc51FA/B/C, 8xC52, or 8xC66x. These chips are using a special emulation mode. This emula- 
tion mode also uses a programmable gate array from XILINX (LCA). 
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LED Indicators and Reset Switch 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. In monitor mode, the MCU is executing code that is internal to the 

emulator. This code is not user code and is used to communicate with the host PC, to set up 
breakpoints, and so on. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) In emulation mode, the MCU is executing the user's code from the 
emulation RAM or the targets PROM, depending on the mapping in the emulator software. 


A yellow LED that indicates when the MCU is in powder-down mode. 


A yellow LED that indicates when the MCU is in idle mode. If you break in idle or power- 
down mode, you must issue “reset chip” to regain communication with the MCU. 


Ared LED that indicates the MCU RESET pin is in the active state. 


Jumper Identification and Description 


Jumper 
— Function | Description 
SY0, SY1 This header contains two pins: SY1 (top pin), and SYO (bottom pin). These 
two signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic. 


, M1, M2 These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. If 


only internal memory is to be emulated, both jumpers (M1 and M2) should be 
in. This enables PO, P2, P3.6 and P3.7 to be used as I/O ports. 


M1 Jumper Removed 


@ = If this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 


® PSEN is active. 


@ The emulator mapping determines whether the code is read from 
emulation memory or target memory. 


M2 Jumper Removed 


@ = If this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 


@ 3.6 and P3.7 is used for the RD and WR strobes. 


@ The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 


© — if only internal RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 


Note: You can change the mode jumpers M1and M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 


Edition 2, April 19, 2002 © Nohau Corporation 155 


Chapter 3. Installing the Pod Board 


POD-51HB-C52 


Jumper Identification and Description (continued) 


Jumper 

ee Function | Description 
This jumper should be installed. It configures the pod to operate in the 
12 clocks per cycle mode. (This pod does not support the 6 clocks per 
cycle mode.) 


reese a This jumper is factory set and should be left installed. 


EM/, FLF/, ANB This header carries signals from the emulator. 
@ The EM/ is high when the emulator is in monitor mode, and low if in 
emulation mode. 
@ The ANB/FLF/ pins are used with the enhanced trace boards as a signal 
output from a state machine logic. 
AVSS/AVREF/ This header provides convenient test points for the analog reference 
PWM0O/PWM1 voltages AVREF (+) and AVSS (-), PWM1 and PWM0 output strobes. 


MCU Power | This jumper selects the source of power for the MCU on the pod. 
Selection 


@ Ajumper installed on the 5V or 3V position (depending on the type of 
MCU) selects power from the emulator. 


@ Ajumper installed in the EXT position selects power from the target 
system. 


Note: All jumpers should be in the INT position when a target is not 
connected to the pod board. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RST. 


The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


The lower pins carry Port 0: PO.0 js on the left, and PO.7 is on the right. 
Port 0 is emulated in the LCA which enables P0 to have better sink 
capability than the MCU. 

Output signals also appear three clock cycles later than the real part. 


The middle row of the jumper P1/P0 is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P1 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


The upper pins carry the MCU Port 3 pins: the P3.0 pin is on the left, 
and the P3.7 pin is on the right. Port 3 is connected directly to the MCU 
except for P3.6 and P3.7. These pins go through the high speed switch 
which adds approximately 100 Ohms to their output impedance. 


© The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 


Port 2 output signals also appear three clock cycles later than the real 
part. 


The middle row of the jumper P2/P3 is normally connected to P3 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P3 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


Jumper pins for selecting the source of the crystal or clock 


Selection 


@ Jumpers installed in the top two positions (INT position) select the 
crystal on the pod. 


@ Jumpers installed in the lower positions (EXT position) select the crystal 
on the target. 


Notes: 


@ If you use an external clock, note that XTAL1 is an input and XTAL2 is 
left open. 


All jumpers should be in the INT position when a target is not connected 
to the pod board. 


Siti oF altResat’ le Resets the MCU and can be used instead of the target system reset. 


Notes 


® Ports 0 and 2 are emulated, and have a slightly different AC and DC characteristics: 


-— Enmulated Y/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
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@ The trace of accesses to the on-chip AUX-RAM contains correct addresses and data for 
writes. However, if you have XDATA mapped to the emulator, the data will be written to the 
emulator RAM. For reads, the Data Display window in Seehau might contain the emulation 
RAM data if data is mapped to the emulator. This data might not be the same as the AUX- 
RAM unless you map the XDATA to the target. It is recommended that you always map the 
AUX-RAM region to the target. 


e@ When accessing target memory, PO, P2, and ALE will be delayed approximately 25 ns. 
e The clock circuitry is emulated, but is very close to the MCU clock. 
@ The timer/counters are stopped at breakpoints. This usually indicates that the serial port also 


stops at breakpoints. If a character is received or sent at that moment, the character will be 
distorted. 


158 EMUL51 User Guide 


EMUL51—PC User Guide 


POD-51HB-C591 


MON EMUL PD IDLE RES 
BS © Bp 


Figure 96. POD-51HB-C591 Jumpers and Headers 


Operating Instructions 


To work with this pod, you need to select POD-C591 from the Select Processor drop-down list 
box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 44-pin PGA plug. The plug goes into the target system through a 
44-pin PGA to 44-pin PLCC or 44-pin QFP adapter. (You can order this separately.) 


These chips are using a special emulation mode. This emulation mode also uses a programmable 
gate array from XILINX (LCA). 


Note 
This pod only supports the Philips 8xC591 MCU. 
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LED Indicators and Reset Switch 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. In monitor mode, the MCU is executing code that is internal to the 

emulator. This code is not user code and is used to communicate with the host PC, to set up 
breakpoints, and so on. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) In emulation mode, the MCU is executing the user's code from the 
emulation RAM or the targets PROM, depending on the mapping in the emulator software. 


A yellow LED that indicates when the MCU is in powder-down mode. 


A yellow LED that indicates when the MCU is in idle mode. If you break in idle or power- 
down mode, you must issue “reset chip” to regain communication with the MCU. 


A red LED that indicates the MCU RESET pin is in the active state. 


Jumper Identification and Description 


Jumper 
— Function | Description 
SYO, SY1 This header contains two pins: SY1 (top pin), and SYO (bottom pin). These 
two signals are carried to the emulator and trace an and can be used in 
the trace and breakpoint logic. 


| M1, M2 These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. If 


only internal memory is to be emulated, both jumpers (M1 and M2) should be 
in. This enables PO, P2, P3.6 and P3.7 to be used as general purpose ports. 


M1 Jumper Removed 


@ = {f this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 


@ PSEN is active. 


@ The emulator mapping determines whether the code is read from 
emulation memory or target memory. 


M2 Jumper Removed 


@ = If this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 


@ P3.6 and P3.7 is used for the RD and WR strobes. 


@ The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 


@ = If only internal RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 


Note: You can change the mode jumpers Miand M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 
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Jumper Identification and Description (continued) 


Jumper 

ee Function | Description 
This jumper should be installed. It configures the pod to operate in the 
12 clocks per cycle mode. (This pod does not support the 6 clocks per 
cycle mode.) 


Lay aa eae This jumper is factory set and should be left installed. 


EM/, FLF/, ANB a This header carries signals from the emulator. 


AVSS/AVREF/ 
PWMO0/PWM1 


MCU Power 
Selection 


@ ~The EM/ is high when the emulator is in monitor mode, and low if in 
emulation mode. 


@ The ANB/FLF/ pins are used with the enhanced trace boards as a signal 
output from a state machine logic. 


This header provides convenient test points for the analog reference 
voltages AVREF (+) and AVSS (-), PWM1 and PWMO output strobes. 


This jumper selects the source of power for the MCU on the pod. 


® Ajumper installed on the 5V or 3V position (depending on the type of 
MCU) selects power from the emulator. 


A jumper installed in the EXT position selects power from the target 
system. 


Note: All jumpers should be in the INT position when a target is not 
connected to the pod board. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RST. 


The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


The lower pins carry Port 0: P0.0 is on the left, and P0.7 is on the right. 
Port 0 is emulated in the LCA which enables P0 to have better sink 
capability than the MCU. 


Output signals also appear three clock cycles later than the real part. 


The middle row of the jumper P1/P0 is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P1 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


The upper pins carry the MCU Port 3 pins: the P3.0 pin is on the left, 
and the P3.7 pin is on the right. Port 3 is connected directly to the MCU 
except for P3.6 and P3.7. These pins go through the high speed switch 
which adds approximately 100 Ohms to their output impedance. 

@ The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 

@ Port 2 output signals also appear three clock cycles later than the real 
part. 

@ =The middle row of the jumper P2/P3 is normally connected to P3 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 

@ The board is delivered with the jumpers set, so that P3 will be traced. 

@ You can connect external signals to the middle pins if the jumpers are 
removed. 

@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


XTAL Crystal Jumper pins for selecting the source of the crystal or clock 
Selection 


@ Jumpers installed in the top two positions (INT position) select the 
crystal on the pod. 


Jumpers installed in the lower positions (EXT position) select the crystal 
on the target. 


Notes: 


@ = If you use an external clock, note that XTAL1 is an input and XTAL2 is 
left open. 


All jumpers should be in the INT position when a target is not connected 
to the pod board. 


Ses |i eae Resets the MCU and can be used instead of the target system reset. 


Notes 


@ Ports 0 and 2 are emulated, and have a slightly different AC and DC characteristics: 


— Emulated I/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
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@ The trace of accesses to the on-chip AUX-RAM contains correct addresses and data for 
writes. However, if you have XDATA mapped to the emulator, the data will be written to the 
emulator RAM. For reads, the Data Display window in Seehau might contain the emulation 
RAM data if data is mapped to the emulator. This data might not be the same as the AUX- 
RAM unless you map the XDATA to the target. It is recommended that you always map the 
AUX-RAM region to the target. 


e@ When accessing target memory, PO, P2, and ALE will be delayed approximately 25 ns. 
e@ The clock circuitry is emulated, but is very close to the MCU clock. 


© The timer/counters are stopped at breakpoints. This usually indicates that the serial port also 
stops at breakpoints. If a character is received or sent at that moment, the character will be 
distorted. 
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Figure 97. POD-51HB-C66X Jumpers and Headers 


Operating Instructions 


To work with this pod, you need to select POD-HB-C66X from the Select Processor drop-down 
list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 44-pin PGA plug. The plug goes into the target system through a 
44-pin PGA to 44-pin PLCC or 44-pin QFP adapter. (You can order this separately.) 


The pod board can have any of the following Philips MCUs installed: 8xC51RD+, 8xC51RD2, 
8Xc51FA/B/C, 8xC52, or 8xC66x. These chips are using a special emulation mode. This emula- 
tion mode also uses a programmable gate array from XILINX (LCA). 
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LED Indicators and Reset Switch 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. In monitor mode, the MCU is executing code that is internal to the 
emulator. This code is not user code and is used to communicate with the host PC, to set up 
breakpoints, and so on. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 


function of MON.) In emulation mode, the MCU is executing the user's code from the 
emulation RAM or the targets PROM, depending on the mapping in the emulator software. 


Poa A yellow LED that indicates when the MCU is in powder-down mode. 


A yellow LED that indicates when the MCU is in idle mode. !f you break in idle or power- 
down mode, you must issue “reset chip” to regain communication with the MCU. 


Ared LED that indicates the MCU RESET pin is in the active state. 


Jumper Identification and Description 


Jumper 
—— Function | Description 
SY0, SY1 This header contains two pins: SY1 (top pin), and SYO (bottom pin). These 
two signals are carried to the emulator and trace boards, and can be used in 
}@ the trace and breakpoint logic. 


M1, M2 These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. If 
only internal memory is to be emulated, both jumpers (M1 and M2) should be 
in. This enables PO, P2, P3.6 and P3.7 to be used as general purpose ports. 

M1 Jumper Removed 
If this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 
PSEN is active. 
The emulator mapping determines whether the code is read from 
emulation memory or target memory. 
M2 Jumper Removed 
If this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 
P3.6 and P3.7 is used for the RD and WR strobes. 
The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 
!f only interna! RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 
Note: You can change the mode jumpers Miand M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 
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Jumper Identification and Description (continued) 


Jumper 

— Function | Description 
This jumper should be installed. It configures the pod to operate in the 
12 clocks per cycle mode. (This pod does not support the 6 clocks per 
ren mode.) 


[M4 | This jumper is factory set and should be left installed. 


Soe FLF/, ANB This header carries signals from the emulator. 
@ The EM/ is high when the emulator is in monitor mode, and low if in 
emulation mode. 
@ The ANB/FLF/ pins are used with the enhanced trace boards as a signal 
output from a state machine logic. 
AVSS/AVREF/ This header provides convenient test points for the analog reference 
PWMO0/PWM1 voltages AVREF (+) and AVSS (-), PWM1 and PWMO output strobes. 


MCU Power | This jumper selects the source of power for the MCU on the pod. 
Selection 


® Ajumper installed on the 5V or 3V position (depending on the type of 
MCU) selects power from the emulator. 


A jumper installed in the EXT position selects power from the target 
system. 


Note: All jumpers should be in the INT position when a target is not 
connected to the pod board. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RST. 


The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


The lower pins carry Port 0: P0.0 is on the left, and P0.7 is on the right. 
Port 0 is emulated in the LCA which enables PO to have better sink 
capability than the MCU. 


Output signals also appear three clock cycles later than the real part. 


The middle row of the jumper P1/PO is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 
The board is delivered with the jumpers set, so that P1 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed, 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


The upper pins carry the MCU Port 3 pins: the P3.0 pin is on the left, 

and the P3.7 pin is on the right. Port 3 is connected directly to the MCU 
except for P3.6 and P3.7. These pins go through the high speed switch 
which adds approximately 100 Ohms to their output impedance. 


The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 


Port 2 output signals also appear three clock cycles later than the real 
part. 


The middle row of the jumper P2/P3 is normally connected to P3 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P3 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


Jumper pins for selecting the source of the crystal or clock 


Crystal 
Selection 


@ Jumpers installed in the top two positions (INT position) select the 
crystal on the pod. 


Jumpers installed in the lower positions (EXT position) select the crystal 
on the target. 


Notes: 


@ = |f you use an external clock, note that XTAL1 is an input and XTAL2 is 
left open. 


All jumpers should be in the INT position when a target is not connected 
to the pod board. 


S12 he Resatgan | Resets the MCU and can be used instead of the target system reset. 


Notes 


e Ports 0 and 2 are emulated, and have a slightly different AC and DC characteristics: 


— Emulated VO pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
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@ The trace of accesses to the on-chip AUX-RAM contains correct addresses and data for 
writes. However, if you have XDATA mapped to the emulator, the data will be written to the 
emulator RAM. For reads, the Data Display window in Seehau might contain the emulation 
RAM data if data is mapped to the emulator. This data might not be the same as the AUX- 
RAM unless you map the XDATA to the target. It is recommended that you always map the 
AUX-RAM region to the target. 


e@ When accessing target memory, PO, P2, and ALE will be delayed approximately 25 ns. 
e@ The clock circuitry is emulated, but is very close to the MCU clock. 
e The timer/counters are stopped at breakpoints. This usually indicates that the serial port also 


stops at breakpoints. If a character is received or sent at that moment, the character will be 
distorted. 
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Figure 98, POD-51HB-L51FX Jumpers and Headers 


Operating Instructions 


To work with this pod, you need to select POD-HB-C51FX from the Select Processor drop-down 
list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 44-pin PGA plug. The plug goes into the target system through a 
44-pin PGA to 44-pin PLCC or 44-pin QFP adapter. (You can order this separately.) 


The pod board can have any of the following Philips MCUs installed: 8xC51RD+, 8xC51RD2, 


8XcS1FA/B/C, 8xC52, or 8xC66x. These chips are using a special emulation mode. This emula- 
tion mode also uses a programmable gate array from XILINX (LCA). 
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LED Indicators and Reset Switch 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. In monitor mode, the MCU is executing code that is internal to the 
emulator. This code is not user code and is used to communicate with the host PC, to set up 
breakpoints, and so on. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 


function of MON.) In emulation mode, the MCU is executing the user’s code from the 
emulation RAM or the targets PROM, depending on the mapping in the emulator software. 


A yellow LED that indicates when the MCU is in powder-down mode. 


A yellow LED that indicates when the MCU is in idle mode. If you break in idle or power- 
down mode, you must issue “reset chip” to regain communication with the MCU. 


A red LED that indicates the MCU RESET pin is in the active state. 


Jumper Identification and Description 


Jumper 
—_— Function | Description 
SY0, SY This header contains two pins: SY1 (top pin), and SYO (bottom pin). These 
two signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic. 


AF Mi, M2 These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. If 


only internal memory is to be emulated, both jumpers (M1 and M2) should be 
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in. This enables PO, P2, P3.6 and P3.7 to be used as general purpose ports. 
M1 Jumper Removed 


®@ = If this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 


© PSEN is active. 


® The emulator mapping determines whether the code is read from 
emulation memory or target memory. 


M2 Jumper Removed 


@ = If this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 


@ P3.6 and P3.7 is used for the RD and WR strobes. 


@ The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 


@ = if only internal RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 


Note: You can change the mode jumpers M1and M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 
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Jumper Identification and Description (continued) 


Jumper 

asses Function | Description 
This jumper should be installed. It configures the pod to operate in the 
12 clocks per cycle mode. (This pod does not support the 6 clocks per 
cycle mode.) 


GE ae [M4 | This jumper is factory set and should be left installed. 


EM/, FLF/, ANB This header carries signals from the emulator. 
@ The EM/ is high when the emulator is in monitor mode, and low if in 
emulation mode. 
@ The ANB/FLF/ pins are used with the enhanced trace boards as a signal 
output from a state machine logic. 
AVSS/AVREF/ This header provides convenient test points for the analog reference 
PWMO0/PWM1 voltages AVREF (+) and AVSS (-), PWM1 and PWM0 output strobes. 


MCU Power | This jumper selects the source of power for the MCU on the pod. 
Selection 


@ Ajumper installed on the 5V or 3V position (depending on the type of 
MCU) selects power from the emulator. 


@ Ajumper installed in the EXT position selects power from the target 
system. 


Note: All jumpers should be in the INT position when a target is not 
connected to the pod board. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RST. 


The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


The lower pins carry Port 0: P0.0 is on the left, and P0.7 is on the right. 
Port 0 is emulated in the LCA which enables PO to have better sink 
capability than the MCU. 


Output signals also appear three clock cycles later than the real part. 


The middle row of the jumper P1/P0 is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P1 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258), 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


The upper pins carry the MCU Port 3 pins: the P3.0 pin is on the left, 
and the P3.7 pin is on the right. Port 3 is connected directly to the MCU 
except for P3.6 and P3.7. These pins go through the high speed switch 
which adds approximately 100 Ohms to their output impedance. 

@ = The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 

@ Port 2 output signals also appear three clock cycles later than the real 
part. 

@ The middle row of the jumper P2/P3 is normally connected to P3 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 

@ The board is delivered with the jumpers set, so that P3 will be traced. 

@ You can connect external signals to the middle pins if the jumpers are 
removed. 

@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


XTAL Crystal Jumper pins for selecting the source of the crystal or clock 
Selection 


@ Jumpers installed in the top two positions (INT position) select the 
crystal on the pod. 


Jumpers installed in the lower positions (EXT position) select the crystal 
on the target. 


Notes: 


@ If you use an external clock, note that XTAL1 is an input and XTAL2 is 
left open. 


All jumpers should be in the INT position when a target is not connected 
to the pod board. 


Eee | el Resets the MCU and can be used instead of the target system reset. 


Notes 


e Ports 0 and 2 are emulated, and have a slightly different AC and DC characteristics: 


— Emulated I/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— Ashigh outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
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© The trace of accesses to the on-chip AUX-RAM contains correct addresses and data for 
writes. However, if you have XDATA mapped to the emulator, the data will be written to the 
emulator RAM. For reads, the Data Display window in Seehau might contain the emulation 
RAM data if data is mapped to the emulator. This data might not be the same as the AUX- 
RAM unless you map the XDATA to the target. It is recommended that you always map the 
AUX-RAM region to the target. 


© When accessing target memory, PO, P2, and ALE will be delayed approximately 25 ns. 
@ The clock circuitry is emulated, but is very close to the MCU clock. 
e The timer/counters are stopped at breakpoints. This usually indicates that the serial port also 


stops at breakpoints. If a character is received or sent at that moment, the character will be 
distorted. 


eee ___ eee 


Edition 2, April 19, 2002 © Nohau Corporation 173 


Chapter 3. Installing the Pod Board 


POD-51HB-L51RX 


MON EMUL PD IDLE RES 
BB BS 


Figure 99. POD-51HB—-L51RX Jumpers and Headers 


Operating Instructions 


To work with this pod, you need to select POD-HB-C51RX from the Select Processor drop-down 
list box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 44-pin PGA plug. The plug goes into the target system through a 
44-pin PGA to 44-pin PLCC or 44-pin QFP adapter. (You can order this separately.) 


The pod board can have any of the following Philips MCUs installed: 8xC51RD+, 8xC51RD2, 
8Xc51FA/B/C, 8xC52, or 8xC66x. These chips are using a special emulation mode. This emula- 
tion mode also uses a programmable gate array from XILINX (LCA). 
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LED Indicators and Reset Switch 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. In monitor mode, the MCU is executing code that is internal to the 
emulator. This code is not user code and is used to communicate with the host PC, to set up 
breakpoints, and so on. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 


function of MON.) In emulation mode, the MCU is executing the user's code from the 
emulation RAM or the targets PROM, depending on the mapping in the emulator software. 


A yellow LED that indicates when the MCU is in powder-down mode. 


A yellow LED that indicates when the MCU is in idle mode. If you break in idle or power- 
down mode, you must issue “reset chip” to regain communication with the MCU. 


A red LED that indicates the MCU RESET pin is in the active state. 


Jumper Identification and Description 


Jumper 
Designation | Function | Description 
SY0, SY1 This header contains two pins: SY1 (top pin), and SYO (bottom pin). These 
two signals are carried to the emulator and trace boards, and can be used in 
the trace and breakpoint logic. 


f M1, M2 These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. If 


only internal memory is to be emulated, both jumpers (M1 and M2) should be 
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in. This enables PO, P2, P3.6 and P3.7 to be used as general purpose ports. 
M1 Jumper Removed 


@ = if this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 


® PSEN is active. 


@ The emulator mapping determines whether the code is read from 
emulation memory or target memory. 


M2 Jumper Removed 


® = |f this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 


® 3.6 and P3.7 is used for the RD and WR strobes. 


@ The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 


@ = If only internal RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 


Note: You can change the mode jumpers Miand M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 
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Jumper Identification and Description (continued) 


Jumper 

— Function {| Description 
This jumper should be installed. It configures the pod to operate in the 
12 clocks per cycle mode. (This pod does not support the 6 clocks per 
cycle mode.) 


ae Ima | This jumper is factory set and should be left installed. 


EM/, FLF/, ANB This header carries signals from the emulator. 
@ The EM/ is high when the emulator is in monitor mode, and !ow if in 
emulation mode. 
@ The ANB/FLF/ pins are used with the enhanced trace boards as a signal 
output from a state machine logic. 
AVSS/AVREF/ This header provides convenient test points for the analog reference 
PWMO0/PWM1 voltages AVREF (+) and AVSS (-), PWM1 and PWMO output strobes. 


MCU Power | This jumper selects the source of power for the MCU on the pod. 
Selection 


@ Ajumper installed on the 5V or 3V position (depending on the type of 
MCU) selects power from the emulator. 


@ Ajumper installed in the EXT position selects power comes from the 
target system. 


Note: All jumpers should be in the INT position when a target is not 
connected to the pod board. 


This jumper connects the target RESET pin to the emulator. !f the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RST. 


The upper pins carry the MCU Port 4 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


The lower pins carry Port 0: P0.0 is on the left, and PO.7 is on the right. 
Port 0 is emulated in the LCA which enables P0 to have better sink 
capability than the MCU. 


Output signals also appear three clock cycles fater than the real part. 


The middle row of the jumper P1/P0 is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


The board is delivered with the jumpers set, so that P1 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


The upper pins carry the MCU Port 3 pins: the P3.0 pin is on the left, 
and the P3.7 pin is on the right. Port 3 is connected directly to the MCU 
except for P3.6 and P3.7. These pins go through the high speed switch 
which adds approximately 100 Ohms to their output impedance. 

@ = The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 

© Port 2 output signals also appear three clock cycles later than the real 
part. 

@ The middle row of the jumper P2/P3 is normally connected to P3 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 

@ The board is delivered with the jumpers set, so that P3 will be traced. 

@ You can connect external signals to the middle pins if the jumpers are 
removed. 

@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


XTAL Crystal Jumper pins for selecting the source of the crystal or clock 
Selection 


@ Jumpers installed in the top two positions (INT position) select the 
crystal on the pod. 


Jumpers installed in the lower positions (EXT position) select the crystal 
on the target. 


Notes: 


@ If you use an external clock, note that XTAL1 is an input and XTAL2 is 
left open. 


@ All jumpers should be in the INT position when a target is not connected 
to the pod board. 


Si cf dew [tReet Peas! Resets the MCU and can be used instead of the target system reset. 


Notes 


e Ports 0 and 2 are emulated, and have a slightly different AC and DC characteristics: 


— Emulated J/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
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e The trace of accesses to the on-chip AUX-RAM contains correct addresses and data for 
writes. However, if you have XDATA mapped to the emulator, the data will be written to the 
emulator RAM. For reads, the Data Display window in Seehau might contain the emulation 
RAM data if data is mapped to the emulator. This data might not be the same as the AUX- 
RAM unless you map the XDATA to the target. It is recommended that you always map the 
AUX-RAM region to the target. 


e@ When accessing target memory, PO, P2, and ALE will be delayed approximately 25 ns. 
e@ The clock circuitry is emulated, but is very close to the MCU clock. 
© The timer/counters are stopped at breakpoints. This usually indicates that the serial port also 


stops at breakpoints. If a character is received or sent at that moment, the character will be 
distorted. 
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POD-C320-33/323-33: External Mode 


Operating Instructions 


The POD-31A is the base for advanced versions of the POD-—31. It is intended to be used for the 
Dallas 80C320, Dallas 80C323, or other 40-pin DIP parts in external mode which have high clock 
rates. This pod can also be used to support bank switching applications. It also has the following 
features: three LED indicators, gated reset, and support for the Advanced/Enhanced Trace Board 
signals. It supports negative reset polarity and 3-volt operation (for example, Dallas 80C323). 


To work with this pod, you need to select POD-C320 from the Select Processor drop-down list 
box (Step 3 of the Communications tab in the Emulator Configuration window). 


The DS80C320 and DS80C323 MCUs on the pod are a special emulation version of the chip. 
These MCUs can be replaced with a standard chip; however, the timers will not stop in monitor 
mode. 


For the POD-C320-33 or the POD—C323-33 to work properly, the emulator board EMUL51-PC/ 
EA256—C320-BSW-S0 or EMUL-—PC/EA768-—C320-BSW-50 must be used. These emulator 
boards have special jumper settings and come with COM 1.46 chips installed. 


LED Indicators 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. 


EMUL A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) 


Function 


RST Ared LED that indicates the MCU is receiving a reset signal. 


Jumper Identification and Description 


Jumper 
Designation | Function | Description 


XTAL Crystal Jumper pins for selecting the source of the crystal or clock 


Selection 
@ Jumpers installed in the upper two positions (INT position) select the 


crystal on the pod. 


Jumpers installed in the lower two positions (EXT position) select the 
crystal on the target. 


Note: This jumper should be in the INT position when a target is not 
connected to the pod board. This js also the default position. 


Power ® When jumpers are installed across the two lower pins (INT position), the 
Selection power to the MCU comes from the emulator. 


@ When jumpers are installed across the two upper pins (EXT position), 
the power to the MCU comes from the target. 


Note: This jumper should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 
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Jumper Identification and Description (continued) 


Jumper 

Designation | Function | Description 
This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RES. 

EM/ 


The EM/ pin is an output pin that indicates the emulator’s status. This pin is 
high when the emulator is in monitor mode, and low when the emulator is in 
emulation mode. 


SY0, SY1, 
EO, E1 


These pins are used to connect the external signals to the emulator. They 
are also used for the trace function. The SYO pin is used in the breakpoint 
logic. 


These pins are used for bank switching. 


@ BSO (LSB) corresponds to the red wire. (Refer to the “Setting Up Bank 
Switch Connections” section in Chapter 2, “Installing the Hardware.") 


BSO, BS1, BS2, 
BS3 


® BS1 corresponds to the green wire. 


@ BS2 corresponds to the white wire. 


@ BS3 (MSB) is normally used for tracing the RXD signal. If BS3 is used 
for bank switching, you must remove the jumper from RXD to BS3. 


@ \f BSO and BS1 are used for bank switching, the jumpers at BO/ and B1/ 
must be moved up so that the jumpers BO/ and B1/ are between the + 
sign and the B#/ pi 


These pins are used with the Advanced Trace Board (ATR) and Enhanced 
Trace Board (ETR). They can not be used with bank switching. Refer to the 
"Configuring the Enhanced Trace Board" section in Chapter 7, “Configuring 
Trace Boards.” 


This jumper should normally be in the upper SLOW position except when the 
DS80C320 runs at 20 MHz and above, when it needs to be in the lower 
FAST position. 


PSEN/, RDI, 
WRI 


® Signals PSEN/, RD/, and WR/ can be routed directly (non-gated) to the 
target system, or go through a gate, so that the target system is not 
accessed in monitor mode (gated). The board is delivered with the 
corresponding jumpers in the upper, gated position (GP/, GR/ and GW/). 


@ The jumper for PSEN/ is at the left upper corner of the crystal Y1. The 
jumpers for RD/ and WR’ are to the left of the jumper block with PSEN/ 
and ALE. 


CAUTION 
Use caution if you connect the pod to a target when the jumpers PSEN/, 
RD/, or WR/ are in the non-gated position. The following can occur: 


®@ \fa target device drives the data bus when the MCU is fetching code or 
reading XDATA memory mapped to the emulator, a bus contention can 
occur. This condition can cause the emulator to malfunction. 


® During XDATA writes, target memory is written to, even when accessing 
an address mapped to the emulator. 


ae — 
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Jumper Identification and Description (continued) 


Jumper Des- 
ignation Function Description 


RES-FUNC if the RES-FUNC jumper is in, reset from the target system is active only in 
emulation mode. If the jumper is out, a reset from the target system resets 
the emulator in monitor mode also. 


RESPOL This jumper needs to be in the upper + position. For processors with active 


low reset, this jumper needs to be in the lower - position. 


WR-ENABLE, These jumpers are factory set and should not be changed. 
RD-ENABLE 
The right row of pins is connected to Port 1: the P1.7 pin at the top, and 
the P1.0 pin at the bottom. 
@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 
Biiete es RESET Resets the MCU and can be used instead of the target system reset. 


Notes 


@ The left row of pins is reflected on the trace display of P1. 
@ The board is delivered with the jumpers set, so that P1 will be traced. 


@ You can connect external signals or signals from other ports to the left 
row of pins if the jumpers are removed. 


@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


@ = The right row of pins is connected to Port 3: the P3.5 pin at the top, and 
the P3.0 pin at the bottom. 


@ The left row of pins is reflected on the trace display of P3. 


@ The board is delivered with the jumpers set, so that P3 will be traced. 


@ You can connect external! signals or signals from other ports to the left 
row of pins if the jumpers are removed. 


@ For Dallas DS80C320, jumper ALE must be in the upper (D) position. Also jumper 
TXD/FMC must be in the lower (FMC) position. Jumper SPEED needs to be in the upper S 
position for below 20 MHz. It needs to be in the lower F position at clock rates 20 MHz and 
above. 


e The POD-C320-33 is designed to run at 5 volts. 


@ The POD-C323-33 is designed to run from 3 to 5 volts. When the POWER jumper is in the 
INT position, the MCU will mun at 5 volts. For the MCU to run down to 3 volts, the POWER 
jumper must be in the EXT position. This can only be done when the pod is plugged into the 
target. Some current might flow from the emulator into the target system power (pin 40). The 
pod also might drive the PO lines up to approximately 3.5 volts. The gate for PSEN/, RD/ and 
WR’ is powered from the same power as the MCU. All other signals to the target driven from 
the pod come directly from the MCU on the pod. 
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e SY0, SY1, E0, E1, BSO, BS1, BS2, BS3 have each a 100K-Ohm pull-up resistor. 


e Signals PSEN/, RD/ and WR/ go through a 74ACT32 if they are gated. This adds approxi- 
mately 5 ns to the timing of these signals. For DS80C320, ALE goes through a 5 ns PAL. 


Board Layout 


Figure 100 shows locations of jumpers and Figure 101 shows a diagram of the jumper pins. 


Figure 100. Locations of Jumpers on POD-—C323-33 
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Figure 101. POD-C323-33 Jumper Diagram 
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Operating Instructions 

This section covers the following pods: 

e@ POD-C32HF-42 

@ POD-TS80C31X2 

@ POD-TS80C32X2 

© POD-TS80C51RA2 

e POD-TS80CS51RD2 

e@ POD-TS80C51U2 

The POD-31A is the base for advanced versions of the POD-31, including POD-C32HF-42. It is 
intended to be used for 40-pin DIP parts in external mode at high clock rates, and supports bank 
switching. It also has these features: Three LEDs, gated reset, support for the advanced trace board 


signals, negative reset polarity support, and support for 3-volt operation with a user-installed 3- 
volt MCU. 


To work with this pod, you need to select the right processor from the Select Processor drop- 
down list box (Step 3 of the Communications tab in the Emulator Configuration window). 


LED Indicators 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system returns 
to monitor mode. 


EMUL A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) 


RESET A red LED that indicates the MCU is receiving a reset signal. 


Jumper Identification and Description 


Jumper 
Designation Description 


XTAL Crystal Jumper pins for selecting the source of the crystal or clock. 
Selection 

@ Jumpers installed in the upper two positions (INT position) select the 
crystal on the pod. 

@ Jumpers installed in the lower two positions (EXT position) select the 
crystal on the target. 

Note: This jumper should be in the INT position when a target is not 

connected to the pod board. This is also the default position. 
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Jumper identification and Description (continued) 


Jumper 
Designation | Function | Description 


POWER Power @ When jumpers are installed across the two lower pins (INT position), the 
Selection power to the MCU comes from the emulator. 


@ When jumpers are installed across the two upper pins (EXT position), 
the power to the MCU comes from the target. 


Note: This jumper should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RES. 


The EM/ pin is an output pin that indicates the emulator’s status. This pin is 
high when the emulator is in monitor mode, and low when the emulator is in 
emulation mode. 


SY0, SY1, 
EO, E1 


These pins are used to connect the external signals to the emulator. They 
are also used for the trace function. The SYO pin is used in the breakpoint 
logic. 


BSO, BS1, BS2, 
BS3 


These pins are used for bank switching. 


® BSO corresponds to the red wire. (Refer to the “Setting Up Bank 
Switching Connections” section in Chapter 2, “Installing the Hardware.”) 


BS1 corresponds to the green wire. 
BS2 corresponds to the white wire. 
BSO, BS1, and BS2 go through an inverter on the pod board. 


BS3 (MSB) is normally used for RXD in the trace board. If BS3 is used 
for bank switching, you must remove the jumper from RXD to BS3. 


@  |f BSO and BS1 are used for bank switching, the jumpers at BO/ and B1/ 
must be moved up so that the jumpers BO/ and B1/ are between the + 
sign and the B#/ pins. 


Do not use the ENABLE SIG command if BSO and BS1 are used. 


These pins are used with the Advanced Trace Board (ATR) and Enhanced 
Trace Board (ETR). They can not be used with bank switching. Refer to the 
"Configuring the Enhanced Trace Board" section in Chapter 7, “Configuring 
Trace Boards.” 


FLF/, ANB/ 


RESPOL 


@ This jumper needs to be in the FAST position when operating above 
20 MHz. 


@ This jumper needs to be in the SLOW position when operating at 
frequencies below 20 MHz. 


This jumper needs to be in the upper + position. For MCUs with active low 
reset, it needs to be in the lower - position. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


PSEN/, RD/, @ Signals PSEN/, RD/, and WR/ can be routed directly (non-gated) to the 

WRI target system, or go through a gate, so that the target system is not 
accessed in monitor mode (gated). The board is delivered with the 
corresponding jumpers in the upper, gated position (GP/, GR/ and GW/). 

@ The jumper for PSEWN/ is at the left upper corner of the crystal Y1. The 
jumpers for RD/ and WR’ are to the left of the jumper block with PSEN/ 
and ALE. 

CAUTION 

Use caution if you connect the pod to a target when the jumpers PSEN/, 

RD/, or WR/ are in the non-gated position. The following can occur: 

@ = If a target device drives the data bus when the MCU is fetching code or 
reading XDATA memory mapped to the emulator, a bus contention can 
occur. This condition can cause the emulator to malfunction. 

®@ During XDATA writes, target memory is written to, even when accessing 
an address mapped to the emulator. 


RES-FUNC ee If the RES-FUNC jumper is in, reset from the target system is active only in 


emulation mode. If the jumper is out, a reset from the target system resets 
the emulator in monitor mode also. 
WE, RE Sep ans oa These jumpers are factory set and should not be changed. 
®@ = The right row of pins is connected to Port 3: the P3.5 pin at the top, and 
the P3.0 pin at the bottom. 
e 


@ = The left row of pins is reflected on the trace display of P3. 

@ You can connect external signals or signals from other ports to the left 

@ When a jumper is connected to the trace, an extra load ALS TTL load is 
ER RESET Resets the MCU and can be used instead of the target system reset. 


@ = The right row of pins is connected to Port 1: the P1.7 pin at the top, and 
the P1.0 pin at the bottom. 


@ = The left row of pins is reflected on the trace display of P1. 
@ The board is delivered with the jumpers set, so that P1 will be traced. 


@ You can connect external signals or signals from other ports to the left 
tow of pins if the jumpers are removed. 


@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


The board is delivered with the jumpers set, so that P3 will be traced. 


row of pins if the jumpers are removed. 
added (74ALS258).. 
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@ When a 3-volt MCU is installed, this pod is capable of working with targets that operate at 3 
volts. The POWER jumper must be in the EXT position, when the pod is connected to a target 
system that runs 3 volts. Some current can flow from the emulator into the target systems 
power (pin 40). The pod can drive the PO lines up to approximately 3.5 volts. The gate for 
PSEN/, RD/ and WR/ is powered from the same power as the processor. All other signals to 
the target driven from the pod come directly from the processor on the pod. 


Notes 


e SY0, SY1, E0, E1, BSO, BS1, BS2, BS3 have each a 100K-Ohm pull-up resistor. 


e Signals PSEN/, RD/ and WR/ go through a 74ACT32 if they are gated. This adds approxi- 
mately 5 ns to the timing of these signals. 


Board Layout 


Figure 102 shows locations of jumpers and Figure 103 shows a diagram of the jumper pins. 


Figure 102. Locations of the Jumpers on POD-C32HF—42 
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Figure 103. POD-C32HF—42 Jumper Diagram 
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POD-C51FX: Hooks Mode 


Operating Instructions 


To work with this pod, you need to select POD-C51FX from the Select Processor drop-down list 
box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 40-pin DIP plug. The plug goes into the target system replacing 
the MCU IC. 


If a 44-pin PLCC is used, an adapter can be purchased. 
The pod board has an Intel 87C51FC chip using a special emulation mode. This emulation mode 


also uses a programmable gate array from XILINX (LCA). 


LED Indicators 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system retums 
to monitor mode. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) 


A yellow LED that indicates when the MCU is in power-down mode. 


IDLE A yellow LED that indicates when the MCU is in idle mode. 


A red LED that indicates the MCU is receiving a reset signal. 
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POD-C51FX 


Jumper Identification and Description 


Jumper 
Designation | Function | Description 


This jumper determines the mode of operation of P0, P2, P3.6 and P3.7. If 
only internal memory is to be emulated, both jumpers (M1 and M2) should be 
in. This enables PO, P2, P3.6 and P3.7 to be used as I/O ports. 

If the lower jumper, M1, is out, PO has address and data and P2 has address 
data for external code fetches. PSEN is active. The emulator mapping 
determines whether code is read from the emulator or from the target 
system. 

If the upper jumper, M2, is out, P2 has address and PO has address and 
data for MOVX instructions. P3.6 and P3.7 is active as RD and WR if XDATA 
is mapped to the target system. 

If only internal 8xC52 RAM is used and your emulator board has 128K RAM, 
the XDATA needs to be mapped to the emulator. M2 needs to be in. 

Note: The mode jumpers M1, M2 can be changed at any time but you have 
to issue the command RES CHIP so that the LCA can properly switch 
operational modes. 


JP6 (PWR) MCU Power 


@ Power should be supplied from the emulator. 


@ The jumper shouid be across the two left pins (INT position). 


Taking power from the target system, with the jumper across the two 
right pins (EXT position) is not recommended. 


@ Power should be on the INT position, even if the pod is connected to a 
user target system. (This selection is the opposite of that for the bondout 
pods.) The MCU should be powered from the emulator since its 
operation is closely connected with the LCA. 


Note: This jumper should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 


JB3, JB4 Crystal Jumper pins for selecting the source of the crystal or clock. 
(XTAL) Selection 


@ Jumpers installed in the right two positions ( INT position) select the 
crystal on the pod. 


@ Jumpers installed in the left two positions ( EXT position) select the 
crystal on the target. 


The oscillator is on the LCA, so do not drive the clock inputs when the 
emulator is powered off. 


If you use an external clock, note that XTAL1 (pin 19) is input, and 
XTAL2 (pin 18) needs to be left open. 


Note: These jumpers should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove JP7. 
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Jumper Identification and Description (continued) 


Jumper 
— Function {| Description 


SsyY0, SY1 This header connects external signals to the emulator. SY1 and SYO are 
used for the trace function. SYO (the right pin) can also be used in the 
breakpoint logic. The left pin is SY1. The silk screen might be wrong on early 
boards. 


JP1 EM/FLF/ 
ANB 


When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


ite hy eee Resets the MCU and can be used instead of the target system reset. 


This header contains three pins: pin 1 (EM), pin 2 (FLF), and pin 3 (ANB). 
Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, but 
can be used in the future. 


@ The upper pins carry the MCU Port 4 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


@ = The lower pins carry Port 0: P0.0 is on the left, and P0.7 is on the right. 
Port 0 is emulated in the LCA which enables PO to have better sink 
capability than the MCU. 


@ PO output signals also appear three clock cycles later than the real part. 


@ The middle row of the jumper P1/PO is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


@ The board is delivered with the jumpers set, so that P1 will be traced. 


@ You can connect external signals to the middle pins if the jumpers to P1 
are removed. 


@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


@ The upper pins carry the MCU Port 3 pins: P3.0 is on the left, and P3.7 
is on the right. Port 3 is connected directly to the MCU except for P3.6 
and P3.7. These pins go through a 74HC4066 which adds 
approximately 100 Ohms to their output impedance. 


@ The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 


@ P2 output signals also appear three clock cycles later than the real part. 
@ The middle row of the jumper P3/P2 is normally connected to P3 using 


the jumpers. It can be used for P2 or other external signals the same 
way as P1/P0. 
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Notes 


Ports PO, and P2 are emulated, and have slightly different AC and DC characteristics. 


— Emulated J/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 


If your emulator board has only 32K RAM, normally, data (MAPX) needs to be mapped to 
target. 


P3.6 and P3.7 go through a 74HC4066 that adds about 100 Ohms to their output impedance. 
When accessing target memory, P2, PO, and ALE are delayed approximately 25 ns. 

The clock circuitry is emulated, but is very close to the MCU clock. 

The silk screen might be reversed for SY0 and SY1. SY1 is on the left. 


The timer/counters are stopped at breakpoints. This means the serial port also stops at break- 
points. If a character is received or sent at this moment it is distorted. 


If you break emulation and IDLE or PWD is lit, a number of timeout error messages show. 
You must issue the RESET CHIP command before you do anything else. 


If you want to change the MCU, you have to use an Intel 87C51FC. The 87C51FC has to have 
lock bit one programmed. Other bits do not affect the emulation mode. 
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Figure 104 shows locations of jumpers and Figure 105 shows the jumper pins in detail. 
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Figure 104. Locations of Jumpers on POD-C51FX 
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Figure 105. POD-C51FX Jumper Diagram 
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Overview 


This section covers both the POD-C51MX and the EA256-51MX-—BSW emulator board. This 
system is designed to emulate the Philips 8xC51MB/C enhanced 8051 microcontroller from 
Philips Semiconductors. 


Note 


The emulator board has been specially modified and will work only with the 
POD-C51MX. 


The EPROM on the emulator board must be version COM 1.6. This board is also 
labeled 51MX USE ONLY. 


(Refer to Appendix J, “POD-—C51MX Emulator Board Configurations.”) 


The solder side of the board has a 44-pin PGA plug. The plug goes into the target system through a 
44-pin PGA to 44-pin PLCC or 44-pin QFP adapter. (You can order this plug separately.) 


LED Indicators 


Description 


A red LED that indicates when the system is in Monitor mode. In Monitor mode, the 
processor is executing code that is internal to the emulator. This code is not user code, and 
is used to communicate with the host PC, to set up breakpoints, etc. 


A green LED that indicates when the system is in Emulation mode. In Emulation mode, the 
processor is executing the user's code from the emulation RAM or the targets PROM 
depending on the mapping in the emulator software. 


A yellow LED that indicates when the MCU is in power-down mode. 


A yellow LED that indicates when the MCU is in idle mode. If you break emulation during 
power-down or idle states the emulator will loose control of the emulation system and the 
emulation software will yield an error condition. RESET is the only way to regain control of 
the MCU and emulator again. 


(RES sh. eal A red LED that indicates the MCU’s Reset pin is low (active state). 
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@ The default position is In. 


Note: 16 bits of either external probes, or 8 bits probe with A16-A23, or 


Jumper Identification and Description 
This jumper determines the mode(s) of operation. (Refer to Appendix J, 
“POD-—C51MX Emulator Board Configurations.”) 
@ if this jumper is Out, you can trace the special function register (SFR 
writes to SFRs. Currently the operation of the writes to SFRs not 
disassembled in human readable format you must hand decipher this 
information as it is displayed in binary form 


JP5 M1, M2, M3, 
M4 
M1 
writes. 

M2 
M3 

e 

e 
M4 

position is In. 


@ If this jumper is In, you can perform normal tracing. 
@ = If this jumper is In, you can trace the normal P1 and P3 header signals 
on the pod board. 
®@ = If this jumper is Out, you can trace the A16 through the A23 address 
lines. 
@ The default position is Out. 
@ = If this jumper is In, PSEN is not gated. 
If this jumper is Out, PSEN is gated. 
@ = If this jumper is In, Port 0 and Port 2 are used for general I/O. 
@ = If this jumper is Out, Port 0 and Port 2 are used for address/data bus. 
The default 
MCU Power | This jumper selects the source of power for the MCU on the pod. 
Selection @ Ajumper installed in the 5-V or 3-V position (depending on the type of 
MCU) selects power from the emulator. 


@ Ajumper installed in the EXT position (on the left tow pins) selects 
power from the target system. 


The default position is In. 


Jumper pins for selecting the source of the crystal or clock. 


Crystal 
Selection 


@ Jumpers installed in the top two positions ( INT position) select the 
crystal on the pod. 


@ Jumpers installed in the lower positions ( EXT position) select the crystal 
on the target. 


@ if you use an external clock, note that XTAL1 is input, and XTAL2 needs 
to be left open. 

Note: These jumpers should be in the INT position when a target is not 

connected to the pod board. 

This jumper connects the target RESET pin to the emulator. If the target 

system has a watchdog, it might interfere with the emulator in monitor mode. 

If this occurs, remove JP7. 
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Jumper Identification and Description (continued) 


Jumper 

—_— Function | Description 
This jumper connects the target Reset pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in Monitor mode. 
If this occurs, remove RST. 


SY0, SY1 This header contains two pins: pin 1 (SYO, center pin), and pin 2 (SY1, pin to 

the right away from the pod cable connector). These two signals are carried 
to the emulator and trace boards, and can be used in the trace and 

EM/FLF/ ANB ona 


breakpoint logic. 
196 EMUL51-PC User Guide 


The pin on the left (closest to the pod cable connector) is the EM/ signal. 
This signal goes low during the Run mode and goes high when you enter 
monitor mode of the emulator. 


The header labeled FLF/, ANB/ carries signals from the emulator. The ANB/ 
pin is used in conjunction with the enhanced trace boards as a signal output 
from a state machine logic. 


@ The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, and the 
P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


@ = The lower pins carry Port 0: P0.0 is on the left, and P0.7 is on the right. Port 
0 is emulated in the LCA which enables PO to have better sink capability than 
the MCU. 


@ PO output signals also appear three clock cycles later than the real part. 


@ = The middle row of the jumper P1/P0 is normally connected to P1 using the 
jumpers. The signal level on the middle pins will be reflected on the trace 
display. 


@ The board is delivered with the jumpers set, so that P1 will be traced. 


@ You can connect external signals to the middle pins if the jumpers are 
removed. The input load is a 100K pull-up. 


@ The upper pins carry the MCU Port 3 pins: P3.0 is on the left, and P3.7 
is on the right. Port 3 is connected directly to the MCU except for P3.6 
and P3.7. These pins go through a 74HC4066 which adds 
approximately 100 Ohms of series resistance. 


@ = The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 


@ P2 output signals also appear three clock cycles later than the real part. 


@ The middle row of the jumper P3/P2 is normally connected to P3 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


@ The board is delivered with the jumpers setso that P3 will be traced. 


@ You can connect external signals to the middle pins if the jumpers are 
removed. 


The input load is one ALS input 74ALS258). 
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Jumper Identification and Description (continued) 


Jumper 
ee Sa Function | Description 


[Reset —_| Resets the MCU and can be used instead of the target system reset. 


a ee the upper address lines, A16-A23, to the emulator boards bank 
switching memory logic. There are only four input banking lines that can be 
used, they are labeled on the J1 connectors top row as 0, 1, 2, and 3. The 

bottom row is the address lines A16 through A23. The BO/ and B1/ jumpers 
are used for the connection of the A16 and A17 lines to the emulators bank 
logic. 


Notes 


©@ Ports 0 and 2 are emulated, and have slightly different AC and DC characteristics: 


— Enmulated V/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two 
clock cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 


— Emulated output will change state three clock cycles later than a normal output would. 


e P3.6 and P3.7 go through a high speed switch logic that adds approximately. 100 Ohms to 
their output impedance. 


@ When accessing target memory, PO, and P2 will be delayed approximately 5 to 10 ns. 
e The clock circuitry is emulated, but is very close to the processor clock. 


e Because the POC—C51MxX is a six-clock per instruction micro, you need to enter two times 
the external frequency in the Clock (MHz) field in the Hdw Config tab. 


e The timer/counters are stopped at breakpoints. This usually means that the serial port also 
stops at breakpoints. If a character is received or sent at this moment it will be distorted. 


e Ifyou break emulation during the time that the PD (power-down) or IDLE LEDs are lit, a 
number of communication errors will cause the software to loose control of the emulation sys- 
tem. You will need to restart the system at this point. 


See Appendix J, “POD-C51MX Emulator Board Configuration.” 


How Nohau Supports the Philips 8051MX Microcontroller 
There are two options for the emulation of the 8xC51MB2 and 8xC51MC2 MCUs: 


e Anemulator with 768K of emulation memory that has been configured to support up to 512K 
of code and 256K of external data memory. 


e A 256K emulator which is configured for 128K for code memory and 128K for external data 
memory. 
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POD-C51MxX 


, Hdw Config | Misc Setup [Hep Coniig]| Bank Swaching Logic| Bieskpont Setup | BP Setup} 


| 7 Map Code To Target 


T~ MepXData To Target 


Figure 106. Regular Map Config Tab for the C51MX 


How Contig| Miso Setup | Map Config | Bank Switching Logic| Breakpoint Setup | BP Setup | | 
came Pea) janie lsoa Ghai Gel ey cic cs: i 
Code 


Hy 0000: OF FF 
|| 1000: 1727 
| 2000: 2FFF 

| 3000: 37FF 

| 4000: 47FF 

‘i $000: 5F¥P 
| 6000: 6¥F¥ 
‘| 2000: 77 FF 
8000: 8FFF 

| 9000: 97FF 

2000: AFFF 


BO00: BYFF 
| Cooo:CRFF 
| DO00:DFFF 

2000: RFF? 
| F000: FFF 


Figure 107. Map Config Tab for the Advanced Setup of the C51MX 


In most cases you can typically map all of the external data to the target and leave the code memory 
mapped to emulation RAM to emulate the on chip / off-chip ROM memory. The current software is 
preliminary for supporting the 51MX family. Nohau has changed the Map Config tab for the MX 
family to have the following options. This will be the normal interface displayed (Figure 106). If you 
use the advanced setup and then re-enter the mapping configuration then the Map Config tab will 
display as in Figure 107. (Refer to Appendix J, “POD-C51MX Emulator Board Configurations.’’) 
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With the XDTATA all mapped to target the on-chip XDATA memory will be visible to you and also to 
the emulator’s trace memory. The trace will read the correct data regardless of the mapping of the 
XDATA for the on-chip XDATA memory. 


In the advanced setup the advanced Map Config tab will appear (Figure 107). This is also the current 
Mag Config tab for the EMUL51—PC emulator family, and we will be documenting how the operation 
of this works in both the manuals and the on-line help. Refer to the following “Code Memory” and 
XDATA Memory” tables for information on memory mapping with the advanced setup option and how 
it reflects on the avalable memory. 


The memory mapping controls operate on a basic 64K address range. Each of the 4K mapping regions 
will mirror in the same address range for all of the pages. Mapping can be set for either the emulator’s 
memory or the target system’s memory. 


Data RAIVI 
(This memory is completely handled by the emulation MCU without interference from the emulator.) 
The P87C51MB2 and P87C51MC2 have 2K and 3K of on-chip RAM respectively. Refer to 


Philips documentation for usages of the different data segments under the 51MX Architecture Refer- 
ence section. 


On-Chip Data Memory Usage 


Data Memory Size (in Bytes) 


Extended SFRs in Seehau 


Nohau has incorporated a flag in the symbol table for all special function registers that are 
accessed through the A5H extended operation. This is by telling the software that the SFR’s 
address is OxFF + the normal address. 
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This means that the following SFRs will appear with these in Seehau and the BIT symbols for each of 
these are tagged as BIT and not EBIT: 


P4 S1CON S1BUF S1ADDR S1ADEN S1STAT 
BRGCON BRGRO BRGR1 SOSTAT WDCON SPE 
EPL EPM EPH MXCON 


Shadow RAM 


Nohau currently supports one 64K page range of Shadow RAM that will see writes to the external data 
area. There is an unimplemented feature that would give the ability to have a second 64K page based 
on a specified extended address line giving the total shadow memory to be 128K. 


Currently if a write to XDATA at address 00:0000h and then a write to XDATA to address 04:0000h, 
this would result in the same cell in the Data window to be displayed. 


Memory / Code Coverage 


Nohau’s current setup is to have the ability to cover 1 MB of memory range. The hardware and soft- 
ware work together to set the mode, cycle type, for the coverage analysis. The available modes are the 
shown in the following table. 


Code Coverage Operational Modes 


Refer to Appendix L “Code Coverage” for general information. 


200 EMUL51-—PC User Guide 


EMUL51-—PC User Guide 


Board Layout 


Ce PC ele OF =D 


sem i" 


beat I eon 
RP? 3P3 Re4 RPS PS RPP Og 


vl 


U7) Wu ue 


ry 054567 


01234567 
PS 


P2 
EMUL51-PC NOHAU CORP. 


Figure 108. Jumpers and Headers for the POD-—C51MX 


N 
oO 
a 


Edition 2, April 19, 2002 © Nohau Corporation 


Chapter 3. Installing the Pod Board 


POD-C52: Hooks Mode 


202 


Operating Instructions 
This pod supports the following MCUs: 
@ =8xC51/52/54/58 


@ = =8xC51/52 
© 80C31/32 
© 8031/32 


To work with this pod, you need to select POD-C52 from the Select Processor drop-down list box 
(Step 3 of the Communications tab in the Emulator Configuration wmdow). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 40-pin DIP plug. The plug goes into the target system replacing the 
MCU IC. 


If a 44-pin PLCC is used, an adapter can be purchased. 


The pod board has a Philips 87C52 chip using a special emulation mode. This emulation mode also uses 
a programmable gate array from XILINX (LCA). 


LED Indicators 


Function Description 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system 
returns to monitor mode. 


EMUL A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) 


A yellow LED that indicates when the MCU is in power-down mode 
IDLE Ayellow LED that indicates when the MCU is in idle mode. 
Ared LED that indicates the MCU is receiving areset signal. 
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Jumper Identification and Description 


Jumper 
Designation | Function | Description 


This jumper determines the mode of operation of PO, P2, P3.6 and P3.7. If 
only internal memory is to be emulated, both jumpers (M1 and M2) should 
be in. This enables PO, P2, P3.6 and P3.7 to be used as I/O ports. 


If the lower jumper, M1, is out, PO has address and data and P2 has 
address data for external code fetches. PSEN is active. The emulator 
mapping determines whether code is read from the emulator or from the 
target system. 


If the upper jumper, M2, is out, P2 has address and PO has address and 
data for MOVX instructions. P3.6 and P3.7 is active as RD and WR if XDATA 
is mapped to the target system. 


If only internal 8xC52 RAM is used and your emulator board has 128K RAM, 
the XDATA needs to be mapped to the emulator. M2 needs to be in. 


Note: The mode jumpers M1, M2 can be changed at any time but you have 
to issue the command RES CHIP so that the LCA can properly switch 
operational modes. 


JP6 (PWR) MCU Power Power should be supplied from the emulator. 


® The jumper should be across the two left pins (INT position). 


@ Taking power from the target system, with the jumper across the two 
right pins (EXT position) is not recommended. 


@ Power should be on the INT position, even if the pod is connected to a 
user target system. (This selection is the opposite of that for the 
bondout pods.) The MCU should be powered from the emulator since 
its operation is closely connected with the LCA. 


Note: This jumper should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 


JB3, JB4 
(XTAL) 


Crystal Jumper pins for selecting the source of the crystal or clock. 


Selection 


@ Jumpers installed in the right two positions ( INT position) select the 
crystal on the pod. 


® Jumpers installed in the left two positions ( EXT position) select the 
crystal on the target. 


The oscillator is on the LCA, so do not drive the clock inputs when the 
emulator is powered off. 


If you use an external clock, note that XTAL1 (pin 19) is input, and 
XTAL2 (pin 18) needs to be left open. 


Note: These jumpers should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor 
mode. If this occurs, remove JP7. 
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POD-C52 


Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


SY0, SY1 This header connects external signals to the emulator. SY1 and SYO are 
used for the trace function. SYO (the right pin) can also be used in the 
breakpoint logic. The left pin is SY1. The silk screen might be wrong on 
early boards. 


JP1 EM/FLF/ 
ANB 


P3, P2 
® When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


Sen | eee Resets the MCU and can be used instead of the target system reset. 


This header contains three pins: pin 1 (EM), pin 2 (FLF), and pin 3 (ANB). 
Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, 
but can be used in the future. 


®@ The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


@ The lower pins carry Port 0: PO.O is on the left, and P0.7 is on the right. 
Port 0 is emulated in the LCA which enables PO to have better sink 
capability than the MCU. 


® PO output signals also appear three clock cycles later than the real 
part. 


@ The middle row of the jumper P1/P0 is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


@ The board is delivered with the jumpers set, so that P1 will be traced. 


@ You can connect external signals to the middle pins if the jumpers to 
P14 are removed. 


@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


@ The upper pins carry the MCU Port 3 pins: P3.0 is on the left, and P3.7 
is on the right. Port 3 is connected directly to the MCU except for P3.6 
and P3.7. These pins go through a 74HC4066 which adds 
approximately 100 Ohms to their output impedance. 


@ = The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 


© P2 output signals also appear three clock cycles later than the real 
part. 


@ The middle row of the jumper P3/P2 is normally connected to P3 using 
the jumpers. It can be used for P2 or other external signals the same 
way as P1/P0. 
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Notes 


Ports PO, and P2 are emulated, and have slightly different AC and DC characteristics. 


— Emulated I/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two clock 
cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 


If your emulator board has only 32K RAM, normally, data (MAPX) needs to be mapped to target. 
P3.6 and P3.7 go through a 74H.C4066 that adds about 100 Ohms to their output impedance. 
When accessing target memory, P2, PO, and ALE are delayed approximately 25 ns. 

The clock circuitry is emulated, but is very close to the MCU clock. 

The silk screen might be reversed for SY0 and SY1. SY1 is on the left. 


The timer/counters are stopped at breakpoints. This means the serial port also stops at breakpoints. 
If a character is received or sent at this moment it is distorted. 


If you break emulation and IDLE or PWD is lit, a number of timeout error messages show. You 
must issue the RESET CHIP command before you do anything else. 


If you want to change the MCU, you have to use a Philips 87C52. The 87C52 has to have lock bit 
one programmed. Other bits do not affect the emulation mode. 
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POD-C52 


Figure 109 shows locations of jumpers and Figure 110 shows the jumper pins in detail. 


Board Layout 
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Figure 110. POD-C52 Jumper Diagram 
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@ POD-C520-PGA-33: External Mode 


Operating Instructions 


The POD-—C530/C520 can be used to emulate the 8xC520/530 MCUs, and the 8xC320/310 MCUs. 
Use the following adapters for emulation: 


DS520 EDI/52PG/40D-530/520-S (for 40-pin DIP), or EDI/52PG/44PL-530/520 (for 
44-pin PLCC), EDI/52PG/44QFS31-SD-530/520 (44-pin QFP) 
DS530 EMULS51—PC/PGA52—PLCC52 
To work with this pod, you need to select POD-—C520/530 from the Select Processor drop-down list 
box (Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. This EPROM is a special version for 
the POD—C530/520 and does not work well with the other Nohau pods. This pod requires the use of the 


EA256—C530. 
The pod board has a special Dallas Semiconductor bondout chip to emulator the MCUs. 


Note 


If emulating the 310 MCU, see Appendix F, “Using the POD—C520-PGA-33 to Emu- 
late the DS80C310 MCU.” 


LED Indicators 


Ared LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system 
returns to monitor mode. 


EMUL A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) 


Ared LED that indicates the MCU is receiving a reset signal. 


Jumper identification and Description 


Jumper 
——e Description 


Crystal Jumper pins for selecting the source of the crystal or clock. 


peleuion @ Jumpers installed in the side closest to the ribbon connector (INT 
position) select the crystal on the pod. 

® Jumpers installed toward the MCU (EXT position) select the crystal on 
the target. 


Note: These jumpers should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 
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RES FUN 


RES 
JP2 
JP3, JP4 


SY0, SY1 


POD-C520-PGA-33 


Jumper Identification and Description (continued) 


Jumper Des- 
ignation Description 


Power 
Selection 


RST 


ALE 


Jumper pins for selecting the source of the power. 


@ When jumpers are installed across the left two pins (INT), the power to 
the MCU comes from the emulator. 


@ When jumpers are installed across the two right pins (EXT), the power to 
the MCU comes from the target. 

Note: This jumper should be in the INT position when a target is not 

connected to the pod board. This is also the default position. 

Jumper RES FUN is used to determine if the MCUs reset input is to be (G) 

gated, controlled by emulator board, or (NG) non-gated, not controlled by 

emulator board. The gated position causes a small delay on the reset line 

before the MCU receives the signal. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor mode. 
If this occurs, remove RES. 


This jumper is for the ALE signal. 


@ With the jumper in the right position, the two pins away from the ribbon 
connector, the ALE is gated. 


lf the jumper is in the opposite position the ALE signal comes directly 
from the bondout MCU. 


The normal position for this jumper is in the gated position (to the right). 
These jumpers connect pod Vcc and ground, respectively, to the on-chip real- 
time clock. 


@ The real-time clock XTAL pins are connected to a 32-kHz crystal on the 
pod. 


The jumper JP1 (labeled VXXG), connects to the target pins for the real- 
time clock Vcc (V), RTXC1&2 (X,X), and ground (G). 


If you want to supply Vcc and ground for the real-time clock from the 
target, remove jumpers on JP3 and JP4. Then connect pin V of JP1 to the 
pin of JP3 closest to the MCU and pin G of JP1 to the pin of JP4 closest to 
the MCU. 


This header connects external signals to the emulator. SY1 and SYO are used 
for the trace function. SYO (the upper pin) can also be used in the breakpoint 
logic. 


The upper pins carry the MCU Port 3 pins: the P3.0 pin is on the left, and 
the P3.7 pin is on the right. 

The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
The middle row of pins will be reflected on the trace display. 

The board is delivered with the jumpers set, so that P3 will be traced. 

If you move the jumpers to the bottom row, P2 will be traced. 


You can connect external signals to the middle pins if the jumpers are 
removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 


EMUL51—PC User Guide 


EMUL51—PC User Guide 


POD-C520-PGA-33 


Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


The top row of pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. 

The bottom row of pins carry Port 0: PO.0 is on the left, and P0.7 is on 
the right. 

The middle row of pins will be reflected on the trace display of Port 1. 
The board is delivered with the jumpers set so that P1 will be traced. 

If you move the jumpers to the bottom row, PO will be traced. 

You can connect external signals to the middle pins if the jumpers are 
removed. 

The input load is one ALS input (74ALS258). 


EM/, FLF/, ANB/ The jumper pins next to U2 carry signals from the emulator and trace 
boards. 
@ The EM (top pin) is high when the emulator is in monitor mode, and 
low if in emulation mode. 
The FLF/ (middle pin) and ANB/ (bottom pin) are used with the Advance 
Trace Board (ATR). 


fei PoaaeeeeiReset 2 Resets the MCU and can be used instead of the target system reset. 


Board Layout 


Figure 111 shows locations of jumpers and Figure 112 shows the jumper pins in detail. 
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Figure 111. Locations of Jumpers on POD-C520-PGA-33 
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Figure 112. POD—C520-PGA-33 Jumper Diagram 
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ea POD-C528: Hooks Mode 


Operating Instructions 
The POD-528 is used to emulate Philips MCUs 83C528. 


To work with this pod, you need to select POD-C528 from the Select Processor drop-down list box 
(Step 3 of the Communications tab in the Emulator Configuration window). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 40-pin DIP plug. The plug goes into the target system replacing the 
MCUIC. 


If a 44-pin PLCC is used, you can purchase an adapter (EMULS51—PC/DIP40/PLCC44). 


The pod board has a Philips 83C528 chip using a special emulation mode. This emulation mode also uses 
a programmable gate array from XILINX (LCA). 


LED Indicators 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system 
returns to monitor mode. 


A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) 


A yellow LED that indicates when the MCU is in power-down mode. 


IDLE A yellow LED that indicates when the MCU is in idle mode. 


Ared LED that indicates the MCU is receiving a reset signal. 
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POD-C528 


Power should be supplied from the emulator. 


Taking power from the target system, with the jumper across the two 
right pins (EXT position) is not recommended. 


JP6 (PWR) MCU Power | e 
e 
its operation is closely connected with the LCA. 


Jumper Identification and Description 
@ Power should be on the INT position, even if the pod is connected to a 
Note: This jumper should be in the INT position when a target is not 
B3, JB4 (XTAL) | Crystal 


Jumper 
Designation | Function | Description 
user target system. (This selection is the opposite of that for the 
connected to the pod board. This is also the default position. 
Selection 


JP5 Mi, M2 These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. 
If only internal memory is to be emulated, both jumpers (M1 and M2) should 
be in. This enables PO, P2, P3.6 and P3.7 to be used as I/O ports. 

M1 Jumper Removed 

®@ If this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 

@ PSEN is active. 

@ The emulator mapping determines whether the code is read from 
emulation memory or target memory. 

M2 Jumper Removed 

@ If this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 

@ P3.6 and P3.7 is used for the RD and WR strobes. 

@ The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 

@ = If only internal RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 

Note: You can change the mode jumpers M1and M2 at any time; however, 

you must issue a reset chip operation for the LCA and MCU to properly 

change modes. 

@ The jumper should be across the two left pins (INT position). 
bondout pods.) The MCU should be powered from the emulator since 

Jumper pins for selecting the source of the crystal or clock. 


@ Jumpers installed in the right two positions (INT position) select the 
crystal on the pod. 


@ Jumpers installed in the left two positions (EXT position) select the 
crystal on the target is to be used. 


© The oscillator is on the LCA, so do not drive the clock inputs when the 
emulator is powered off. 


@ If you use an external clock, note that XTAL1 (pin 19) is input, and 
XTAL2 (pin 18) needs to be left open. 

Note: These jumpers should be in the INT position when a target is not 

connected to the pod board. This is also the default position. 
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Jumper Identification and Description (continued) 


Jumper 
— 
RST 


ae ae 


EM/FLF/ 


ANB 
@ When a jumper is connected to the trace, an extra load ALS TTL load is 


us added (74ALS258). 

@ The upper pins carry the MCU Port 3 pins: P3.0 is on the left, and P3.7 
is on the right. Port 3 is connected directly to the MCU except for P3.6 
and P3.7. These pins go through a 74HC4066 which adds 
approximately 100 Ohms to their output impedance. 

@ The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 

© P2 output signals also appear three clock cycles later than the real 
part. 

@ The middle row of the jumper P3/P2 is normally connected to P3 using 
the jumpers. It can be used for P2 or other external signals the same 
way as P1/P0. 

@ When ajumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


isi = 3") ||Reset aga Resets the MCU and can be used instead of the target system reset. 
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This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor 
mode. If this occurs, remove RST. 


This header connects external signals to the emulator. SY1 and SYO are 
used for the trace function. SYO (the right pin) can also be used in the 
breakpoint logic. The left pin is SY1. The silk screen might be wrong on 
early boards. 


This header contains three pins: pin 1 (EM), pin 2 (FLF), and pin 3 (ANB). 
Pin 1 signals emulation or monitor mode. It is low when emulation is active 
(when the user program is running). Pins 2 and 3 are not used currently, 
but can be used in the future. 


@ The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pinis on the right. Port 1 is connected directly to the MCU. 


@ = The lower pins carry Port 0: PG.0 is on the left, and P0.7 is on the right. 
Port 0 is emulated in the LCA which enables PO to have better sink 
capability than the MCU. 


® PO output signals also appear three clock cycles later than the real 
part. 


@ The middle row of the jumper P1/P0 is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


@ The board is delivered with the jumpers set so that P/ will be traced. 


@ You can connect external signals to the middle pins if the jumpers to 
P1 are removed. 
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Notes 


Ports PO, and P2 are emulated, and have slightly different AC and DC characteristics. 


— Enmulated I/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two clock 
cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K -Ohm pull-up resistors. 


The trace of accesses to the on-chip AUX-RAM contains correct addresses and data for writes. 
However, if you have XDATA mapped to the emulator, the data will be written to the emulator 
RAM. For reads, the Data Display window in Seehau might contain the emulation RAM data if 
data is mapped to the emulator. This data might not be the same as the AUX-RAM unless you 
map the XDATA to the target. It is recommended that you always map the AUX-RAM region to 
the target. 

If your emulator board only has 32K RAM, XDATA should normally be mapped to target. 

P3.6 and P3.7 go through a 74HC4066 that adds about 100 ohms to their output impedance. 
When accessing target memory, P2, PO, and ALE are delayed approximately 25 ns. 

The clock circuitry is emulated, but is very close to the MCU clock. 

The silk-screen can be reversed for SY0 and SY1. SY1 is on the left. 


The timer/counters are stopped at breakpoints. This means that the serial port also stops at break- 
points. If a character is received or sent at this moment it is distorted. 


If you break emulation and IDLE or PWD is lit, a number of time-out error messages shows. Issue 
the RESET CHIP command before you do anything else. 


If you want to change the MCU, you need to use a Philips 8XC528. Other bits do not affect the 
emulation mode. 
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POD-C528 


Figure 113 shows locations of jumpers and Figure 114 shows the jumper pins in detail. 


yi ci 
ee i 

O ws 
AL 


Board Layout 


ep ie Yo 


Ri R2 


co (P4 


Pi_ 


FF JP2 
EMG AmB sviL= J Ape 
——=_=——__SSSS I] 


AnmMD 


M 
ie) 
N 


Figure 114. POD-C528 Jumper Diagram 
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POD-C550-PGA: Hooks Mode 


Operating Instructions 

The POD-550 is used to emulate Philips MCUs 80C550, 83C550, and 87C550. 

To work with this pod, you need to select POD-C550 from the Select Processor drop-down list box 
(Step 3 of the Communications tab in the Emulator Configuration window). 

The EPROM on the emulator board must be version COM 1.4. 

The solder side of the board has a 44-pin PGA plug. It is recommended to use a PGA socket in your 
target system for mechanical stability. If a 44-pin PLCC is used, an adapter can be purchased. 


The pod boards use a Philips 80C550 chip in a special emulation mode. This emulation mode also uses a 
programmable gate array from XILINX (LCA). 


LED Indicators 


Function Description 


A red LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system 
returns to monitor mode. 


EMUL A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) 


lPwD A yellow LED that indicates when the MCU is in power-down mode. 
IDLE A yellow LED that indicates when the MCU is in idle mode. 
FRESiw” 4 Ared LED that indicates the MCU is receiving a reset signal. 
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Jumper Identification and Description 


Jumper 
—— Description 


These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. 
If only internal memory is to be emulated, both jumpers (M1 and M2) should 
be in. This enables PO, P2, P3.6 and P3.7 to be used as I/O ports. 
M1 Jumper Removed 
© if this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 
® PSEN is active. 
@ The emulator mapping determines whether the code is read from 
emulation memory or target memory. 
M2 Jumper Removed 
@ {f this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 
@ P3.6 and P3.7 is used for the RD and WR strobes. 
@ The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 
@ = If only internal RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 
Note: You can change the mode jumpers M1and M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 


JP5 (PWR) MCU Power 


Crystal 
Selection 


@ Power should be supplied from the emulator. 


® The jumper should be across the two right pins (INT). 


@ Taking power from the target system, with the jumper across the two 
left pins (EXT) is not recommended. 


® Power should be on the INT position, even if the pod is connected to a 
user target system. (This selection is the opposite of that for the 
bondout pods.) The MCU should be powered from the emulator since 
its operation is closely connected with the LCA. 


Note: This jumper should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 


Jumper pins for selecting the source of the crystal or clock. 


@ Jumpers installed in the right two positions (INT position) select the 
crystal on the pod. 


@ Jumpers installed in the left two positions (EXT position) select the 
crystal on the target. 


The oscillator is on the LCA, so do not drive the clock inputs when the 
emulator is powered off. 


Note: These jumpers should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 
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POD-C550-PGA 


Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


This jumper connects the target RESET pin to the emulator. If the target 


system has a watchdog, it might interfere with the emulator in monitor 
mode. If this occurs, remove RST. 


The board is delivered with the jumpers set, so that P1 will be traced. 


When a jumper is connected to the trace, an extra load ALS TTL load is 


used for the trace function. SYO (the right pin) can also be used in the 
EMI/FLF/ This header contains three pins: pin 1 (EM), pin 2 (FLF), and pin 3 (ANB). 
ANB 
but can be used in the future. 
@ The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
@ The lower pins carry Port 0: P0.0 is on the left, and PO.7 is on the right. 
@ PO output signals also appear three clock cycles later than the real 
the jumpers. The signal level on the middle pins will be reflected on the 
P1 are removed. 
is on the right. Port 3 is connected directly to the MCU except for P3.6 


breakpoint logic. The left pin is SY1. The silk screen might be wrong on 
Pin 1 signals emulation or monitor mode. It is low when emulation is active 
and the P1.7 pinis on the right. Port 1 is connected directly to the MCU. 
Port 0 is emulated in the LCA which enables P0 to have better sink 
part. 

trace display. 

C) 

ie and P3.7. These pins go through a 74HC4066 which adds 


SYO, SY1 This header connects external signals to the emulator. SY1 and SYO are 

early boards. 

(when the user program is running). Pins 2 and 3 are not used currently, 
capability than the MCU. 

@ The middle row of the jumper P1/P0 is normally connected to P41 using 

@ You can connect external signals to the middle pins if the jumpers to 

@ The upper pins carry the MCU Port 3 pins: P3.0 is on the left, and P3.7 
approximately 100 Ohms to their output impedance. 


@ The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. 
Port 2 is emulated in the LCA which enables P2 to have better sink 
capability than the MCU. 


@ 2 output signals also appear three clock cycles later than the real 
part. 


@ The middle row of the jumper P3/P2 is normally connected to P3 using 
the jumpers. It can be used for P2 or other external signals the same 
way as P1/P0. 


When a jumper is connected to the trace, an extra load ALS TTL load is 


Resets the MCU and can be used instead of the target system reset. 
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® Ports PO, and P2 are emulated, and have slightly different AC and DC characteristics. 


Notes 


— Enmulated I/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two clock 
cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
@ P3.6 and P3.7 go through a 74HC4066 which adds about 100 ohms to their output impedance. 


® When accessing target memory, P2, PO, and ALE will be delayed approximately 25 ns. 
@ = The clock circuitry is emulated, but 1s very close to the MCU clock. 


@ The silk screen might be reversed for P3/P2 and P1/P0. P3/P2 is in the upper right corner 
under the S/N block. P1/P0 is below the target PGA plug. 


© The timer/counters are stopped at breakpoints. This means that the serial port also stops at break- 
points. If a character is received or sent at this moment it is distorted. 


@ If you break emulation and IDLE or PWD is lit, a number of time-out error messages shows. Issue 
the RESET CHIP command before you do anything else. 


® Ifyou use Port | pins as digital inputs, do the following: 
1. Connect +5V to AVCC (pin 1). 
2. Connect ground to AVSS (pin 2 on the DIP package, pin 4 on the PLCC package). 
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Figure 115 shows locations of jumpers and Figure 116 shows the jumper pins in detail. 


Board Layout 
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Figure 116. Jumper Diagram for POD-—C550—PGA 
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& POD-C554 
Operating Instructions 


For this pod, you must use Seehau 1.0512A or later. 


To work with this pod, you need to select POD-C554 from the Select Processor drop-down list box 
(Step 3 of the Communications tab in the Emulator Configuration window). 


The POD-C554 is used to emulate the Philips MCU 8xC554. 
The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has a 68-pin PGA plug. The PGA pins can be used if the target board has 
a PGA socket. If the target has a PLCC socket an adapter must be used. 


(EMUL51—PC/PGA68-PLCC68) The plug goes into the target system replacing the MCU IC. 


The pod board has a special Philips bondout 83C554 chip. This emulation mode also uses a programma- 
ble gate array from XILINX (LCA). 


LED Indicators 


Function Description 
Ared LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system 
returns to monitor mode. 


EMUL A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) 


|PDWN A yellow LED that indicates when the MCU is in power-down mode. 
IDLE A yellow LED that indicates when the MCU is in idle mode. 
RES oe tel A red LED that indicates the MCU is receiving a reset signal. 


Jumper Identification and Description 


Jumper 
Designation | Function | Description 


Power Jumper pins for selecting the source of the power. 
Selection ; 
@ When jumpers are installed towards the INT position, the power to the 
MCU comes from the emulator. 
When jumpers are installed towards theEXT position, the power to the 
MCU comes from the target. 
The MCU should be powered from the emulator since its operation is 
closely connected with the LCA. 
Note: This jumper should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 
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Jumper Identification and Description (continued) 


Jumper 
Designation | Function | Description 


Crystal Jumper pins for selecting the source of the crystal or clock. 
Selection 


(para cal sY1 
= 
@ Many of the port pins are emulated, and have slightly different AC and DC characteristics. 


Port 0, 2, and P3.6/7 (when in single-chip mode) are emulated and will reflect the following 


Notes 
characteristics: 


@ Jumpers installed in the INT position select the crystal on the pod. 


@ Jumpers installed in the EXT position select the crystal on the target. 


Note: These jumpers should be in the INT position when a target is not 
connected to the pod board. This is also the default position. 


This jumper (located close to R21) connects the target RESET pin to the 
emulator. If the target system has a watchdog, it might interfere with the 
emulator in monitor mode. If this occurs, remove RST. 


ae header connects external signals to the emulator. They are also used 
ee the trace function. SY0 can also be used in the breakpoint logic. 


These jumper pins, located between U2 and U3 carry signals from the 
emulator. 


@ The EMI (left pin) is high when the emulator is in monitor mode, and 
low if in emulation mode. 


@ The FLF/ and ANB/ pins are used only with the ATR or ETR tace 
options. 


These jumper blocks will be traced under the P1 identifier in both the trace 
setup and trace display screens. 


® The bit order of the signals is that bit 0 is on the left and bit 7 is on the 
right of the row of eight jumper connections. 


@ When ajumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


These jumper blocks will be traced under the P3 identifier in both the trace 
setup and trace display screens. 


@ The bit order of the signals is that bit 0 is on the left and bit 7 is on the 
right of the row of eight jumper connections. 


@ When a jumper is connected to the trace, an extra load ALS TTL load is 
added (74ALS258). 


Resets the MCU and can be used instead of the target system reset. 


— Enmulated I/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two clock 
cycles after an output low to high transition. 


— As high outputs or inputs, P2 ports have 22K-Ohm pull-up resistors. 
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POD-C554 


@ = The clock circuitry is emulated, but is very close to the 8xC554 clock. 


@ The delay from reset low to MCU start is longer than in the normal part. The delay is about 80 
clock cycles. 


e@ The timer/counter is stopped at breakpoints, but counts one step extra when used with the 
internal clock. 


eA reset during emulation will generate about five invalid frames in the trace buffer. Idle mode will 
generate about 16 invalid frames. 


Board Layout 
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Figure 117. POD-C554 Jumper Layout 
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Operating Instructions 
The POD-—CS558 adapter is used to emulate Philips MCUs 8xC557, 83CE558, 89CE558, 8xCE559, and 
8xCE560. 


To work with this pod, you need to select POD-C558 from the Select Processor drop-down list box 
(Step 3 of the Communications tab in the Emulator Configuration wmdow). 


The EPROM on the emulator board must be version COM 1.4. 


The solder side of the board has two 16-pin headers and two 24-pin headers. They are designed 
to plug into this Emulation Technology adapter for surface mount pads (PQFP package): 
ET/EPP—080-QF08-LG. 


The Emulation Technology adapters can be ordered from Nohau, or directly from Emulation Technol- 
ogy. The adapter goes into the target system replacing the MCU IC. 


The pod board uses a Philips 85C558 chip in a special emulation mode. This emulation mode also uses a 
programmable gate array from XILINX (LCA). 


LED Indicators 


Ared LED that indicates when the system is in monitor mode. MON turns off during 
emulation mode (Run or Go) and turns back on when a break occurs and the system 
returns to monitor mode. 


EMUL A green LED that indicates when the system is in emulation mode. (It performs the inverse 
function of MON.) 


|PWRON A yellow LED that indicates when the MCU is in power-down mode. 
IDLE A yellow LED that indicates when the MCU is in idle mode. 
Ared LED that indicates the MCU is receiving a reset signal. 
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Jumper Identification and Description 


Jumper Des- 
ignation Function Description 


These jumpers determine the mode of operation of PO, P2, P3.6 and P3.7. 
If only internal memory is to be emulated, both jumpers (M1 and M2) should 
be in. This enables PO, P2, P3.6 and P3.7 to be used as I/O ports. 
M1 Jumper Removed 
@ = If this jumper is out, PO has the lower address and data. P2 has the 
upper address for external code fetches. 
@ =6PSEN is active. 
@ The emulator mapping determines whether the code is read from 
emulation memory or target memory. 
M2 Jumper Removed 
@ = If this jumper is out, PO has the lower address and data. P2 has the 
upper address for MOVX instructions. 
@ P3.6 and P3.7 is used for the RD and WR strobes. 
@ The mapping determines if the RD and WR strobes go to emulation 
memory or target memory. 
@ = If only internal RAM is used, the emulator board has 128K RAM, map 
data MAPX to target, and the M2 jumper should be in. 
Note: You can change the mode jumpers M1and M2 at any time; however, 
you must issue a reset chip operation for the LCA and MCU to properly 
change modes. 


JP6 (PWR) MCU Power | @ Power should be supplied from the emulator. 


@ The jumper should be across the two upper pins (INT). 


@ Taking power from the target system, with the jumper across the two 
lower pins (EXT) is not recommended. 


@ Power should be on the INT position, even if the pod is connected toa 
user target system. (This selection is the opposite of that for the 
bondout pods.) The MCU should be powered from the emulator since 
its operation is closely connected with the LCA. 

Note: This jumper should be in the INT position when a target is not 

connected to the pod board. This is also the default position. 

This jumper determines the source of the pin SELXTAL1. 


@ = Ifthe jumper is in the top position (X1) SELXTAL41 is forced to select 
XTAL1. 


@ = Ifitis in the lower (XT) position, SELXTAL1 comes from the target 
system. 
Jumper pins for selecting the source of the crystal or clock. 


Crystal 
Selection 


@ Jumpers installed in the upper two positions (INT position) select the 
crystal on the pod. 


@ Jumpers installed in the lower two positions (EXT position) select the 
crystal on the target. 

Note: These jumpers should be in the INT position when a target is not 

connected to the pod board. This is also the default position. 
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Jumper identification and Description (continued) 


Jumper 
Designation | Function | Description 


Bae 
ie a 


Ee 


@ The upper pins carry the MCU Port 3 pins: P3.0 is on the left, and P3.7 is on the 
right. Port 3 is connected directly to the MCU except for P3.6 and P3.7. These 
pins go through a 74HC4066 which adds approximately 100 Ohms to their output 
impedance. 

@ = The lower pins carry Port 2: P2.0 is on the left, and P2.7 is on the right. Port 2 is 
emulated in the LCA which enables P2 to have better sink capability than the 
MCU. 

@ P2 output signals also appear three clock cycles later than the real part. 

@ = The middle row of the jumper P3/P2 is normally connected to P3 using the 
jumpers. It can be used for P2 or other external signals the same way as P1/P0. 

@ When a jumper is connected to the trace, an extra load ALS TTL load is added 
(74ALS258). 


Sis wont oulerece eee Resets the MCU and can be used instead of the target system reset. 
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Rev. A boards have a jumper marked X4GND. With this jumper installed pin 
%4 is grounded. Remove the jumper top if X4 is used. 


This jumper connects the target RESET pin to the emulator. If the target 
system has a watchdog, it might interfere with the emulator in monitor 
mode. lf this occurs, remove RST. 


This header connects external signals to the emulator. SY1 and SYO are 
used for the trace function. SYO (the right pin) can also be used in the 
breakpoint logic. 


This header carries signals from the emulator. 


@ EM (left pin) is high when the emulator is in monitor mode, and low if 
in emulation mode. 


@ FLF/ (middle pin) and ANB/ (right pin) are used with the Advanced 
Trace Board (ATR). 


@ The upper pins carry the MCU Port 1 pins: the P1.0 pin is on the left, 
and the P1.7 pin is on the right. Port 1 is connected directly to the MCU. 


@ The lower pins carry Port 0: P0.0 is on the left, and PO.7 is on the right. 
Port 0 is emulated in the LCA which enables PO to have better sink 
capability than the MCU. 


@ PO output signals also appear three clock cycles later than the real 
part. 


@ The middle row of the jumper P1/PO is normally connected to P1 using 
the jumpers. The signal level on the middle pins will be reflected on the 
trace display. 


@ The board is delivered with the jumpers set so that P1 will be traced. 


@ You can connect external signals to the middle pins if the jumpers to 
P1 are removed. 


When a jumper is connected to the trace, an extra load ALS TTL load is 
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Notes 


©@ Ports PO, and P2 are emulated, and have slightly different AC and DC characteristics: 
— Enmulated I/O pins sink a minimum of 4 mA, and source (P2) minimum 4 mA for two clock 
cycles afier an output low to high transition. 
— As high outputs or inputs, P2 ports have 22K -Ohm pull-up resistors. 


e@ 3.6 and P3.7 go through a 74HC4066 which adds about 100 Ohms to their output 
impedance. 


@ When accessing target memory, addresses on P2 and PO are delayed approximately one clock cy- 
cle. The falling edge of ALE is ako delayed about one clock cycle. This is caused by the special 
emulation mode of the 85CE558 chip. 


e@ Signals ADEXS and EW/ signals have a 220K -Ohm pull-up resistor on the pod. 
e@ The silk screen might say STADC instead of ADEXS on some pods. 


@ The timer/counters are stopped at breakpoints. This means that the serial port also stops at break- 
points. If a character is received or sent at this moment it will be distorted. 


@ The trace of accesses to the 83C558 AUX-RAM will contain correct addresses when using 
DPTR, but only the low address will be correct using RI. The high address will always show zero 
for any value of XRAM. Data will be correct for writes but not for reads. If your emulator has 
128K RAM and data (MAPX) is mapped to emulator, the data will be written to the emulator 
RAM. For reads, the data displayed is the emulator RAM data if data is mapped to emulator. This 
data might not be the same as in the AUX-RAM unless it has already been written to the emulator 
RAM. This method will not work if XRAM is used since the high address might be incorrect. 


e@ If your emulator board only has 32K RAM, XDATA should normally be mapped to target. 


@ If you break emulation and IDLE or PWRDN is lit, a number of time-out error messages show. Is- 
sue the RESET CHIP command before you do anything else. 
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POD-C558 


Figure 118 shows locations of jumpers and Figure 119 shows the jumper pins in detail. 


Board Layout 
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Figure 119. POD—C558-16 Jumper Diagram 
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4 Installing and Configuring the 
Seehau Software 


Installing Seehau Software From the CD 
To install the Seehau software, do the following: 


1. Locate your Seehau CD and insert the CD into your CD ROM drive. The installation process will 
start automatically. 


2. Follow the instructions that appear on your screen. 


— 
| Note 


If the installation does not start automatically, you probably have your Windows Auto- 
run feature disabled. You will then need to use Windows Explorer and navigate to the 
CD root directory. Double-click Install. 


Downloading and Installing Seehau From the Internet 
1. Go to the Nohau web site (http://www.nohau.com/). 
2. Inthe menu bar, click Downloads. The Downloads page opens. 


3. Click Current Software Versions. The Current Software Versions page opens displaying a 
table with listings of current software versions. 


4. Inthe Family column, scroll to EMUL51—PC, and click Seehau. 
5. Review the “Known Issues” section. 


6. Click Yes | Want to Download. The Software Request Form page opens. Complete this form, then 
click Proceed. 


7. Click Go to Download. Click either option for a download site. The Nohau Software Updates page 
opens. 


8. Select the Download Site option, then click EMUL51-PC. 
9. Click S8051.exe. The application will start downloading. 


10. After downloading the application, click $8051.exe and follow the installation instructions. 
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Note 


After installing the Seehau software, the Setup Complete dialog box opens where 
you can review the Readme.txt file and/or launch the Seehau 51 configuration. 


If you are installing Seehau for the first time, you must launch the Seehau 51 
configuration before running the Seehau software. 


Selecting to Automatically Start the Seehau 
Configuration Program 


After installing Seehau, it is recommended that you automatically start the Sechau Configuration pro- 
gram. Do the following steps before starting Seehau: 


1. From the Setup Complete dialog box, select Launch Seehau51 Configuration. 


2. Click Finish. 


If you do not select to automatically start the Seehau Configuration Program, do the following: 
1. From the Start menu, select Programs. 


2. Select Seehau51. Then click Config to open the Emulator Configuration Connect dialog box 
(Figure 120). 


Emulator Configuration 


Connect : ; 


Emutelor Board Address; 


2 110 I Use default 


Select Processor: 


JPoD-C31 ~| 


What is your Trace Type? Trace Boaid Addiess: 


| 
i ~] [io MV Use default 
| Cancel | Help | <= Prev | Next => | 


Hit <NEXT> 
when finished. 


Figure 120. Emulator Configuration Connect Dialog Box 
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Note 


You do not need the hardware connected at this time. 


Configuring Seehau 
First select one of the following communication interfaces: 


@ High Speed Paraile! Box (HSP): The emulator is placed in an external box and 
communicates with the PC through a standard PC parallel port (LPTx). 


@ USB: The emulator is placed in an external box and communicates with the PC through a 
USB port. 


@ {SA Board: Communicates with the emulator system through the PC’s ISA bus. 


Note 


The serial expansion box called BOX-S is now obsolete and is not supported by 
Seehau. If you have a BOX-S, you can purchase a conversion kit to upgrade to an 
HSP box. 


To configure your software, do the following steps: 


1. From the Start menu, select Programs. 


2. Select SeehauS1, and click Config. The Emulator Configuration Connect dialog box opens. 


As an example of setting up your configuration, the ISA communications interface is shown in Figure 
120. The HSP communications interface is very similar, and the steps you do when using the HSP 
communications interface are almost identical. 


The graphical user interface for this dialog box is divided into four regions. Do the following in each re- 
gion: 
1. Region I—Communications Interface: 

Select either the HSP, USB, or ISA communications interface. 


2. Region 2—Emulator Board Address: 
Contains the address of the internal communication link from your computer. For the ISA card, the 
default address is 110. To disable this default, clear the Default option and insert the appropriate 
address for the emulator board. For the HSB/USB Box, the emulator and trace boards should al- 
ways be set to their defaults. 


3. Region 3—Select Processor: 
Click the down arrow and select the pod type you are using. 


4. Region 4—Trace Board: 
Click the down arrow and select your trace type. If you do not have a trace board, select None. 


5. Click Next. The Emulator Configuration, HdwCfg51 tab opens. 
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Figure 121. Emulator Configuration, HdwCfg51 Tab 


Complete the following fields in the HdwCfg51 tab: 


®@ Processor: Shown for reference only. If you need to change the pod type, click Prev. 
® Port address: Shown for reference only. If you need to change the port address, click Prev. 


@ Emulator Type: displays the type of emulator you are using. This information is available from the 
top of the board. The emulator type is configured during the initial configuration and does not need 
to be changed. 


© uP Clock This field contains the time base reference for the trace timestamp only. The 
timestamp calculation assumes standard 8051 timing with 12 clocks per bus cycle. Enter 
the following: 
— Ifyou are using a standard part, enter the crystal/oscillator frequency. 
— Ifyou are using a Dallas 520/530/320/323 part, enter 1.5x the crystal/oscillator frequency. 
— Ifyou are using a Philips or Temic X2 part, enter 2x the crystal/oscillator frequency. 


— Ifyou are using a Philips or Temic X2 part, enter two times the external frequency. 


® Miscellaneous 


— Brkpt Replacement: This (no skid) option prevents the current instruction at a breakpoint from 
being executed. When not enabled, the instruction at a breakpoint will be executed. 
Note: When using this option with the Dallas pods (320, 323, 520, 530) or the Temic/Philips 
X2 parts (6-clock parts), you must use the current revision of the EAxxx emulator board. 
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— Mask interrupt on step: Clears the interrupt-enable flag bit to allow single-stepping through 
your non-interrupt source code without servicing frequent or time-based interrupts. It then re- 
enables interrupts after the single step. 


@ P3.7: configures the reset state of Port 3 bit 7 which is normally -RD. 


Note 


This option should only be used with POD-31S (discontinued) and POD-51 
(discontinued), or POD-C32HF—42. 


— Input: Configures P3.7 as input. 
— Output: Configures P3.7 as output. 
— Normal: Configures P3.7 as -RD. 


@ 3.6: configures the functionality of Port 3 bit 6 which is normally -WR. 


| Note 


This option should only be used with POD-31S (discontinued) and POD-51 
(discontinued), or POD-—C32HF-42. 


— Input: Configures P3.6 as input. 
— Output: Configures P3.6 as output. 
— Normal: Configures P3.6 as -WR. 


® Cancel: Exits without saving the settings for the dialog box. 
®@ Help: Displays the Seehau Help file. 


@ Finish: Click to save the configuration and exit the dialog box. A window appears asking whether 
you want to start the emulator. Select Yes to launch Seehau. Select No to exit Seehau Configura- 
tion. 


Configuring the Emulator Options From Within Seehau 


From Seehau open the Emulator Configuration window. Select the Config menu and click 
Emulator. The Emulator Configuration dialog box opens (Figure 122). 


There are six tabs across the top of the main Emulator Configuration window. When selected, each 
tab allows you to access the following dialog boxes: 


Hdw Config: Set up emulator hardware options. 
Misc. Setup: Select reset options and tab size. 
Map Config: Map address ranges to the emulator or target with or without write protection. 


Bank Switching Logic: Configure the bank switching logic. 
Breakpoint Setup Set up special breakpoint options. 


BP Setup Configure hardware breakpoint range. 
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Emulator Configuration 


[Hew Config|] Misc Setup | Map Config] Bank Switching Logic | Breakpoint Setup | BP Setup | 


Processor Port Address Emulator Type 

POD-C31 fic JE128 x] 
Clock(MHz)} 
12 


Miscellaneous—-—-———])_ -- P3.7--—-—)_ -- P36 =~ 


[17 BikPt Replacement | | 
| J Mask Interrupt on step | | © Output 
| © Normal 


[ox | Apply | Cancel | Help | Reftesh | 


Figure 122. Hdw Config Tab 


Hdw Config Tab 


The Hdw Config tab displays the MCU that is being emulated, sets the clock speed for the time tag, and 2 
the P3.6 and P3.7 operation. Using the Hdw Config tab you can set the following: 


@ Processor: Displays the pod that you selected during the initial configuration. To change this, run 
Seehau Config. From the Start menu, select Programs. Then select Seehau and click 
Config from the sub menu. The Emulator Configuration Connect dialog box appears. For more 
information about this dialog box, refer to the “Configuring Seehau”’section. 


@ Port Address: Shows the I/O address the ISA emulator card is set for. To change this, set the 
emulator jumpers and run Configure Seehau. 


® Clock (MHz): This field contains the time base reference for the trace timestamp only. The 
timestamp calculation assumes standard 8051 timing with 12 clocks per bus cycle. Enter 
the following: 
— Ifyou are using a standard part, enter the crystal/oscillator frequency. 
— Ifyou are using a Dallas 520/530/320/323 part, enter 1.5x the crystal/oscillator frequency. 
— Ifyou are using an MX pod, enter 2xfor the external frequency. 


— Ifyou are using a Philips or Temic X2 part, enter two times the external frequency. 


@ Emulator Type: Select the type of emulator you are using. This information is available from the 
top of the board. The emulator type is configured during the initial configuration and does not need 
to be changed. 
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@ @ Miscellaneous 


— Brkpt Replacement: This (no skid) option prevents the current instruction at a breakpoint from 
being executed. When not enabled, the instruction at a breakpoint will be executed. 
Note: When using this option with the Dallas pods (320, 323, 520, 530) or the Temic/Philips 
X2 parts (6-clock parts), you must use the current revision of the EAxxx emulator board 


— Mask interrupt on step: Clears the interrupt-enable flag bit to allow single -stepping through 
your non-interrupt source code without servicing frequent or time-based interrupts. It then re- 
enables interrupts after the single step. 


® P3.7: configures the reset state of Port 3 bit 7 which is normally -RD. 


| Note 


This option should only be used with POD-31S (discontinued) and POD-—51 
(discontinued), or POD-—C32HF-42. 


— Input: Configures P3.7 as input. 
— Output: Configures P3.7 as output. 
— Normal: Configures P3.7 as -RD. 


@ P3.6: configures the functionality of Port 3 bit 6 which is normally -WR. 


r | Note 


This option should only be used with POD-31S (discontinued) and POD-51 
(discontinued), or POD—C32HF-42. 


— Input: Configures P3.6 as input. 
— Output: Configures P3.6 as output. 
— Normal: Configures P3.6 as -WR. 


@ OK: Saves the settings for the tabs and exits the dialog box. 
® Apply: Saves the settings for this tab. 

@ Cancel: Exits without saving the settings for the dialog box. 
© Help: Displays the Seehau Help file. 


® Refresh: Allows you to retrieve and view the current trace and emulator hardware 
configuration settings. 
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Emulator Configuration 


Hdw Config [Mise Setup | Map Config | Bank Switching Logic | Bieakpoint Seiup | BP Selup | 


[7 Reset chip afterload file Pegler ta a 


| 
| [7 Program Counter 
TabSize: fe i “4 | 


tal 


| T~ Stack Pointer 


0 
0 
See OL SR, ARG 8 TE Nn ee i 


Apply | Cancel | Help | Refresh | 


Figure 123. Misc Setup Tab 


Misc Setup Tab 


The Misc Setup tab (Figure 123) is used to set if the emulator is reset after loading the code, 
and what value the Program Counter and Stack Pointer are set to after reset. 


© Reset chip after load file: Sets the emulator to issue a reset after the code is loaded. The 
result of this is that the program counter will contain 0 and the Source window will show 
the assembly startup code. 


@ Tab Size: Sets the number of spaces that a tab advances in the Source window. 


@ Override at Reset 


— The Program Counter option selects the override. Enter the program counter value in the text 
box. 


— The Stack Pointer option selects the override. Enter the stack pointer value in the 
text box. 


@ OK: Saves the settings for the tabs and exits the dialog box. 
© Apply: Saves the settings for this tab. 

@ Cancel: Exits without saving the settings for the dialog box. 
© Help: Displays the Seehau Help file. 


@ Refresh: Allows you to retrieve and view the current trace and emulator hardware 
configuration settings. 
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Miap Config Tab 


The Map Config tab (Figure 124) is used to map memory. The default configuration maps both code 
and XData memory to the emulator. Note that the code is read by PSEN, and the XData is read/write 
accessed through the MOVX instruction. 


@ Range: The 64K address space is divided into 4K blocks. 


© Code: To map a block to the target, select the row that corresponds with the range you 
want to set. To map all the blocks to the emulator, click Clear All at the bottom of the 
Code column. 


@ XData: To map a block to the target, select the row that corresponds with the range you 
want to set. To map all the blocks to the emulator, click Clear All at the bottom of the 
XData column. 


@ OK: saves the settings for the tabs and exits the dialog box. 
@ Apply: saves the settings for this tab. 

© Cancel: exits without saving the settings for the dialog box. 
@ Help: displays the Seehau Help file. 


@ Refresh: Allows you to retrieve and view the current trace and emulator hardware 
configuration settings. 


Emulator Configuration 


_ Haw Config | Misc Setup Map Config Bank Switching a Breakpoint Setup | BP Setup | ; 


Range Map to Target 
Code Data 
1000: 1FFF 
2000: 2FFF 
3000: 3FFF 
| 4000:4FFF 
| 5000: 5FFF 
6000: 6FFF 
7000: 7FFF 
8000: 8FFF 
9000:9FFF 
A000: AFFF 
BOOO:BFFF 
COOO:CFFF 
DOOO:-DFFF 
EOOO:EFFF 
FOOO:FFFF 


SOOO SOSOOOORoO 
~ HOOUE OA eoOSoOoS 


ae ty Check All | 
Clear All | Clear All | 


ae Apply yd Cancel | Help | Refresh | 


Figure 124. Map Config Tab 
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Emulator Configuration 


—— . | 
Hdw Config | Misc Setup | Map Config Bank Switching Logic | Breakpoint Setup | BP Setup | 


Bank Area: 
Range: jo to Jo |” Enable Banking 


Control and Status Byte: 


Address: [30 Mask: IF SFR v 


Shadow Byte: [NONE v | Bank Number 
Translation: 
| Address: [0 


Enable Table iz 
Use SY1 ~ 


Apply | Cancel |. Help | Refresh | 


Figure 125. Bank Switching Logic Tab 


Bank Switching Logic Tab 


The Bank Switching Logic tab (Figure 125) configures emulation banking. You can also set up a 
banked code range, the control mechanism and a translation table in this tab. 


® Bank Area 


— Enter the address of the region you want to bank in the Range text boxes. 


— Selecting the Enable Banking option enables the banking at the specified address. 


® Control and Status Byte 


— The address in the Address text box controls the banking. When using a port, select SFR. For 
a latch in XData space, select XData. 


— The Mask filters the bits that are used. A 1 (one) indicates that bit is used. 


Example 
For an SFR address equal to 90H (Port 1) if the Mask equals 1CH then bits P1.2, P1.3 and P1.4 are 
used. (P1.2 being the LSB and P1.4 being the MSB for the binary counter of the banks.) 


Use the drop-down list box to select an SFR or XData address to control the banking. Select XData if 
your target has a latch in XData space. 
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® Shadow Byte: If your target hardware uses a latch or write-only register in XDATA space for 
bank control, your code must maintain a shadow byte so the emulator can read the code in monitor 
mode to determine which bank is currently active. The shadow byte is written to immediately be- 
fore the actual control address is written. 


Use the drop-down list to select where the shadow byte is mapped: 
— None: Indicates the shadow byte is not used. 


— Data: Indicates the shadow byte is in internal data space. 


— XDATA: Indicates the shadow byte is in external data space. 


® Bank Number Translation: The emulator assumes a 1 to 1 correlation of bank number-to-bit pat- 
tern, for example: 
0000b = Bank 0, 0001b = Bank 1, 0111 = Bank 7 


If your configuration uses any other correlation, such as Grey code, this can be defined in the bank 
number translation table. This table defines the bit patterns that are used in the control byte for that 
bank number: 


— The Enable Table option acitvates the bank table. 


— The Use SY1 option enables the banking logic to use the SYI pin on the pod board as the fifth 
bank input for support of up to 32 banks. 


® OK: Saves the settings for the tabs and exits the dialog box. 
® Apply: Saves the settings for this tab. 
e@ Cancel: Exits without saving the settings for the dialog box. 
® Help: Displays the Sechau Help file. 


@ Refresh: Allows you to retrieve and view the current trace and emulator hardware 
configuration settings. 


Breakpoint Setup Tab 


The Breakpoint Setup tab (Figure 126) configures how breakpoints operate. You can also select the 
cycle type. 
® Break On 

— Address Only: Selecting this option configures breakpoints to be an address only. 


— SY0 and Address: Selecting this option causes a breakpoint when SYO and address 
are true. 


— SY0 or Address: Selecting this option causes a breakpoint when SYO or address are trve. 


— SY0 Only: Selecting this option causes a breakpoint when the SY0 signal is rue. 
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Emulator Configuration 
Hdw Config | Misc Setup Map Config | Bank Switching Logic Breakpoint Setup BP Setup | 


i ™ SYO and Address | 
€ SY0 or Address | 


ON A a eS S| 


rsyo Level 
( High Low 


iyblesk on Cycle ——— 
| J¥ Opcode Fetch 
iT Write XData 
| [ Read XData 


hn 


Apply | Cancel | Help | Refresh | 


Figure 126. Breakpoint Setup Tab 


@ SY0O Level: sets the true state of the SYO signal. 


@ Break On Cycle: These qualifiers are ORd together allowing any or all of them to be selected. 
— Opcode Fetch: Selecting this option qualifies the breakpoint to be a fetch. 
— Write XData: Selecting this option qualifies the breakpoint to be a write to XData. 
— Read XData: Selecting this option qualifies the breakpoint to be a read of XData. 

@ OK: Saves the settings for the tabs and exits the dialog box. 

@ Apply: Saves the settings for this tab. 

@ Cancel: Exits without saving the settings for the dialog box. 


® Help: Displays the Seehau Help file. 


® Refresh: Allows you to retrieve and view the current trace and emulator hardware 
configuration settings. 


240 EMUL51—PC User Guide 


EMUL51—PC User Guide 


Emulator Configuration 


Hdw Config | Misc Setup | Map Contig | Bank Switching Logic | Breakpoint Setup BP Setup | 


Hardware Breakpoints 
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Apply [ Cancel | Help | Retresh | 


Figure 127. BP Setup Tab 
BP Setup Tab 
The BP Setup tab (Figure 127) configures hardware breakpoint ranges. 


@ Hardware Breakpoints display area: displays the address ranges that are enabled for hardware 
breakpoints. These breakpoints use the cycle types that are declared under the Breakpoint Setup 
tab. 


@ Add: Opens the Add Address Range dialog box (Figure 128). Entries can be done with hex 
address or symbolically. 


@ Edit: Select an address range in the Hardware Breakpoints display area, then click Edit. The Add 
Address Range dialog box opens. Make any changes to the values, then click OK. 


@ Remove: To remove an address range, select the address range in the Hardware Breakpoints dis- 
play area, then click Remove. 


® OK: Saves the settings for the tabs and exits the dialog box. 

@ Apply: Saves the settings for this tab. 

® Cancel: Exits without saving the settings for the BP Setup dialog box. 
@ Help: Displays the Seehau Help file. 


® Refresh: Allows you to retrieve and view the current trace and emulator hardware 
configuration settings. 
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Add Address Range Dialog Box 


@ Begin: Enter the first address of the range. 

@ End: Enter the last address of the range. 

@ OK: Saves the settings for the tabs and exits the dialog box. 

@ Cancel: Exits without saving the settings for the Add Address Range dialog box. 


@ Help: Displays the Seehau Help file. 


Add Address Range 


Start address eee ee ea 
End address 


cons |__| 


Figure 128. Add Address Range Dialog Box 
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[5] Connecting the Emulator to Your 
Target Board 


> WARNING 


To avoid damage to the pod or to your target, do not connect the pod to your target when the pod 
or target power is on. 


Make sure you always power up the emulator first followed by the target system. When powering 
down, power down the target system first followed by the emulator. Failing to do so can cause 
damage to your target and/or emulator. 


Power-up / Power-down Sequences 


Use the internal position as your first choice for power selection even if the pod is connected to 
your target system. With the power jumpers set to the internal position, use the following recom- 
mended power sequence: 


1. Power ON the PC (or HSP/USB box option). 

2. Power ON the target. 

3. Use emulator for the session. 

4. Power OFF the target. 

5. Power OFF the PC (or HSP/USB box option). 

Selecting external (target) power is usually not necessary, unless you are emulating a target in 
which the voltage is less than 5 volts. If you want to determine how much current the MCU draws, 


you can use an actual part in the circuit instead of measuring with the pod. If you require external 
power, use the following power-up/power-down sequence: 


1. Power ON the target. 

Power ON the PC (or HSP/USB box option). 
Use the emulator for session. 

Power OFF the PC (or HSP/USB box option). 
Power OFF the target. 


| Note 


The ideal solution when selecting external power is to have both the PC or the 
HSP/USB box and the target system on the same power switch so that the power to 
both is turned on and off at the same time. 


2 
ob 
4. 
5 
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Plugging the Emulator into Your Target Board 


Installing the DIP / PLCC Socket Adapters 
Do the following steps: 
1. Make sure the power to the target system and the emulator host PC or HSP/USB is turned off. 


2. Connect the pod ground clip to the target ground. 


3. Make sure the adapter is correctly oriented (pin 1 of the target processor to pin 1 of the pod 
adapter). For details about correct adapter orientation, see the following “Verifying Adapter 
Orientation” section. 


4. Plug the adapter into the target socket. 


Installing PGA Socket Adapters 


Since most targets use PLCC sockets that are soldered into a PGA footprint, you can install a PGA 
socket that allows PGA pods to mate directly to the target. A PLCC socket plugs directly into the 
PGA socket for running the target with the MCU instead of the emulator. 


Installing Surface Mount Adapters 


First make sure you have a qualified technician solder the surface mount portion of the adapter to 
your target. Make sure you check the soldering for opens and shorts under a microscope, as these 
conditions are hard to detect otherwise. 


Then do the following steps: 
1. Make sure the power to the target system and the emulator host PC or HSP/USB is tumed off. 


Z. Connect the pod ground clip to the target ground. 


3. Verify that pin 1 of the target processor is connected to pin | of the pod adapter. For details 
about correct adapter orientation, see the following ‘Verifying Adapter Orientation” section. 


4. Plug the adapter into the surface mount portion of the target side adapter. 
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Figure 129. Pin Variations 


Verifying Adapter Orientation 


<> WARNING 


Do not apply power to your system unless you are absolutely sure the target adapter is correctly 
oriented. Failure to do so can cause damage to your target and/or emulator. 


Usually pin 1 is clearly marked on the pod, target adapter, and target. If not, you need to manually 
verify that the pod adapter and target are correctly oriented. To verify proper connection, you will 
need an Ohm meter to check the status of one or two signals. 


To verify proper connection, do the following steps: 


1. 
2 


Make sure all power is off. 


Connect the adapter to the pod. Pin ] can be marked in various ways. For example, you might 
see a beveled corner, the number one, or a V-shaped notch (Figure 129). 


Connect the adapter to the target. 


Choose an easily accessible signal such as the XTAL signal. Then connect one side of the 
Ohm meter to the target signal and one side to the equivalent pin on the pod target header. 


Tips for Avoiding Common Adapter Problems 


Select the correct socket. Select a quality socket that can withstand repeated use. Some inex- 
pensive sockets tend to wear out quickly causing potential intermittant problems. 


Check the condition of the adapter and socket. 
— Make sure the adapter and socket are free of oxidation and corrosion. 


— Make sure the connector pins are not bent out of place. They should appear parallel to one 
another (Figure 130). 


— Ifyou are using a PLCC socket, make sure the pins have not flattened out. This tends to 
occur after repeated adapter insertions (Figure 131). 


Edition 2, April 19, 2002 © Nohau Corporation 245 


Chapter 5. Connecting the Emulator to Your Target Board 


Normal Damaged 


TT 3 TTT 


Figure 130. Connector Pins 


PLCC 
Chip 


Socket 


Normal Flattened 


Figure 131. PLCC Socket Pins 


| Note 


Usually surface mount PLCC sockets tend to wear out more quickly. Therefore, you 
need to inspect these sockets more frequently. 


e Use the minimal amount of space required to connect to the target system. For example, avoid 
stacking sockets to meet height requirements. When necessary, use one piece extender adapt- 
ers or short, flexible ribbon cables. (Refer to the EMUL51I-—PC Price List for further informa- 
tion about these items.) 


Setting Up Proper Pod Support 


In most cases, the pod will require additional support on the ribbon cable side to prevent the 
adapter from being pulled out of the socket. 


Configuring Jumpers for Target Operation 


Clock Jumpers 


Each pod contains two clock jumpers or switches. These should be set to the external or target side 
position. Setting the jumpers or switches to this position ensures the following: 


e@ The emulator will run at the target clock speed. 
© The baud rate generator will have the same crystal reference. 


@ The periodic time-based interrupt will occur at the correct intervals. 


EMUL51-PC User Guide 


EMUL51-PC User Guide 


Power Jumper 


Set this jumper to the external position if you are connecting to a 3-volt target. 


Control Signal Jumpers 


Most pods have a gated PSEN signal; however, some pods might have a gated RD/WR signal 
also. These gates prevent the signals from going out to the target unless an access to target mem- 
ory occurs. In some cases, target logic might require one or more of these signals to be present at 
all times. When this occurs, move the appropriate jumpers to the non-gated position. 


CAUTION 


When a control signal is placed in a non-gated condition, that signal will always be 
sent to the target and might cause bus collisions or unintentional writes to target 
data memory. To avoid these problems, make sure you review your contro! logic 
carefully. 


Configuring Seehau for Target Operation 


Emulator Configuration Tabs 


After you connect the emulator to your target, review the following Emulator Configuration tabs 
and enter changes as appropriate. From the Seehau main menu, click the Config menu. Then click 
Emulator. The Emulator Configuration dialog box opens. 


Hdw Config Tab 


Enter your target clock frequency in the Clock (MHz) field. This field contains the time base refer- 
ence for the trace timestamp only. The timestamp calculation assumes standard 8051 timing with 
12 clocks per bus cycle. Enter the following: 


e@ If you are using a standard part, enter the crystal/oscillator frequency. 
@ Ifyou are using a Dallas 520/530/320/323 part, enter 1.5x the crystal/oscillator frequency. 
e@ If you are using a Philips or Temic X2 part, enter 2x the crystal/oscillator frequency. 


e If you are using an MX pod, enter two times the external frequency. 


Misc Setup Tab 


© Select the Program Counter option if you want to override the reset vector. Enter the value 
that you want to preload into the program counter. (optional) 


@ Select the Stack Pointer option if you want to preload the stack pointer with a designated 
value. (optional) 
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Map Config Tab 


By default, all memory is mapped to the emulator. Select memory ranges to access target re- 
sources such as ROM, RAM, or memory mapped I/O. 


Bank Switching Logic Tab 


If your target uses bank switching, make sure you configure this tab prior to emulation. (Refer to 
Chapter 4, “Installing and Configuring the Seehau Software” in this guide for details about the 
Bank Switching Logic tab.) Also verify the following: 


e@ Set the jumpers on the emulator board correctly. 


@ Check that bank switch wires on the pod are set up correctly. 


Executing Code from Target ROM 


If you are executing from target ROM, you can perform source level debug by loading symbols 
only. Do the following: 


1. From the Seehau main menu bar, click the Config menu. 
2. Click Environment. 


3. From the Preferences tab, clear the Code option. Then click OK. 


4. From the Seehau main menu bar, click the File menu. Then click Load Code. Seehau will now 
load only the debug symbol information from the selected file. 
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Overview of Tracing 


Trace is a comprehensive tool used to analyze the MCU environment. While using the trace feature, 
you can passively analyze user code in real time as the code continues to execute. Without the trace 
tool, the emulator only provides a snapshot of the MCU environment. 


The trace feature provides the same basic capabilities as a logic analyzer. Each trace frame is 

time stamped and records the following fields: address and data values, cycle type, and up to 18 external 
inputs. Based on various combinations of these fields, you can set up trigger and/or filter conditions to 
control the trace recording. 


By default, trace automatically starts recording when you begin user code execution. When you stop 
code execution, the trace history is displayed automatically. 


Tracing allows you to perform many tasks, including: 
@ Detecting an error condition 
e@ Analyzing a history of the sequence of events leading to an error 


e@ Characterizing code behavior using tools such as Program Performance Analysis (PPA) and Code 
Coverage (available only with Enhanced Trace) 


@ Sampling time measurements (ATR/ERT only) 


@ Analyzing penpheral I/O 


The Seehau software provides a symbolic interface for both the trace setup and display. 


Basic Features of Tracing 


e Trigger. An event that stops trace buffer recording by setting the zero frame reference in the 
trace buffer. 


@ Delay: The number of trace frames collected after a trigger event occurs. 
@ Filter. A set of conditions that determine which frames are allowed into the trace buffer. 


© Time Stamp: A feature that displays the number of machine cycles that have elapsed since the 
beginning of program execution. (ATR/ERT only) 


Edition 2, April 19, 2002 © Nohau Corporation 249 


Chapter 6. Introduction to Tracing 


Trace Window 


The contents of the trace buffer are displayed in the Trace window (Figures 132 and 133). To opena 
Trace window, use the TR button on the toolbar, or select the New menu and click Trace. 


The Trace menu controls most of the Trace window features. 


7s 
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Figure 133. Trace Window (compressed) 
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@ Trace Window Columns 


@ Frame Number is on the far left of the window. Frame 0 always represents the trigger frame. If 
there is no trigger, frame 0 is the last frame in the buffer. 


e Address displays the address of the bus cycle in hexadecimal notation. 


© FWR shows the cycle type: first byte of Fetch, Write, Read, or other frames (shown with 
a dash). 


@ SY0& SY1 display status of the SY0 and SY] inputs from the pod board. 
@ Porti & Port3 display the user-selected ports in binary format. 


@ Time Stamp displays one of the following options based on what you choose in the Trace Display 
options local menu: 


— Relative Time: Amount of elapsed time for the current instruction. 
— Absolute Time: Amount of elapsed time since the beginning of execution. 
— Relative Cycle: Number of CPU cycles for the current instruction. 


— Absolute Cycle: Total number of CPU cycles since the beginning of execution. 


@ Data displays bytes of data from the displayed bus cycle. 
@ ® Instr. shows the instruction disassembly. 


® Symbol shows any symbolic label that refers to a specific address. 


Local Trace Menu 


To access the Local Trace menu, right click the Trace window or select the Trace menu which 
appears in the main menu bar only when the Trace window is active (Figure 134). 


® Go to Frame number: Opens a dialog box where you can enter a specific frame number for dis- 
play. 


@ Find Trigger Point: Displays the trigger point (frame zero). 


® Zero Time at Cursor: Changes the timestamp at the selected frame to zero and makes all other 
timestamps rehtive to the selected frame. 


@ Synchronize Source Window: Automatically aligns the display of code in the Source window as 
you scroll through the Assembly code in the trace buffer. You must use the up/down arrow keys in 
conjunction with this feature. 
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Go to Frame number... Shift+ Ctrl+F 
Find Trigger Point 

Zero Time at Cursor Ctrl+Z 
Synchronize Source Window 

Display mode » 


Find... Ctl+F 

Fid Neyi r2 

Find Presaicius: AM+F 3 

Show Source Line 

File > 


< 


Show TimeStamp 

Belative TimeStamp 
Convert Cycles to Time 
Show Misc.{E1 & E0) 

Show Ports(Probed Probe) 
Show Data 

Show Status (PWR) 

Show Symbol 

Compressed 

All Options... 


Trace Config... 
Settings > 
Change Caption... 


< 


<< 6 


Figure 134. Local Trace Menu 


® Display mode: Opens a submenu that allows you to select which code to display: 
— Trace Only: Displays Assembly code only in the trace buffer. 
— Mixed: Displays both C and Assembly code in the trace buffer. 


— Source Only: Displays C source code only in the trace buffer. 


@ Find: Opens the Find Address dialog box where you can search the trace buffer for an address or 
a range of addresses and a cycle type. 


@ Find Next: Click to find the next frame match. 
@ Find Previous: Click to find the previous frame match. 


@ Show Source Line: Displays the associated source code for the current frame. The frame 
address must match a source line address. 
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Save Trace To File 


(Frame Hanger neds aah owen Pre. Pee] ate 
© Alll-262142:0) | 


| 
C Current Window(-227507:-227483) | [Trace and Source] 


( Frames From [500 To (eee 


ee (C:\Nohau\S eehauHC11 \Examples}$_—AA A A 
} 
| 

H 

i 


| File Name [Trace.txt Browse... | 
: _ Browse. | 

{ 

=) 


Figure 135. Save Trace to File Dialog Box 


© File: 


— Save to File: Opens the Save Trace To File dialog box where you can save the contents of 
the trace buffer as text to a file (Figure 135). 
Frame Range: Select one of the following: 
All: Saves the entire trace buffer 
Current Window: Saves only the contents of the current Trace window 
Frames: Allows you to specify a range of frames 


— Print: Allows you to send the trace buffer to a printer. 


Note 


The following menu items can be toggled individually or can be configured all at once. 
Click All Options to open the Display Options dialog box. 


@ Show TimeStamp: Displays the timestamp which represents the number of machine cycles that 
have elapsed since the beginning of program execution. 


® Relative TimeStamp: Displays the timestamp as the number of machine cycles that have elapsed 
since the execution of the previous instruction. 


@ Convert Cycles to Time: Converts the timestamp from machine cycles to actual time based on the 
MCU clock (uP clock). 


® Show Misc.(SY0 & SY1): Displays status of the SY0 and SY1 inputs from the pod board. 
@ Show Ports (Port1 Port3): Displays the user-selected ports in binary format. 


® Show Data: Displays the data field. 


Edition 2, April 19, 2002 © Nohau Corporation 253 


Chapter 6. Introduction to Tracing 


® Show Status (FWR): Displays bus cycle type (Fetch, Write, or Read). 


® Show Symbol: Displays symbolic labels associated with the address field. 
@ Compressed: Displays Assembly code only. (Note: RD/WR cycles are not shown.) 


@ All Options: Opens the Display Options window where you can select or clear trace options in a 
single update. 


@ Trace Config: Opens the Trace Configuration dialog box. Refer to Chapter 7, “Configuring Trace 
Boards” in this guide. 


© Settings: Opens a submenu that allows you to set up Trace window attributes. 


@ Change Caption: Allows you to change the Trace window caption in the title bar. 
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Configuring Trace Boards 


Trace Configuration 
Trace Setup | Conditions | 


Trace Type i; Break Emulator-—— T Fitter: Record: [All ~| 
| [TR18 | Cc Yes __ Int Recording:[all ~| 
| WO Address fiu0 i 
i} © No 

ile en elizn ot |i Loop Count lo 


} 
| 
i t 


| Trigger Conditions: 


Delay|8192 Condition: [No Trig ~| 
{ 
1 Apply | Cancel | Help | | 


Figure 136. Standard Trace Configuration Dialog Box (Trace Setup) 


To program the trace board for specific tasks, use the Trace Configuration dialog box 
(Figure 136). To open the dialog box, do the one of the following: 


@ From the Trace menu, click Trace Config 


e@ From the Config menu, click Trace 


Configuring the Standard Trace Board 


After the Trace Configuration dialog box opens, click Trace Setup. Enter or select appropriate data 
for the following Trace Setup fields: 


Trace Setup Tab 


@ Trace Type: Displayed for reference only. Exit Seehau and run Seehau Config to change 
this setting. 


@ WO Address: Displayed for reference only. Exit Seehau and min Seehau Config to change 
this setting. 


Edition 2, April 19, 2002 © Nohau Corporation 255 


Chapter 7. Configuring Trace Boards 


Trigger Conditions 


— Loop Count: The number of times the trigger condition must be met before the trigger action is 
taken. 


— Delay: The number of frames recorded after the trigger condition is met. 


— Condition: 


No Trig: Disables triggering. Trace collects data continuously in a FIFO buffer. 
Trig On A: Triggers when the A condition is met. 
Trig On B: Triggers when the B condition is met. 


A then B: A sequential trigger where A condition must be met first, followed by the 
B condition. 


A Loop: Triggers after A condition is met times, where n is the loop count field. 
B Loop: Triggers after B condition is met # times, where 7 is the loop count field. 


A Loop then B: A sequential trigger, where A condition must be met m times, followed by 
the B condition. 

(A then B) loop: A sequential trigger, where A condition must be met first, followed by the 
B condition times. 


Break Emulator 


— No: Emulation does not stop as a result of trace trigger conditions. 


— On Trig: Emulation stops when the trigger condition is met. 


— OnB: Emulation stops when the B condition is met. 


Filter: The Filter field controls which frames are recorded by the trace board. 


— Record: Click the down arrow and select one of the following options: 


All: All frames are captured. There is no filtering. 

A: Only frames which match the A condition are recorded. 

B: Only frames which match the B condition are recorded. 

A & B: Frames which meet both A and the B conditions are captured. 


A On, B Off: When the A condition is met, the trace is turned on and all frames are 
recorded. When the B condition is met, the trace is turned off. 


— Int Recording: Controls which frames are recorded by the trace board. Click the down arrow 
and select one of the following options: 


INT: Causes the trace to record the code that the interrupt level is greater than 0. Code that 
is part of any interrupt service routine will be recorded. 


Main: Causes the trace to record the code that the interrupt level is equal to 0. Code that is 
not part of any interrupt service routine will be recorded. 
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Trace Configuration 
Trace Setup Conditions | 


Condition: A Cycle: [Nonefort lone(or Data-Mask: | | 
Addr: f P1-Mask: j -| 
Mask: | P3-Mask: f m 
Ae) 


None(onN 

Nane(arJnt 

None(orN 
___ None(oryN_ 


Neneforj 

None(orN 
~None(oryN_! 
Nonefor)N 


[x] Apply | Cancel | Help | coe ee 


Figure 137. Standard Trace Configuration Dialog Box (Conditions Tab) 


Conditions Tab 


Right-click in the Conditions window to access the Add, Edit, or Remove menu. Select Edit from this 
menu, and the Edit Data Condition dialog box opens. (Figure 138). 


Edit Data Condition 


Condition: A 


Sess eS Se eee 


Data: | | | P3: Ti 
l Enabled Mask imeem netee 


i ‘Miscellaneous 


Tere ~| cre | SY] [None | INT: [None | 


E0: jNone +} Et: jNone 
Cancel | 


Figure 138. Edit Data Condition Dialog Box 


| 
! 
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Edit Data Condition Dialog Box 


Enabled: Select to enable condition. 


Note 


If left blank, the following fields are evaluated as Don't Cares. 


Address: Enter an address or range of addresses. 


— 8000 (Single address) 

— 8000:3FFF (Range from 8000 to 8FFF) 
— timer (Value of variable timer) 

— &timer (Sddress of variable timer) 


— timer:timer+10 (Range from the value of timer to value of timer +10) 


Address Mask: Enter an address mask. The mask is used as an alternate method to create 
address ranges. The address mask value is logically ANDed with the address value. A zero 
in the result corresponds to a Don’t Care in the address value. For example: 
Address=ABCDH 

Mask=FFOFH 

Resulting range=ABxDH 


P1: Enter an 8-bit value or range corresponding to the port that is compared to the TTL level data 
being traced by P1. On most pods P! is connected to Port 1 by jumpers. By removing the jumpers 
and using wires, any eight external signals can be traced as P1. Purchase optional E-Z hooks from 
Nohau (Part HEMUL-PC/E-Z). 


P1 Mask: Enter a P1 mask. The mask is used as an alternate method to create ranges. The mask 
value is logically ANDed with the P1 value. A zero in the result corresponds to a Don’t Care in the 
value. For example: 

P1=A5H 

Mask=FOH 

Resulting range=AxH 


Data: Enter an 8-bit (data bus) value or range. 


Data Mask: Enter a data mask. The mask is used as an alternate method to create ranges. The 
mask value is logically ANDed with the data value. A zero in the result corresponds to a Don’t 
Care in the value. For example: 

Data=A5H 

Mask=FOH 

Resulting range=AxH 


P3; Enter an 8-bit value or range corresponding to the port that is compared to the TTL level data 


being traced by P3. On most pods P3 is connected to Port 3 by jumpers. By using wires, any eight 
external signals can be traced as P3. 
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@ © 3 Mask: Enter a P3 mask. The mask is used as an alternate method to create ranges. The mask 
value is logically ANDed with the P1 value. A zero in the result corresponds to a Don’t Care in the 
value. For example: 

P3=A5H 
Mask=F0OH 
Resulting range=AxH 


@ Miscellaneous 
— Type: Select one of the following bus cycle types: 
* None: Don’t Care 
=" Read: A data read 
" Write: A data write 
# RI/W: A data read or write 
# Fetch: A code fetch. 


— 0: The EO external input pin on the pod. Select one of the following levels: 
=" High 
=» Low 
* None: Don’t Care 


— 1: The E] external input pin on the pod. Select one of the following levels: 
@ ez 
» Low 


= None: Don’t Care 


Note 
Signals EO and E1 are level triggered. 


— SY0: The SYO extemal input pin on the pod. Select one of the following levels: 
® High 
» Low 
" None: Don’t Care 


— SY1: The SY1 external input pin on the pod. Select one of the following levels: 
= High 
» Low 
" None: Don’t Care 
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Configuring a Trigger Condition @ 


The following example will trigger when the value of OFH is written to the symbol timer.min. The trace 
will then force a break when the trigger occurs. 


1. Open the Trace Configuration window by doing one of the following: from the Config menu, click 
Trace. Or from the Trace menu, click Trace Config. 


2. Inthe Trig Exp text box, enter A for the condition. Then select the check box to enable the trigger 
expression. 


3. In the Break Emulator area, select On Trig. (On Trig breaks immediately. Alternatively, you can 
choose When Done which breaks after the number of delay cycles are collected.) 


4. From the Condition A line, right-click and select Edit. The Edit Data Condition dialog box opens 
(Figure 139). 


5. Complete the following fields: 
— Enabled check box: Automatically selected when you enter an address in the Address text 


box. 


— Address: Enter &timer.min. (The & denotes the address of the symbol rather than the value of 
the symbol.) 


— Mask: Enter FFFF. (A one in any bit position denotes that the value specified in the address 
field must match the address field in the trace frame. Whereas, a zero denotes a Don’t Care 
bit.) 


— Data: Enter FH. 


— Mask: Enter FF. (A one in any bit position denotes that the value specified in the address field 
must match the address field in the trace frame. Whereas, a zero denotes a Don’t Care bit.) 


— Miscellaneous Type: Select Write from the pull-down menu. 


6. Click OK. 
7. Click OK in the Trace Configuration window (Figure 139). 


8. Click the Reset and Go button on the Speedbar. The Trace Display window will now update. 


(For addition trace examples, refer to the “Trace Configuration Examples” section.) 
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@ Frame {Address [Data 
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-19 55 O200E0 LUMP maritime_clock END (ODEO) 
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-13 E1 90 | 
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-5 20 4c 
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-1 4E OS | 
0 | 4E OS | 
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TRACE ONLY got frames |Fremes:262143{-262142:0) Not Trigged Loop Cat 0, T1ig Delay:32768 Dverlowed State: DODOOD Zi 


Figure 139. Trace Display Window 


Configuring the Enhanced Trace Board 


After the Trace Configuration dialog box opens, click Trace Setup. Enter or select appropriate data 
@ for the following fields: 


Trace Configuration 


Trace Setup | Conditions | 


i-Break Emulator 
© No 


"Filter. Record: Recents Wale 


| 
| Delay: |p 
| 


| 
| T™ OnsS2 
| 7 When Done 


' Cycle Count | Enable, S5= a Peary ae es 


POD Signal "ANB", S4= 


ERNE ay ae it cae 
;Loop Counter Condition, S3= | Loop Count [o Co in trig exp 
'S2= 

Sig 

ee ae 


fs BERNA mLA TA Be OER OT IF ~” {Timestamp Prescaler. 
- Trigger Conditions: 
| [NONE 


| Delay|32768 | Trig Exp: | fa T Timestamp Overflow 
|) Apply | Cancel | Help li 


Figure 140. Enhanced Trace Configuration Dialog Box (Trace Setup) 


@ 
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Trace Setup Tab 


Trace Type: Displayed for reference only. Exit Seehau. From the Start menu, run Seehau 
Config to change this setting. 


(0 Address: Displayed for reference only. Exit Seehau. From the Start menu, run Seehau 
Config to change this setting. 


Break Emulator 


— No: Emulation does not stop as a result of trace conditions. 
— On S2: Emulation stops when 82 is ¢rue. 


— When Done: Emulation stops after the trigger condition is met and the delay counter reaches 
Zero. 


— On Trig: Emulation stops when the trigger condition is met. 


Filter: The Filter field controls which frames are recorded by the trace board. 


— Record: Click the down arrow and select one of the following options: 


"Always: If Always is selected, there is no filtering of the trace capture; therefore, all 
frames will be recorded. 


= IF: Ifa trace frame matches Exp, then the frame is recorded. 


~— Delay: The number of frames collected after each match of the filter condition. This feature is 
most useful when filtering data/port reads and writes. Allows you to determine where in your 
code the read or write occurred. 


— Exp: (See Trig Exp) 


Cycle Count Enable, S5=: Consists of a Boolean expression of events, SO to SS and CO. When the 
expression is true, a 32-bit counter is enabled to count cycles. This is used to measure 

cycles or time without stopping emulation. These numbers are displayed on the toolbar of 

the Seehau user interface. On pods that have the pin labeled FLF, the SS bit is logically out-put 
here. This signal can also be found on pin 22 of the 50-pin ribbon cable connector. 


Pod Signal “ANB", S4=: Consists of a Boolean expression of events, SO to SS and/or qualifiers A - 
H that are used to describe how the trace output signal will operate. When the condition goes from 

false to true, the loop counter will shut down. This output is available on the pod board with the pin 

labled ANB. 


Loop Counter Condition, S3=: Consists of a Boolean expression of events, SO to S5 and/ 
or qualifiers A — H that are used to describe how the loop counter will operate. When the 
condition goes from false to true, the loop counter will shut down. 


Loop Count: The number of times the trigger condition must be met before the trigger action is 
taken. 


$0, $1, S2: Used only if the THEN operator is not being used in the Trig or Record fields. Other- 
wise, these fields can be used freely for Boolean equations. 
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& @ Trigger Conditions 


— Delay: The number of frames recorded after the trigger condition is met. 


— Trig Exp: Select this option to enable the trigger. Clear this option to disable the trigger. 


In the Trig Exp text box, enter a Boolean expression that uses the qualifying registers A — H, SO — 
SS and the output of the loop counter CO. The Boolean express can also contain the THEN opera- 
tor. 


If the THEN operator is used the state bits SO, S1 and S2 can not be used. These bits are being 
used to generate the THEN condition. 


Examples 

A 

NOTA 

AORB 

AANDB 

A THEN B 

A AND NOTB 

A THEN B THEN C THEN D THEN E THEN F THEN G THEN H 
A ORB THEN C AND NOT DORE 
AOR S83 

A AND CO 


A THEN B OR S3 
@ A THEN B THEN CO AND C 
@ Timestamp Prescaler 


— Advanced Trace: Consists of one 32-bit hardware counter with a 16-bit prescaler. Only the 
32-bit counter is recorded in the trace buffer. If the prescaler is none, the result is full 
resolution in which each frame represents a full bus cycle. Therefore, 4,294,967,294 cycles can 
be counted before the counter rolls over to 0. 


— Enhanced Trace: Consists of one 64-bit hardware counter with a 16-bit prescaler. Only the 
64-bit counter is recorded in the trace buffer. If the prescaler is none, the result is full 
resolution in which each frame represents a full bus cycle. Therefore, 8,589,934,588 cycles can 
be counted before the counter rolls over to 0. 

— With the prescaler set to 2, the time is doubled. By programming the prescaler to a high enough 
number, the time of overflow time can be in minutes, hours, days, and so on. 


® Timestamp Overflow: By checking the box to the left of Timestamp Overflow, the roll-over of 
the counter can be forced in the trace buffer. 
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Trace Configuration 


Trace Setup Conditions 


Condition: A Cycle: Mone(or)Nor Data-Masl| -| 
Addr] PO-Mask:| -| 
Mask] P1-Mask| -| 


Cond [address __lagdr Mask _]¢vele [Data __= 
BE ea NT een i iaiiaie 


_ WoneforjN 


. OK | Apply | Cancel | Help | 


Figure 141. Enhanced Trace Configuration Dialog Box (Conditions Tab) 


Conditions Tab (ETR) 2 


Right click in the Conditions window to access the Edit or Remove menu. Select Edit from this menu, 
and the Edit Data Conditions dialog box opens. 


®@ Enabled: Select to enable condition. 


Note 


if left blank, the following fields are evaluated as Don't Cares. 


©@ Address: Enter an address or range of addresses. (See Appendix A for correct syntax.) 


® Address Mask: Enter an address mask. The mask is used as an alternate method to create 
address ranges. The address mask value is logically ANDed with the address value. A zero 
in the result corresponds to a Don’t Care in the address value. For example: 
Address=ABCDH 
Mask=FFOFH 
Resulting range=AbxDH 


@ P14 Mask: Enter a Pl mask. The mask is used as an alternate method to create ranges. The mask 
value is logically ANDed with the Pl value. A zero in the result corresponds to a Don’t Care in the 
value. For example: 

P1=A5H 
Mask=F0H 
Resulting range=AxH 
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Data: Enter an &-bit (data bus) value or range. 


Data Mask: Enter a data mask. The mask is used as an alternate method to create ranges. The 
mask value is logically ANDed with the data value. A zero in the result corresponds to a Don’t 
Care in the value. For example: 

Data=A5H 

Mask=F0OH 

Resulting range=AxH 


P3: Enter an 8-bit value or range corresponding to the port that is compared to the TTL level data 
being traced by P3. On most pods P3 is connected to Port 3 by jumpers. By using wires, any eight 
external signals can be traced as P3. 


P3 Mask: Enter a P3 mask. The mask is used as an alternate method to create ranges. The mask 
value is logically ANDed with the P3 value. A zero in the result corresponds to a Don’t Care in the 
value. For example: 
P3=A5H 
Mask=F0H 
Resulting range=AxH 
Miscellaneous (ETR) 
— Type: Select one of the following bus cycle types: 
= None: Don’t Care. 
=" Read: A data read. 
# Write: A data write. 
= R/W: A data read or write. 
= Fetch: A code fetch. 
— 0: External input pin on the pod. Select one of the following levels: 
® High 
» Low 
= None: Don’t Care 
— £1: External input pin on the pod. Select one of the following levels: 
« High 
» Low 
= None: Don’t Care 
— SY0: Extemal input pin on the pod. Select one of the following levels: 
=" High 
2 Low 
= None: Don’t Care 
— $SY1: External input pin on the pod. Select one of the following levels: 
*® High 
» Low 
=" None: Don’t Care 
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Trace Configuration Examples 


Trigger Example 


This section describes how to set up the emulator trace to trigger on a specific condition with the follow- 
ing parameters: 


e@ Set the trace to trigger on the function Main. 
® Collect 8K bus cycles after the trigger. 


® Allow the emulator to continue running after the trigger. 


From the File menu, select Load Code. Double-click the file Timer.d07. Then do the following steps: 
1. From the Config menu, open the Trace Configuration dialog box. 


2. Set the Delay field to 8,192 frames. This setting will allow the trace to collect 8K bus cycles after 
the trigger condition is met. 


3. Set the Trigger Condition field to A. 


4. In the Break Emulator area of the dialog box, click No to allow the emulator to continue 
running after the trigger. 


5. Click the Conditions tab. This will allow you to configure condition A for the entry to 
function Main. 
6. Right-click on the A condition line, and select Edit. This opens the Condition A dialog box. 


| Tha QO ITT ST OFENT 7 
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iE or | 
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Figure 142. Trace Conditions Setup 
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@ 7. In the Address field, type Main 


8. From the Type pull down list, select Fetch. 


9. Click OK to complete the trace setup. 


aT 
To capture the trace, on the Seehau Speedbar click the Reset button —* . Then click the Go 
GO 


button > 
As soon as the trigger condition is met, the Trace Display window automatically updates. (See Figure 


143.) Frame 0 is the trigger point which is the entry to function Main. 


Filter Example 


This section describes how to set up the emulator trace to filter data writes with the following 
parameters: 


@ Capture only data writes to a structure field called Timer.sec. 


© Stop the trace after collecting 5,000 frames. 


From the File menu, select Load Code. Double-click the file Timer.d07. 
@ Then do the following steps: 


1. From the Config menu, open the Trace Configuration dialog box. 


2. Set the Delay field to 5,000 frames. This setting will allow the trace to collect 5,000 bus cycles after 
the trigger condition is met. 
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Figure 143. Trace Window with Trigger Example 
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3. Set the Trigger Condition field to A. 
4. Set the Record field to A. 


5. In the Break Emulator area of the dialog box, click No to allow the emulator to continue 
running after the trigger. 


Trace Configuration 
Trace a | Conditions ie 


"Break Emulator— | Filter. Recor AIF ~~] 


6 No 
Cc Ons2 


| | 
i j | 
| © WhenDone Delay: [o 
[contig | Be: fe 


Gane Count Enable, S5= 
| POD Signal "ANB", S4= 


|Loop Counter Condition, S3= | Loop Count: lo Co in trig exp 
| S2= 


| Trigger Conditions: | Timestamp Prescaler. 


{5000 Tri as NONE 
bony jl Trig Exp: ja cae Tl. Timestamp Overflow 


OK |" Aen Apply y |i Cancel | Help | | 


Figure 144. Trace Setup Tab 


Trace Seip | Conuitiens ip 


Condition: A Cyclef YetetoryNar Data-Mask] -| 


Addr]Atinner.sec Pi- Mask| -| 
pat. P3- ae Fe 


stan 


Edit Data Condition Weeex! 
Condition: A wos nen oe tee etn and verre owes: ane oe - _ — 
Address: [Btimer.sec sec | Pi 

| 
| Mask [FFFF Mask | 


‘ 


Data: [racine | | P3: — 
F Enabled | | Mask — most 
9 | fea ie |Miscellaneous Hernpeaais aesk ss 


~ Type Write SYOjNone + SY1]None ~ 1 INT: [None 7 
E0: {None | Et: [None =] 


Cancel | 


Figure 145. Trace Filter Setup 
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OTrace_1 
‘Frame / Address [Fur |sy10 INT|Ports(P1 « P3 


a | 4003 U Ay ia) 1111 1111 1012 1111 1 1 1E 
a 4003 U 11 ie) Digs atid | 20t) 2121.2 1F 
2 4003 U pst ie) 0000 0000 1011 11111 #1 20 
3 4003 WU 41 ie) oooo 0001 1011 1111 1 1 21 
4 4003 W 11 ie} oooo 0010 1011 11111 1 22 
i) 4003 W 11 ie} ooo0o 0011 1011 1111 1 1 eo 
6 4003 UW 11 ie} 0000 0100 1011 1111 1 1 24 
7 4003 U 11 0 0000 0101 1011 1111 1 1 25 
8 4003 UW ae ia) 0000 0110 1011 1111 1 1 26 
) 4003 U 11 ia) 0000 0111 1011 1111 1 #1 27 
10 4003 U 11 0 0000 1000 1011 1111 1 1 28 
11 4003 WU i1 ie) ooo0 1001 1011 1111 1 i 29 
cla 4003 U i? ie) COSOs1010 SOs Titties 2a 
13 4003 U 11 ia] 0000 1011 1011 1111 1 #1 2B 
a4 4003 U 11 0 Seoe 1100" 1014 373172 2 2c 
15 4003 U 11 ia) 0000 21101 1011 1111 1 1 2D 
16 4003 U 11 ie) oooo 1110 1011 11111 1 of 


4 


T RACE ONLY (got frames [Frames:20[-1:17),T Hi igged,Loop Cnt:0,Ttig D anya 983Siete 000000 ~*” 


Figure 146. Trace Window with Filter Example 


6. Click the Conditions tab. This will allow you to configure condition A for writes to the Timer.sec 
structure field. 


7. Right-click on the A condition line, and select Edit. This opens the Condition A dialog box. 
8. In the Address field, type &timer.sec. 


9. From the Type pull down list, select Write. Then click OK to complete the trace setup. 


' 


To capture the trace, on the Seehau Speedbar click the Reset button -= .Then click the Go 
co 
button 


As soon as the trigger condition is met, the Trace window automatically updates. (See 
Figure 146.) Cycle 0 is the trigger point which is the first write to Timer.sec. 


Combination of Conditions 


When setting up conditions, it is possible to enter multiple qualifiers under a single condition. A qualifier 
is displayed on a single line under the Trace Condition Display. For example, under Condition A, a quab- 
fier preceded by the word or indicates that condition has multiple qualifiers. 


When a trace condition has multiple qualifiers, the fields in the qualifier are logically ORed 
together. For example, if you define Condition A as a Write to address 81H “OR” a Read from 
address 4003H, the logically combined condition results in a Read “OR” Write to or from address 
4002H “OR” 4003H. 
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Altematively, setting condition B to a Write to address 4002 and setting condition C to a Read from ® 
4003, then triggering or filtering on “‘B or C” results in the entire condition being ORed rather than the 
individual fields. The resulting condition is a Write to 4002H OR a Read from 4003H. 


Trace Configuration 
Trace Setup Conditions | 


Condition: C Cycle[Write(ar)Nor Data-Mask| -| 


‘[2timer. P1-Mask-| -| 
Mask|FFFF P3-Mask[J0 -{00 | 


Yh irte(or} 
Vurite(on) 
V¥rite(or) 
Vrite(an 


V¥rite(or) 


i] Apply Siiaw | i a Help | , i ® 


Figure 147. Combination of Conditions 


FUR jPod Pins(E1i € EO) : Data jInst + 


rary 


209.0 
999, 792.0 
3.0 

207.0 
999,792.0 


209.0 
999,776.0 
3.0 

_.207.0 


AJ AS 
93 = 0 EEE Et ed ct ct 


i 
1 
1 
1 
1 
1 
1 
1 
1 
1 
1 
1 
a 


See et ett tt 


‘TRACE on ONLY ‘g ail t frames iFrames: 1843 1: BHT TiggedLLo Loop | Cnt O.T1 Trig Delay: Belay -30523; State: O00c 7 4 


Figure 148. Trace Display Filter A 
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— EEE ——— ————— SS SS _=="[={=[={z={[{={={={[Ka={={={=_=_—_— ————_ 


MO Trace_1 
Frame lAddress 


FUR |Pod Pins(E1 € EO) jRel. cycle 


0 Wieeeeel 

1 Wie eee 

2 Recon et 1,000,321.0 

3 Win at's a 3.0 iF 

4 Rie al eed 209.0 iF 
HS R paul at 999,792.0 1F 

6 1p Sa: hie 3.0 20 

*) 13 ee akg E 207.0 20 
8 Rabel el 999,792.0 20 
9 WS fad 3.0 21 

10 4003 R 1 1 209.0 21 

11 4003 R i 1 999,776.0 21 
Hee 4003 UW 1 61 3.0 a (ae 
113 Regia 207-0 see 22 


4003 _ 
4 Ney anor 
(TRACE ONLY 


Igot frames IF tames:1843[-1:1842),Trigged,. Loop Cnt0.Trig Delay:30523,State: 0! 


Figure 149. Trace Display Filter B or C 


Building a State Machine Using S(x) Functions 


@ The following provides an’example using $2 — SO as a 3-bit counter (eight states) for each time 
the A event equals the First Opcode fetch at address 24 hex. In this case, the result of SO — S2 trig- 
gered the trace when S2, Sland SO are all true. This example can be expanded by using more events 
(A-H) in the equations. 


Using the program Timer.d07 the address 24 hex is the address of the timer( ) function. All trace fields 
should be at their default values except for the following: 


® ‘Trig = (SO and Si and S2) 

@® $§2=82 AND ((SO and S1 and A) or /S2 and (SO and S1 and A) 
@ $1 =S1 and (SO and A) or /S1 and (SO and A) 

@ SO = (SO and /A) or (/SO and A) 
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Trace Configuration 
Trace Setup | Conditions | 


| Trace Type: | Break E os | Filter. Record: [Always ~| 
Ee ~] | 2 A a | 
m0 n 


| | On uD Exp: | 


| POD Signal "ANB", S4= | 
‘Loop Counter Condition, S3=| _ Loop Count: lo Co in trig exp 
| $2= [52 AND ((S0 and S1 and A) or /52 and (80 and S1 and A) | 


S1= |S1 and (SO and A) or /S1 and (SO and A) 

| SO= (SO and /A) or (/SO and A) 

Emi ai MOM Mey mol anenmand i Pia teoureall amestamip Prescalen 
4 | N 

Trig Exp:[S0 and $1 and $2) a seeker eh 
OK | “Apply | Cancel |. Help | | 


Figure 150. 6-Bit State Machine 


a ee 


Trigger Conditions: 
Delay]65535] 


The expression in SO, S1 and S2 could have been written using the Boolean XOR; however, the XOR is 
not implemented. The equivalent expressions are: 


@ §2=82 xor (SO and S1 and A) 
@ S§1=SI1 xor(S0 and A) 
e S§0=S0xorA 


Example of How to Use the Set-Clear with the Sx Functions 


SO =setAclearB 


SO is set to true when A becomes ¢rve. It remains ¢ruve until B becomes true (even if A is false 
before B is true). A and B in the previous example can be Boolean expressions. This can be used in a 
number of ways. The following example shows how to create a window for recording. 


Record Expression = IF 
Exp=S0 or A 
SO = set A clear B 


The A must be in the RECORD expression in order for the result of the SET A to appear in SO delayed 
by one frame. Otherwise, the address 24 hex will be missed. 
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@ Edit Data Condition 
Condition: A ‘sSe is 
Address: faa “Ei 
Mask [FFFF i 


: ie a eee 
[ Data | Pa: | 

¥ Enabled | Maskf Mek) 

recreate a, Ps egret Hy eae SPCR Re 

Mivasetch sYo{None ~] SY1]None ~] INT:[None >] 

EO: jNone +} E1: [None ~] 


Cancel | 


Figure 151. Event Field (A) 


Edit Data Condition 
Condition: B 


Mics as PA: 
| Mask. [FFFF eat 


SSS [SS SSS 
@ | Data: E | Pah 
Vv Enabled | | hrselc hE I Re 


[ Miscellaneous _ 
‘Type|Fetch | SYO|None ~ SY1]None | INT: None 
| E0: [None =] Et: [None ~] 


_ Cancel | 


Figure 152. Event Field (B) 


All activities taking place between the execution of the two specified addresses are recorded into the 
trace buffer. Any calls to subroutines that would be outside of the address range between 24 and 4B 
are included. 


Figure 153 is an example of a 6-bit state machine using the Set-Clear and demonstrating how the loop 
counter and cycle counter work. 


The program Timer located in the Examples directory will write to the symbolic address of Timer.sec 
(address 4003h) at an approximate rate of one second. To see the 6-bit state machine bits being updated 
in the Trace window status bar, first click the Reset button on the Speedbar, then click the Go button. 


ee eee eS eae“ om 
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Trace Configuration 
Trace Setup | Conditions] 


Trace Tyge | -Break <Emulator——) Filter ‘Dernrd: Jaiwa B= : ~~] 
[eens =] le No i 
| © OnS2 
LO Address: [120 ! aes 
| | When Done i Delay: {0 

| © On Trig Pati Ep | 


' Cycle Count Enable, S5= ,, S5= [set a. a and sO and s1 “and 52 and $3 and s4 s4 and 
_POD Signal "ANB", S4= [set a and sO and si and s2 and s3 and /s4 clear 
‘Loop Counter Condition, S3=|set a and sO and s1< Loop Count: [10 Co in trig exp 


| 92= {set a and sO and s1 and /s2 clear a and sO and s1 and s2 


1S1= [set a and sO and /s1 clear a and sO and s1 


) S0= |set a and /sO clear a and sO 


\ 
| 
i 


er oy aap Woo 
| Trigger Conditions: Timestamp Prescaler: 


Delay|32768 ‘Trig Exp: [sO and s1 and s2 ai ¥ | __ [NONE 


T” Timestamp Overflow 
Apply | Cancel | Help | 


Figure 153. Six-Bit State Machine 


With this example the loop counter, state machine bit 3, is set for 10. The counter will decrement every 
time the loop counter condition changes from false to true (0 to 1). The status of the state machine bits, 
value of cycle count, and the triggered or not triggered status are all displayed on the status bar in the 
Trace window. 


| Note 


The MSB of the state machine is on the left and the LSB in on the right of the 
binary display. 
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Seehau Startup Troubleshooting 


Before you start troubleshooting, first check the following items: 

e@ Are the cables connected properly? 

@ Is the pod connected to the emulator board? 

e@ If you are using an HSP/USB box, is the HSP/USB power turned on? 

e@ Did you remove any foam that might be present on the bottom pins of the pod? 
e Did you configure Seehau correctly for your MCU and pod? 


@ Ifthe pod is not connected to your target, are the power and crystal jumpers/switches in the INT 
position? If not, move the jumpers/switches to the INT position. 


e@ Ifthe pod is connected to your target, is the target power turned on? 


HSP Box 


Step 1. When you start Seehau, does the HSP card LED flash? 
e Yes.GotoStep 2. 
@ No. Make sure the power is on. Make sure the following are connected: 


— HSP box is connected to computer. 
— Power supply is connected to HSP. 


— Pod is connected to emulator board 


If the HSP card LED is still not working, refer to the “Debugging the Parallel Port” section. 


Communication LED 
on HSP controller card 


ae 


Figure 154. HSP Card LED 
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Step 2. If your pod has a reset LED, does it flash when you & 
start Seehau? 


e Yes. Contact Nohau Technical Support. 


e No. Goto Step 3. 


Step 3. Do board I/O addresses match the values in the 
Seehau configuration? 


If your reset LED does not flash or your pod is not equipped with a reset LED, verify that the board 


YO addresses (for emulator and trace boards) match the values in the Seehau Configuration: 


e@ Yes. The I/O addresses match the values: 


4. From the Start menu, select Programs. 


2. Select Seehau51, then click Config. If the board I/O addresses match the values in the See- 
hau configuration, go to the “Configuring Address Settings with Windows Operating Systems” 
section in Chapter 2. Pay specific attention to alternate addressing. 


If you still encounter problems, contact Nohau Technical Support. 


e No. The I/O addresses do not match the values: 


1. From the Start menu, select Programs. 
2. Select SeehauS1 and click Config. 


3. Enter the appropriate values. 


Now does the reset LED flash? 


e Yes. The reset LED flashes. 


Does Seehau start? 


— Yes. Troubleshooting is complete! 
— No. Contact Nohau Technical Support. 
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@ Debugging the Parallel Port 


Step 1. Disconnect other devices that might be sharing this parallel port (such as printers, zip, or 
jazz drives, parallel CD ROM drives, or software dongle keys). 


Now is it working? 

e Yes. You’re done. You might opt to purchase an additional parallel port card. 
@ No. Do the following: 

Windows NT Users 

Check the Nohauxx driver status by doing the following: 


e To check the status, go to the Start menu. Select Control Panel. Then double-click Devices. 


— Ifthe status shows Started, goto Step 2. 
— Ifthe status shows Stopped, check the ParPort driver for Started status. 
— Ifthe ParPort driver shows Stopped click Start. 


@ Now re-check the driver status. 
— Ifthe driver shows Started, try restarting Seehau. 
@ — Ifthe ParPort driver still shows Stopped, go to NT Diagnostics: 


1. From the Start menu, select Programs. 


2. Then select Administrative Tools, and click Windows NT Diagnostics. The Windows 
NT Diagnostics window opens. 


3. Click the Resources tab. 
4. Click 1/0 Port. Scroll down to address 378 (LPT1) and look for a device at this address. 
5. From the Control Panel, double-click Devices. Disable the device located at 378. 


6. Attempt to restart Seehau. If this fails, go to Step 2. 


Windows 9x/ME Users 
Check the parallel port mode. Goto Step 2. 


Windows 2000 Users 
Verify that the Nohau51 device driver is properly installed. Do the following: 


1. From the Start menu, select Programs. Select Accessories, then click System Tools. 


2. Double-click System Information. The System Information window opens (Figure 155). 
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23/System Information 


System ntornasen 
=) 53 

&) a) Hardware Resources 
£4} (©) Components 

(2 Software Environment 
B-(2) Internet Explorer 5 


OS Manufacturer 
System Name 
System Manufacturer 
System Model 
System Type 
Processor 

BIOS Version 
Windows Directory 
Locale 

Time Zone 


Microsoft Windows 2000 Professional 
5.0.2195 Build 2195 

Microsoft Corporation 

FTL 

Not Available 

Not Available 

X86-based PC 


x86 Family 6 Model S Stepping 1 Genuinelntel ~400 ... 


PhoenixBIOS 4.0 Release 6.0 
D:\WINNT 

United States 

Pacific Daylight Time 


Total Physical Memory 130,604 KB 
Available Physical Memory 43,040 KB 

Total Virtual Memory 442,056 KB 
Available Virtual Memory 267,704 KB 
Page File Space 311,452 KB 


Figure 155. System Information Window 
3. Click Software Environment. 


4. Click Drivers to display a list of active drivers. Refer to the Name column and scroll down to 


NohauS! (Figure 156). & 


5. In the State column, verify the driver is running. In the Status column, you should see OK. 


Sysieur reaceatie: 
art os ees 


[| aston vow tos Jo = Omi SS HBiGiascHy | 


Tree | 


mspqm Microsoft Streaming Quali... Kernel Driver 
mup Mup File System Driver Running OK 


System Information 
(11 System Summary 


@ (1 Hardware Resources naifiltr NaiFiltr File System Driver Running OK 
&+(71 Components naifsrec ——-NaiFsRec File System Driver Running OK 
1-29 Software Environment nbf NetBEU! Protocol Kernel Driver Running OK 
| EQ Drivers nerc710 Nerc710 Kernel Driver Stopped OK 
| |-C Environment Variables ndis NDIS System Driver Kernel Driver Running OK 
H 2 Jobs ndistapl Remote Access NDIS TAPI... Kernel Driver Running OK 
| |- CJ Network Connections ndiswan Remote Access NDJS WA... —_ Kernel! Driver Running OK 
ale = i SR ndproxy —_NDIS Proxy Kernel Driver Running OK 
netbios NetBIOS Interface File System Driver Running OK 

x ls ear: netbt NetBlos over Tepip Kernel Driver Running OK | 
| '_.) startup Programs netdetect NetDetect Kernel! Driver Stopped OK 
| [oS OLE Registration Mohau! 1 Keine! Damwer Running OK 
@-C) Internet Explorer 5 nohaul2 = Nohaul2 Kernel Driver Running OK 
nohauié Nohauié Kernel Driver Running OK 
mohaul6x Nohauléx Kerne! Driver Running OK 
nohaul96 = Nohau 196 Kernel Driver Running OK 


nohau262 Nohau262 Kernel] Driver Running OK 
nohauS! NohauS1 Kernel Driver Running oF 


Figure 156. List of Active Drivers 
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System Properties ae ao 


_. | eee 2jxi 
General | Network Identification [Hardware] User Profiles | Advanced | 


Hardware Wizard 


S The Hardware wizard helps you install, uninstall, repaz, | 
s unplug, eject. and configure your hardware. | 


Hardware Wizard.., | 
} 


Device Manager 


jg] The Device Manager lists all the hardware devices installed | 
on your computer, Use the Device Manager to change the | 
properties of any device. 


Driver Signing... | Device Managet... | 


Hardwate Profiles 


2% Hardware profiles provide a way for you lo sel up and store 
sw different hardware configurations. 


Hardware Profiles... | 


Figure 157. System Properties Window 


If the ParPort driver still shows “Stopped,” do the following: 


1. Right-click the My Computer icon on your desktop, and select Properties. The System Proper- 
ties window opens (Figure 157). 


2. Click the Hardware tab. Then click Device Manager. The Device Manager window opens (Fig- 
ure 158). 


| Action Yiew l||~# =» | m| 2 


ASA, FTL 

a Computer 

f+) C2 Disk drives 

-(& Display adapters 

I-28) DVD/CD-ROM drives 

H-S Floppy disk controllers 

cy «9 Floppy disk drives 

By IDE ATA/ATAPI controllers 

ae Keyboards 

ca % Mice and other pointing devices 

f: a) Modems 

o)-) Monitors 

a) Network adapters 

-Y Ports (COM & LPT) 

fa-<fié Sound, video and game controllers 
He System devices 


f-Ce@ Universal Serial Bus controllers 


Figure 158. Device Manager Window 
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ss 3 Device Manager 


i Action: _ Miew [| 


ca -2, FTL L 4 
$M Direct memory access (DMA) 
a! 
> fal [ooooggan - OO00G00F] Direct memory access controller 
: _ fl [00000020 - 00000021] Programmable Interrupt controller 
{  ¢--(@i] [00000022 - co00C03F) PCI bus 
t - iat [00000040 - 00000043) System timer 
| |-fail [00000044 - 00000047) PCI bus 
| {-Bi) (o000004C - c000006F] PCI bus 
[00000060 - O0000060] PC/AT Enhanced PS{2 Keyboard (101/102-Key) 
‘ a [00000061 - 00000061} System speaker 
3 (00000064 - 00000064) PC/AT Enhanced PS/2 Keyboard (101/102-Key) 
: Bi [00800070 - 00000071) System CMOS/real time clock 
a (00000072 - 0000007F] PCI bus 
‘...{@i [60000081 - 0000008F] Direct memory access controller 
is {2 (00000090 - 00000091] PCI bus 
:--fa@l] [00000093 - 0000009F] PCI bus 
a [0O0000A0 - 00000081] Programmable interrupt controller 
»-(@) [oo0000A2 - cO0000BF) PCI bus 
i }e{8 [000000C0 - DO0000DF} Direct memory access controller 
He [COOO0DEO - OOODD00EF) PCI bus 
| [QDOO00EA - ODOO00EB) Motherboard resources 
[OO0D00F0 - OOCOOOFF] Numeric data processor 
(00000100 - 00000CF7] PCI bus 
~<}— [00000120 - 00000127) Crystal WDM Audio Control Registers 
iy (00000170 - 00000177) Secondary IDE Channel 
;--Zy [000001F0 - 000001F7] Primary IDE Channel 
i chic (00000200 - 00000207) Crystal WOM Game Port 
jf i. [ooo00220 - 00000233) Crystal WDM Audio Codec 
i {| [00000274 - 00000277] ISAPNP Read Data Port 
a [00000279 - 00000279] ISAPNP Read Data Port 
[ 4 {000002F8 - 000002FF] U.S. Robotics 33.6K FAX INT PnP 


¢ [00000330 - 00000331) Crystal WOM MPU-401 Compatible 
[00000370 - 00000371) Motherboard resources 
iy [00000376 - 00000376) Secondary IDE Channel 
[ 2y [00000378 - 0000037F) ECP Printer Port (LPT!) 
-ghig [00000388 - 00000388] Crystal WOM Audio Codec 


{ 


—& [00000380 - 00000388) Diamond Multimedia Fire GL1000 Pro 
=. = ‘ me 


Figure 159. Device Manager Window Displaying the System Resources 


3. Inthe Device Manager window, select the View menu. Then click Resources by Type. A 
window appears that shows system resources (Figure 159). 


4. Double-click Input/Output (I/O). 


5. Scroll down to address 378 (LPT1) and look for a device at this address. Go back to the Control 
Panel and double-click Devices. Disable the device located at address 378. Attempt to restart 
Seehau. If this fails, proceed to Step 2. 
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Step 2. Check the parallel port mode. 


1. Reboot and enter BIOS setup. From BIOS setup, check for one of the following parallel port 
modes: 
— Normal 
— Standard 
— Compatible 
— Output only 
— Bi-directional 


2. Ensure that one of these modes is selected. 
3. Then try selecting another mode. 


4. Save your settings and reboot. 


Note 


The following modes have been known to cause problems: ECP, EPP, or 
ECP + EPP. 
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ISA @ 


Step 1. If your pod has a reset LED, does it flash when you 
start Seehau? 


e Yes. Contact Nohau Technical Support. 


e No. Goto Step 2. 


Step 2. Do board |/O addresses match the values in the 
Seehau configuration? 


If your reset LED does not flash or your pod is not equipped with a reset LED, verify that the board 
V/O addresses (for emulator and trace boards) match the values in the Seehau Configuration: 


e Yes. The I/O addresses match the values: 


1. From the Start menu, select Programs. 


2. Select Seehau5S1, then click Config. If the board I/O addresses match the values in the Seehau configu- 
ration, go to the “Configuring Address Settings with Windows Operating Systems” section in Chapter 2. 
Pay specific attention to alternate addressing. 


If you still encounter problems, contact Nohau Technical Support. 


e® No. The I/O addresses do not match the values: 
4. From the Start menu, select Programs. 
2. Select Seehau51 and click Config. 


3. Enter the appropriate values. 


Now does the reset LED flash? 


e Yes. The reset LED flashes. 
Does Seehau start? 


— Yes. Troubleshooting is complete! 
— No. Seehau does not start. Contact Nohau Technical Support. 


Known Device Driver Conflicts 


Nohau is aware of potential device driver conflicts with certain network cards running on Novell/ 
Netware networks. Problems have been reported with both 3COM ISA network cards and some 
Novell network cards. Most of these problems have been experienced when running Windows NT 
or Windows 2000 operating systems. 


282 EMUL51-PC User Guide 


EMUL51—PC User Guide 


Possible Symptoms 


When starting Seehau, communication with the network stops. (You will be unable to access 
resources on the network.) 


Seehau will not start. 


A possible solution might be to change you network card. Nohau Technical Support has not tested 
all network cards, although some customers have reported that the following network cards have re- 
solved this conflict: 


Intel Ether Express Pro 10/100 ISA 
3COM Etherlink III (905B or later) 10/100 PCI 
Bay Networks NetGear FA310TX 10/100 PCI 


If the Emulator Does Not Start When Connected to the 
Target System 


Make sure power is applied to the target system. 

If the target has an external watchdog timer, remove the Reset jumper on the pod. 
Check the ALE for a clean signal. 

Try switching the crystal jumpers/switches to the INT position. 


Disconnect the target. Make sure you change the crystal and power jumpers/switches to the INT 
position. Then try starting Seehau. 


Check the orientation of the target adapter. Confirm that the adapter is inserted properly. For 
more information, refer to Chapter 5, “Connecting the Emulator to Your Target Board.” 


Check for grounding problems. The emulator and target should have a solid common ground. 
Targets that are improperly grounded or designed with a floating ground might experience im- 
proper operation. A closer examination of control signals might reveal excessive over / 
undershoot or ground noise. 


If you are able to start the emulator, the problem is with one or more of the following critical 
target signals: 


— address and data bus 
— R/W signal 
MAILE 

=> PSEN 


Check the target for any device that is enabled by address qualification only and does not use 
ALE, R/W, or PSEN signals. 
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Chapter 8. Seehau Startup Troubleshooting 


© Check the address/data bus loading. If your target design approaches maximum fanout for CPU 
drive capability, the emulator might not function correctly. This is caused by additional loads 
(approximately two TTL loads) from the pod board. 


e Use an isolator to debug the target. (Refer to Appendix E, “Troubleshooting With an 
Isolator.”) 


Target Does Not Operate Correctly 


Serial port is not operating correctly. 


Cause/ @ Check jumpers/switches on pod board for external crystal selection. 


lution: 
Seluion @ Check signal and ground connections between pod and target. 


Problem: | Cannot access target memory or memory mapped I/O 


Cause/ @ Check the Map Config tab to ensure that the memory address range is mapped to 
Solution: target. (For details, refer to Chapter 4, “Installing and Configuring the Seehau 
Software." Go to the “Starting Seehau” section. 


® Check RD, WR and ALE signals on the target. 
@ Make sure you have an external mode pod. 
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9676543 98765245 9876543 
GlsGleilsla] 100 s(lslsisisls) 200 5 selelelsie) 300 
Sis(Slselsi] 110 s(Hesele(s] 210 s slelslsle(s) 310 
HHH) HHHHHHH ee) gE EE) 320 
GleElss s] 130 s[slelsle als] 230 s sislale =[s) 330 
HslsGlsis| 140 slalslelalmla) 240 s olslelae) 340 
silks 150 oGs/sin/sl) 250 s clslelplele) 350 
GSES SE] 160 HHH AHH SMS fHE) 360 
BSEe2 8 170 = FHA} alo gene eS 370 
lz clelslels) 180 a(ale(alelsjs| 280 So eslelels| 380 
Els Stelsis[s) 190 seis] 290 sa alelele(a| 390 
HEHE) oialelgelne) 240 soeleems) 3A0 
@ is S18 #6) 180 SESEE3 280 S888) 380 
HER HHHeetn sale sales) 2CO seeeege) SCO 
oe eis] 100 sia cela) 200 sae asle(s) 300 
HA HE) ier HH HHH eta) = HSH Bria) 
Elsaeeea) JFO sels se oe) 2FO saemeas) OFO 


Figure 160. Emulator Addressing Example 


| Note 


Be aware that the standard emulator boards reverse the order of A9 through A3. 
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9674554 


Gls(Elslsls) 100 
Gti: 110 
(lalelslef) 120 
Giles 130 
(Sla(sla(als) 140 
BiBebhe 150 
fals(aleale) 160 
HIBees 170 
fle s[slels) 180 
Gr sEes 190 
fal: sis] 1AO 

sels 1BO 


sesele) 1CO 


87654 


slslelslsis) 200 
siolelmisla 210 
nels] 220 
aleeias 230 
slelsieiln| 240 
sEleieels 250 
Giese] 260 
Slalsaeae 270 
sigls(iale| 280 
slags 290 
sllemlals) 2A0 
eGlella 2 280 
sls aie) 2CO 
HARE ip 7e 
SREZE) 260 
selesee 2FO 


987654 


o els[elsla) 300 
sagas 310 


ES 
oe} om BB 
ae (ee) oD 

ie) 

CD 

a} 


3A0 
3B0 


o: om ou (oe 
WwW 
O 
© 


al 


3D0 


BB am an un BH BB nn BB || | gn BE iy | 
i 


Figure 161. Standard Trace Addressing Example 
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54/769 

(elalalglg] 100 
SEEIEE) 120 
E)sGl=—) 140 
a olet) 160 


567389? 

lees 200 
slgslsia 220 
Gstels 240 
nemigie 260 
Gls|sge 280 
aislelsla 2A0 
Glssels 2co 
came 2E0 
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§4676? 

lelalg = 300 
sflse= 320 
Heees 340 
paige GOO 


PERE Ay6) 
saree 3CQ 
IE) 239) 


Figure 162. Enhanced Trace Addressing Example 
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Appendix B. EXT-DIP40 Extender Cable 


This is a six-inch long, 40-pin DIP extender cable. As shown in Figure 163, the EXT—DIP40 adapter 
could be a good solution if the target system is in a box where the pod will not fit. However, a potential 
problem is that the emulator gets more sensitive to noise. 


Figure 163. EXT40 Adapter Inserted Between the Pod and the Target 
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Appendix C. Configuring the M3 Setting 


for Your HB Pod 


| Note 


You must use a Philips-manufactured part on the HB fab. 


[PodNeme [M3 Setting | Processorinterchangeable 

cen Se 
[ros-swe-csimx-se [hm ___—(| Yes(encottrson) 
Pros-siwe-tsimacie [mn | eslexeeporsony) 
ee ee 
2 Sa | Moe ee 
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Appendix D. Seehau Startup Options 


Allows Seehau to start up with macro other than startup.bas This parameter is followed by 
a macro name. 


Allows you to run a second macro. This parameter is followed by a macro name. 


Allows you to connect to another machine. This parameter is followed by an ‘ip’ address 


Starts the Seehau reconfiguration program. 


Starts the Seehau configuration program. 


Starts Seehau in "demo" mode. Use demo mode to familiarize yourself with the Seehau 
interface without hardware. 


care | Lengthens the time it takes Seehau to startup. 


Brings up a dialog box during startup which asks you to select a startup macro. 
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Appendix E. Troubleshooting With an 
isolator 


Pin isolators are available from Nohau to troubleshoot target-related problems. 


Each isolator contains one DIP switch for each of the MCU’s pins. With all pins disconnected, the emu- 
lator basically runs stand-alone. You can then connect pins from the target individually or in groups to 
determine which pin or group of pins is causing a problem. After the pin(s) is identified, the cause of 
the problem can be resolved. 
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@ Appendix F. Using the POD-C520-PGA-33 to 


Emulate the DS80C310 MCU 


DS&80C310 Emulation 


The DS80C310 MCU is a lower-featured version of Dallas Semiconductor’s popular DS80C320 High- 
Speed MCU for more cost-sensitive applications. Although this chip is functionally comparable to a 
DS80C320, its timing parameters more closely match that of the DS87C520. In an effort to reduce the 
amount of work required by emulator manufacturers, Dallas Semiconductor has 

allowed this device to be emulated by DS87C520 hardware (pod) using an emulation bondout chip. No 
hardware modifications are necessary, and only minor software updates are required to allow a POD— 
C520-PGA-—33 and emulator to support the DS80C310. 


The DS80C310 is available in 40-pin DIP, 44-pin PLCC, and 44-pin TQFP package types. 


Feature Differences 


The following features present on the DS87C520 MCU and in the POD—C520-PGA-33 are not sup- 
ported on the DS80C310: 


Serial Port 1 (second serial port) 
Power-fail reset 

1K MOVX SRAM 

Watchdog timer 


Ring oscillator 


No Hardware Modifications are Necessary to Support 
the DS80C310 MCU 


Because the DS80C310 and DS87C520 are both pin-compatible with the 8051, no hardware modifica- 
tions are necessary to use a POD—C520—PGA-—33 and emulator as a DS80C310 emulator. 
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Appendix F. Using the POD—C520-PGA~—33 to Emulate the 
DS80C310 MCU 


Modifying Existing Software to Support the 
DS80C310 MICU 


In terms of software (SFR) support, the following registers or bits are absent or have a modified func- 
tion in the DS80C310: 


Port 0 80h (register not implemented) 
CKCON 8Eh (bits CKCON.7-6 not implemented) 
EXIF 91h (bits EXIF.3-0 not implemented) 

IE A&h (bit IE.6 not implemented) 
SADDRI AAh (register not implemented) 

IP B8h (bit IP.6 not implemented) 
SADENI BAh (register not implemented) 
ROMSIZE C2h (register not implemented) 

PMR C4h (register not implemented) 

TA C7h (register not implemented) 
WDCON D&h (bits WDCON.7,5-0 not implemented) 
EIE E8h (bits EJE.5-4, not implemented) 
EIP F8h (bits EIP.5-4, not implemented) 


User Application Software Precautions 


The DS87C520/DS87C530 implements a few SFRs differently than the DS80C310 MCU. When using 
the POD—C520-PGA—33 to emulate a DS80C310, note the following software precautions for user ap- 
plication software. 


© Clearing the POR bit: Use the CLR bit command to clear the POR bit (WDCON.6). This step 
must be preceded by a Timed Access procedure. Use the following instructions to clear the POR: 
— MOV  0C7h, #40AAh 
— MOV  0C7h, #55h 
— CLR POR 
These instructions are not required when reading the POR bit, only when clearing it. These mstruc- 
tions can be included in your source program and enabled or disabled through a SWITCH option 


when compiling for the emulator or DS80C310 application. The Timed Access procedure will not 
affect the DS80C310 if it is inadvertently left enabled in your final application code. 


298 EMUL51-PC User Guide 


EMUL51—PC User Guide 
————————————————— 


j 
Note 
The next two items are necessary to prevent the enabling of DS87C520/DS87C530 
features that are not present in the DS80C310. These are a minor and will not 
affect operation in your final application code: 


@ Bits EXIF.3-0 must remain 1000b whenever the EXIF register is modified. 


@ Only modify bits in the ELE and WDCON register when using the SETB bit, CLR bit, or CPL bit 
commands. 


1996 SEP 04 


Adapted from information from Dallas Semiconductor 
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Appendix G. Using an 80C51RX NICU in an 
External Mioode Pod 


Some users have reported that if they place a Philips RA/B/C/D+ MCU on the pod, the system will not 
operate while using a standard POD-31 or POD-31A. 


Due to the specifics of this MCU with the on-chip XDATA memory, the following solution is the only 
way to make this configuration work: 


Requirements: Emulator Board EA256/768 emulator board 
Pod 31 or 331A 
Installed MCU Philips Rx+ 


1. Remove the RWEN jumper on the emulator board. 


2. Start the emulator. Select one of the following if available in the current version of software you are 
using: 
Pod type selections: EMUL51—DOS or WIN 80528 
Seehau51 POD-C51RX 


| Note 


This will not allow P3.6 or P3.7 to operate as I/O on the POD BOARD PCB. On the 
POD-31A PCB (see the “POD-C32HF-42” section in Chapter 3 for details.) 
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Appendix H: Bank Switching 


Overview 


In the past the MCS-51 architecture was limited to 64K addressable space for CODE and XDATA. 
Users started running into the boundaries of this micro family. In this case the C-compiler vendors 
started to struggle to optimize their compilers so that users could stay within 

the constraints of the family's architecture and could not. Henceforth the birth of bank switching 
(paging a section of the code memory) to allow much larger applications to run on the very popular 
MCS-S1 family of parts. 


Nohau was one of the first emulator companies to work with some of these customers to develop a 
way of handling this need. Since then there has been a quasi-standard way of working with banked 
applications that has been industry wide. The most common is to have the upper 32K page of mem- 
ory swap between different code pages thus leaving the lower 32K open for the critical functions that 
need to common to overall operation of an application. 


Hardware Identification 


Do to this migration the emulator equipment has evolved from the earliest version of the boards, 
which had many hand-done modifications to the E128 emulator board (full length 8-bit ISA style of 
PCB). To the PCB sold today that uses surface mount technology and the PCB is a 2/3™ length 8-bit 
ISA board. 


Older Hand-Modified Bank Switch Emulators 


The following are a few types of boards available from Nohau: 
e E128-BSW 

e@ E128-BSW-DMA 

e@ E256-BSW 

@ E256-BSW-DMA 

@ §E320-BSW-DMaA (only sold internationally) 
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Today's Generation Emulators 


e@ EA256-BSW 

@ EA256—C320-BSW 
@ EA256—C530-BSW 
@ EA256-Mx 

@ EA768-BSW 

@ EA768-C320-BSW 
e EA768—C530-BS W 
@ EA768—-MX 


Refer to Chapter 2, “Installing the Hardware” regarding the various memory configurations available 
for the emulator board you have. 


In the case of the option for memory size in the emulator startup most of the older generation bank 
switch boards are started with the size option set to 32K, except for the E320-BSW which is set for 
128K. When using Seehau you will be selecting either the E32 (32K) or E128 (128Kk) option de- 
pending on your board type. With the newer generation of emulators the memory configuration uses 
the 128K-memory option or the board type option from the Seehau configuration. 


Setting the memory operation is critical for proper operation of the emulator. An incorrect operation 
will cause various problems with code loading and execution. 


Pod Boards 


Most all of the 8051 family pods can be modified to work with bank switching with an exception of 
a few where the micro itself is not designed for external memory access anyway. The modification 
includes the addition of wires that are soldered to the bottom side of the pod. These wires are used to 
connect to the source that drives the extra address lines: Al6, Al7, A18, and Al9. 


In some cases, for those users of the newer generation emulators that did not purchase the bank 
switch option to the pod at the time of purchase, it might require an additional modification. (Contact 
Nohau Technical Support for assistance.) 
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Figure 164. Pod Board Modification 


Definitions of Bank Switch Connections 


wire color input bit and triggering on bank specific locations 
i a a 


Target chip select 
or extended 
address bit 


* Some of Nohau’s pods don’t have a labeled connection for EO and E1, in most cases these two 
inputs can be found on the trace input jumpers labeled P3. In these cases remove the jumpers for 
P3 bits 6 and 7 and connect EO to P3.6 and El to P3.7. 
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C Compilers a 


Most of the compilers today have some form of support for the bank switching. Some support both 
banked code and XDATA memory. Nohau only supports the banked code portion of the application 
and the target system must support the banked XDATA memory. 


When building a banked application it might require linking the application differently from pro- 
gramming an EPROM or FLASH memory to be placed on your target. This means for each bank 
you will increment the base address by 0x10000. 


There in most cases is an area of code memory known as COMMON. This is memory normally lo- 
cated in a non-banked area or is common and in the same location in every bank when dealing with 


64K paging. 


The COMMON code always includes the vector table and any other functions that need to be 
quickly accessed from within any bank without bank switching. 


Emulator Memory for Banked Memory Regions 


Select Bits 
Ex/Syx Bit Pattern 


SSEE 


0000-7 fff 0000-3fff YY10 
Non-Banked Non-Banked 
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General Operations 


To successfully work with a banked application do the following: 

1. Set the emulator board jumpers correctly. 

2. Start up the emulator with all the associated parameters correctly. 
3. Set up the banking configuration in the emulator software. 

4. Set the memory mapping configuration correctly for the emulator. 


5. Have all associated wire connections for the bank switching set up. (If you are using a setup that 
bridges the numbers of available banks but you are not using all the banks that are available in an 
emulator configuration, ground the extra bank switch wires so that you do not get spurious 
switching of banks.) 


Important Considerations for Bank Switch Control 


® Bank switch control through the MCU’s port does not require a Shadow byte. 


e@ Bank switch control through an external data memory mapped I/O: Can the memory location 
that is written to for controlling the banks be read back with the same value on the associated 
bits to confirm the bank number? 

— Yes: No Shadow byte is required. 


— No: A shadow byte is required. 


QkA 


Q—What is a Shadow byte? 


A—A Shadow byte is a location in memory that is in either internal chip data memory or off-chip 
XDATA memory that your program would also have to write to at the time you write to the control 
register for the bank selection. This would give us the ability to read the current bank. 


Q—Do J need to use the Bank Translation table? 


A—TIf you have consecutive bits in the byte location and then count up in a normal binary increment- 
ing pattern, then no. If you are not using consecutive bits or you have a special bit pattern 

for banks then yes, you will need to enable the table and place the hex value for each bank into 

the table. 


Q—Do I need a trace board to work with a banked application? 


A—If you don’t have a trace then you will not be able to set a breakpoint to break in the proper bank 
that you want. The emulator will break in every bank at the same logical address. At that point you 
would have to go again until you reach the bank you want to stop at. (You can automate this proce- 
dure using a Seehau macro.) 
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Troubleshooting 


308 


Q—Do the bank switch signals need to remain at a constant state while inside a bank? © 


A—Yes, if the signals change states while in a bank then the emulators memory will also change 
banks and you will not be able to execute your code correctly. Therefore, you need to latch the bank- 
ing control lines to a solid state. 


Q—When placing an address in the trigger condition address field what address do I use? 


A—The Seehau interface will use full symbolic operation. This means that you can place the sym- 
bolic function name, or you can use the physical address. (This includes the upper nibble of the ex- 
tended address.) For example, if you have a function at logical address 87F2h that is in bank 3, then 
the physical address would be 387F2h. When you exit the trace configuration we will automatically 
set up the Ex and SYx bits correctly base on you bank mask byte. 


Q—How do I set the control and status byte information in the configuration setup? 


A 


@ Address: The address that your program wnites to control the banking lines. 


@ Mask: The byte mask that filters all un-used bits for banking at the byte address. Setting the bit 
to a | indicates that the bit is used for the banking control line. For example, if you are using bits 
3 through 7 for controlling your bank selects, the mask would be 38 hex. 


@ Memory Selection Pull-down: Allows you to select either SFR (special function register) or 
XDATA based on your method of switching banks. 


Problem: | | load my banked application and it does not appear to have loaded 
correctly. 

Cause/ @ Check to make sure you have connected all the bank control wires from the pod to your 

Solution: target systems device that is controlling the banks. 


@ Check to make sure you have enabled the bank switch option in the emulators 
configuration. 


® If a special bit pattern or shadow byte is required make sure that you have configured 
these correctly. 


Problem: | Some banks have the wrong data. They appear to have the same infor- 
mation that is in other banks. 


Cause/ @ Connecting the bank switch wires to the device that is driving the wires. 
Solution: 
@ Under the configuration option in the emulator software, disable the bank switching option. 


@ Now write a value through the DATA window or the Register window to the address that 
controls the bank switch wires. 


@ Check the wires to see if they have the proper values (high or low) for each bit. 


® Continue checking all bits with different patterns for the output driver. 
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Problem: | Some bits do not go to a full high or low. 


Disconnect the wires from the device that is controlling these lines and retest. If these signals 
work correctly then the following might be true: 


Cause/ 
Solution: 


@ You have an EA-series emulator and the BSO or BS1 jumpers are installed on the board. 
You should remove them. 


®@ You have an EA-series emulator and it has not been modified correctly so that the 
termination resister pack has been removed from the circuit. 


®@ Some pods require additional modification due to some signal conflicts. You need to get 
this correctly through Nohau. (If you had the pod purchased from Nohau with the bank 
switch modification option, then it should have been done already.) 


@ If you experience hardware failure, contact Nohau Technical Support for assistance. 


Problem: | Some or all of the bits don’t move. 


Disconnect the wires from the device that is controlling these lines and retest. If these signals 
work correctly then it might be hardware failure. Contact Nohau Technical Support for 
assistance. 


Cause/ 
Solution: 


If these signal still don’t move (either stuck high or low) then the following might be true: 


@ You are using one of the ports on the micro that is being traced and the trace buffer is 
damaged causing the signal to not be outputted correctly from the micro. Try removing the 
trace jumper for that port bit(s). At this point if the signa! works or still does not work then 
contact Nohau Technical Support for assistance. 


@ You are using a memory mapped |/O device and the programming of this device is either 
not correct, or the output from the device is damaged. 


Problem: | | set a breakpoint by clicking in the Source/Program window and my 
code does not stop at this address. 


Cause/ @ Check to make sure that you have connected the E0, E1, SY0 and SY1 trace input bits to 

Solution: each bit that is used for banking. Refer to the “Definitions of Bank Switch Connections” 
table. If these bits are not connected then the trace can not trigger correctly and thus stop 
the emulator. 


®@ You must have a trace to break correctly in a specific bank, otherwise your program will 
break at the normal 64K logical address for every bank. 


@ The code might have never reached this point. 


Problem: | | set a breakpoint and the emulation stopped a little bit further down the 
code than | had expected. 


Cause/ Do to the slight delay for the trace to compare the trigger condition and issue the break signal 


Solution: back to the emulator board, the execution of the program slides an instruction or two. 
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& Appendix I. Emulator Board Communication 
EPROMs 


Current Versions 


Version # Pod Types 
1.4 Used for most all pods 


Speciality EPROMs 


Version # Pod Types 
1.41 POD-C517A 
1.42 POD-C51SL 
1.43 POD-5001 
1.44 POD-407 
é 1.45 POD-C575 
1.46 POD-C320 
1.47 POD-C520/530 
1.48 POD-C576 
1.49 POD-C542 
1.60 POD-C51MX 


Watchdog EPROMs 


Version # Pod Types 

1.31 POD-C51GB 

1.32 POD-C535, POD-C515A 

1.33 POD-C552 

1.44 POD—-407 

1.50 POD-C51RX, POD-51HB—C51RX / RX2 
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@ Appendix J. POD-C51MX Emulator Board 
Configurations 


Emulation Setup 


The EA series emulator board has two configurations as Shown in Figure 165 and Figure 166. 


NOHAU CORP. 
eeeeeeeee#eenrteeteeeneew#eeseeeee EMUL51-PC/AE 
REV.A 


eeeeeteeoeeeeeseeeeeeeeeeeee ee @ 


9876 54 3 


mae AR EERE 
JP3 


Figure 165. Configuration for the 256K Memory Model 


NOHAU CORP. 
EMUL51-PC/AE 
REV.A 


9876543 


ADR 
JP3 


Figure 166. Configuration for the 768K Memory Model 
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Appendix J. POD-C51MX Emulator Board Configurations 


BM3 and BM2 are not currently used with this emulation setup. BM] determines if the memory 
spaces of code and data are overlaid or separate. BM2 recognizes if the board has 256K or 786K of 
emulation RAM. The positions for ENF, SCNT, RWEN, and DAL are factory set and should be left 
in their default positions. 


Description of Function 
256K emulation memory with separate CODE (128K) and DATA (128K). 


256K emulation memory with overlaid CODE and DATA all 256K. 
768K emulation memory with separate CODE (512K) and DATA (256K). 


768K emulation memory with overlaid CODE and DATA all 768K. 


Jumpers BSO and BS] should always be In so that the A16 and A17 lines are properly terminated. 


Special Hardware Considerations 


Due to current design information Nohau has found a difference in the operation of the P2 in 
reference to using the 8-bit MOVX operations (MOVX @Rx,A & MOVX @A,Rx). Do this issue if 
you have XDATA memory region mapped to the emulator and you attempt to use these operations 
they will fail and the data will be incorrectly written and read. Nohau has been able, with the current 
hardware, to make this operation work if the XDATA is mapped to the target. 


Special Software Considerations 


Currently, if you choose to use the option to trace the SFRs, the information is no decoded in the 
trace buffer. You will have to manually decode this information, as it will appear under the P1 and 
P3 columns. 


The extended address information for operations, such as the EMOV instruction for the 51MX, will 
appear under the P3 column in the trace buffer display window. 


Nohau does not support loading code to the target memory. 


Support for the 51MX family is currently looked at as banked or paged memory to the emulator 
hardware. The extended address lines Al6, A17, A1l8, and Al9 support up to 512K of code mem- 
ory; EA768 (eight banks of 64K code and 256K data) or EA256 (two banks of 64K code and 128K 
data). 


The Shadow RAM on the EMULS1 is only 64K. This means that writes to addresses above 64K 
(FFFFh) will wrap on the 64K boundaries. For example, if you have a variable at address 0x0400 
and another at address 0x20400, then they share the same Shadow RAM memory cell. 


Currently problems displaying and watching variables classed as FAR full decoding of watch for 
proper memory space is under development. 


Breakpoint and Trace Setup 


e@ Breaks are handled by hardware on an array basis thusly you can have up to 64K breakpoints 
available. Additionally, with the trace you can set up a trigger and break on trigger for a write or 
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@ read access to XDATA with a specific value. There are eight additional qualifiers for these 
operations. 
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© Currently only the base 64K classic MOVX operations work the EMOV is not working for @ 
triggering on this transfer to/from the external data areas. (See the following “Configuring the 
FAR Variable” section.) 


® Currently only the base 64K classic MOVX operations work the EMOV is not working for 
triggering on this transfer to/from the external data areas. (See the following ‘“‘Configuring the 
FAR Variable” section.) 


e Currently only the base 64K classic MOVX operations work the EMOV is not working for 
triggering on this transfer to/from the external data areas. Also you can not trigger on access to 
the classic DATA and IDATA locations or the SFR regions. 


Configuring the FAR Variable 


Currently the software does not automatically sets up the extended address of a FAR variable type. 
To set up the trace to trigger or capture information for this remove the M2 jumper on the pod. This 
will allow the emulator to trace the extended address lines. These lines appear under the P3 setup in 
the trace configuration and the P3 column of the trace display. 


First find the address of the variable in question. This can be done by either using the symbol 
browser or the Inspect window. Figure 167 shows the variable address displayed in the 
Inspect/Watch_1 window. 


In this example the variable class is HDATA and 1s at address 0x10000. Now set up the trace con- e 
figuration to trigger on a write cycle to this address. First select Break Emulator — On Trig, and en- 
able the trigger and in this case use Condition A (Figure 168). 


} SiSoutce es a FS APO 
SOM Brera Alia 
Assembly, farwite.c 


#tinclude ragbIn. hp 
#include <stdio.h> 


unsigned char far bingo: 


‘char dummy(unsigned char) ; 
int dummy2(char far *); 


evoid nainfwniA) 


Figure 167. Variable Address Displayed in the Inspect/Watch_1 Window. & 
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Trace Configuration ; * 
Trece Setup | Conditions | 
EEL Sas RT ICS eae PRR SLT Ce Ea EOS eR 
Trace Type: ee kal Fer: Record = [Always ~ 
ETR256 Ga fi | Marea | 
| WOAddess iz | ppeone a 
r {4 Delay: 
I peo ope 1 | lay: o 
i] © OnTig | Exp: J ‘ 
|} ' 
1 


POD Signal “ANB”, S4= BES os See Sere, 

Loop Counter Condition, S3= [Loop tour [0 — Contigesp 
S2= ie i As); mee.) 

[: (nS sex. Laas Soaen,, 

: a TGC. SLSR. 

[Tipper Condens. oe ean can ana eee yg sanestemp Préscalen Saito ay 
Delay. [131072 ie | JNONE 


T Timestamp Overtlow 


Figure 168. Trace Setup Tab 


To configure Condition A, do the following: 


ile 


2 
3 
4. 
5 


Select the Conditions tab from the Trace Configuration window (Figure 169). 
Double-click on line A to open the Edit dialog box for this condition (Figure 170). 
Use the symbolic reference to enter the Address text box. 

Set up the extended address for comparison in the P3 and P3 Mask text boxes. 


Select Write in the Type drop-down list in the Miscellaneous group. This specifies the variable 
at address 0x10000 on a write cycle to trigger the trace. 


Trace Configuation 
\Trece Setup Condtions | 


Condition: A Cycle, [winelorjNone DaleMaskc | Pi 


Wree(or} 


Figure 169. Conditions Tab 
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Edit Data Condition 


Type: wie | x] syo: [None | SY1: [None >| INT: [None =] 
EO: [None | Et: [None x] 


coet_| 


Figure 170. Condition A 


Address P3 Bit # 
A16 0 
A17 1 
A18 2 
A193 3 
A20 4 
A21 5 
A22 6 
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Appendix K. Adding and Modifying Symbol 
Information 


Functionality 


The Src_AddSymInfo command works with the with symbol table information so you can create a new 
module by adding source lines and symbols information. 


Parameter 


String with symbol information that you can add or modify. This string can be in one of the 


following formats: 
Syntax Example Description of Function 
Deletes all symbols from an existing module 


module_name module_name. 


Adds a symbol with an address to the module with 
module_name or modifies the address of the existing 
symbol. (Symbol name can not begin with a number.) 


module_name#file_name#### Adds a module with module_name to the symbol table. 


module_name#file_name#line#faddress Adds a new line with an address to the module with 
module_name or modifies the address of the existing line. 
(Line number should be bigger than 0.) 


module_name#file_name#symbol# 
symbol_type#address 


Where: 

® Module_name is the name of the module. 

e File_name is the source file name with the full path associated with the module. 
@ Symbol is the symbol name. 


@ Symbol_type is the type of the symbol (for example, byte, word and long). If the type is not speci- 
fied, the default is set to long. 


© Line is the line number starting at 1. 
@ Address is the address of the symbol or line. 


If the string has an additional pound sign (#) at the end of the string when adding a symbol, 
SymbolTableEvent will not be issued. 
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Return Type 


None 


Wait? 


No 


Remarks 


After issuing a Src_AddSyminfo command, several windows, such as the Source window, and the 
Symbol Browser window will be updated. To prevent an update, add an additional "#" at the end of the 
parameter string (except in the case of the module cleaning). If a new symbol/line is added to the mod- 
ule that doesn’t exist, this module gets created. 


Examples 


C:ASeehau\Examples\Nops.asm: 


JMP Start 


To add symbolic information to the symbol table and write a program to the memory, use the following 
macro (it is like loading code, but without compiled program): 


Sub Main 
Addr = 5000 
Src_AddSymbolInfo 
("nops#c:seehau\examples\nops.asm#Start#" 
+ Hex$(Addr)) ' Adds lines with NOPs 
MsgBox Sre_AddrToLine("5000") ‘Message box displays "None" 
End Sub 
Sub Main 


Addr = 5000 


320 EMUL51—PC User Guide 


EMUL51—PC User Guide 


Src_AddSymInfo ("nops#c\sechau\examples\nops.asm#Start#" + Hex$(Addr)) ' Add symbol Start 

' Add lines with NOPs 

SLine = 1 

While SLine <= 3 

Src_AddSymInfo "nops#cAseehau\examples\nops.asm#" + Str$(SLine) + "#"+ Hex$(Addr) + "#" 

Addr = Addr + Src_Assemble (Hex$(Addr) +" nop") ' Increase address 
SLine = SLine +1 

Wend 

' Add last line 


Sre_AddSymInfo ("nops#c\seehau\examples\nops.asm#"+ Str$(SLine) + "#" + Hex$(Addr)) 


Sre_Assemble (Hex$(Addr) + " jmp Start") 


End Sub 
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Appendix L. Code Coverage 


Overview 


The Code Coverage utility that is built-in to the EMUL51~PC product family requires the system to be 
configured with the enhanced trace board option. The hardware is equipped with different modes of op- 
eration for this feature. 


@ Code fetch only 
e@ Any code memory access 
@ Any Write to external data (XDATA) memory space 


e@ Any Read to external data (XDATA) memory space 


Code Fetch Only 


The first Opcode of an instruction or instruction sequence is the only valid capture to denote a covered 
instruction. In this mode, the operands to the opcode (if any) will not be flagged as executed. Given the 
detailed operation of the microcontroller the operands will always be executed when an instruction is be- 
ing fetched for real execution. The hardware can tell if the difference to a pre-fetched instruction 
verses the true execution code fetch. This will cause the software to show that the instruction at an ad- 
dress that is greater than one (1) byte to be displayed as only partially executed. Although because of 
the operation of the microcontroller the full instruction has to be executed and will be executed even if 
an interrupt request appears during the time frame between bytes. In the case of the interrupt the micro 
will execute the vector after the current instruction sequence is completed. 


Code Memory Access 
This will ignore the opcode fetch flag and any read access to code memory will be displayed as a fully 


executed address. The only draw back to this mode is that if your code reads all of the code memory to 
do a Checksum validity test it will show all addresses as executed even if it was not. 


Read / Write XDATA 


These two modes are used to validate what addresses have been accesses in either a READ or 
WRITE operation in the off-chip XDATA memory space of the microcontroller. 
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Accessing Options 


To access these options, do the following: 
1. From the Tools menu select Code Coverage (Figure 171). The Code Coverage window opens. 


2. Right-click to open the submenu and select Options (Figure 172.) The Code Coverage Options 
window opens (Figure xxx). 


3. Select the Memory Access tab (Figure 173). 


4. Select the cycle type on which you want to qualify your code coverage operation to process. 


&0Seehau for EMUL51-PC j 

File Macio Edt View. New Run Breakpoints Tools Config Registers Window Help 

| Doon oe Monan 
Set Coverage Range ... 


ST Cosco: a 
bAL OO A ee rer aes 


Figure 171. Selecting the Code Coverage Menu Item 


Bes 


5a a a AN a Ma 


(eEecet | Soyrs| Snnoy| 
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: Rave Cortvaye Repat 
Exesed Fensts: ‘Dpon Coins Repo. 
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Figure 172. Selecting the Options Menu Item 


Code Coverage Options oe x] 
) Report File Memory Access | 


| © Code Memory Access C Data Read 


| © Opoode Fetch C Data Wite 


Figure 173. Code Coverage Options Memory Access Tab 
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Figure 15. Device Manager Window: 14 

Figure 16. System Resources: 15 

Figure 17. List of Active Drivers: 17 

Figure 18. Typical Set of Jumper Pins: 18 
Figure 19. Typical Set of Paired Jumper Pins: 18 
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Figure 20. Connecting the Emulator to Your Pod Board: 19 


Figure 21. Locations of Jumpers on the Standard Emulator 
Board: 20 


Figure 22. Emulator Board with ONE CHIP 32K 
Installed: 21 


Figure 23, Emulator Board with FOUR CHIP 32K RAM - 
21 


Figure 24. Emulator Board with 128K Installed: 22 

Figure 25. Emulator Board with 128K Installed - 22 

Figure 26. Pod Board Modification: 23 
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Pods- 26 
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Pods: 26 

Figure 31. Bank Size 32K (1010b) for POD-31A-Type 
Pods: 27 

Figure 32. Bank Size 32K (1011b) for POD-31A-Type 
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Figure 33. Bank Size 64K (010Xb) for POD-31A-Type 
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Figure 34. Bank Size 64K (0110b) for POD-31A-Type 
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Figure 35. Bank Size 64K (0111b) for POD-31A-Type 
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28 


Figure 38. Bank Size 32K (1001b) for All Other Pod Types - 


29 
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Types: 30 
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Figure 47. Bank Size 32K (1001b) for POD-31A-Type 
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Figure 48. Bank Size 32K (1010b) for POD-31A-Type 
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Figure 49. Bank Size 32K (1011b) for POD-31A-Type 
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Examples: 42 
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Figure 73. POD-31 Board Configured for Internal Power and 
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Figure 74, Locations of the Jumpers on the POD-31S 
Board: 58 


Figure 75. POD-31S Board Configured for Intemal Power and 
Internal Crystal: 58 


Figure 76. POD-51EH-C504-40- 59 
Figure 77, POD-51EH—CS05C-20- 65 


Figure 78. Pod Orientation Relative to the MCU Footprint on 
the Target: 66 


Figure 79, POD-51EH-C505CA-20- 74 


Figure 80, Pod Orientation Relative to the MCU Footprint on 
the Target: 75 


Figure 81. POD-51EH-C505L-20- 83 
Figure 82. POD-S1EH-C508-10- 91 
Figure 83. POD-SIEH-C513A0- 98 
Figure 84. POD-5IEH-C515C-10- 104 


Figure 85. Pod Orientation Relative to the MCU Footprint on 
the Target: 105 


Figure 86. POD-51EH-C517A-24- 11] 


Figure 87. Pod Orientation Relative to the MCU Footprint on 
the Target: 112 


Figure 88, POD-51EH-SAB-C515- 118 

Figure 89. POD-SIEH-TSC-51RX2-16- 124 

Figure 90. POD-S1EH-TSC-51U2-16- 129 

Figure 91. POD-51EH-TSC-52/54/58X2-16- 134 

Figure 92. POD-51HB—C51FX Jumpers and Headers- 139 
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Figure 97, POD-5} HB—C66X Jumpers and Headers: 164 
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Figure 101. POD—C323-33 Jumper Diagram: 183 


Figure 102. Locations of the Jumpers on 
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Figure 103. POD~C32HF—42 Jumper Diagram: 188 
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Figure 105. POD~C51FX Jumper Diagram: 193 

Figure 106. Regular Map Config Tab for the CSIMX- 198 


Figure 107. Map Config Tab for the Advanced Setup of the 
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Figure 109. Locations of Jumpers on POD-C52- 206 
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Figure 112. POD-C520-PGA-33 Jumper Diagram: 210 
Figure 113. Locations of Jumpers on POD-C528- 215 
Figure 114. POD-C528 Jumper Diagram: 215 

Figure 115. Locations of Jumpers on POD-C550-PGA - 220 
Figure 116. Jumper Diagram for POD-C550-PGA - 220 
Figure 117. POD-C554 Jumper Layout- 223 

Figure 118. Locations of Jumpers on POD-C558-16- 228 
Figure 119. POD-C558—16 Jumper Diagram: 228 


Figure 120. Emulator Configuration Connect 
Dialog Box: 230 


Figure 121. Emulator Configuration, HdwCfg51 Tab- 232 
Figure 122. Hdw Config Tab- 234 

Figure 123. Misc Setup Tab- 236 

Figure 124. Map Config Tab- 237 

Figure 125. Bank Switching Logic Tab- 238 

Figure 126. Breakpoint Setup Tab: 240 

Figure 127. BP Setup Tab: 241 

Figure 128. Add Address Range Dialog Box: 242 
Figure 129. Pin Variations: 245 

Figure 130. Connector Pins- 246 

Figure 131. PLCC Socket Pins: 246 

Figure 132. Trace Window (non-compressed)- 250 
Figure 133. Trace Window (compressed): 250 
Figure 134. Local Trace Menu: 252 

Figure 135. Save Trace to File Dialog Box- 253 


Figure 136. Standard Trace Configuration Dialog Box (Trace 
Setup): 255 


Figure 137. Standard Trace Configuration Dialog Box 
(Conditions Tab)- 257 


Figure 138. Edit Data Condition Dialog Box: 257 
Figure 139. Trace Display Window: 261 


Figure 140. Enhanced Trace Configuration Dialog Box (Trace 
Setup): 261 


Figure 141. Enhanced Trace Configuration Dialog Box 
(Conditions Tab)- 264 


Figure 142, Trace Conditions Setup- 266 

Figure 143, Trace Window with Trigger Example: 267 
Figure 144. Trace Setup Tab: 268 

Figure 145. Trace Filter Setup: 268 

Figure 146. Trace Window with Filter Example- 269 
Figure 147. Combination of Conditions: 270 

Figure 148. Trace Display Filter A- 270 

Figure 149. Trace Display Filter BorC- 271 
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Figure 150. 6-Bit State Machine: 272 

Figure 151. Event Field (A)- 273 

Figure 152. Event Field (B)- 273 

Figure 153. Six-Bit State Machine: 274 
Figure 154. HSP Card LED- 275 

Figure 155. System Information Window- 278 
Figure 156. List of Active Drivers: 278 
Figure 157. System Properties Window: 279 
Figure ]58. Device Manager Window: 279 


Figure 159. Device Manager Window Displaying the System 
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Figure 160. Emulator Addressing Example: 285 
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Figure 162. Enhanced Trace Addressing Example: 287 


Figure 163. EXT40 Adapter Inserted Between the Pod and 
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Figure 164. Pod Board Modification: 305 
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313 


Figure 166. Configuration for the 768K Memory Model - 
313 
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Figure 168. Trace Setup Tab- 316 

Figure 169. Conditions Tab- 316 

Figure 170. Condition A: 317 

Figure 17}. Selecting the Code Coverage Menu Item: 324 
Figure 172. Selecting the Options Menu Item- 324 


Figure 173. Code Coverage Options Memory 
Access Tab: 324 
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FWR- 251 


G 


Generic Pod Boards- 52 
Board Layout: 54 
Jumper Identification and Description: 53 
Locations of Jumpers on the POD-31 Board: 54 
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does the reset LED flash?- 275 
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Installing the Standard Trace Board: 41 


HSP Box Connected to the Emulator, Trace, and 
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Installing the Standard Trace Board in an HSP or 
USB Box: 41 


Installing the Standard Trace Board withaPC- 41 
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TE: 298 
Inspection of Jumpers: 17 
Installing and Configuring Enhanced Trace Boards- 46 
Addressing Examples: 46 
Factory Settings: 46 
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Installing and Configuring Standard Trace Boards: 41 
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Steps for Installing the Standard Trace Board: 42 
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Downloading and Installing Seehau From the Internet - 
229 


Installing Seehau Software From the CD: 229 
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E32/E}28 Emulator Board: 18 
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installing Seehau for the first time - 230 
Installing Seehau Software From the CD: 229 
Installing the Hardware: 5 
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Configuration: 23 
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Installing and Configuring Enhanced Trace Boards: 46-45 
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Installing the Pod Board: 49 
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External Mode: 52-51 


Important Notes- 50 
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Installing Your Emulator System: 4 

Quick Start: 4 
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Introduction to Tracing: 249 

Basic Features- 249 
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Overview: 249 

Trace Window: 250 
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Does the reset LED flash?- 282 
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Isolator, Troubleshooting: 295 


v 


Jumper Diagram for POD-C550-PGA - 220 
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description: 24 
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compare jumper configurations: 17 
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Novel network cards: 6 
Novell/Netware networks: 6 
solution: 7 


symptoms: 7 


L 
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Local Group Properties Dialog Box for Windows NT: 9 
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Local Users and Groups Window- 12 
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Locations of Jumpers on POD-C51FX- 193 
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Locations of Jumpers on POD-C52:- 206 

Locations of Jumpers on POD-C520-PGA-33 - 209 
Locations of Jumpers on POD-C528- 215 

Locations of Jumpers on POD-C550-PGA - 220 
Locations of Jumpers on POD-C558-16- 228 
Locations of Jumpers on the POD-31 Board: 54 
Locations of Jumpers on the Standard Emulator Board: 20 
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Locations of the Jumpers on POD-C32HF-42 187 
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Loop Count: 256 
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Loop Counter Condition, S3=(ETR): 262 

LSB of the state machine: 274 
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M3 Settings: 291 
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one-memory version: 43 


memory map information: 26 
Memory Mapping Requirements for Single-Chip 

Mode Pods: 50 
Misc Setup Tab: 236, 247 
Miscellaneous - 259 

EO: 259 

El- 259 

SY0: 259 

SY1- 259 
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Miscellaneous (ETR) - 265 
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network cards: 282 
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Nohau11 device driver: 277 
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Nohau51 Device Driver With Windows NT- 11 
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Novell network cards: 6 
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Operation of the Bank Switch Pages: 26, 34 
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hardware: 1 
High-Speed Parallel (HSP) Box: 1 
PC Plug-In: 3 
Quick Start for Installing Your Emulator System: 4 
Universal Serial Bus (USB) Box: 2 
User Interface- 3 


Overview of Tracing: 249 
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P1- 258 
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P1 Mask (ETR): 264 
P3- 258 

P3(ETR)- 265 

P3 Mask- 259 

P3 Mask (ETR)- 265 
pairs A3-A9- 20 
parallel port mode- 281 


parallel printer port: 1 
HSP box: 1 


ParPort driver: 279 
PC Plug-In: 3 
PCI bus items: 15 
PGA Socket Adapters - 244 
Philips 8051MX support from Nohau: 197 
Pin isolators: 295 
Pin Variations: 245 
PLCC Socket Pins: 246 
Plugging the Emulator into Your Target Board: 244 
Common Adapter Problems: 245 
Connector Pins: 246 
DIP/PLCC socket adapters: 244 
PGA Socket Adapters: 244 
Pin Variations: 245 
PLCC Socket Pins: 246 
Setting Up Proper Pod Support: 246 
surface mount adapters: 244 
Verifying Adapter Orientation: 245 
PMR: 298 
Pod board: 1 
Pod Board Modification - 23 
pod boards modified for bank switching: 304 
Pod Boards: 49 
Generic: 52 
Pod Orientation Relative to the MCU Footprint on the 
Target: 66, 75, 105, 112 
Pod Signal "ANB", S4= (ETR)- 262 


POD-31 Board Configured for Internal Power and Intemal 
Crystal: 55 


POD-31S and Variations: Extemal Mode: 56 
Board Layout: 58 
Locations of the Jumpers on the POD-31S Board: 58 
POD-31S Board Configured for Internal Power and 
Internal Crystal: 58 
Jumper/Switch Identification and Description: 56 
Setups: 57 
Not Possible: 57 
Possible - 57 
POD-31S Board Configured for Internal Power and Internal 
Crystal: 58 
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Board layout for the POD-51-EH-C504-40- 59 


Index—12 


EMULS51 User Guide 


EMUL51-—PC User Guide 


Differences Between the Emulator and the C504 MCU - 


64 
EA Pin: 64 
PortO and Port2 Pins: 64 
Jumper Identification and Description: 62 
LED Indicators: 61 
Operating Instructions: 59 
POD-51EH-C504—40, layout: 59 
POD-51EH-C505C-20: 65 


Advanced Emulator Configuration for the POD-CS0SC - 


72 
Board layout for the POD-51EH-C505C-20- 65 


Differences Between the Emulator and the C505C and 
C505 MCUs: 73 


EA Pin: 73 
PortO and Port2 Pins: 73 
Port3.6/WR and Port3.7/RD Pins: 73 


Jumper identification and Description: 70 
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Operating Instructions: 65 
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Target: 66 
POD-51EH-C505C-20, layout: 65 
POD-5]EH-C505CA-20- 74 


Advanced Emulator Configuration for the 
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Board layout for the POD-51EH-C505CA-20: 74 
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PortO and Port2 Pins: 82 
Port3.6/WR and Port3.7/RD Pins: 82 


Jumper Identification and Description: 79 

LED Indicators - 78 

Operating Instructions: 74 

Pod Orientation Relative to the MCU Footprint on the 

Target: 75 

POD-S5S1EH-C505CA-20, layout: 74 
POD-SiEH-C505L-20:- 83 

Advanced Emulator Configuration: 89 

Board layout for the POD-51EH-C505L-20- 83 


Differences Between the Emulator and the C505L 
MCU- 89 


EA Pin: 89 
PortO and Port2 Pins: 90 


Edition 2, April 19, 2002 © Nohau Corporation 


Port3.6/WR and Port3.7/RD Pins- 90 


Jumper Identification and Description: 86 
LED Indicators: 85 
Operating Instructions - 83 


POD-51EH-C505L~20, layout: 83 
POD-51EH-C508-10: 91 
Board layout for the POD—-51EH-C508-10- 91 


Differences Between the Emulator and the C508 MCU - 
96 


EA Pin: 96 

PortO and Port2 Pins: 97 
Jumper Identification and Description: 94 
LED Indicators - 93 
Operating Instructions: 91 


POD-5]EH-C508-10, layout: 91 
POD-51EH-C513A0- 98 
Board layout for the POD-51EH-C513A0- 98 
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MCU: 102 


EA Pin: 102 
PortO and Port2 Pins- 103 


Jumper Identification and Description: 101 
LED Indicators: 100 
Operating Instructions: 98 


POD-51EH-C513A0, layout: 98 
POD-S1IEH-C515C-10- 104 
Board layout for the POD-51EH-C515C-10- 104 


Differences Between the Emulator and the C5)5C 
MCU: 110 


EA Pin: 110 
PortO and Port2 Pins: 110 


Jumper Identification and Description: 108 

LED Indicators: 107 

Operating Instructions: 104 

Pod Orientation Relative to the MCU Footpmnt on the 

Target: 105 

POD-51EH-C515C-10, layout: 104 
POD-51EH-C517A-24- 111 

Board layout for the POD-SIEH-C517A-24- 111 


Differences Between the Emulator and the C517A 
MCU: 117 


EA Pin: 117 
PortO and Port2 Pins: 117 
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Jumper Identification and Desenption: 115 

LED Indicators: 114 

Operating Instructions: 11] 

Pod Orientation Relative to the MCU Footpring on the 

Target: 112 

POD-51EH-C517A—24, layout: 111 
POD-SIEH-SAB-C515- 118 

Board layout for the POD-5]EH-SAB-C515- 118 


Differences Between the Emulator and the C515 
MCU 


EA Pin: 123 
PortO and Port2 Pins: 123 


Jumper Identification and Description: 12} 
LED Indicators: 120 


Operating Instructions: 118 


POD-51EH-SAB-CS515, layout: 118 
POD-51EH-TSC-51RX2-16 + 124 
Board layout for the POD-5]EH-TSC-5IRX2~16+ 124 


Differences Between the Emulator and the TS8XC51]RX2 
MCU: 128 


PortO and Port2 Pins: 128 
EA Pin: 128 


Jumper Identification and Description: 127 

LED Indicators: 126 

Operating Instructions: 124 

Operating Modes: 125 
POD-51EH-TSC-51RX2-16, Jayout: 124 
POD-51EH-TSC-51U2-16- 129 

Board layout for the POD-51EH-TSC-51U2-16- 129 


Differences Between the Emulator and the TS8XC51U2 
MCU: 133 


EA Pin: 133 
PortO and Port2 Pins: 133 


Jumper Identification and Description: 132 
LED Indicators: 131 

Operating Instructions: 129 

Operating Modes: 130 


POD-S1EH-TSC-51U2-16, layout: 129 
POD-5]EH-TSC-52/54/58X2-16- 134 
Board layout: 134 
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TS8XC52/54/S8X2 MCU: 138 


EA Pin: 138 
PortO and Port2 Pins: 138 


Jumper Identification and Description: 137 
LED Indicators: 136 

Operating Instructions: 134 

Operating Modes: 135 


POD-51EH-TSC-52/54/58X2-16, layout> 134 
POD-51HB-C51FX- 139 
Board layout: 139 
Jumper Identification and Description: 140 
LED Indicators and Reset Switch: 140 
Notes: 142 


Operating Instructions: 139 


POD-51HB-C51FX Jumpers and Headers: 139 
POD-SIHB-C5IRX- 149 
Board layout: 149 
Jumper Identification and Description: 150 
LED Indicators and Reset Switch- 150 
Notes: 152 
Operating Instructions: 149 


POD-5}HB-C51RX Jumpers and Headers: 149 
POD-51HB-C51RX2- 144 
Board layout: 144 
Jumper Identification and Description: 145 
LED Indicators and Reset Switch: 145 
Notes: 147 
Operating Instructions: 144 


POD-51HB-C51RX2 Jumpers and Headers: 144 
POD-SIHB-C52- 154 
Board layout: 154 
Jumper Identification and Description: 155 
LED Indicators and Reset Switch: 155 
Notes: 157 
Operating Instructions: 154 


POD-51HB-C52 Jumpers and Headers: 154 
POD-51HB-CS591- 159 

Board layout: 159 

Jumper Identification and Description: 160 

LED Indicators and Reset Switch: 160 

Notes: 162 

Operating Instructions: 159 
POD-51HB-C591 Jumpers and Headers: 159 
POD-51HB-C66X + 164 

Board layout: 164 


Jumper Identification and Description: 165 
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LED Indicators and Reset Switch: 165 
Notes: 167 
Operating Instructions: 164 


POD-51HB-C66X Jumpers and Headers: 164 
POD-5]HB-L5IFX- 169 
Board Jayout: 169 
Jumper Identification and Description: 170 
LED Indicators and Reset Switch: 170 
Notes: 172 
Operating Instructions: 169 


POD-51HB-L51FX Jumpers and Headers: 169 
POD-S1HB-LSIRX- 174 
Board layout: 174 
Jumper Identification and Descnption: 175 
LED Indicators and Reset Switch: 175 
Notes: 177 


Operating Instructions: 174 


POD-51HB-L51RX Jumpers and Headers: 174 
POD-C320-33/323-33: External Mode- 179 
Board Layout: 182 
Jumper Diagram: 183 
Jumper Identification and Description: 179 
LED Indicators: 179 
Locations of Jumpers: 182 
Notes: 181 
Operating Instructions: 179 


POD-C323-33 Jumper Diagram: 183 
POD-C32HF-42 Jumper Diagram: 188 
POD-C32HF-42: External Mode: 184 
Board Layout: 187 
Jumper Diagram: 188 
Jumper Identification and Description: 184 
LED Indicators: 184 
Location of Jumpers: 187 
Notes: 187 
Operating Instructions: 184 
POD-CS51FX Jumper Diagram: 193 
POD-C51FX: Hooks Mode: 189 
Board Layout: 193 
Jumper Diagram: 193 
Locations of Jumpers: 193 
Jumper Identification and Description: 190 
LED Indicators: 189 ; 
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Notes: 192 
Operating Instructions: 189 


POD-C5IMX- 194 
Board Layout: 201 
breakpoint and trace setup: 314 
DataRAM: 199 
emulator board configurations: 313 
Extended SFRs- 199 
FAR variable: 315 
hardware considerations: 314 
Jumper Identification and Description: 195 
LED Indicators: 194 
memory block layout table: 198A 
memory/code coverage - 200 
Notes: 197 
Overview: 194 
Philips 8051MX support - 197 
Shadow RAM - 200 


software considerations: 314 


POD-C52 Jumper Diagram - 206 
POD-CS52: Hooks Mode- 202 
Board Layout: 206 
Jumper Diagram: 206 
Locations of Jumpers: 206 
Jumper Identification and Description - 203 
LED Indicators: 202 
Notes- 205 
Operating Instructions: 202 


POD-C520-PGA-33 Jumper Diagram: 210 


POD-C520-PGA-33 to Emulate the DS80C310 MCU: 297 
DS80C310 Emulation: 297 
Feature Differences: 297 


Modifying Existing Software to Support the DS80C310 
MCU: 298 


No Hardware Modifications are Necessary to Support the 
DS80C310 MCU- 297 


User Application Software Precaustions- 298 


POD-C520-PGA-~33: External Mode: 207 


Board Layout: 209 
Jumper Diagram: 209 


Locations of Jumpers: 209 


Jumper Identification and Description: 207 
LED Indicators - 207 
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Operating Instructions - 207 


POD-C528 Jumper Diagram: 215 
POD-C528: Hooks Mode: 211 
Board Layout: 215 
Jumper Diagram: 215 
Locations of Jumpers: 215 
Jumper Identification and Description: 212 
LED Indicators’ 21] 
Notes: 214 
Operating Instructions: 211 


POD-C550-PGA: Hooks Mode: 216 
Board Layout- 220 
Jumper Diagram: 220 
Locations of Jumpers: 220 
Jumper Identification and Description: 217 
LED Indicators: 216 
Notes: 219 
Operating Instructions: 216 


POD-C554- 221 
Board Layout: 223 
Jumper Identification and Description: 221 
LED Indicators- 221 
Notes: 222 
Operating Instructions: 221 


POD-C554 Jumper Layout: 223 
POD-C558-16 Jumper Diagram: 228 
POD-C558-16: Hooks Mode: 224 
Board Layout: 228 
Jumper Diagram: 228 
Locations of Jumpers: 228 
Jumper Identification: 225 
LED Indicators - 224 
Notes~> 227 
Operating Instructions - 224 


Port0: 298 

port address: 16 
Port] & Port3- 251 
Power Jumper: 247 
powering down: 243 
powering up: 243 


Power-up / Power-down Sequences: 243 


qualifying registers: 263 
Quick Start for Installing the Hardware: 5 
Quick Start for Installing Your Emulator System: 4 


R 


readme. |st file: 31,33 
Read/Wnite XDATA- 323 
Record: 256 
Relative TimeStamp: 253 
Reprogramming an EPROM for Another Pod Type: 31, 33 
Cypress part CY7C266-20WG: 31, 33 
EEPROM hex files: 31 
EPROM hex files: 33 
Readme.|st file: 31 


reset LED flash? 282 
Reset LED flash? - 276 
ROMSIZE~ 298 


S 


$0, S1,S2(ETR)- 262 
SADDRI - 298 
SADEN1- 298 
Save Trace to File Dialog Box: 253 
Seehau 
installing and configuring - 229 
system resources: ix 
recommended amount 40%- ix 
Seehau Configuration Program: 230 
Seehau software- ix 
Seehau Startup Options: See Startup Options 
Seehau Startup Troubleshooting 
Debugging the Parallel Port: 276 
Windows 2000 Users: 276 
Windows 9x/ME Users: 276 
Windows NT Users: 276 


HSP Box: 275 


If the Emulator Does Not Start When Connected to the 
Target System: 282 


ISA: 281 
Known Device Driver Conflicts: 28} 
solution: 282 
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symptoms: 282 
Target Does Not Operate Correctly: 283 


Select Processor: 23] 

Selecting to Automatically Start the Sechau 
Configuring Seehau: 231 

Selecting to Automatically Start the Seechau Configuration 
Program: 230 
Emulator Configuration Connect Dialog Box: 230 
Emulator Configuration HdwCfg51 Tab- 232 


serial expansion box: 231 
Serial port is not operating: 284 
Service or driver failed error message- 11, 16 
Set-Clear with the Sx Functions: 272 
Event Field (A)- 273 
Event Field (B)- 273 
S0=setAclearB- 272 


Setting Up Bank Switch Connections- 23 
Setting Up Proper Pod Support: 246 
Settings - 254 
Shadow byte- 307 
Shadow RAM for the CSIMX pod- 200 
Show Data: 253 
Show Misc.(SY0 & SY1)- 253 
Show Ports - 253 
Show Source Line - 252 
Show Status - 254 
Show Symbol: 254 
Show TimeStamp- 253 
Six-Bit State Machine: 274 
software considerations for the CSIMX pod: 314 
Software Precautions: 298 
Bits EXIF.3-0- 299 
Clearing the POR bit: 298 
modifying bits: 299 
solution for device driver conflicts: 283 
Src_AddSymlInfor command: 319 
Standard Emulator Board: 18 
Standard Emulator Board Description: 20 
128K Emulator: 21 
32K Emulator: 20 
Four-Memory E32 Board: 2] 
One-Memory E32 Board: 20 


Standard Trace Addressing Example: 286 


Standard Trace Boards 


Alternate Addressing Examples: - 42 
Description: - 43 
Installing and Configuring: - 42 
installing inan HSP or USB box: -: 41 
installing witha PC- - 41 

Memory Configuration: - 43 

steps for installing: - 42 


Standard Trace Board Description: 43 


16K Trace: 44 
4K Trace: 43 
Standard Trace Board Memory Configuration: 43 


Standard Trace Board Memory Configuration: 43 


4K Trace: - 44 

16K Trace: - 44 

four-memory version: + 43 
one-memory version: - 43 

with 4K installed, address 1OOH: - 44 
with 16K installed, address OOH: - 44 


Standard Trace Board, Configuring: 255 


Conditions Tab- 257 
Edit Data Condition Dialog Box- 257 
Standard Trace Configuration Dialog Box. 
(Conditions Tab) - 257 
Trace Setup Tab: 255 
Break Emulator: 256 
Filter: 256 
V/O Address: 255 
Trace Type- 255 
Trigger Conditions: 256 


Standard Trace Configuration Dialog Box: 255 
Standard Trace Configuration Dialog Box 


(Conditions Tab)- 257 


Startup Options 


-2: 293 
-b: 293 
-c* 293 
-d: 293 
-]- 293 
r+ 293 
-u-> 293 


State Machine- 271 
Steps for Installing and Configuring the EMUL51—PC and 


Seehau Software: 4 
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Steps for Installing the EMUL51-PC Hardware: 5 
Steps for Installing the Enhanced Trace Board: 47 
Steps for Installing the Standard Trace Board: 42 
Surface Mount Adapters: 244): 1 
switching the crystal jumpers/switches.: 283 
SY0- 259 
SY0 &SY1- 251 
SY1+ 259 
Symbol]: 251 
symbol information: 319 
symptoms of device driver conflicts: 284 
Synchronize Source Window: 251 
system configurations 

High-Speed Parallel (HSP)- 1 

PC Plug-In: 1 

user interface: 3 

Universal Serial Bus (USB) - 1 


System I/O Resources> 8 
System Information Window: 278 
System Properties window: 14 
System Properties Window: 14,279 
System Requirements: ix , 
system resources 

40%: ix 

recommended amount: ix | 


System Resources: 15 


i 


TA: 298 
Target adapter: | 
Target Does Not Operate Correctly: 284 


Cannot access target memory or memory mapped I/O - 
284 


Serial port is not operating correctly: 284 
target memory or memory mapped I/O, cannot access: 284 
Time Stamp: 25] 
tlmer.min: 260 
Timestamp Overflow: 263 
Timestamp Prescaler- 263 
Advanced Trace: 263 
Enhanced Trace: 263 


programming the prescaler: 263 


Today's Generation Emulators: 304 


TR button: 250 
Trace board: 1, 23) ' 
Trace Boards: 46 


Advanced: 46 
Enhanced: 46 
Standard: 46 


trace board with a banked application: 307 
Trace Board with 16K Installed, Address 1OOH: 44 
Trace Board with 4K Installed, Address 1OOH- 44 
Trace Conditions Setup: 266 
Trace Config: 254 
Trace Configuration Examples- 266 
Filter Example: 267 
emulator trace to filter data writes 267. 
Trace Filter Setup: 267 
Trace Setup Tab: 267 
Trace Window with Filter Example -. 269 


Trigger Example- 266 
set up the emulator trace to trigger: 266 
Trace Conditions Setup (screenshot) - 266 
Trace Window with Trigger Example- 267 


Trace Display Filter A: 270 
Trace Display Filter BorC- 271 
Trace Display Window: 26] 
Trace Filter Setup - 268 
Trace menu- 250 
Trace Menu: 251 
All Options - 253 
Change Caption: 253 
Compressed: 253 
Convert Cycles to Time: 253 
Display mode: 252 
File: 253 
Find: 252 
Find Next: 252 
Find Previous: 252 
Find Trigger Point: 251 
Go to Frame number: 251 
Relative TimeStamp- 253 
Save Trace to File Dialog Box: 253 
screenshot of the Trace menu: 252 
Settings: 253 
Show Data: 253 
Show Misc. - 253 
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@ Show Ports- 253 Symbol: 251 
Show Source Line- 252 Time Stamp~ 251 hoa iene 
Show Status - 253 Trace Window with Filter Example. 269 er yi: 
Show Symbol: 253 ’ Trace Window with Trigger Example - -267 fol! © ¢ 
Show TimeStamp~ 253 Trigger Condition, Configuring - 260 1 ri fier 
Synchronize Source Window: 251 example: 260 “are 
Trace Config: 254 tee timer.min- 260 x {7 
Zero Time at Cursor: 251} ot e Trace Display Window- 261 ongse 

Trace Setup Tab- 255, 268 ° ee EA} f Trigger Conditions - 256 

Break Emulator - 255 , Condition: 256 
Filter: 255 Delay- 256 tee! 
VO Address: 255 Loop Count: 256 - 


Trace Type: 255 Trigger Conditions (ETR): 263 


Trigger Conditions: 255 


Delay: 263 ae 
Trace Setup Tab (ETR): 262 Examples: 263 
Break Emulator: 262 Trg Exp: 263 
Cycle Count Enable, SS=* 262 Trigger Example: 266 
Filter: 262 es 


parameters: 266 
V/O Address --. 262 


Loop Count- 262 


Loop Counter Condition, S3=- 262 


r Pod Signal "ANB" S4=- 262 triggering or ie onBorC: 270 . 
SO, S1,S2- 262 Troubleshooting - See Seehau Startup Troubleshooting _ 


Timestamp Overflow: 262 


Trace Conditions Setup: 266 : 


Trace Window with Trigger Example: 267 


troubleshooting check list- 275 
Troubleshooting With an Isolator- 295 
Type: 259 
Typical Set of Jumper Pins: 18 
Typical Set of Paired Jumper Pins: 18 


Timestamp Prescaler: 262 
Trace Type: 262 
Trigger Conditions: 262 
Trace Type: 255 
Trace Type (ETR) - 262 


Trace Window: 250 U ay 
compressed: 250 ws Universal Serial Bus (USB) Box: 1 ; 
non-compressed: 250 install the Seehau software first: 2 
Trace Window Columns: 250 1 not supported by Windows NT- 2 ; 

Trace Window (compressed) - 250 Installing the Standard Trace Board - 4) 

Trace Window (non-compressed)- 250 1% User Interface: 3 

Trace Window Columns: 25] User Manager Dialog Box for Windows NT: 9 
Address: 251 Users and Passwords Window: 12 i . 

Data: 251 Using an 80C51RX MCU in an External Mode Pod- 301 
Frame Number: 251 using an isolator to debug the target- 284 wes 
FWR: 251 

Instr.- 25] 


Port] & Port3- 25] 


eS SYO&SY1- 251 
ee 
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Windows 9x/ME Users: 277 
Windows Autorun feature- 229 


V 
Oe ee Windows NT Users: 277 
Verifying Adapter Orientation - 245 are Check the Nohatnxt driver status - 277 
W “ re-check the driver Status: 277 
Warrings Wirtdows operating systems: 6 
avoid conriecting the pod to your target when the pod or’ Configuring address scttings- 6 
target power ison- x Default Addréss Ranges 6° 
coftect orientation of target adapter - x Default Addtess Settings for'tle HSP Box: 6 
When powering down, power down the target system eet rte 0 
‘first: x 
When powering up, always power up the emulator first - nom 
x Th 
WDCON - 298 Zero Time at Cursor: 25) 


Windows 2000 System Properties: 16 

Windows 2000 Users: 277 
Device Manager Window Displaying the System 

Resources, screenshot > 280 

Device Manager Window, screenshot - 279 
List of Active Drivers, screenshot - 278 
Nohau5} device driver - 277 
parallel port mode- 280 
ParPort driver - 279 
System Information Window, screenshot: 278 
Systerh Properties Window, screenshot: 279 
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